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~ E 8 E R ~~~: ~ STANDARD OPERATING PROCEDURE 

'@ Sample Receiving 

MP-001, Rev. 13 
Effective: 10131113 

Page 14 of15 

Eberline Services- Oak Ridge Laboratory 

LABORATORY DATA SUPPORT CHECKLIST 

MP-001-3 

Eberline Services Work Order # __ 1..;:_._4_-_1_&_& _0_9_5 _____ _ 

The checklist items listed below are to be initialed by appropriate staff upon completion/verification. 

Date for Partial Initials Date Initials Checklist Items 

Sample Log-In 

ll\12-~J 11 J ~ Data Compilation 

First Technical Data Review 

Second Technical Data Review 

Data Entry/Electronic Deliverable 

Case Narrative 

Electronic Deliverable Proof 

SamplesjA!Jalyzed within Holding Time 
Yes? I X ! No? L I 

Cilent in Possession of Data 
E!~ · . or Hard Coov 

Invoiced by Laboratory 

Technical/Clerical Corrections, Signatures Need~d, Problems, Etc Date/Initials 

Copy No. Radiochemistry Services 

003 
,.,..., 
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SECTION I 

CHAIN OF CUSTODY 
& 

pH CHECK SHEET 
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Rocliofogi«JJ Heo/11!, Safely atKI Environmental S.rvice1 
A USA f.,;,.,...t, !P. c...p.q 

Project NamE!.: .. 

Location: 

Sample Custodian: 
I 

SAMPLE IDENTIFI(:A TION 

FeE' .. \MC.\ -w 
~lllo~2.<\ '2.0'- \. ..... "' 
F~e-.. ~\ .. .w , \ 

v~t>""'~"Zott \.. 

14-11095 
RECO NOV 1 8 2014 

CHAIN OF CUSTODY FORM 

FEE/BRI Project Manager: Beth Jansen 

Brid!leton.MO Telephone No.: 865-675-3669 

Fax No.: 865-675-3677 

DATE OF DATE OF 

COLLECTION SAMPLE DESCRIPTION SAMPLE IDENTIFICATION COLLECTION 

\\-\'b.- \4 \\) QJ.\.l.C~ \\1/lrte~ 

l\• \'? ... \4 tl) ~\At)" ~ .. ~ 

Received In Good Condition By: 

Received In Good Condition By: 

Auxier & Associates, Inc. 
9821 Cogdill Road 
Suite 1 
Knoxville, IN 37932 
(423) 675-3669 

SAMPLE DESCRIPTION 

Date: 

g:\marsha\forms\COC 08/13/99 



. 
EBERLINE 

Internal 
Chain of 
Custody 

SERVICES 

Oak Ridge Laboratory 

Comments 

location (circle one) 

Received by ~ Rough Prep Prep Separations 

' '~ '~"' 

Relinquished by Sample Storage Rough Prep @__ Separations 

Sample Storage Rough Prep Prep ~ 
---,.·~ --~-·«-••~,.- --··--,.·-·,·--·· -~ ~---~----- , , .. ~ ·-~-~~--~·«••~·-· »•»•••·»--- ·~·--· 

Relinquished by Sample Storage Rough Prep Prep ~ 

Received by Sample Storage Rough Prep Prep Separations 

~··-·-······,-----------·-----~
----··--.------··»••»•-

Relinquished by Sample Storage Rough Prep Prep Separations 

Received by 

Relinquished by Sample Storage Rough Prep Prep Separations 

Received by Sample Storage Rough Prep Prep Separations 

~"''~ ·~·-· ,., .... -·. ·-·· ···--· "'" '"- --· .. ~--·--·······-··"- -·-·---,.···~··-

Relinquished by Sample Storage Rough Prep Prep Separations 

Received by Sample Storage Rough Prep Prep Separations 

Relinquished by Sample Storage Rough Prep Prep Separations 

Received by Sample Storage Rough Prep Prep Separations 

Relinquished by Sample Storage Rough Prep Prep Separations 

Work Order# 

Lab Deadline 

Analysis 

Sample Matrix 

Sample 
Fraction 

04 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

14-11095 
11/24/2014 

UUISO- Level4 
Water 

HP 210 I 270 
Detector Activity 

39 

Storage 
location 

01.2 

00·6 
Printed: 1111812014 3:06PM 

-' WLLFOIA4312- 001 - 0030423 
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EBERLINE 
. . -- . SERVICES 

Oak Ridge Laboratory 

Internal 
Chain of 
Custod 

Comments 

Location (circle one) 

Received by ~ Rough Prep Prep Separations 

Sample 
Fraction 

04 

Count Room 

b-·---M»M-~~-·-•-••--•••-••"••m•-m•-•• " -o~-~~OM'"''•;·~-··-·-·-•-•""' ___ ,. •. ,_, ___ ~~ -~---··-,_·-~-··-~----------~-----·~"- ............... •••-~-""'-~--<OC<'O'C --·~-···----·-,-

Relinquished by Sample Storage Rough Prep Separations Count Room 

Received by Sample Storage Rough Prep Prep Count Room 

., ... , . .,,_,,.,_ ...... ~. 

Relinquished by Sample Storage Rough Prep Prep 

Received by Sample Storage Rough Prep Prep 

···-·····--···""""-·-

Relinquished by Sample Storage Rough Prep Prep Separations 

.. ~~ Rough Prep Prep Separations 

Sample Storage Rough Prep Prep Separations Count Room 

Sample Storage Rough Prep Prep Separations Count Room 

Relinquished by Sample Storage Rough Prep Prep Separations Count Room 

Received by Sample Storage Rough Prep Prep Separations Count Room 

Relinquished by Sample Storage Rough Prep Prep Separations Count Room 

Received by Sample Storage Rough Prep Prep Separations Count Room 

Relinquished by Sample Storage Rough Prep Prep Separations Count Room 

ThiSO - Level 4 

Storage 
Location 

Date 

007 
Printed: 11/1812014 3:06PM 

~~ ~··:+•< 
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EEJERLINE 
SERVICES 

Oak Ridge Laboratory 

Internal 
Chain of 
Custody 

Comments 

Location (circle one) 

Received by ~ Rough Prep Prep Separations 

Sample Storage Rough Prep ~ Separations 

Sample Storage Rough Prep Prep 

Relinquished by Sample Storage Rough Prep Prep 

Received by Sample Storage Rough Prep Prep 

Relinquished by Sample Storage Rough Prep Prep Separations 

Received by Prep Separations 

Relinquished by Sample Storage Rough Prep Prep Separations 

Received by Sample Storage Rough Prep Prep Separations 

Relinquished by Sample Storage Rough Prep Prep Separations 

Received by Sample Storage Rough Prep Prep Separations 

Relinquished by Sample Storage Rough Prep Prep Separations 

Received by Sample storage Rough Prep Prep Separations 

Relinquished by Sample Storage Rough Prep Prep Separations 

Work Orde 14-11095 
Lab Deadline 11/24/2014 

Analysis Ra226 - Level 4 

Sample Matrix Water 

Sample I HP 210 I 270 Storage 
Fraction ! Detector Activity Location 

04 39 01.2 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

Count Room 

008 
Printed: 1111812014 3:00PM 
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. 
EBERLINE 

SERVICES 

Oak Ridge Laboratory 

Internal 
Chain of 
Custody 

Comments 

Location 

Received by Separations 

Rough Prep Prep 

Received by Rough Prep Prep 

Relinquished by Rough Prep Prep 

Rough Prep Prep 

Relinquished by Sample Storage Rough Prep Prep 

Received by Sample Storage Rough Prep Prep 

Relinquished by 

Received by 

Rougi\Prep Prep Separations 

Received by Sample Storage Rough Prep Prep Separations 

••+-•····-~~·-· .. ·- "*., ""··----+·-'~ ,~ .... ,.,_~, -~ 

Relinquished by Sample Storage Rough Prep Prep Separations 

Work Order# 

Lab Deadline 

Analysis 

Sample Matrix 

Sample 
Fraction 

Count Room 

Count Room 

Count Room 

14-11095 
11/24/2014 

Ra228 - Level 4 
Water 

I HP 210 I 270 \ 
\ Detector Activity ! 

39 

Storage 
Location 

009 
Printed: 11118/2014 3:06PM 
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EE'ERLINE 
SERVICES 

Oak Ridge Laboratory 

Internal 
Chain of 
Custody 

Work Order# 

Lab Deadline 

Analysis 

Sample Matrix 

Comments Sample 
Fraction 

Location (circle one} 

~ Received by Rough Prep Prep Separations Count Room 

I·· -·--·· "" '' ,,.,.,.~,-··-···---·· . ., .. &--·- ..., 

Relinquished by Sample Storage Rough Prep Separations Count Room 

Received by Sample Storage Rough Prep Prep Separations ~;Roo::J -
·- '--~"··---,---·· 

.... ·--····-~········ 

Relinquished by Sample Storage Rough Prep Prep Separations . unt Room 

Received by sanE9 Rough Prep Prep Separations Count Room 

•-•m-•-••-"--"'""~~-----

Relinquished by Sample Storage Rougl\ Prep Prep Separations Count Room 

Received by Sample Storage Rough Prep Prep Separations Count Room 

14-11095 
11/24/2014 

GaGbT_ThSr-Level4 
Water 

HP 210/270 
Detector Activity 

39 

Initials 

___ ).(~ 

i 
' 

Storage 
Location 

01.2 

Date 

~~ONcvtt:f .... 

){~ 2 0 II.Ja •J"l t o~(s-

-----{~~ . ----- .. . ................ t!.l 
I 

u \ tl~\vy' ta>~ 
r 

.. ,,, ... -·---~·-···-~-_,--···-·-····--· .. - ~~~~--· ··~~~--·-···-·""""--·~-""-'~--~---··--·- ~----·"'··~·-~--·-«-~·-·- -'-~"'~-~ -~---''""''"'"'-
"" '-···· -·-··~·-·---··,-···-·- .... -- ~ ~~ --- --·"'"" 

Relinquished by Sample Storage Rough Prep Prep Separations Count Room 

Received by Sample Storage Rough Prep Prep Separations Count Room 

.... + 
.... 

Relinquished by Sample Storage Rough Prep Prep Separations Count Room 

Received by Sample Storage Rough Prep Prep Separations Count Room 

1·········---------... --·-·· 1-·· ~···«- ---·- ··-··-
,, .. ....... 

Relinquished by Sample Storage Rough Prep Prep Separations Count Room l 
Received by Sample Storage Rough Prep Prep Separations Count Room 

.... ..... ---·--··-···----·--· ............. ,,_ , _________ ,,----------~ --- ··- ____ ,.,.,, -~h----·------ ---"-'"'"·~·----- .... ,,._,. _____ ~~-.. ··-·--··~-----·--··~ ......... - .. 

Relinquished by Sample Storage Rough Prep Prep Separations Count Room 

010 .:t:! 

Printed: 11/1812014 3:06PM 

~~ 
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Printed: 11/18/2014 11:16 AM 

4:EBERL-JNE 
SEF<VICES 

FR CJientiD # Btls 

01 LCS 0 

02 BLANK 0 

03 DUP 0 

04 FEE-BRI-W-FADW29206L 1/ 2 

Receivedby: ~~ 

Page 1 of 1 

Internal Work Order 

Sample Receiving Report 14-11095 
(Volumes, pH,&. CPM) Received By 

KCOULSTON 

Comments Matrix Storage Rec Vol Ttl CPM Max 
WA 01.2 

WA 01.2 

WA 01.2 

WA 01.2 

1 12 12 
2 12 12 

Date: l \ flB /1'1 

8.00 39 

4.0000 36 
4.0000 39 

011 
MP-001, Rev 5 

Effective: 11/22/02 

WLLFOIA4312- 001 - 0030428 
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..... ~lief1tN~.rne _ ... 

Feezor Engineering, Inc. 

1-···- P!oject _Naf!l~ - . 
FEEBRI 

... 

lnternai!D Client!D 

01 LCS 

02 BLANK 

03 DUP 

04 FEE-BRI-W -FADW29 206L 

'-.-· 

~ EBERLtf'I.E 
• 

SERVICES 

Sample Log In Report 

....... 
c • ...ii ,, 

w 

-r Con!ract/PO j __ Project'I)P11 

BT-026-POl I 
Environmental 

' i 
.. L Clie.n.~ WO _ .j Sample_Di~e .. 

FEE/BRI Bridgeton, MO I w 
! 

Sample Date Matrix Storage 

11/18/14 WA 01.2 

11/18/14 WA 01.2 

11/18/14 WA 01.2 

ll/13/14 00:00 WA 01.2 

Totals Per Analysis (non QA samples) 

. ... "' 

I 
Oak Ridge Laboratory 
601 Scarboro Rd. 
Oak Ridge, TN 37830 

Voice: (865) 481-0683 
Fax: (865) 483-4621 

Date Rec11ived 
·-·-· 

Require~_:rurnaroun~_Days .. . ... 
11/18/2014 7 14-11095 

Lab Deadline tnternafbeadiliie . .. 
·····---·-- .. 

11/24/2014 11/25/2014 11/25/2014 
". ' -~· 

.... <D re 0 0 

..0 "' (f) 

~ "' "' 
(/j 

:;:; 

"' (!) :2 5 .... 
(!) 0: 0:: .... ::::> 

X X X X X 5 

X X X X X 5 

X X X X X 5 

X X X X X 5 

0 

0 

0 

0 

0 

0 

0 

0 

0 

0, 

0 

0 

0 

0 

0 

0 

i i o 1 o 
' I 

o 1 o 0 I 0 o 1 o 
l 

0 i 0 
1 ! 1 1 1 1 1 i 0 0 0 0 j 0 0 i 0 0 i 0 

! 
l 

! ' 
.. '"'' '"u• 

Invoice Accounts Payable Report Data Dan Feezor 

Feezor Engineering. Inc. Feezor Engineering, Inc. 

406 East Walnut Street 406 East Walnut Street 

Chatham, ll62629 Chatham, IL 62629 

Voice 217-483-3118 Voiw 217-483·3118 

Fax Fax 

Contact Mike Bollenbacher 

VQice 865-675-0379 

Fax 885-675·3677 

Printed: 11/18/2014 3:06 PM 

-~-~-----·---·--·--...,.......-----
-----· 



~ E E! E R ~~~ ~ STANDARD OPERATING PROCEDURE 

~ Sample Receiving 

Eberline Services - Oak Ridge Laboratory 

SAMPLE RECEIPT CHECKLIST 
MP-001-2 

WORKORDER# 1 4 = 'l <j Q 9 5 

MP-001, Rev. 13 

Effecffve:10131113 
Page 13of15 

SAMPLE MATRIX/MATRICES: (CIRCLE ONE OR BOTH} 

@uEoU§) NON-AQUEOUS 

(CIRCLE EITHER YES, NO, OR N/A) 

WERE SAMPLES· 

Received in good condition? 0 N 

If aqueous, properly preserved 0 N N/A 

WERE CHAIN OF CUSTODY SEALS· 

Present on outside of package? 0 N 

Unbroken on outside of package? 0 N 

Present on samples? 0 N 

Unbroken on samples? @ N 

Was chain of custody present upon sample receipt? t0 N 

IF THE RESPONSE TO ANY OF THE ABOVE IS NO, A DISCREPANT SAMPLE RECEIPT REPORT 

(DSR) HAS BEEN ISSUED. 

REMARKS:-----------------------------------------------------

DATE: 1\ lt8/ /If 

Copy No. ___ _ Radiochemistry SeNices 

014 

--WLLFOIA4312- 001 - 0030431 
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CASE NARRATIVE 
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EBERLINE 
SERVICES 

EBERLINE ANALYTICAL CORPORATION 

601 SCARBORO ROAD 

OAK RIDGE, TENNESSEE 37830 
PHONE {865) 481-0683 

FAX (865} 483-4621 

EBS-OR-38233 

December 4, 2014 

Dan Feezor 
Feezor Engineering, Inc. 
406 East Walnut Street 
Chatham, IL 62629 

SAMPLE RECEIPT 

CASE NARRATIVE 
Work Order# 14-11095-0R 

This work order contains one water sample received 11118/2014. This sample was analyzed for Isotopic 

Uranium, Isotopic Thorium, Radium-226/228 and Gross Alpha/Beta. 

CLIENT ID LAB ID 

FEE-BRI-W-FADW29206L 14-11095-04 

ANALYTICAL METHODS 

Isotopic Uranium was analyzed using Method EML U-02 Modified. Isotopic Thorium was analyzed 

using Method EML Th-01 Modified. Radium-226 was analyzed using EPA Method 903.0 Modified. 

Radium-228 was analyzed using EPA Method 904.0 Modified. Gross Alpha/Beta was analyzed using 

EPA Method 900.0. 

ANALYTICAL RESULTS 

Combined Standard Uncertainty is reported at 2-sigma value. 

ISOTOPIC URANIUM 

Sample was prepared by removing a representative aliquot followed by mixed acid digestions as 

appropriate. Uranium was selectively extracted by ion exchange. Uranium was eluted, micro-precipitated 

and mounted on micro-porous filter media. Sample activities were then determined by alpha spectroscopy 

using energy specific regions of interest for Uranium-234, Uranium-235 and Uranium-238. Chemical 

recovery was determined by the use of a Uranium-232 tracer. Activity of the Uranium-232 tracer was 

determined by alpha spectroscopy using an energy specific region of interest. 

Sample demonstrated acceptable results for all Uranium analyses. Chemical recovery was acceptable for 

all samples. The Uranium-234, Uranium-235 and Uranium-238 method blank demonstrated acceptable 

results. Results for the Uranium-234, Uranium-235 and Uranium-238 duplicate demonstrated a high 

relative percent difference; however, normalized difference is within acceptable limits for the analytical 

technique. Results for the Uranium-234 and Uranium-238 laboratory control sample demonstrated an 

acceptable percent recovery. 

Page I of3 

~ 

016 
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ANALYTICAL RESULTS CONTINUED 

ISOTOPIC THORIUM 

Sample was prepared by removing a representative aliquot followed by mixed acid digestions as 

appropriate. Thorium was selectively extracted by ion exchange. Thorium was eluted, micro-precipitated 

and mounted on micro-porous filter media. Sample activities were then determined by alpha spectroscopy 

using energy specific regions of interest for Thorium-228, Thorium-230 and Thorium-232. Chemical 

recovery was determined by the use of a Thorium-229 tracer. Activity of the Thorium-229 tracer was 

determined by alpha spectroscopy using an energy specific region of interest 

Sample demonstrated acceptable results for all Thorium analyses. Chemical recovery was acceptable for 

all samples. The Thorium-228, Thorium-230 and Thorium-232 method blank demonstrated acceptable 

results. Results for the Thorium-228, Thorium-230 and Thorium-232 duplicate demonstrated an 

acceptable relative percent difference and normalized difference. Results for the Thorium-228, Thorium-

230 and Thorium-232 laboratory control sample demonstrated an acceptable percent recovery. 

RADIUM-226 

Sample was prepared by removing a representative aliquot followed by mixed acid digestions as 

appropriate. This was followed by selective sulfate precipitations of the Radium. Sample was then 

mounted by semi-micro-precipitations onto micro-porous filters. Sample was counted by alpha 

spectroscopy using an energy specific region of interest for Radium-226. Chemical recovery was 

calculated by the use of a Barium-133 tracer, which was determined by HPGe gamma spectroscopy. 

Sample demonstrated acceptable results for all Radium-226 analyses. Chemical recovery was acceptable 

for all samples. The Radium-226 method blank demonstrated acceptable results. Results for the Radium-

226 duplicate demonstrated an acceptable relative percent difference and normalized difference. Results 

for the Radium-226laboratory control sample demonstrated an acceptable percent recovery. 

RADIUM-228 

Following alpha spectroscopy analysis of Radium-226, Barium/Radium Sulfate precipitates were re

dissolved and time allowed for sufficient ingrowth of the Actinium-228 daughter. After ingrowth, 

Actinium-228 was selectively precipitated. Precipitates were filtered and beta emissions for Actinium-228 

were then counted on a gas proportional counter. Chemical recovery was determined by the use of a 

Barium-133 tracer, the activity of which was determined by HPGe gamma spectroscopy and an elemental 

Yttrium carrier by gravimetric measurements. The product of these two recoveries was used to calculate 

chemical yield. 

Sample demonstrated acceptable results for all Radium-228 analyses. Chemical recovery was acceptable 

for all samples. The Radium-228 method blank demonstrated acceptable results. Results for the Radium-

228 duplicate demonstrated a high relative percent difference; however, normalized difference is within 

acceptable limits for the analytical technique. Results for the Radium-228 laboratory control sample 

demonstrated an acceptable percent recovery. 

GROSS ALPHA & BETA 

Sample was prepared by evaporation of a representative volumetric aliquot acidified with HN03• Reduced 

sample was then transferred to a steel planchet for final evaporation to dryness and flaming. Sample was 

then counted on a gas proportional counter. Results were corrected as required for inherent self

absorption based on residual mass present 

Page 2 of3 0.117 
1'. 
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ANALYTICAL RESULTS CONTINUED 

GROSS ALPHA & BET A CONTINUED 

Sample demonstrated acceptable results for all Gross Alpha and Beta analyses. The Gross Alpha and Beta 

method blank demonstrated acceptable results. Results for the Gross Alpha and Beta duplicate 

demonstrated an acceptable relative percent difference and normalized difference. Results for the Gross 

Alpha and Beta laboratory control sample demonstrated an acceptable percent recovery. 

CERTIFICATION OF ACCURACY 

l certify that this data report is in compliance with the terms and conditions of the Purchase Order, both 

technically and for completeness, for other than the conditions detailed above. Release of the data 

contained in this hard copy data package has been authorized by the cognizant project manager or his/her 

designee to be accurate as verified by the following signature. ----

M.R. McDougall 
Laboratory Manager 

Date: 12/4/2014 

Eberline Analytical wants and encourages your feedback regarding our performance providing radioanalytical services. Please 

visit http://www.eberllneservices.com/client.htm to provide us with feedback on our services. 

Page 3 of3 
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SECTION IV 

ANALYTICAL RESULTS SUMMARY 
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Printed: 1214/20141:45 PM Page1 of2 

Report To: Worn Order Details: 

Eberline Analytical Dan Feezor SDG: 14-11095 
Feezor Engineering, Inc. BT-026-P01 

-----~~--

Purchase Order: 1 

Final Report of Analysis --
406 East Walnut Street Analysis Category: ENVIRONMENTAL 

~---

Chatham, IL 62629 Sample Matrix: WA 

Lab l Sample Client Sample Receipt -~ Analysis i Batch I Result I i i i Report 

10 Type 10 Date Date Date 10 
Analyte Method cu i csu I MDA cv 

Units 
I l 

'14-11095-01 LCS KNOWN 11118/14 00:00 I 11/1812014 11/2012014 
------

14-11095 Gross Alpha EPA 900.0 Modified 2.69E+02 \1.16E+01 _J pCi/1 

14-11095..()1 LCS SPIKE 11/18114 00;00 11118/2014 11/2012014 14-11095 Gross Alpha EPA 900.0 Modified 2.64E+02 3.66E+OO 2.91E+01 2.52E-01 4.84E+OO pCi/1 

--- ~ 

14-11095-02 MBL BLANK 11/18/14 00:00 11/18/2014 11120/2014 14·11095 Gross Alpha EPA 900.0 Modified 3.94E-02 6.81E·02 6.83E-02 1.45E-01 pCUI 

14-11095-03 OUP FEE-8RI·W-FADW29206L 11113/14 00:00 11/18/2014 11/2012014 14-11095 Gross Alpha EPA 900.0 Modified 3,05E+01 7.77E+OO 8.46E+OO 

-
14-11 095-04 DO FEE-BRI-W-FADW29206L 11113/14 00:00 11/18/2014 11/20/2014 14-11095 Gross Aloha EPA 900.0 Modified 3.37E+01 8.91E+OO 9.64E+OO 

14-11095-01 LCS KNOWN 11/18/14 00:00 11/1812014 11/20/20141 14-11095 Gross Bela EPA 900.0 Modified 
-

----·--··-------·-
__ .. ____ .. 

14-11095-01 LCS SPIKE 11/18/14 00:00 11/18/2014 11/2012014 14-11095 Gross Beta EPA 900.0 Modified 2.83E+02 3.14E+OO 3.93E+01 I 5.57E-01 1.88E+00 

14-11095-02 MBL BLANK 11/18/14 00:00 11/18/2014 1112012014 14-11095 Gross Beta EPA 900.0 Modified 1.65E-02 2.51E·01 2.51E·01 5.39E-01 1.79E+OO 

14-11095-03 DUP FEE-BRI-W-FADW29206L 11113114 00:00 11/18/2014 1112012014 14-11095 Gross Beta EPA 900.0 Modified 6.29E+01 8.23E+OO 1.20E+01 1.18E+01 3.20E+01 -
14-11095·04 DO FEE-BRI-W-FADW29206L 11/13114 00:00 11118/2014 11/2012014 14-11095 Gross Beta EPA 900.0 Modified 6.02E+01 7.88E+OO 1.15E+01 1.08E+01 2.80E+01 

' .. 
9.98E+OO I 4.59E.01 

14-11 095..()1 LCS KNOWN 11118/14 00:00 1111812014 11/20/2014 14-11095 Radium-226 EPA 903.0 Modified ~ pCin 

14-11095-01 LCS SPIKE 11/18/14 00:00 11/18/2014 11120/2014 14-11095 Radium-226 EPA 903.0 Modified 1.10E+01 1.26E+OO 2.65E+OO 2.15E-01 1.84E-02 pCJil 

14-11 095·02 MBL BLANK 11118114 00:00 11/1812014 11/2012014 14-11095 Radium-226 EPA 903.0 Modified 2.46E-02 7.50E-o2 7.52E-02 1.78E-01 7.27E-03 pCUI 

14·11095-03 DUP FEE-8RI-W-FADW29206L 11/13114 00:00 11118/2014 1112012014 14-11095 Radium-226 EPA 903.0 Modified 1.80E+OO 7.50E-01 8.41E-01 3.80E-01 1.41E-02 pCill 

14-11095-04 DO FEE-BRI-W-FADW29206L 11/13114 00:00 ' 11118/2014 1112012014 14-11095 Radium-226 EPA 903.0 Modified 1.70E+OO 7.38E-01 8.21E-01 4.50E-01 2.19E·02 pCi/1 

14-11095-01 LCS KNOWN 11/18/14 00:00 11118/2014 11/24/2014T 14-11095 I Radium-228 EPA 904.0 Modified 7.38E+OO 3.76E-01 pCill 

14-11 095-01 LCS SPIKE 11/18/14 00:00 11/18/2014 11124/2014 14-11095 Radium-228 EPA 904.0 Modified 7.82E+OO 9.59E-01 2.01E+OO 1.38E+OO 1.13E-01 pCi/J 

14-11095-02 MBL BLANK 11118114 00:00 1111812014 11124120141 14-11095 Radium-228 EPA 904.0 Modified 6.86E-01 I 6.48E-01 6.66E-01 1.31E+OO 1.11E-01 , pCi/1 

14-11095-03 DUP FEE-BRI-W-FADW29206L 11/13114 00:00 11118/2014 1112412014 14·11095 Radium-228 EPA 904.0 Modified 2.82E+OO 5.89E-01 8.69E-01 9.50E·01 ' 9.48E-02 pCilt 

14-11095-04 DO FEE-BRl-W-FADW29206L 11113/14 00:00 11118/2014 11124/2014 i 14-11095 Radium-228 EPA 904.0 Modified 2.10E+OO 6.93E-01 6.40E-01 . 1.27E+OO 1.09E-01 pCUI 
. ··-!---· ' 

I 

14-11 095-01 LCS KNOWN 11118114 oo:oo 11/18/2014' 11/2112014\ 14·11095 Thorium-228 EML Th-01 Modified 5.10E+00 1.84E-01 pcin 

14-11095-01 LCS SPIKE 11/18/14 00:00 11118/2014 11121/2014 14-11095 Thorium-228 EML Th-01 Modified 5.04E+OO 8.42E-01 9.67E-01 1.20E-01 3.52E.02 I pCi/1 

14·11095-02 MBL BLANK 11/18/14 00:00 11/18/2014 1112112o14 1 14-11095 Thorium-228 EML Th-01 Modified -2.12E-02 5.74E-02 5.74E·02 1.46E·01 7.56E-02 pCi/1 

14-11095-03 DUP FEE-BRI-W·FADW29206L 11/13/14 00:00 11/1812014 11121/20141 14-11095 Thorium-228 EML Th-01 Modified 1.01_E+OO 14.42E-01 4.53E·01 2.72E-01 6.38E-02 pCill 

14-11095-04 DO FEE-BRI-W-FADW29206L 11/13114 00:00 1111812014 11/21/20141 14-11095 Thorium-228 EML Th·01 Modified 9.39E-01 3.64E-01 ! 3.74E-01 1.89E-01 I 3.81 E-02 pCi!l 

CU=Counting Uncertainty;CSU=Combined Standard Uncertainty (2-sigma);MOA=Minimal Detected Activity;LCS=Laboratory Control Sample; MBL=Biank; DUP=Duplicate; TRG::::Normal Sample; DO= Duplicate Original; 

CV=Critical Value 

( J:;;J\EBERLINE 
Je/ SERVICES 601 SCARBORO ROAD OAK RIDGE, TN 37830 865/481-0683 FAX 865/483-4621 

EBERLINE ANALYTICAL CORPORATION 
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Printed: 1214/20141:45 PM 
Page 2 of2 

Report To: Wolk Order Details: 

Eberline Analytical Dan Feezor SDG: 14-11095 
f-.--- Feezor Engineering, Inc. 

I 
-

Purchase Order: l BT-026-P01 

Final Report of Analysis 406 East Walnut Street Analysis Category: 1 ENVIRONMENTAL 

Chatham, IL 62629 Sample Matrix: WA 

Lab Sample Client Sample Receipt Analysis I Batch Analyte Method Result cu csu I MDA 

10 Type 10 Date Date Date ID 
CV 

14-11 095·01 LCS KNOWN 11118/14 00:00 1111812014 1112112014 14-11095 Thorium-230 EML Th-01 Modified 5.37E+OO I 1.45E-01 i I ------1--· ' ' 

14·11095-01 LCS SPIKE 11118114 oo:oo 11/18/2014 11121/2014 14-11095 Thorium-230 EML Th-01 Modified 521!:+oo I 8.65E-01 l1.0BE+OO j 8.98E·02 1 3.02E-03 

14-11 095·02 MBL BLANK 11118/14 00:00 11118/2014 1112112014 i 14-11095 Thorium-230 EML Th-01 Modified 

---;:;:::11 095-03 DUP FEE-BRJ..W-FADW29206L 11/13114 oo:oo 1111812014 11/2112014 14-11095 Thorium-2SO EML Th-01 Modified 

1.38E-01 9.30E-02 I 9.45E-02 I 9.35E·02 i 2.27EHJ2 

1.82E+OO 6.21E·01 , 6.60E·01 11.59E·01 1.41E·02 

' 

0 
r . .J 
....... 

14·11095-04 DO FEE·BRI-W-FADW29206L 11113/14 00:00 11/18/2014 11121/2014 14-11095 Thorium-230 EML Th-01 Modified 
....L..........-

1.60E+OO 4.98E·01 l 5.36E·01 . 1 .70E-01 2.99E-02 

- i 

14·11095-01 LCS KNOWN 11/18/14 00:00 11118/2014 11121/2014 14·11095 Thorium-232 EML Th-01 Modified 5.10E+OO 1.84E-01 I 

14-11095-01 LCS SPIKE 11/18/14 00:00 11/1812014 11121/2014 14-11095 Thorium-232 EML Th-01 Modified 5.00E+OO 6.36E-01 9.45E-01 7.85E-02 8.S5E-02 

14-11095-02 MBL BLANK 11/18/14 00:00 11/18/2014 11/2112014 i 14-11095 Thorium-232 EML Th-01 Modified 1.51E-02 3.78E-02 3.78E·02 7.86E-02 I 8.06E-02 

14-11095-03 DUP FEE-BRI·W-FADW29206L 11/13114 00:00 11/18/2014 1112112014 14-11095 Thorium-232 EML Th-01 Modified 6.07E-01 3.27E-01 3.32E-01 2.27E-01 2.01E·01 

14-11 095-04 DO FEE-BRI-W-FADW29206L 11113/14 00:00 11118/2014 11/2112014 14-11095 Thorium-232 EML Th-01 Modified 6.53E-01 2.93E-01 2.99E-01 1.70E·01 1.50E-01 

14-11095-01 LCS KNOWN 11/18/14 00:00 11118/2014 11/2112014 14-11095 Uranium-234 EML U-02 Modified 7.94E+OO 2.86E-01 l 
14-11095-01 LCS SPIKE 11118114 00:00 11118/2014 1112112014 14-11095 

-
Uranium-234 EML U·02 Modified 7.24E+OO 9.22E-01 1.06E+OO I 6.23E·02 1.64E-02 

-
11121/20141 14-11095 2.42E-02 ( 2.42&02 

14-11095-02 MBL BLANK 11118/14 00:00 11/1812014 Uranium-234 EML U-02 Modified 1.73&03 6.91E·02 1.91E-02 

14·11095-03 DUP FEE-BRI·W-FADW29206L 11/13/14 00:00 1111812014 11121/2014 14-11095 Uranium-234 EML U-02 Modified 9.44E-01 3.12E-01 3. 19E·01 I 1.86E-01 7.22E-02 

14·11 095-04 DO FEE-BRI-W-FADW29206L 11/13114 00:00 11/1812014 11/21/2014 14-11095 Uranium-234 EML U-02 Modified 1.35E+OO 3.93E-01 4.04E·01 1.43E-01 3.77E-02 

I -
14-11095-01 LCS KNOWN 11/18/14 00:00 11/18/2014 1112112014 14·11095 Uranium-235 EML U-02 Modified -
14·11095-01 LCS SPIKE 11/18/14 00:00 11/18/2014 11121/2014 14-11095 Uranium-235 EML U-02 Modified 4.97E-01 1.70E-01 1.74E-01 7.15E-02 6.63E·03 

14-11095-02 MBL BLANK 11/18/14 00:00 11118/2014 11121/2014 14-11095 Uranium-235 EML U·02 Modified -4.84E-03 2.87E-02 2.87E-02 6.81E-02 4.97E-03 

-
14-11095-03 DUP FEE-BRI·W-FADW29206L 11113114 00:00 11/18/2014 11/2112014 14-11095 Uranium-235 EML U-02 Modified 1.02E-01 1.26E-01 1.26E·01 1.92E-01 3.29E-02 

-
14-11095-04 DO FEE-BRI-W-FADW29206L 11/13/14 oo:oo 11118/2014 11121/2014 14·11095 Uranium-235 EML U·02 Modified 1.56E-01 1.51E·01 1.51E-01 1,87E·01 2.31E-03 

.• 
I 

--
14·11 095-01 LCS KNOWN 11118/14 00:00 11118/2014 11121120141 14-11095 Uranium-238 EML U-02 Modified 7.74E+OO 2.79E-01 

-
14-11095-01 LCS SPIKE 11/18/14 00:00 1111812014 11/2112014 14-11095 Uranium-238 EML U-02 Modified 7.77E+OO 9.77E-01 , 1.12E+OO 5.77E-02 6.90E-03 

14-11095-02 MBL BLANK 11/18/14 00:00 11/18/2014 1112112014 14-11095 Uranium-238 EML U-02 Modified 7.36E-03 3.37E-02 + 3.37E-02 1 7.':~E-02 1.70E-02 
-

14-11095-03 DUP FEE-BRI-W-FADW29206L 11/13114 00:00 11/18/2014 11121/2014 14-11095 Uranium-238 EML U-02 Modified 8.27E-01 2.87E-01 , 2.93E-01 1 .55E-01 3.34E·02 

14-11095-04 DO FEE-BRI-W-FAOW29206L 11/13/14 00:00 11118/2014 1112112014 14·1109!;_, Uranium-238 EML U-02 Modified 1.25E+OO 3.74E·01 j 3.85E-01 1.32E-01 1.58E-02 I 

CU=Counting Uncertainty;CSU=Combined Standard Uncertainty (2-sigma);MDA=Minimal Detected Activity;LCS=Laboratory Control Sample; MBL=Biank; DUP=Duplicate; TRG=Nonnal Sample; DO=Ouplicate Original; 

CV=Crltical Value 

~EBERLINE ~ SERVICES 

EBERLINE ANALYTICAL CORPORATION 

601 SCARBORO ROAD OAK RIDGE, TN 37830 865/481-0683 FAX 865/483-4621 

Report i 

Units 

p(:i/1 

pCi/1 

pCin 

pCill 

pCi/1 

pCill 

pCiJI 

pCi/1 

pCin 

pCi/1 

pCi/1 

pCVI 

pCifl 

pCi/1 

pCi/1 

pCi/1 

pCin 

pCi/l 

pCifl 

pCin 

pCUI 

pCin 

pCi/1 

pCill 

pCilt 
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OA/QC REVIEWED CERTIFICATE OF CALffiRATION 
·:·::·:nate "q(lnitialsA ALPHA STANDARD SOLUTION 

', • ... I·;< 
,',' .. \.'• ~:: 

"•! 

Radionuclide: U-238NAT 

Half Life: 

Customer: 

P.O.No.: 

TMA BBERLINE 

OR2778 

Catalog No.: 

(4.468 ± 0.005) x 10~9 years 

7338 Reference Date: January 11995 12:00 PST. 

Source No.: 479-50 Contained Radioactivity: (Total U) 8.016 t.t-Ci 

Contained Radioactivity: (fotal U) 297 kBq 

Description of Solution 
a. Mass of solution: 

b. Chemical form: 

c. Canier content: 

65.2896 g in a 50 ml flame sealoo ampoule 

Uranyl Nitrate in H20 

None 

d. Density: Approximately 1.3202 gfml @ 20"c. 

Radioimpurities 

Radioactive Daughters 

Refer to attached technical data sheet 

Refer to attached technical data sheet 

Radionuclide Concentration 

Method of Calibration 
(fotal U) 0.1228 .. 

Activity calculations are based upon known specific activity and mass. 

Uncertainty of Measurement 
a. Systematic uncertainty in instrument calibration: ±3.0% 

b. Random uncertainty in assay: ±0.0% 

c. Random uncertainty in weighing(s): ±2.0% 

d. Total uncertainty at the 99% confidence level: ±3.6% 

NIST Traceability 

p.Ci/g. 

This calibration is implicitly traceable to the Nationallnstitute of Standards and Technology. 

Leak Test(s) 

See reverse side for Leak Test(s) applied to this source. 

Notes 

1. Nuclear data were taken from "Table of Radioactive Isotopes•, edited by Virginia s. Shirley, 1986. 

2. IPL participates in an NlST measurement assumnec program to elotablish and maintain implicit t.meoobility for a number of nnclldes, 

based on the blind al!liay (and later NJST certification) of Standard Reference Materials (As in NRC Regulatory Guide 4.15). 

1··~.~' ..... ·, .... '.·.· ... ~ ... · ... · .. ·· ... · ... '\ .... ·.·· .. · .. F 
lSC"ITOPE 

PROPUCTS 

L,\80RA'r0f!J I:S 

ISOTOPE PRODUCTS LABORATORIES 
3017 N. SAN FERNANDO Btvo. 
BURBANK, CALIFORNIA 91504 ... • • • • • • • . 

l!fi(J(v Au.A$ 
YCONTROL 

Date Signed 

'"• ~· ::. •. ~. 

.····-

. ·-~. )• 

~ y. 

;. ·t'·· 
~; ... :' ·~: .: . 
~··· );. . 

~ >'· ••• ··~ 
.· ... ,' 

··,.···· .. . 
::;.: ~. ~, ..... •' 

':•' ··: 
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Rev.S; 11/01/03 

QUALITY CONTROL PROGRAM 
MP.Q09 

Tlt!e: Radioactlve Reference Standards Solutions & Records 

EBERUNE SERVICES .. OAK RIDGE LABORATORY 

AADlOACTIVE REFERENCE SOLUTIONS 

PRIMARYD~UnONRECERnRCAnON 

MP009 

Half Ufe Years 
l:~·;~t.i4f4a$·e£o91 

Reference Date!:·, ·\:}>J11i1'9'95.'o!o.ol 

Ampoule /Solution Gross ··,~ . ·: · ·>97;ti400 Weight, Grams 
Empty Ampoule ::y ::• .,. :'32;.5020 Weight, Grams 

Solution Net .• ·. 65.1380 Weight, Grams 

Total Activity in Ampoule · ·· ' 8.0160 JLCI 

Chemical Com osition of Standard Solution 

Dilution Instructions: Dilution Solvent Used 

Dilute to a v.olume ofj ~ :.·;;1000;00\.•::,::Imilliliters 

Certified Total Activity of(·· · 8.0160IJLCi Which Eauals l· · · ' ···.1 :780E+07ldpm at the date listed above 

This activity concentratlon Is based on the original 

And after dilution the activity of this solution is I. 1 ;77955E+04)dpm/mJ.eference date listed above. All activities are corrected 

to the date and time of analysis by the laboratory data 
processing software. 

Expiration Date: I· Jtily 30, 2015 · ·. I 

024 .. 
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~ E e ERJr.~~~ I QUALITY c~.'!!.RoL PROGRAM 

Rev.s; 11/01/03 
Title: Radioactive Reference Standards Solution& & Records 

EBERLINE SERVICES .. OAK RIDGE LABORATORY 

RADIOACTIVE REFERENCE STANDARD SOLUTIONS 
·SECONDARY DILUTION RECERTIFICATION 

MP-009 Date 9/212014 0:00 

Solution Reference# IP.L'~'Z~O';:< '>, Solution# .::: :: .. <:·i:,,:;.u~Siif.'>:::;.0:,, ·,· .. 

Half Life, Years Ha1f Life, Days · 

1':.', 4:46aE:+o~H 

Radionuclide of lnteres m~S5.'2!i'8'i'r'l 
Parent.Solution Conc . .......,~;..;;;;;o.....;;;.;o..., 

Dilution Instructions: 

I· · .. ·.·. · .. ·.1.632E+1Zl 

Dilution Solvent Used 

SECONDARY VOLUMETRIC DILUTION 

Vol. Parent Solution: : .'. :; :·. A;OO.OO ml 

Total Activity: : 7.1182E+04 dpm 

Final Volume: .''2: .1000;00 ml 

NOTES: 

Final Activity Concentration:! 7.1182E+01]dpmtml 

This activity concentration is based on the original 

reference date listed above. All activities are 

corrected to the date and time of analysis by the 

.,.,_,-:--:-r.,.....,.-:-=,.,...... ______________ __..IIILU.WftOry data processing software. 
Isotopic Dlstl'ibutlon as: 
U-238 Atom o/o = 48.239 
U·235 Atom % • 2.25 
\J-234 Atom%= 49.501 
All values +/- 3.6% 

U-238 .. 71.182 dpmlm! X 0.48249 = 34.345 dpmlml 

\J-235 = 71.182 dpmlml X 0.0225 = 1.$02 dpmlml 

\J-238 = 71.182 dpm/ml X 0.49501 = 35.236 dpm/ml 

Isotopic ratios from manufacturer's data sheet 

Expiration Date:l._ _....J_ut""y _3o .... 2_,0_1_5 ..-

02.5 
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-..~~·., ,· ':~~.""..:,· . .. :::r.·""" 

RECORD COPY 

Tracer Solution for Environmental Analysis & Disequilibrium Studies 

Description 

{; 

Product Description & Measurement Certificate 

Principal radionuclide: 
Daughter Nuclide: 

uranium 232 (U-232) 
Th-228 

Product code: UDP10050 
Batch Number: 921232/67 

Measurement Reference date: 01 March 2000 

Accuracy 

Radionuclidic 
Purity 

Isotopic 
Purity 

Chemical 
Composition 

Physical 
Data 

Remarks 

Approved 
Signatory 

Radioactive concentration U-232 
which is equivalent to 

6.739E+03 beequerels per gram of solution 
1.821B-01 microcuries per gram of solution 
5~35! gr~ti.S 

Volume of solution 
Total activity ofU-232 

which is equivalent to 

5.035 millilitres 
3.61E+04 beCquerels 
9.76E--01 microcuries 

Method of.measurement (see reverse of this certificate) 
Random uncertainty is: ::1: 0.7% Systematic uncertainty:± 0.5% 
Overall uncertainty in the radioactive concentration quoted above: ± 1. 7% 
Overall uncertainty is defmed on the reverse of this certificate. 

Any radioactive impurities measured are listed below, expressed as percentages 
of the activity of the principle radionuclide at the reference date . 

Th-228 and daughter activity removed 2 FeQ 2000 
U-232 daughters activity will increase with time. By alpha 88% U-232, 12% daughters on l/3/00 

'"':"'ne isotopic composition, exprP.ssed as atom per cent at the reference date . 

l'fot measured 

calculated weight ofU-232, 4.42E-08 grams, as 2M HN03 solution in a flame sealed glass vial. 
This Tracer solution has been produced 'carrier :free'. 

Recommended half life of uranium 232: 6.980E+Ol yeprs 
Principle energies of alpha emissions (MeV): 5.263 31. 7o/o, 5.320 68.0% 
Branching ratio for alpha emission: 100% 
Calculated specific activity of uranium 232: 8.167E+OS Bq per microgram U-232. 

For safety information and notes to ensure correct usage by all persons handling this radioqctive Tracer 
solution please read the instructions accompanying the package. 

ABA Technology O])erates a quality management system which has been independently audited and 
approved to ISO 9001. 

Project Ref. AE231S 

Roger Wiltshixe 

Prepared and characteri&ed in the UK, for world wide distribution by Isotrak, AEA Technology, QSA. 

0Z6 
Trkcert.wps 10/03/00 AEA Tecbmlogy is the trading name of AEA Technology pic 

WLLFOIA4312- 001 - 0030443 



.• EBERLINE I QUALITY CONTROL PROGRAM 
MP.OOIJ $E~VICE:$ 

Rev.s: 11/01/03 . . 
Title: Radioactive Reference Standards SOlutions & Records 

EBERLINE SERVICES· OAK RIDGE LABORATORY 
RADIOACTIVE REFERENCE SOLUnONS 

. PRIMARY DILUTtON RECERTIFICATION 
MP009 

Half Life, Years 
1··;;:: ';.:n2ooe+.o:tl 

Ampoule /Solution Grossi:: '; ;:;' r~ Giams 
Empty Ampoule .• . · . : " Wetght, Grams 

Solution Net . :· .• .· · ... · Weight, Grams 
Total Activity In Ampoule .· ·. · 0.9760 ~tCi 

Chemical Com osition of Standard Solution 

Dilution Instructions: Dilution Solvent Used 

Dilute to a volume of!;::<• :"1000:00•:.:;:: I milliliters 

Certified Total Activity ofl· •. .· 0.9760hJ.Ci Which Eaua1s ·· •4.167Et06ldpm at the date listed above 

This activity concentration is based on the original 

And after dllutlon the activity of this solution isi2.167E+03Idpm/ml reference date listed above. All acttvttles are corrected 
to the date and time of analysts by the laboratory data 
processing software. 

Expiration Date:[ November 4, 2015 I 

Date: I( 

·027 
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~ EBERI!;!.,~!'i I QUAUTY C~TROL PROGRAM 

Rev.a; 11/G1/CI3 
Title: RadloaeUve Reference Standards Solutions & Records 

EBERLINE SERVICES -OAK RIDGE LABORATORY 
RADIOACTIVE REFERENCE STANDARD SOLUTIONS 

SECONDARY DILUTION RECERTIFICATION 

Date · · 11/11/2014 o:oo 
Solution # :. " ·:, .:- .:u,;.10a ';;,,:·;.·~·> .;· 

Half Life, Days 
L .. ~: ' . 2.630E+041 

Parent Solution Cone. :. ~:1WE+03 ,;.: dpmfml 
Radionuclide of lnteresji:!:~ \·:~u::.•>:>j 

Chemical Composition of Standard Solution 

Dilution Instructions: Dilution Solvent Used 

SECONDARY VOLUMETRIC DILUTION 

Vol. Parent Solution:· .:<•'>' Ao:oooo ml 
Total Activity: :2.1670E.f04 dpm 
Final Volume: . ;·\':1aoo:oo ml 

Final Activity ConcentraUon:l ., 2.1S7oe+o1ldpmlml 

NOTES: 

This activity concentration is based on the original 
reference date listed above. All activities are 
corrected to the date and time of analysis by the 
laboratory data processlng software. 

Expiration Oate:l November4, 2015 

~··. 0.28 
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RTilfJ ATE OF CALffiR.A: 
~1-PHA STANDARD SOLUTIO 

· Radionucl.i~ Th-230 

Half Life: f/.54 ± 0.03) x 10"4 years 
Customer: 
P.O.No.: 

TMA EBE 
'IT4944 

Catalog No.; 7230 

Source No.:· 388-116 

Reference Date: November 1 1991 

Contained Radioactivity: 1.036 

Desaiption of Solution 
a. Mass of solution: 

b. Chemical form: 

c. Carrier content: 

d. Density: 

Radioimpwities 

Radioactive Daughters 

Radionuclide Concentration 

Metbod of Calibration 

5.0042 
Th(N03)4 in O.lN HN03 

None added 
1.0016 

See attached teclmical data sheet 

See attached technical data sheet 

0.207 

Weighed aliquots of the solution were assayed using a liquid scintillation counter. 

Uoeertainty . of Measurement 
a. Systematic uncertainty in instrument calibration: ±2.0% 
b. Random uncertainty in assay: ±0.5% 

c. Random uncertainty in weighing(s): ±0.2% 
d. Total uncertainty at the 99% confidence level: ±2.7% 

NIST Traceability 

· 12:()() PST. 

~o~Ci. 

This calibration is implicitly traceable to the National IDstitute of StandanlS and Technology. 
Notes 

1. Nuclear data were taken from "Table of Isotopes". Seventh Edition. edited by Vitginia S. Shidey. 
2. IPL participates in an NIST measurement assurance program to establish and maintain implicit 

traceability for a number of nuclides, based on the blind assay(and later NlST certification) of 
Standard Reference Materials. (As in NRC Regulatory Guide 4.15) 

ISOTOPE PRODUCTS LABORATORIES 
1880 No. Keystone Street., 
Bwbank, California 91504 
818 843 - 7000 

029 
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.. EBERLINE I QUALITY CONTROL PROGRAM 
MP.009 SERVICEG 

Rev.14; 1011012012 
Title: Radioactive Reference Standards Solutions & Records 

EBERUNE SERVICES· OAK RIDGE LABORATORY 
RADIOACTIVE REFERENCE SOLUTIONS 
PRIMARYD~UTIONRECERTIRCAnON 

MP009 

Half Life. Years 
j;.;~;:;.;7:s4oe+®l 

Radlonucllde :.':~hofJijfjly 
Certified Activity ;~;ittOSGE=iitl'O p.Ci 

Certified Concentration p.Ci per gram 

Ampoule /Solution Gross ;' .. ; .,9:2660 Weight, Grams 
Empty Ampoule ;-).;; '::~t62~ 8 Weight, Grams 

Solution Net · .. · A.6442 Weight~ Grams 
Total Activity in Ampoule ... , :l.Q360.fl.Ci 

Chemical Composition of Standard Solution 

Dilution Instructions: Dilution Solvent Used 

Dilute to a volume ofF:,<:L:.:fooQ.:Otb~;:~\lmilliliters 

Certified Total Activity otl··.·: ·. :·.:1~0360htCi Which Eauals I '·: ··. ··• 2:30QE+06Idpm at the date listed above 

This activity concentration is based on the original 

And after dilution the activity of this solution is I 2~300E+03]dpmlml reference date listed above. All activities are corrected 
to the date and time of analysis by the laboratory data 
processing software. 

Expiration Date: I February24, 201S·l 

Date: ___ 3"-:f1~12 .... o .... 1 ...... 4 ...... o._:o..._o 

Date: __ 3_,.,/__,li>/,_''f.,___ 

1~ .... ·. 
i:· .. 
l' 
I. 

;·. ·. 

... 
: ·.· 
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~"' .. E "'-h~!::!,!;: I QUALITY ~OL PROGRAM 

Rev.14; 10/1012012 
Till&: Radioactive Reference Standards SOlutions & Records 

EBERLINE SERVICES ·OAK RIDGE LABORATORY 
RADIOACTIVE REFERENCE STANDARD SOLUnONS 

SECONDARYD~UTIONRECERTIRCATION 

MP-009 

Half Life, Years 
I7L;t:.54oS1:!41 

Radionuclide of Interest t~:~rioiii'im\\ 
Parent Solution Cone. :f:;:S2:3oEf'o3:~~:~ dpmlml 

Chemical Com~osition of Standard Solution 

Date . · · 3/1/2014 0:00 
Solution# ;,:,\i<::•~i{Jli;;~ b,;:~::, /o:'i;:. 

Half Ufe, Days 
L' . :·: .. 2~754E+o71 

Dilution Instructions: Dilution Solvent Used 

SECONDARY VOLUMETRIC DILUTION 

Vol. Parent Solution: ::~;{,;'~:~3f(f0000: ml 
Total Activity: >2.2999E+a4 dpm 
Final Volume: i';;':~',;',~,1000!00 ml 

Final Activity Concentration: I·· ·•· ·:·:· : 2~2999E+01ldpmlml 

NOTES: 

This activity concentration is based on the original 

reference date listed above. All activities are 
corrected to the date and time of analysis by the 
laboratory data processing software. 

Expiration Date:l February 24,20151 

Date: 311/2014 0:00 

Date: ~ t \1 t ~ 
Date: -o!U>l!<f 

I I 

-- . 

. ··.;... 

r. 
!· ·. 
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i · .. < 
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CERTIFICATE OF CALffiRATION 
ALPHA STANDARD SOLUTION 

Radionuclide: Th·232 

Half Life: . :· (1.405± 0.006) x 10A10 Years. 
Customer: 

P,O.No.:. 

TMA EBERI..JNE 
VH1632 

1h-8 

Catalog No.: 7232 Reference Date: November 1 199_3. 12;00 PST. 

SourceNo.: 435-104-2 Contained Radioactivity: (Th-232) 0.0933 p:Ci. 

Contained Radioactivity: (Th-232) 3.45 · kBq. 

Description of Solution 
a. Mass of solution: 11.9712 g (iii a 10 ml flame sealed ampoule) 

b. Chemical furm.: Th(N03)4 in water 
c. Carrier content: None added 

d. ~nsity: .Approx. 1.2~ g/ml ® 20~c. 

Radioimpurlties · · None detected (other than daughters). 

Radioactive Daughters . 
Ra-228, Ac-228, Th-228, Ra-224, Rn-220, Po-216, Pb-212, Bi-212,_.Pp-212, TI-208 

Radionuclide Concentration 
(Th-232) 0.00779 

Method of Calibration 
Activity calculations are based upon known specific activity and mass. 

Uncertainty of Measurexnent 
a. Systematic uncertainty in instrument calibration: 

b. R,andom uncertainty in as8ay: 

c. R'a.ndom uncertainty in weighlng(s): 

d. Total uncertainty at the 99% confi,dence level: 

NIST Traceability 

±2.0% 

±3.6% 

This calibration is implicitly traceable to the National Institute of Standards and Technology. 

Leak Test(s) 

See reverse side for Leak Test(s) applied to this source. 

Notes 

p:Cilg. 

1. Nuclear d~ '\lfere .taken from "'I)ilile of Radioactive Isotopes•. edited by Virgiltia s. Shirley,l986. 

2. 1PL particip~tes ili an NIST me~surement assuranee program to establish and maintain implicit traceability for a number of nuclidea, 

based on the blind assay (and later NIST ccr1itkation) of Standard Referenoe Materials (As in NRC Regulatory Guide 4.15). 

ISOTOPE PRODUCTS LABORATORIES 
1800 North Keystone Street 
Burbank, California 91504 
818 843 - 7000 

QUALITY CONTROL 

#trY· <6- J / '79 3 
Date Signed 

032 
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Ji>EBERI..,.INE 1. 
~ SI!:.RVt<;:~<a 

QUAUTYCONTROLPROGRAM 
MP..008 

Rev.S; 1/10/03 
Tille: Radioactive Reference Standards Solutions & Records 

ilution Instructions: 

EBERLINE SERVICES -OAK RIDGE LABORATORY 

RADIOACTIVE REfERENCe SOLUTIONS 
PRIMARY DIWTION RECERTIFICATION 

MP009 

·Half Ufe, Years Half life. Days 

l'';~~x.?:~~;;;~~s~1ol (;·:~~; '!. .•. :,;;;.· .. \s::1s~e;f1·2l 

Ampoule /Solution Gross }i:~i(:J;t~;'@,1iS Weight, Grams 

Empty Ampoule i;~~~Z}t~~:6~·9~:9!3. Weight, Grams 

Solution Netl;i•A1~9tii9 Weight, Grams 

Total Activity in Ampoule :,);>\:p.:oeas ).LCI 

Dtrution Solvent Used 

Certified Total. Activity otE£:'/}O~o9a31Jlcl Which Eauals V .<'):• ::2~071:e+05Jdpm at the date listed above 

I This activity concentration is baaed on tile original 

And after dilution the activity of thiS· solution isjo:2:0UE+:02 dpmlml reference date listed above. AU activities are col'l'eded 

to tbe date and time of analysl& by the laboratory data 

processing software. 

Expiration oate:r\;.AUgust28/2015 ·I 

Date: 9/2/2014 o:oo ___ ....._....._ __ 
Date: _9.~foJ...._/i+---

013 

WLLFOIA4312- 001 - 0030450 
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}!JE;_eu;;RLINE I QUAU1YCONTROLPROGRAM 
~ sc;Rvi<:&s 'MP-009 

Rev.ST 1/1iilt)3 
Title: RatSioactlw RefeNnoe Stalldards. SoluUons. ~ Recorda 

E6ERUNE SERVICES- OAK RIOGE USORA'TORY 
RADIOACTIVE REFERENCE STANDARD SOLUTION$ 

SECONDARY DILUTION RECERTIFICATION 

Solution-Referenc 

Radionuclide of lnteres : ': ~:~N~n1·}!: 
Parent Solution Cone. : S2;07.E+02' dpm/ml 

Chemical Composition of Standard Solution 

Dilution Instructions: Dilution Solvent Used 

SECONDARY VOLUMETRIC DILUTION 

Vol. Parent Solution: <y.'· ~ 500.0000 ml 
Total Activil.y: ·· 1 ;0355E+05 dpm 
Final Volume: '< ·:.• ::;tooo:oo· ml 

Final Activity Concentration: I 1.0355E+02Idpmlml 

NOTES: 

This activll.y concentrat1on is based on the original 

referenc:e date listed above. All activities are 

corrected to the date and time of analysis by the 

laboratory data processing software. 

Verified & Approved By ---""''t""=:t=~~--T~-

QC Approval ~~.,...IN-l~~-+--+'-"""""'"""~'~oi+--

Expiration Date; I August 28, 2015 I 

WLLFOIA4312- 001 - 0030451 



-. 
~ Isotope Products 24937 Avenue Tibbitts 

Valencia, California 91355 
. · Laboratories 

An Eckert & Ziegler Company 
Tel 661•309•1010 
Fax 661•257•8303 

CERTIFICATE OF CALIBRATION 
ALPHA STANDARD SOLUTION 

Radionuclide: 
Half-life: 
Catalog No.: 

Th-229 
7340 ± 160 years 
7229 

Customer: 
P.O. No.: 
Reference Date: 

EBERLINE SERVICES 
00009633 
15-Jan-02 12:00 PST 

Source No.: 867~54 Contained Radioactivity: 
{Th-229 only) 

1.013 f.'Ci 37.48 

Physical Description: 
A. Mass of solution: 
B. Chemical form: 

5.0147 g in 5 ml flame-sealed ampoule 
Th(N03)4 in 0.1 M HN03 

C. Carrier content: 10J.Jg Th/ml 
D. D~;~nsity: 1.0016 g/ml@ 20°C. 

Radioimpurities: 

None detected (daughters in equilibrium) 

Radionuclide Concentration: 0.2020 .,rCi/g, 7.474 kBqfg 

Method of Calibration: 

This source was prepared from a weighed aliquot of solution whose activity in JJCi/g was determined 
using gamma ray spectrometry. · 
Peak energy used for integration: 193.5 keV 
Branching ratio used: 0.0441 gammas per decay 

Uncertainty of Measurement: 
A. Type A (random) uncertainty: 
B. Type B (systematic} uncertainty: 
C. Uncertainty in aliquot weighing; 
D. Total uncertainty at the 99% confidence level: 

Notes: 
- See reverse side for leak test(s) performed on this source. 

± 0.7% 
± 3.0% 
± 0.0% 
± 3.1% 

kBq 

- IPL participates in a NIST measurement assurance program to establish and maintain implicit traceability 
for a number of nuclides, based on the blind assay (and later NIST certification) of Standard Reference 
Materials (As in NRC Regulatory Guide 4.15). 

- Nuclear data was taken from IAEA Technical Report Series No. 261. 
- This solution has a working life of 5 years. 

Date Signed IPL Ref. No.: 867-54 

----------------- IS09001CERTIFIED -----------------

Medical Imaging Laboratory Industrial Gauging Laboratory 
24937 Avenue Tibbitts Valencia, California 91355 1800 North Keystone Street Burbank, California 91504 

·035 
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Rev.S; 1110/03 

QUALITY CONTROL PROGRAM 
MP.009 

Tltle: Radioactive Reference Standards Solutions & Records 

ESERLINE SERVICES -OAK RIDGE LABORATORY 
RADJOACTIVE REFERENCE SOLUTIONS 
P~MARYP~unONRECERnRCAnON 

MP009 

~~~~:~~~;:o~ IHalfLi~: i:~~E+oel 

Rdon,.,l!<l>r'""5!%>t''l Certified Activity \·:t;OJ13EtQO j.tCi 
Certiti""d Conc""'ntration '-•· "'. '·•' :., .. .-..-~·:,:· .. ' ·-' ucs· per gram 

v ¥ .:,: ... ·• . .. ·.,.:'·'•:: <···, f""' 

Reference Date I : ·;- :)J/1$/2oo2::·o:ool 

Ampoule /Solution Gross . ~ .·:•:,:8;7152 Weight, Grams 

Empty Ampoule· .. : .:<:3~7591' Weight, Grams 
Solution Net· · · 5:0161 Weight, Grams 

Total Activity In Ampoule · · 1~0130 J.~.CI 

1;~~9~?~~~~1~~~!':::~~~~~~~i~~:~~~~~:t~.:·,~1.''~:);'1 

Dilution Instructions: Dilution Solvent Used 

Dilute to a volume ofl ::··1000.00 .:>!milliliters 

Certified Total Activity ofl • · 1.0130jj.tCi Which Eauals I · · · 2.249E+O~dpm at the date listed above 

This activlt)t concentration Is based on the original 

And after dilution the activity of this solution is I 2.249E+D3Idpmlml reference date listed above. All activities are corrected 

to the date and time of analysis by the laboratory data 
processing softWare. 

Expiration Date:[' August2a.·2015 . 

Date: 9/2/2014 0:00 __ ....;...... ____ _ 
Date:·-1.r-/?.,_{c'-/""---_ 

036 
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. EBERLIN E l QUAL1TY CONTROL PROGRAM 
5o:RV•CI<S MP-009 

Rev. 7; 9129199' 
Tdle: Radioactive Reference Standards Solutions & Records 

EBERUNI; SERVICES • QAK RIDGE. ~"OAATQRY 

RADIOAOTlVE REFERENCE STANDARD SOLUTIONS 
SECONDARY DILUTION RECERTIFICATION 

MP-009 

Half Life, Years 
f::..\7:);1oi,ii03) 

Chemical Comeosmon of Standard Solution , 

!Tl'J<~tM4:i~fQ;~M=:~3:.\'.:::·>~:: :r::.7 .:.;·:•::;t•.\::: ~ <.:·· ,, 

Date · · · • 9/212014 o:ao 
SQiution# . :;:.:.:.:T:~;t-8a;:;':.:':·:' 

Half Life Oafs 
f · .... · 

7 
· . ;_i.B81f!'t;OSf 

Dilution Instructions: Dilution Solvent Used 

SECONDARY VOLUMETRIC DILUTION 

VoL ParentSolutton: :· <·: ~10!00.00 ml 
Total Activity: .· 2.2490E+04 dpm 

Final Volume: :: •. \' : : 1ooo:oo ml 

NOTES: 

Final Activity Concentration: I 2.2490E+01ldpm/ml 

This activity concentration Is based on the original 

reference date listed above. All activities are 

corrected to the date and time of analysis by the 
laboratory data processing software. 

Expiration Date: I August 28,2015 

Date: 9/2/2014 0:00 
-~....;;.;.:;;;;o;;;,.;;...;..;...;;.;;...;. .... 

Date:_"""'"'1F/3+j;+~rTJ 

WLLFOIA4312- 001 - 0030454 
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CERTIFICATE OF CALffiRATI 
ALPHA STANDARD SOLUTIO 

Radionuclide: 
Half-Life: 

Ra~226 

1600 ± 7 years 
7126 

453-26 

Customer. 

. P~O.~o.: 

TMA EBERLINE 

VH1888 

Catalog No.: 

Source No.: 

Description of. Solution · 
a. Mass of solution: 

b. Chemical form: 
c. Carrier content: 

Reference Date:. Febi'l13Ij 1 1994 

Contained Radioactivity: (Ra-226) 1.001 

Contained Radioactivity: (Ra~226) 37.0 

5.1864 g (in a 5 m1 Flame Sealed Ampoule). 

Ra(N03)2 ~ 1 N HN03 

None added 

12:00PST. 

p,Ci.· 

kBq. 

d. Density: i..0318 g/ml@20°C. 

Radioimpurities None detected( other than daughters)· 

Radioactive Daughters 
Rn-222, Po-218, At-218, Pb-214, Bi-214, Po-214, Tl-210, Pb-210, Bi-210, Po-210 and Tl-206. 

' . ' . . . ' 

R.adionuclide Concentration 

Method of Calibration 

Weighed aliquots of the solution were assayed using gamma spectrometry: 

Energy peak(s) integ~ated under: 186 keV. · 
Brancmng ratio(s) used: 0.0351 g~ rays per decay. 

Uncertainty of Measurement 
a. Systematic uncertainty in instrument calibration: 

b. Random uncertainty in assay: 

c. Random uncertainty in weighing(s): 
:t 

d. Total uncertainty at the 99% confidence level: 

NIST Traceability 

±3.4% 

±3.1% 
.±0.2% 

.±4.6% 

·' 

This calibration is implicitly traceable to the National Institute of Standards and Technology. 

Leak Test(s) 

See reverse side for Leak Test(s) applied to this source. 

Notes 
' . 

1. Nuclear data were taken from "Table of Radioactive Isotopes•, edited by V'uginla S. Shirley, 1986. 

2. IPL pamcipatef! in an NIST measurement aSiiUrance program to establish and IDilintain implioit traceability for a numbi;r of Jll.lCiides, 
· ·· ····--· ··oasea o!nwfnlliill-assanawflater NIST.eemnoalioororstandifd ·"RefereneeMausriiils\Aaiii NRC:.Regiiliitocy·auidir4; 15);·· ··· ····-· · ·-···········-·· ·· · ·· · 

ISOTOPE PRODUCTS LABORATORIES 
1800 North Keystone Street 

·Burbank, California 91504 

818 843 - 7000 

QUALITY CONTROL 

/i4,. ;, 19t:!'t 
Date Signed 

038 

WLLFOIA4312- 001 - 0030455 



Rev.S; 11/01/03 

QUALITY CONTROL PROGRAM 
MP009 

Title; Radioactive Reference Standards Solution$ & Records 

EBERLINE SERVICES -OAK RIDGE LABORATORY 
RADIOACTIVE REFERENCE SOLUTIONS 
PRIMARY DILUTION RECERTIFICATION 

MP009 

Half Life, Years Half life, Days 
I , 1:aooe+o3l I · .·. · ·. · ... · . 5.844E+o~l 

Radionuclide ',, .• ~Radiiirir Reference Date I C:: '.~.:· :2111t994·:o:ool 
. Certified Activity :·:'::1 :001 E+GO JJ.Ci 

Certified Concentration<'/( J.LCi per gram 

Ampoule /Solution Gross,.·. , • · < ·<:r·!uh~ Grams 
Empty Ampoule · ':. : ·.·.. / We1ght, Grams 

Solution Net · · ·.: .. ·• · <: · Weight, Grams 
Total Activity in Ampoule · · ·. 1~0010 JJ.Ci 

Chemical Com osition of Standard Solution 

Dilution Instructions: Dilution Solvent Used 

Dilute to a volume ofl·· '·1000:0.0 :·,lmilliUters 

· ... , .... I 

Certified Total Activity of!.. · 1.0010jJJ.Ci Which Eauals I • . .. 2.222E+06Idpm at the date listed above 

And after dilution the activity of this solution is I 2.222E+03Idpm/ml 
Tt,tis activity concentration Is based on the 9riglnal 
reference date listed above. All activities are corrected 
to the date and time of analysis by the laboratory data 
processing software. 

Expiration Date:! Ootober24; 201[ ·I 

WLLFOIA4312- 001 - 0030456 
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2J E:~_g,RlLI N E I QUAUTY CONTROL PROGRAM 
~ ~ MP009 

Rev.S; 11/01/03 
Tl1!e: Radioactive Reference Standards SolutiOn& & Records 

Dilution Instructions: 

EBERLINE SERVICES .. OAK RIDGE LABORATORY 
RAaOACTIVEREFERENCESTANDARDSOLUnONS 

SECONDARYD~UTIONRECERnRCA.TION 

MP009 

Half life, Years 
n:~n!eooE~o§.l 

Date -11/11/20140:00 
Solution# \~0iti,_~.::;;;;,~;Ra;;51);;;~;:!.},~-·'"~-' 

Half Ufe, Days 
1-· ::·_ <:,!;:s:~e+osl 

Dilution Solvent Used 

SECONDARY VOLUMETRIC DILU.TION 

Vol. Parent Solution: ~§':!~,~~,2o:oooo mf 
Total Activity: ;;,;.it444QE+04. dpm 
Final Volume: ;~~;::;;:,·g:,j1000:oo ml 

Final Activity Concentration:l'';·,;.~-'·::iJ;~Et01-ldpmlml 
This activity concentration is based on the original 
reference date listed above. All activities are 

c::orrected to the date and time of analysis by the 

laborab:~ry data processing software. NOTES: 

Expiration Date: I October 24, 2015 I 

Date: 11111/2014 0:00 

Date: \~df~ 

04.0. 

WLLFOIA4312- 001 - 0030457 
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ANALYTICS 
RA-\\ 
1380 Seaboard Industrial Blvd. 
Atlanta, Georgia 30318 ·U.S.A. 

Phone {404) 352-8677 
Fax (404) 352-2837 

CERTIFICATE OF CALIBRATION 
Standard Radionuclide Source 

62680-416 

Ra-228 5 mL Liquid in Flame Sealed Vial 

This standard radionuclide source 
gravimetrically from a calibrated master 
master solution was calibrated using a 
spectrometer system. 

was prepared 
solution. The 

germanium gamma 

Radionuclide purity and calibration were checked using a 
germanium gamma spectrometer system. The nuclear decay rate 
and assay date for this source are given below. 

ANALYTICS maintains traceability to the National Institute 
of Standards and Technology through Measurements Assurance 
Programs as described in USNRC Reg. Guide 4.15, Revision 1. 

ISOTOPE: 

ACTIVITY (dps): 

HALF-LIFE: 

Ra-228 

2.585 E3 

5.75 years 

CALIBRATION DATE: November 7, 2001 12:00 EST 

TOTAL UNCERTAINTY*: 

SYSTEMATIC: 

RANDOM: 

*99% Confidence Level 

4.0% 

3.0% 

1.0% 

Impurities: y-impurities (other than decay products) <0.1% 

5.07198 grams 0.1M HCl solution with 50 ~g/g Ba carrier. 

P 0 NUMBER 9508, Item 1 (Part #4339A) 

SOURCE PREPARED BY: M:4i~mist 
Q A APPROVED: 

WLLFOIA4312- 001 - 0030458 



Rev.s: 1110/03 

QUALITY CONTROL PROGRAM 
MP.oot 

idle: Radioactive Reference Standards Solutions & Records 

EBERLINE SERVICES- OAK RIDGE LABORATORY 

RADIOACTIVE REFERENCE SOLUTIONS 
RECERTIFICATION 

MP009 

Ampoule /Solution Gross ~~~;.it;~,;~Q:;c\962: Weight, Grams 

Empty Ampoule i@h:~'~4t~$$: Weight, Grams 

Solution Net!<': ·$:!3067 Weight, Grams 

Total Activity in Ampoule : t:'· :o:Op99 p.Ci 

Chemical Com osition of Standard Solution 

Dilution Instructions: Dilution Solvent Used 

Certified Total Activity ofj': · :'(tQG99lfJ.CI Which Eauals !:;:;- ··i:i'1f5f>1·E.t05Idpm at the date listed above 

d aft • th th 1 5 · · · · ld This activity concentration is based on the original 

An er dilution e activity of is solution is 1 i 51E+02 pmlml reference date listed above. All activitlesare corrected 

to 1h:e date and time of analysis by the laboratory data 

processing software. 

Expiration Date:!: ·Maretr11,201'5. :,] 

Date: 3130114 

012 
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Jlattonallfnstftutt of litanbarbs & Qtttbnologp 

tet:tiftcate" · 
, 1/'·. ·~ ·.~ ·~ ... · : .. ··::: ' ' ': .·i.~JJ·. 

Standard Reference Material 4251C 
J3ariurn-13.;3 Radioactivity,.Standard .\ · 

1,1rls Standard Reference ¥ateria1 .(SRM) consists of radioactive barlum-133. CWo:t;ide,. non-~adioactive barium 
chloride, and hydrochloric· acid dissolved in 5 mL of distilled water. The solution is contain~d .in a flaille

sealed NIST borosilicate-glass ampoule. The SRM is intended for the calibration of ionization chambers and 

solid-state gan:uruHay,,spectrome.tcy .sy~tems. 
. " ~ . :/' .. 

Radiological Hazard 

The SRM ~mpoule contains barium-133 with 'a total activity of approximately 2.5 MBq .. Barium-133 decays 

.by.electrpn capture and during t~e decay process X-rays, and g~a.·rays with en~rgies from 4. t.o 400 keV are 
emitted. Most .. of these photOns escape from the SRM ampoule ·and can represent a radtati()n hazard. 

Approximate unshielded dose rates at several distances (as of the reference time) are given iD. note [a]*. 

Appropriate shielding .~d/or distan~ sqould be m,~ to .mi.nimiz~ pe.rsonnel exposure. ,.,'l;'he ,SRM .~hould be 
USeQ, only by persons' qualified to. handle radioactiV¥ material.,. , :.. , . . . . . . . , , . . .. . . . 
"· ., . ' . •'' . . ·-· ' ' .,., . .,, 

The SR.M ampoll}e ~ntains,,hydrC!chloric acid (HCI) with l!}. con~ntration ()f 1. mole.per lite~.of.water. The 
solution is corroswe and represents a health hazard if it comes in contact with. eyes or.skin~. If the ampoule 

is to be opened to transfer the solution, the recommended procedure'is given on page 2. The ampoule should 

be opened-qnly by perso~ qualified.to h~ndle,botl1 radi()active material and strong a9id soh1tion. 

Storage and Handling 

The SRM should be stored and used at a temperature between 5 and 65 oc. The solution in an ~~~pened 
ampoule should remain stable and homogeneous until at least June 2004. 

The ampoule (or any subsequent container) should always be clearly marked as containing radioactive 

material. If the ampoule is transported it should be packed, marked, labeled, and shipped in accordance with 

the applicable national, international, and carrier regulations. The solution in the ampoule is a dangerous 

good (hazardous material) both because of the radioactivity and because of the strong acid. 

Preparation 

This Standard Reference Material was prepared in the Phy~ics Laboratory, Ionizing Radiation Division, 

Radioactivity Group, J.M.R. Hutchinson, Group Leader. The overall technical direction and physical 

measurements leading to certification were provided by L.L. Lucas of the Radioactivity Group and D.B. Golas, 

Nuclear Energy Institute Research Associate. 

The support aspects involved in the preparation, certification, and issuance of this SRM were coordinated 

through the Standarq Reference Materials Program by N.M. Trabey. 

Gaithersburg, Maryland 20899 
October 1994 

Thomas E. Gills, Chief 
Standard Reference Materials Program 

*Notes and references are on pages.? and 6. 
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Rev.&; 11/10103 

QUALITY CONTROL PROGRAM 
QCP..oo9 

Tille: Radioactive Reference Standards Solutions & Records 

EBERLINE SERVlCES ·OAK RIDGE LABORATORY 
RADIOACTIVE REFERENCE SOLUTIONS 
PRIMARY DILUTION RECERTIFICATION 

QCPOCJ9..1 

CURRENT DATE . .\Sl31-/2014:0:00 

SOLUTION REFERENCE #"""N=ts=m=1($""".R""'"'M=~2=-s=.~'C=},=i~~=zr.~~;;j~.,.,.,.i~\:.,...,;;~l~ SOLUTION# 

· · Prlnci a1 Radionuclide · · , ·· Half ·Life. Years · · · · HaH·lif~, D•xs. · . · 

. ~''*'"''.s:r~mt~ . M:J~g~~s~M- .r·.; :j•;;):: • .a~tt2a·~~l· 

Reference··oat~·lt';e~::f;~1{{i;~ii'f.!t~:':~fool· 

Dilution Instructions: Dilution Solvent Used 

C!itrtifi.ed Total Activity ofk : "' 66}55TZ;Ip.Ci Which Equals 1'::· i·: 1:47SE+,oefdpm at tJw.date listeq abov~ . 

d ft d.l 1 .. · · os· 1 This activity concentration Is based on tile original 

An a . er .1 ution the activity of this ~olutiot:tls·· :1:'478Et dpmlml· reference date listed above. All activities are corrected 

to tile date and time of analysis by tile laboratory data 

ptoeel>sing software. 

Expiration Date:!<' Ma}i:22;2015,.' ·:1 

Date: 5/31/14 

044 
.,.... 
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, E e ERL.I N E l QUALITY CONTROL PROGRAM 
~.......,._..""""""-t's,.~ .. ~v•~"'"'~.. QCP..Q09 

Rav.a; 11/10103 
Tdle; Radl~ctive Refe~enoe Standards SoluUons &.Records 

·EBERLINE SERVICES ~OAK RIDGE LABORATORY 
RADIOACTIVE REFERENCE STANDARD SOLUTIONS 

SECONDARY DILUTION RECERTIFICATION 

QCP..oo9-1-A Date .,~;;:':'\'5/$1/,t(';·;i' \!: 

Solution # tc:t\&J~~~~~a~'K;f~~~;:\"42~ 

Half Life, Years 

~~g~~~~a~lil 

Radlonuclide of tntAJM.~::t 

Parent Solution 

Dilution Instructions: Dilution Solvent Used 

SECONDARY VOLl.INIETRIC DILUTION 

Vol. Parent Solution: ~d®O ml 
Total Activity: ;·: 3:6950E+06 dpm 
Final Volume: ~;;~'f.~,:~zt~jOOtto~ ml 

NOTES: 

Final Activity Concentration: I ,:.; ' ; : /'·:,:3i6950E.-i:'OSI dpmfml 

This activity concentration is based on the original 
reference date listed above. All activities are 
corrected to the date and time of analysis by the 
laboratory data processing software. 

Expiration Date: I May 22, 2015 J 

WLLFOIA4312- 001 - 0030462 
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ANALYTICS 
QA/QC REVIEWED 

Date Initials ~ 

CERTIFICATE OF CALIBRATION 
Standard Radionuclide Source 

52094-416 

Am-241 10 mL Liquid in Flame Sealed Vial 

1380 Seaboard Industrial Blvd. 
Atlanta, Georgia 30318 ·U.S.A. 

Phone {404} 352·8677 
Fax (404) 352·2837 

This standard radionuclide source was prepared gravimetrically 
from a calibrated master liquid radionuclide solution source. 
The master source was calibrated by liquid scintillation 
counting. 

ANALYTICS maintains traceability to the National Institute of 
Standards and Technology through Measurements Assurance Programs 
as described in USNRC Reg. Guide 4.15, Revision 1. 

ISOTOPE: Am-241 

ACTIVITY (dps): 1. 975 E+OS 

HALF-LIFE: 432.2 years 

CALIBRATION DATE: March 19, 1996 12:00 EST 

TOTAL ERROR: 3.0% 

SYSTEMATIC ERROR: 2.37% 

RANDOM ERROR: 0.63% 

10.01177 grams of solution 1M HCl. 

P 0 NUMBER OR3830, Item 1 

SOURCE PREPARED BY: 
Beverly, 

Q A APPROVED: ft/1.~ 

WLLFOIA4312- 001 - 0030463 



E B I;;RLI N E I QUALITY CONTROL PROGRAM 
--- -~itAvtCI'!.ll' FPJIJOS 

Rev.8; 1/10103 
Title: Radioactive Reference standards Solutiona & Records 

EBERLINE SERVICES -OAK RIDGE LABORATORY 
RADIOACTIVE REFERENCE STANDARD SOLUTIONS 

SECONDARYDaUnON(R&CERnRCAnON} 

Radionuclide of Interest •::: ::':~~Aill(\\ Reference Date I :.:;·>;3J1Sl1"9.96:o:ool 
Parent Solution Cone. '·-.1~19E.f:04(\ dpmlml 

Chemical Composition of Standard Solution 

Dilution Instructions: Dilution Solvent Used 

SECONDARY VOLUMETRIC DILUTION 

Vol. Parent Solution: · .·: '· <60;0000 ml 
Total Activity: . 7.11 OOE+05 dpm 
Final Volume: :, :: :;·:.tooo;oo ml 

NOTES: 

Final Activity Concentration:! · · • · · 7.1100E+02Idpmlml 

This activity concentration is based on the original 
reference date listed above. All activities are 
corrected to the date and time of analysis by the 
laboratory data processing software. 

Expiration Date:l August 15,2015 

WLLFOIA4312- 001 - 0030464 
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Jlationallfnstitutt of ~tartbatbs & m:etbnolow 

ctCtrtiftcatt 
Standard Reference Material 4234A 
StrontiUlll-90 Radioactivity St~ndard 

'Ibis Standax:c:l Reference .Material (SRM) oonsists of radioactive strontium-90 chloride, non-radioactive 

strontium Chloride, non-radioactive yttrium cblonde, and hydrochloric acid dissolved in 5 mL of distilled water. 

The solution is contained in a flame-sealed NIST borosilicate-glass ampoule. The SRM 'is' intended for the 

calib~tion:of beta-particle counting instruments an~ for the monitoring of r~diochemical procedures. 

Radiologieal Hazard 

The SRM ampoule rontains strontium-90 with a total activity of approximately 13· MBq. Sfrontium-90 decays 

by beta-particleemission to yttrlu:m-90, which also decays by beta--particle emission. None of the beta particles 

escape from the SRM ampoule. · The beta particles emitted from strontiutn-90 ·arid yttrium-90 produce 

:bremsstrahlung photons with energies up to 2 MeV. Most of these photons escape from the SRM ampoule 

.and can represent !1 radiation hazard. Appro:ximate unshielded dose rates at several distances (as of the 

. refei'eii;ce time) are given in note [a]*. Appropriate sirleldilig and/or distance should be used to ininimize 

p~rSOll1,1~1 exposure. The SRM should be used only by persons qualified to handle radioactive material. 
. . . . 

Chemical Hazard 

The SRM ampoule contains hydrochlOric acid (HCl) with a concentr:ation ofl mole per liter of water. The 

· solution is corrosive and represents a health hazard if it comes in contact with eyes or skin. If the ampoule 

is to be opened to transfer the solution, the recommended procedure is given on page 2. The ampoule should 

be opened only by persons qualified to handle both radioactive material and strong acid solution. 

Storage and Handling 

The SRM should be stored and used at a temperature between 5 and 65 oc The solution in an unopened 

ampoule should remain stable and homogeneous until at least March 2005. 

The ampoule (or any subsequent container) should always be clearly marked as contaming radioactive 

material. If the ampoule is transported it should be packed, marked, labeled,. and shipped in accordance with 

the applicable national, international, and carrier regulations. The solution in the ampoule is a dangerous 

. good (hazardous material) both because of the radioactivity and because of the strong acid. 

Preparation 

This Standard Reference Material was prepared in the Physics Laboratory, Ionizing Radiation Division, 

Radioactivity Gronp, J.M.R Hutchinson, Group Leader. The overall technical direction and physical 

measurements leading to certification were provided by L.L. Lucas of the Radioactivity Group and D.B. Golas, 

Nuclear Energy Institute Research Associate. 

The support aspects involved in the preparation, certification, and issuance of this SRM were.coordinated 

through the Standard Reference Materials Program by N.M. Trahey. 

Gaithersburg. Maryland 20899 
· May 1995 (I'ext only revised November 1997) 

SRM 4234A, page l of 6 

Thomas E. Gills, Chief 
Standard Reference Materials Program· 

*Notes and references are on pages 5 and 6. 

02.\8 
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1P ESERJ.,IN~ I QUALITY CONTROL PROGRAM 
~~,.__,.,~ s~ QCP-009 

Rev.7; 9129199 
Trtle: Radioactive Reference Standanls Solutions & Records 

Dilution Instructions: 

EBERLINE SERVICES ·OAK RIDGE LABORATORY 

RADIOACTIVE REFERENCE STANDARD SOLUTIONS 
SECONDARY DILUTION (RE·CERT/FICATION} 

QCP~009~1-A 

HalfUfe Years 

lt~"ii21e7si=\i:o:11l 

The beta actiVity of soluUon reflecls the original 
90Strontlurn concentration and an equal 

concentrallon of OOVttrium. 

Dilution Solvent Used 

SECONDARY VOLUMETRIC DILUTION. 

Vol. Parent Solution; ;~;;~{'i!k~~\?:QtSQOO. mJ 

T~tal Activity: /.~!;~V,~E+.O~ dpm 
Fmal Volume: \''i':;,'~:,'!!~ti'QO,O;OQ ml 

Final Activity Concentration: I·:~ ' ; · 7.5764E+02Idpm/ml 

NOTES: 

This actiVity concentration is based on the original 

reference date listed above. All activities are· 

corrected to the date and time of analysis by the 

laboratory data processing software. 

expiration Date:l August 15,2015 

~·~ 
Verlfled&ApprovedBy Ji&i 

QCApproval ~ ' ~· 
Date: 09102/14 __ ;;.;;;..;;;.::;;;,..;..:.._ __ 
Oate:_ct+-+'-/¥..,__f _ 

1 . 
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SECTION VI 

QUALITY CONTROL SAMPLE RESULTS SUMMARY 
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Eberline Services 
Analysis Control Chart 

WO 

14-11095 
Analysis 

UUISO 
. Activity Units Aliquot Units 

pCi 

Laboratory Control Sample 

Printed: 11/21/201412:49 PM 
Page 1 of2 

Client Name 

Feezor Engineering, Inc. 

Analyte 

1 

Normalized LCS CSU I LCS I Uncert. Known l Known Result CSU : Standard i Standard Standard Standard 

Difference Measured Measured j Expected Expected Error I 10 i ACT (dpm} Error Added (gl 

U-234 1.29 91.11% 14.60% I 100.00% J 3.60% 7.94E+OO 2.86E-01 7.24E+OO 1.06E+OO I U-Sa /3.52E+01 3.60E+OO 5.01E-01 

U-238 0.04 I 100.33% I 14.46% I 100.00% I 3.60% I 7.74E+oo I 2.79E-01 I 7.77E+OO I 1.12E+OO I U-Sa I 3.44E+01 I 3.60E+OO I 5.01E-01 

Matrix Spike 
-----,-------r-------r--

Analyte I Normalized MS Actual Expected i Expected Actual I Actual Sample Standard Standard I Standard Standard 

Difference %Rec MSResu/t i MSUncert MSResult I MSCSU Aliquot ID ACT(dpm) Error% Added(g) 

Replicate Sample QCSummary 

Analytfl 
I Normalized RPD 

Original Original Repllcatfl Replicate LCS Relative 
LCS%R LCSND MS%R MSND RepRPD RepND 

Difference Result csu Result csu Bias 

1.54 35.37 1.35E+OO 4.04E-01 9.44E-01 3.19E-01 0.91 OK OK INV OK 
' 

1.70 40.47 1.25E+OO 3.85E-01 8.27E-01 2.93E-01 1.00 OK OK INV OK 

0.54 42.08 1.56E-01 1.51E-01 1.02E-01 I 1.26E-01 OK OK NA OK 

Version 
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Eberline Services 
Analysis Control Chart 

WO 

14-11095 

13000 

120.00 

1\0J)ll 

100.00 

90,00 

60,00 

Analysis Run 

UUISO 1 

LCS % Recovery 

72.90 82.27 

109,31 I 118.39 

91.11 I 100.33 

90 I 90 

100 I 100 

120 I 120 

Normalized Difference 

3.50 .,-------~---------------------

3.00 _ ...... _ ........ _ 

2.50 +--------' 

Version 

Activi!Y Units 

pCi 

40,00 

3S.oo 

30.00 

25.00 

20.00 

15,00 

10,00 

5J)() 

- Lower Error 

- Uooer Error 
• RPD 

- -CL 

J~l)quot Units 

Printed: 11/21/2014 12:49 PM 
Page2of2 

Feezor Engineering, Inc. 

Replicate Sample RPD 

------~------i 

40.95 I 47.08 I 64.71 

• • I • 

No Matrix Spike 
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Eberline Services 
Analysis Control Chart 

wo 

14-11095 

Analyte 

TH-228 

TH-230 

TH-232 

Analyte 

Analyte 

TH-228 

TH-230 

TH-232 

Version 

Activity Units 

ThiSO 1 pCi 

Aliquot Unll!> ___ _ 

Printed: 11/2112014 12:48 PM 
Page 1 of2 

Client Name 

Feezor Engineering, Inc. 

Laboratory Control Sample 

I I I I 

1 

Normalized LCS csu LCS Uncert. Known 
Result csu Standard Standard Standard Standard 

Difference Measured Measured Expected I Expected 
Known I Error ID ACT(dpml Error Added(g) 

I 

I 0.12 98.83% 19.19% 100.00% 3.60% 5.10E+OO 1.84E-01 5.04E+OO 9.67E-01 Th-Sb 1.04E+02 3.60E+OO 1.09E-01 

--

I 
-~:-f.7.15% 20.69% 100.00% 2.70% 5.37E+OO 1.45E-01 5.21E+OO 1 1.08E+OO Th-1b 2.35E+01 2.70E+OO I s.OSE-01 

5.00E+OO I 9.45E-01 0.20 98.09% 18.90% 100.00% 3.60% 5.10E+OO 1.84E-01 Th-8b 1.04E+02 3.60E+OO I 1.09E-01 

Matrix Spike 

Normalized MSActual I Expected I Expected l Actual I Actual Standard 

Difference %Rec MSResult I MS Uncert MSResult MSCSU Added(g) 

Replicate Sample QCSummary 

I Normalized RPD 
Original Original Replicate Replicate LCS Relative LCS%R 

I 
LCSND 

I 
MS%R 

I 
MSND RepRPD I RepND 

Difference Result csu Result csu Bias 

I 

I 
0.24 7.51 9.39E-01 3.74E-01 1.01E+OO 4.53E-01 0.99 OK OK NA OK 

I ' 

0.51 12.93 1.60E+OO 5.36E-01 1.82E+OO S.SOE-01 0.97 OK OK OK OK 

! 0.20 7.31 I 6.53E-01 ' 2.99E-01 6.07E-01 3.32E-01 0.98 OK I OK I NA I OK 

·----· ·-~----
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Eberline Services 
Analysis Control Chart 

wo 

14-11095 

'1.30.00 

120.00 

110.00 

100.00 

90.00 

80.00 

Analysis 

ThiSO 

LCS % Recovery 

------ .,.UCL 

------,.LCL 

Activity Un-"-il::::s ___ +-

pCi 

40.00 

35.00 

30.00 

2S.OO 

20.00 

15.00 

Printed: 11/21/2014 12:48 PM 
Page2of2 

Feezor Engineering, Inc. 

Replicate Sample RPD 

! 
7QOOL---------~~~---------r--------~~~--------~--------~ffi-23:~========= 

10.00 

5,00 
1 ! 

+ %R 
'- -LCL 
-----Mean 
'- -UCL 

3.50 

MO 

2,50 

2.00 

1.50 

1.00 

0.50 

0.00 ' 

76.04 I 73.76 I 75.58 

121.62 I 120.55 I 120.59 

98.83 I 97.15 98.09 

w I W I W 
100 I 100 I 100 

120 I 120 I 120 

Normalized Difference 

LCSND MSND 

I!!!!!!!!!!!!!ITH-2281 '().12 
t::::::=:JTH-230 0.26 

•UCL 3 

0.24 0.00 

0.51 0.00 

3 3 

Version 

IH-228 IH-230 TH-232 0.00 +---------=:--:=-------,-------::==-------
9.10 15.19 9.14 

5.92 10.66 5.48 

• 7.51 12.93 7.31 

,_ -CL 35 35 35 

No Matrix Spike 
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Eberline Services 
Analysis Control Chart 

wo 

14-11095 

Analyte 
Normalized 
Difference 

Ra226 

LCS 
Measured 

csu 
Measured 

1 pCi 

Laboratory Control Sample 

LCS , UncetL Known Known 
Expected 1 Expected Error 

Result csu 

Printed: 11/2012014 3:13PM 
Page 1 of 2 

Feezor Engineering, Inc. 

Standard 
10 

Standard 
ACT(dpm) 

Standard 
Error 

standard 
Added(g) 

I RA-226 I 0.76 I 110.~8% I 24.04% I 100.00% ! 4.60% 19.98E+OOI 4.59E .. 1 11.10E+01 I 2-65~Ra.Sb I UOE+01 I ........ 15.03E.01 I 

I ~ . 

Ana/yte 

Analyte 

RA-226 

Version 

Normalized 
Difference 

MSActual 
%Rec 

Ex peeled 
MSResult 

E:<pected 
MSUncert 

Replicate Sample 

Normalized 
Difference 

0.16 

RPD 

5.62 

Original 
Result 

Original 
csu 

1.70E+OO I 8.21E-01 

Matrix Spike 

Actual 
MSResult 

Replicate 
Result 

Actual 
MSCSU 

Replicate 
csu 

1.80E+OO I 8.41E-01 

Sample 
Result 

LCS Relative 
Bias 

1.10 

Sample 
csu 

LCS%R 

OK 

Sample 
Aliquot 

StJiindard 
10 

SIJiindard 
ACT(dpm) 

QCSummary 

LCSND MS%R MSND 

OK 

Standard 
Error% 

RepRPD 

NA 

Standard 
Added(g) 

RepND 

OK 
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Eberline Services 
Analysis Control Chart 

wo 

14-11095 

130.00 

120.00 

11Q-.OO 

100,00 

90,00 

BO.OO 

3.50 

3.00 • -

2.50 

2.00 

1.50 

1.00 

Version 

Activitv Units 

Ra226 1 pCi 

LCS % Recovery 

81.73 
139.02 

110.38 
80 
100 
120 

Normalized Difference 

--· 

40.00 

35.00 

30.00 

25.00 

20.00 

15,00 

Printed: 11/20/2014 3:13PM 
Page 2 of2 

__ 9!!~!).1 N~l!le 

Feezor Engineering, Inc. 

Replicate Sample RPD 

6,96 
4.29 

5.82 

No Matrix Spike 
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Eberline Services 
Analysis Control Chart 

wo 

14-11095 

Analyte 

RA-228 

Analyte 

Analyte 

RA-228 

Version 

'--.-~~~w•••~·~~~~~••......_•-~-

Normalized 
Difference 

0.43 

Normalized 
Difference 

Analysis 

Ra228 

LCS 
Measured 

105.99% 

MSActua/ 
%Rec 

csu 
Measured 

25.75% 

Expected 
MSResult 

Replicate Sample 

Normalized RPD 
I Original 

I Difference Result 

1.17 29.41 2.10E+OO I 

Activity Units .l--~ Aliauot Units 

pCi 

Laboratory Control Sample 

LCS 
Expected 

1oo.oo'y. 1 

Uncert. 
Expected 

5.10% 

Known 
Known 
Error 

7.38E+OO I 3.76E-01 I 

Result 

7.82E+OO 

Matrix Spike 

Expected 
MSUncerr 

Original 
csu 

8.40E-01 

I 
I 

I 

Actual 
MSResult 

Replicate 
Result 

I 2.82E+OO 

Actual 
MSCSU 

Replicate 
csu 

8.69E-01 

I 

Sample 
Result 

Sample 
csu 

Btas 
LCS R_elatlve I LCS % R 

1.06 I OK 

csu 

1E+OO 

Sample 
Aliquot 

Printed: 11/24/2014 10:54 AM 
Page 1 of2 

Feezor Engineering, Inc. 

Standard 
10 

Ra-11 

Standard 
ID 

Standard 
ACT(dpmt 

3.22E+01 

Standard 
ACT(dpm) 

Standard 
Error 

Standard 
Added(Sl 

I 5.10E+OO I 5.08E-01 

Standard 
Error% 

Standard 
Added(!l) 

QCSummary 

LCSND MS%R MSND RepRPD I 
i 

RepND 

OK NA I OK 

~--·-·------··--···-~·~---··--··----·-------~--.,.-
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Eber!ine Services 
Analysis Control Chart 

wo 

14-11095 

130.00 

120.00 

110.00 

100.00: 

~0.00 

8000 

- LowerError 

- Upper Error 

• %R 

3.50 

3.00 ' --

2.50 

2.00 

1.50 

1.00 

Version 

Analysis 

Ra228 

LCS % Recovery 

75.14 

136.84 

105.99 

80 
100 
120 

Normalized Difference 

-- ·- - -- - --

Run Activity Units Aliquot Units 

1 pCi I 

40.00 

·~I 3000 

25,00 

20,0{) 

15.00 

10.00 

50{) 

{),00 ' 

Printed: 11/24/2014 10:54 AM 
Page 2 of 2 

Client Name 

Feezor Engineering, Inc. 

Replicate Sample RPD 

! 

RA-228 

34.51 

24.30 

29.41 
'35 

No Matrix Spike 
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Eberline Services 
Analysis Control Chart 

wo 

14-11095 

Analyte 

GaGbT_ThSr 

Normalized 
Difference 

LCS 
Measured 

csu 
Measured 

Run 

1 

Laboratory Control Sample 

LCS 
expected 

Known 

i 
Result 

Error 

1.16E+01 I 2.64E+02 

; csu 
I 
I 

2.91E+01 I 

Printed: 1112012014 12:25 PM 
Page 1 of2 

Feezor Engineering, Inc. 

Standard Standard Standard standard 
10 ACT(dpm) error Added(g) 

AfB-07 5.97E+02 4.30E+OO 1.00E+OO 

----
8.99E+OO I 2.83E+02 I 3.93E+01 I 

GROSSALPHA_Th 0.34 ....... 11.01% 10~00% I ··~-+-=.·-6-9E_+_D_2-+----+ 
GRoss BETA_s, o.so 94.58% . 13.86% 100.00% 

1 

3.00% li a.ooe+02 AfB-07 ls.64E+02 3.00E+OO I1.00E+OO 

Analyte 

Analyte 

GROSS ALPHA_ Th 

GROSS BETA_Sr I 

Version 

Normalized 
Ditfl!!rence 

,, .. ,-·--. 

MSActual 
%Rec 

Expected 
MSResult 

Expected 
MSUncert 

Matrix Spike 

Actual 
MSResult 

Actual 
MSCSU 

Replicate Sample 
! 

I Normalized RPD Original Original l Replicate Replicate 

Difference Result csu Result csu 

0.48 9.82 3.37E+01 I 9.64E+OO I 3.05E+01 I 8.46E+OO I 
' l 

0.33 I 4.51 I 6.02E+01 I 1.15E+01 I 6.29E+01 11.20E+01 I 

Sample 
Result 

LCS Relative i 
Bias · 

0.98 i 

0.95 

Sample 
csu 

LCS%R 

OK 

OK i 

Sample 
Aliquot 

StandanJ 
ID 

StandanJ 
ACT(dpm) 

QCSummary 

LCSND MS%R MSND 

OK 

OK I I 

i 

I 

StandanJ 
Error% 

RepRPD 

NA 

OK 

I 

I 

Standard 
Added(g} 

RepND 

OK 

OK 
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Eberline Services 
Analysis Control Chart 

wo 

14-11095 

130.00 

120.00 

110.00 

,OO,CO 

90.00 

GaGbT_ThSr 1 

LCS % Recovery 

eo.oo 

70.00 L-----~;;;-;;<;":.\i'i'>HA-:rh _____ ]======'~§~~~~=====~ 
98.06 

--Mean I 100 I 100 

-UCL 120 120 

Normalized Difference 

3.~~-----------------------------------------------------

3.00+------ --- -- ---

2.50 ~----------~----------
2.00-1---------------------

1.soJ----------------------

Version 

pCi 

40,00 

35.00 

30.00 

25.00 

20.00 

15.00 

10,00 

5.00 

Printed: 11/20/201412:25 PM 
Page 2 of2 

Feezor Engineering, Inc. 

Replicate Sample RPD 

i 
• 

11.21 I 4.94 

6.44 I 4.08 

9.82 4.51 

N I N 

No Matrix Spike 



SECTION VII 

LABORATORY TECHNICIAN'S NOTES & RUNLOGS 

ng: 1 U• .... 

WLLFOIA4312- 001 - 0030478 



ISO-UNOTES 

()C'? 
.... ,. (),....,., 

WLLFOIA4312- 001 - 0030479 



Printed: 11/18/2014 4:28PM 

~ E:aER b\.!;i!,~ 
Work Order Analysis Notes 

Date User 

11/1811416:28 LWALKER 

Oak Ridge Laboratory 

60l i3c:arboro Rd. 
Oak Ridge, TN 37830 
Voice: 865.481.0683 

• www.eberlineservices.com 

Page 1 of 1 

Internal Work Order 14-11095 
Analysis Code 

Run Number 

Notes 

· :·Spike and trace beakers-aliquot-dry samples down-submit to separations. 
'i ·-

'" 

WLLFOIA4312- 001 - 0030480 



Printed: 11/19/2014 5:48AM Page 1 of 1 

Oak Ridge Laboratory Internal Work Order 14-11095 
;: !=; e Eel... IN r;;: 601 Scarboro Rd. 

SERVICES Oak Ridge, TN 37830 Analysis Code UUISO Voice: 865.481.0683 
Work Order Analysis Notes www.eberlineservices.com 

r·~·-. .... 

Run Number 1 

User Notes 

LWALKER and trace beakers-aliquot-dry samples down-submit to separations. 

JWOLFE 3 TO ACIDIFY SAMPlES BEFORE DRYING THEM DOWN 

0:34 

WLLFOIA4312- 001 - 0030481 



Printed: 11/20/2014 6:09PM 

EB~RbJN.t=: 
SERVI ce:s 

Work Order Analysis Notes 

User 
LWALKER 

JWOLFE 

11/20/14 18:09 CHEM JDEMELAS 

·-

Oak Ridge Laboratory 
601 Scarboro Rd. 
Oak Ridge, TN 37830 
Voice: 865.481.0683 
www.eberlineservices.com 

lntema! Work Order 

Analysis Coda 

Notes 

Spike and trace beakers-aliquot-dry samples down-submit to separations. 

ADDED HN03 TO ACIDIFY SAMPLES BEFORE DRYING THEM DOWN 

Page 1 of 1 

14-11095 

UUISO 
1 

Added concentrated HCI to sample beakers and heated to dryness; Added 20 ml 8N HCL to samples and 
transferred to new, labeled C· Tubes. rinsing with 8N HCI to bring volume to -35 ml; Preconditioned resin 
columns with 35 m18N HCI; Centrifuged samples and loaded onto columns; Rinsed C-Tubes with 20 m18N 
HCI, centrifuged as needed and loaded onto columns; Rinsed columns with 35 m18N HCI- 0.1N NH41, 35 ml 
of 6.5N HCI- 0.04N HF, and 10 ml of 6.5N HCI; Eluted Uranium with 50 ml of 0.5N HCI into clean, labeled 10 
ml beakers; Dried-down samples on hotplate: Dissolved samples in -10 ml of concentrated HCI; Transferred t 
new, labeled C-Tubes with Dl H20. Set samples aside for later precipitation and filtering. 

' .r.< ; ... :. > '..;f) : ... ,~.;·,· •• ,: 

O·G5 

WLLFOIA4312- 001 - 0030482 



Printed: 11/21/2014 4:52AM 

2 
~ EJ;;u;;;:e_~~tilc:-~ 

Work Order Analysis Notes 

#~ ; User 

1 11/18/14 16:28 PREP LWALKER 

2. 11/19/14 05:48 PREP JWOLFE 

·. ·:· 

·• ·3· 11/20114 18:09 CHEM JDEMELAS 

' '·•·.· 

•4 11/21114 04:52 CHEM TSMITH 

Oak Ridge Laboratory 
601 Scarboro Rd. 
Oak Ridge, TN 37830 
Voice: 865.481.0683 
www.eberlineservices.com 

Internal Work Order 

Analysis Code 

Notes 

. Spike and trace beakers-aliquot-dry samples down-submit to separations. 

ADDED HN03 TO ACIDIFY SAMPLES BEFORE DRYING THEM DOWN 

Page 1 of 1 

14-11095 

UUISO 
1 

Added concentrated HCito sample beakers and heated to dryness; Added 20 ml 8N HCL to samples and 
transferred to new, labeled C-Tubes, rinsing with BN HC! to bring volume to -35 ml; Preconditioned resin 
columns with 35 mi8N HCI; Centrifuged samples and loaded onto columns; Rinsed C-Tubes with 20 ml 8N 

HCI, centrifuged as needed and loaded onto columns; Rinsed columns with 35 ml 8N HCI- 0.1 N NH41, 35 ml 

of6.5N HCI 0.04N HF, and 10 ml of 6.5N HCI; Eluted Uranium with 50 ml of 0.5N HCI into clean, labeled 100 

ml beakers; Dried-down samples on hotplate; Dissolved samples in -10 ml of concentrated HCI; Transferred to 

new, labeled C-Tubes with Dl H20. Set samples aside for later precipitation and filtering. 

Followed steps.12.1.7 to 12.4.5 in AP-005. (Precipitated and filtered samples for Uranium) 
" 

WLLFOIA4312- 001 - 0030483 



Eberline Analytical 
Oak Ridge Laboratory 

~ J;;;eg~l~~ 
Reagents Used in an Analysis 

015780P Nitric Acid 

015696P Anion Exchange Resin 

0157975 HCI- HF 

0158185 HCI- NH41 

015376007 Hydrochloric Acid 

0157045 Hydrochloric Acid 

0158115 Hydrochloric Acid 

015553P Hydrochloric Acid 

0157795 Carbon substrate 

015645P Hydrofluoric Acid 

0157205 Neodymium Carrier 

014943P Reagent Alcohol 

015660P Titanous Chloride 

Reagent Grade 

Reagent Grade 

6.5N 0.04N 

8N- 0.1M 

0.5N 

6.5N 

8N 

Reagent Grade 

Solution 

Reagent Grade 

1mg/ml 

Reagent Grade 

Reagent Grade 

Printed: 11/21/2014 4:58AM 
Page 1 of 1 

14-11095 

UUISO 1 
.. pate · 

· Recorded· 

JWOLFE 11/19/2014 

JDEMELAS 11/20/2014 

JDEMELAS 11/20/2014 

JDEMELAS 11/20/2014 

JDEMELAS 11/20/2014 

JDEMELAS 11/20/2014 

JDEMELAS 11/20/2014 

JDEMELAS 11/20/2014 

TSMITH 11/21/2014 

TSMITH 11/21/2014 

TSMITH 11/21/2014 

TSMITH 11/21/2014 

TSMITH 11/21/2014 

067 

WLLFOIA4312- 001 - 0030484 

i 
I 
[· 

I 

I 
!. 



·' 

WLLFOIA4312- 001 - 0030485 



ISO-TH NOTES 

OE9 

WLLFOIA4312- 001 - 0030486 



Printed: 11/18/2014 4:29 PM 

~ E;~a_ E I~J,,,,,l.~ E 
~ SE:RVlCE:S 

Work Order Analysis Notes 

II # I Date Dept User 

Ll 11/18/14 16:29 PREP LWALKER 

Oak Ridge Laboratory 

601 sc::arboro Rd. ' 
oak Ridge, TN 37830 
Voice: ·865.481 .• 0683 
www.eberlineservices.com 

Page 1 of 1 

Internal Work Order 14-11095 
Analysis Code ThiSO 

---------------~--·---------------------~ 
Run Number 1 

Notes 

Spike and trace beakers-aliquot-dry samples down-submit to separations. 

', •,, 

''\·· 

WLLFOIA4312- 001 - 0030487 



Printed: 11/19/20145:48AM 

~ J:E;e_~R.,_. NE 
~ SERVICES 

Work Order Analysis Notes 

# Date Dept User 

f 11118/14 16:29 PREP LWALKER 

2 11/19/14 05:48 PREP JWOLFE 

Oak Ridge Laboratory 

601 Scarboro Rd. 
Oak Ridge, TN 37830 
Voice: 865.481.0683 
www.eberJineservices.com 

Internal Work Order 

Analysis Code 

Run Number 

Notes 

Spike and trace beakers-aliquot-dry samples down-submit to separations. 

ADDED HN03 TO ACIDIFY SAMPLES BEFORE DRYING THEM DOWN 

·', '. 

Page 1 of 1 

14-11095 

WLLFOIA4312- 001 - 0030488 



Printed: 11/20/2014 6:10PM 

~ Ea_.:;; BbJ .. ~c-~ 
Work Order Analysis Notes 

Date Dept User 

11/18/14 16:29 PREP LWALKER 

: 

.· 2 11/19/14 05:48 PREP JWOLFE 

~ 3 11/20/14 18:10 CHEM JDEMELAS 
.·· . 

Page 1 of 1 

Oak Ridge Laboratory 
601 Scarboro Rd. 

Internal Work Order 14-11095 
Oak Ridge, TN 37830 Analysis Code ThiSO 
Voice: 865.481.0683 
www.eberlineservices.com Run Number 1 

: .· .. Notes 

. SpiKe and trace be?~Kers-aliquot-dry samples down-submit to separations. 

ADDED HN03 TO ACIDIFY SAMPLES BEFORE DRYING THEM DOWN 

Added concentrated HN03 to sample beaKers and heated to dryness; Added 20 ml BN HN03 to samples and 

transferred to new, labeled C-Tubes, adding 8N HN03 to bring volume to -35 ml; Preconditioned resin 

columns with 50 ml BN HN03; Centrifuged samples as needed, and passed through columns; Rinsed C-Tubes 

with 20 ml SN HN03; Centrifuged rinsates and loaded onto columns; Rinsed columns with 40 ml 8N HN03; 

Eluted Thorium with 50 ml of 8N HCI into clean, labeled 100-ml beakers; Dried-down samples on hotplate; 

Dissolved samples in ~10 ml of concentrated HCI; Transferred to new, labeled C-Tubes with deiononized 
Set samoles aside for later_m-ecioitation and filterina. 

•'. 

WLLFOIA4312- 001 - 0030489 

\ 
I 
I 



Printed: 11121/20144:55AM 

Work Order Analysis Notes 

# Date Dept User 

1 11/18/14 16:29 PREP LWALKER 

2 11/19/14 05:48 PREP JWOLFE 

I .· 
. 3 11/20/14 18:10 CHEM JDEMELAS 

I. -
' 

.... . 

.<f 11/21/14 04:55 CHEM TSMITH 

.··. 

Oak Ridge Laboratory 

601 Scarboro Rd. 
Oak Ridge, TN 37830 
Voice: 865.481.0683 
www.eberlineservices.com 

Internal Work Or 

Analysis Code 

Run Number 

Notes 

Spike and trace beakers-aliquot-dry samples down-submit to separations. 

ADDED HN03 TO ACIDIFY SAMPLES BEFORE DRYING THEM DOWN 

Page 1 of 1 

14-11095 

ThiSO 
1 

Added concentrated HN03 to sample beakers and heated to dryness; Added 20 mi6N HN03 to samples and 

transferred to new, labeled C-Tubes, adding 6N HN03 to bring volume to -35 ml; Preconditioned resin 

columns with 50 ml8N HN03; Centrifuged samples as needed, and passed through columns; Rinsed C·Tubes 

with 20 ml 8N HN03; Centrifuged rinsates and loaded onto columns; Rinsed columns with 40 ml 6N HN03; 

Eluted Thorium with 50 ml of BN HCI into clean, labeled 100-ml beakers; Dried-down samples on hotplate; 

Dissolved samples in -10 ml of concentrated HCl; Transferred to new, labeled C-Tubes with deiononized 

water, bringing volume to -15m!. Set samples aside for later precipitation and filtering . 

Followed steps 12.2.4 to 12.4.5 in AP-005. (Precipitated and filtered samples for Thorium) 

WLLFOIA4312- 001 - 0030490 



Eberline Analytical 
Oak Ridge Laboratory 

~ e:;e~;:._RbJ~~ 
Reagents Used in an Analysis 

< ·· ~·~w~·~!if{::·?·•:{~ 
··••··· · .r1~;~ .. · ........ l;;.·r;ir.}•;~·c!;t.["·:;\i:~~t~t!• ··.·········.:· .. · ····'···· · 

015780P Nitric Acid 

015696P Anion Exchange Resin 

0158115 Hydrochloric Acid 

015553P Hydrochloric Acid 

0158105 Nitric Acid 

015687P Nitric Acid 

0158155 Nitric Acid 

0157795 Carbon substrate 

015645P Hydrofluoric Acid 

014943P Reagent Alcohol 

0157895 Cerrium Carrier 

. : ··::·· .. > 

' 

'· 

Printed: 11/21/2014 4:59AM 
Page 1 of 1 · 

·· ·•· Internalwork'.orii~r 
:. :' 

'•,: .. · .. ; ·.c 

14-11095 
·.: : ; ·) . : ' 5 • An~ lysis. co(:le .·.•• < ( > ,., Run 
' ,· ..... 

ThiSO 1 
,',' . :· · .··, · ·.•.··• ·• R:e<~'9#~t-''< .·.···· 

! A ., t . :. bate _ .... ·· .. nays ·.·. 
Concefltratlon . . · · .... -.> ·.··.· .. ·· •IP .. · ··.Recorded . 

·• 

Reagent Grade JWOLFE 11/19/2014 

Reagent Grade JDEMELAS 11/20/2014 

8N JDEMELAS 11/20/2014 

Reagent Grade JDEMELAS 11/20/2014 

8N JDEMELAS 11/20/2014 

Reagent Grade JDEMELAS 11/20/2014 

8N JDEMELAS 11/20/2014 

Solution TSMITH 11/21/2014 

Reagent Grade TSMITH 11/21/2014 

Reagent Grade TSMITH 11/21/2014 

0.1mg/ml TSMITH 11/21/2014 

WLLFOIA4312- 001 - 0030491 

I. 
l 
I 

I 



' . 

.075 

WLLFOIA4312- 001 - 0030492 



C ~·· f' l ·'O 
> l 

WLLFOIA4312- 001 - 0030493 



RA-226 NOTES 

WLLFOIA4312- 001 - 0030494 



Printed: 1111812014 4:35PM Page 1 of 1 

( Oak Ridge laboratory Internal Worl< Order 14-11095 
601 Scarboro Rd. E_aJ:;: __ R_blt;lc~ 
Oak Ridge, TN 37830 Analysis Code Ra226 

Work Order Analysis Notes Voice: 865.481.0683 
~-------------··--· 

www.eberlineservices.com Run Number 1 

#I Date Dept User Notes 

1! 11/18/14 16:35 PREP LWALKER Spike and trace beakers-aliquot samples-put on stir plate and ph to 2.8-3.0-added Ba and Pb carriers-added 
20mls Ammonium Sulfate-let stir and settle. Decant-transfer to c-tubes-centrifuge-pour off supemate and 

'i .". :_. ' 

_:,:.: ·. 

r "'18 1 ,~ 
. ' 

WLLFOIA4312- 001 - 0030495 



Printed: 11119/20141:42 PM 

~EBERl-.INE . 
SERVICES 

Work Order Analysis Notes 

Date Dept User 

11/18/14 16:35 PREP LWALKER 

11/19/14 13:42 CHEM RMARTZ 

Page 1 of1 

I .. 
. ' ··o.ik: Ridge iai>oratorv Internal Work Order 14-11095 !. ·. 601 Scarboro .Rd. ·-··-- ----

Oak Ridge~ TN 37830 Analysis Code Ra226 . voice: 865.481.0683 
~·-----~..........-. 

www.eberlineservices.com Run Number 1 

Notes 

Spike and trace beakers-aliquot samples-put on stir plate and ph to 2.8·3.0·added Ba and Pb carriers-added 
20mls Ammonium Sulfate-let stir and settle. Decant-transfer to c-tubes-centrifuge-pour off supernate and 
submit reci to se arations. 
ADDED EDTA TO SAMPLES AND LET SIT OVERNIGHT. SYRINGE FILTERED SAMPLES, ADDED 
AMMONIUM SILFIDE AND ACETIC ACID TO SAMPLES. FIL TEREO ONTO TARRED FILTER PAPERS, LE 
DRYU 

C.";: :-~ ar;· ~It? :t ... 
o~:d' '<··,L~~·. f~'.t .I /kl:!;C 

,. _; 

.· .. · 

WLLFOIA4312- 001 - 0030496 



Eberline Analytical 
Oak Ridge Laboratory 

EBERLINE 
SERVICE$ 

Reagents Used in an Analysis 

015398001 Ammonium Sulfate 

015186007 

015203001 Lead Carrier 

015780P Nitric Acid 

013818P Acetic Acid 

014409001 Ammonium Sulfate 

0155005 EOTA 

1 mg/ml 

166 mg/ml 

Reagent Grade 

Reagent Grade 

200 mg/ml 

0.25M 

Printed: 11/20/2014 9:45AM 
Page 1 of 1 

LWALKER 11/18/2014 

LWALKER 11/18/2014 

LWALKER 11/18/2014 

LWALKER 11/18/2014 

RMARTZ 11/19/2014 

RMARTZ 11/19/2014 

RMARTZ 1/19/2014 

080 

WLLFOIA4312- 001 - 0030497 
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RA-228 NOTES 

WLLFOIA4312- 001 - 0030499 



Printed: 11118/2014 4:35PM 

~EBE:i=CL,.~E:; ~ SE:RVICE:S 

Work Order Analysis Notes 

User 

LWALKER 

Oak Ridge Laboratory 

601 Scarboro Rd. 
Oak Ridge, TN 37830 
Voice: 865.481.0683 
www.eberlineservices.com 

Page 1 of 1 

Internal Work Order 14-11095 
~---------+-·-----·-----· ---

Analysis Code Ra228 
f----------r---------------------------
1 Run Number 1 

Notes 

and trace beakers-aliquot samples-put on stir plate and ph to 2.8-3.0-added Ba and Pb carriers-added 
Ammonium Sulfate-let stir and settle. Decant-transfer to c-tubes-centrifuge-pour off supernate and 

i to s arations . 

.'!: •• -;·. ..·.' 

. . ~ . 

WLLFOIA4312- 001 - 0030500 



Printed: 11/24/2014 6:39AM Page 1 of 1 

4: 
Oak Ridge Laboratory lntemal W01k Order 14-11095 
601 Scarboro Rd. E__a-=:; R-lf-}R~C~ Oak Ridge, TN 37830 Analysis Code Ra228 

Work Order Analysis Notes Voice: 865 .• 481.0683 r-- - --
www.eberlineservices.com Run Number 1 

' 
· .. 

# Date Dept User :· Notes 

1 11/18/14 16:35 PREP LWALKER Spike and trace beakers-aliquot samples-put on stir plate and ph to 2.8-3.0-added Ba and Pb carriers-added 

20mls Ammonium Sulfate-let stir and settle. Decent-transfer to c-tubes-centrifuge-pour off supernate and 

submit orecip to separations. 

2 11/24/14 06:39 CHEM RMARTZ ADDED FILTER PAPERS FROM COUNT ROOM TO LABELED C-TUBES, FILLED WITH EDTA SOLUTION 

AND LET SIT OVERNIGHT. REMOVED FILTER FROM EDT A-ADDED 13 DROPS CONC HN03, 2MLS 

YTTRIUM 9MG/ML CARRIER, 2MLS 1.5MG/ML PB CARRIER, 0.3 MLS AMMONIUM SULFITE. 25 DROPS 

OF.10.!Vl SODI.UM HYDROXIDE, SHAKE SAMPLES, CENTRIFUGE, POUR SUPERNATE INTO CLEAN C-

... TUBE AND ADD 0.3MLS AMMONIUM SULFITE AND 2MLS 1.5MGIML PB CARRIER, SHAKE SAMPLES, 

· QENTRlfUGE, RINSE OTHER C-TUBES WITH Dl-H20 THEN SYRINGE FILTER SUPERNATE BACK INTO 

. RINSED C-TUBES. 'ADDED 18N NAOH TO SAMPLES AND RECORDED T1. HOT BATHED FOR 15 MIN, 

.C'EN"([(ii;'UGED,AND DIS(:ARoEb SUPERNANT. ADDED 6N HN03, Dl WATER, AND 10N NAOH. HOT 

BATHED FOR 15 MIN, CENTRIFUGED AND DISCARDED SUPERNANT. ADDED 1N HN03, Dl WATER. 

AND AMMONIUM OXALATE. FlL TERED ONTO TARRED FILTER PAPERS. LET DRY UNDER HEAT LAMP 

REWEIGHED AND SUBMITTED TO COUNT . 

. ,; ·''· 
:r:•, 

{_• 

,· 
.·.'·- ,,-,,::.- :.·., 

. :~ . : ... , 

: -,\. C'. 

WLLFOIA4312- 001 - 0030501 



Eberline Analytical 
Oak Ridge Laboratory 

Reagents Used in an Analysis 

015398001 Ammonium Sulfate 

015186007 Barium Carrier 

015780P Nitric Acid 

015203001 Lead Carrier 

1 mgjml 

Reagent Grade 

166 mg/ml 

Printed: 11/20/2014 9:46AM 
Page 1 of 1 

LWALKER 1/18/2014 

LWALKER 11/18/2014 

LWALKER 11/18/2014 

LWALKER 11/18/2014 

OS5 

WLLFOIA4312- 001 - 0030502 



Eberline Analytical 
Oak Ridge Laboratory 

~EE;LERLIN~ 
SE:RVICE:S 

' ,, 

Reagents Used in an Analysis 

·Reagent 
10 

015304P 

015398001 

015186007 

015780P 

015203001 

~13818P 

014530S 

014409001 

~--~~~59~_s 
014595S 

014370P 

014591S 

014456S 

014466S 

·'Reagent 
Name 

Ammonium Hydroxide ~ ·· 

Ammonium Sulfate. 

Barium Carrier 

Nitric Acid 

Lead Carrier 

Acetic Acid 

Ammonium Oxalate 

Ammonium Sulfate 

Nitric Acid 

Nitric Acid 

Nitric Acid 
. . 

Sodium Hydroxide 

Sodium Hydroxide 

Yttrium Carrier 

"'.··· 
,: ~ 

t·: 
.· :· 

' -

---· 

' i . 

: . , 

'· 

. ' .. · 

f---· 

Reagent 

Printed: 11/24/2014 8:17AM 
Page 1 of 1 

Internal Work Order 

14-11095 
Analysis Code Run 

Ra228 1 
Analyst Date 

Concentration ID Recorded 

Reagent Grade LWALKER 11/18/2014 
··-

_200 mg/ml LWALKER 11/18/2014 

1 mg/ml LWALKER 11/18/2014 

· Reagent Grade LWALKER 11/18/2014 

16,6 ·rng/ml I LWALKER 11/18/2014 .. _ 
Re·agent Grade RMARTZ 11/24/2014 

5% RMARTZ 11/24/2014 

200 mg/ml RMARTZ 11/24/2014 --
1N RMARTZ 11/24/2014 

~ ----- --"'""' ___ --··--.. --.~ 

6N RMARTZ 11/24/2014 

Reagent Grade RMARTZ 11/24/2014 

10M RMARTZ 11/24/2014 

18M RMARTZ 11/24/2014 
---

9 mg/ml RMARTZ 11/24/2014 
-

'• .. ' 

036 

WLLFOIA4312- 001 - 0030503 
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f\',Q7. 
4.!, _.F 

WLLFOIA4312- 001 - 0030504 



GROSS AlB NOTES 

038 

WLLFOIA4312- 001 - 0030505 



Printed: 1112012014 8:07AM 

~ E:.a.E:BJ,.I.~-~ ~ Se:Rv•ce:s 

Work Order Analysis Notes 

Date Dept 

11120114 08:07 PREP 

Oak Ridge Laboratory 

601 Scarboro Rd. 
Oak Ridge, TN 37830 
Voice: 865.481.0683 

.. llliww.eberlineservices.com 

Page 1 of 1 

Internal Work Order 14-11095 
~----------~--~--~--~~~-~-----

GaGbT ThSr Analysis Code 
---

Run Number 1 

Notes 

Ran TOS!TSS to determine aliquot. Aliquoted samples, dried, nitrated. transferred to tared planchets, dried, 
·flamed, re-weighed, and submitted to count room 

~ '-,' 

089 

WLLFOIA4312- 001 - 0030506 
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Eberline Analytical 
Oak Ridge Laboratory 

EBERLINE 
-~·--·--·· SERVICES 

Reagents Used in an Af1alysis 

014954002 Nitric Acid 

.r 
3N 

Printed: 11/20/2014 8:07AM 
Page 1 of 1 

Internal· Work Order 

14-11095 
Analysis Code 

GaGbT_ThSr 
Reagent ... 

Concentration 
Analyst 

. ID 

MHIGHTOWER 111/_20/20~~ 

09-J 

WLLFOIA4312- 001 - 0030507 



' . ~ ' 091 

WLLFOIA4312- 001 - 0030508 



SECTION VIII 

ANALYTICAL DATA (ISOTOPIC URANIUM) 

092 

WLLFOIA4312- 001 - 0030509 



:2: 
r 
r 
"'Tl 
0 

~l w ...... 
N 
I 

0 
0 ...... 
I 

0 
0 
w 

r=::> 0 
01 

CD ...... 
0 w 

Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

Work Order 

Analysis Code 

Lab Deadline 

Client 

Project 

Report Level 

Activity Units 

Aliquot Units 

11/18/2014 

11/24/2014 

14-11095 
UUISO 
Run 1 

Client 
ID 

LCS 

02 BLANK 

Login 
CPM 

03 FEE-BRI-W-FADW29206L i 39 

04 FEE-BRI-W-FADW29206L 39 
------------1 1----··--t--·-

Feezor Engineering, Inc. 

FEEBRI 

4 

pCi 

WA 

EML U-02 Modified 

Alpha Spectroscopy 

U-232 

U-10a 

18.808 

Printed: 11/21/2014 4:58AM 
Page 1 of3 

Sample Sample 
Date Aliquot 

11/18/14 00:00 1.0000E+OO 

11/18/14 00:00 1.0000E+OO 

11/13/14 00:00 5.0000E-01 

11/13/14 00:00 5.0000E-01 

· ... --·-·-·1- I 

• SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. •• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 



:2: 
r 
r 
llJ o. 
~ 
w ...... 
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0 
0 

0 
0 
w 
0 
01 

-~:::> 

C..;:) 

~ 

Eberllne Services 
Oak Ridge Laboratory 
Analysis Sheet 

Internal Sample / Tracer I 
Fraction Desc i Aliquot (g) 1 

01 LCS I 0.6054 
-

02 MBL 0.6055 
-·-

03 DUP 0.6057 
_,,, 

04 DO n~n":\R 

____ ,,, 

i 
1-----

J 
I 

-- ""'" -----

___ ,, , .. _,_ __ , ___ 

I -··-· ! 
- ....... 

I 
-----·--·- t---· 

, ___ 

-· ...... !---- ---- """ 

-- -

-· 

j 
··----, 

l 
-------" 

' 

14-11095 
UUISO 
Run 1 

Tracer Total I Radiometric Radiometric / Grav Carrier GravFilter 

ACT (dpm) 
1 

Tracer (pCi) % Rec ! Added (ml) Tare (g) 

11.4 0.00 
I 

1.00 
i 

.00 
I 
I 

11.4 1.00 

i 

------

1 

.~ 
: 

1--· .. ___ r 

\ 

i 
i 

: 

··-·--

I 
---··--

----t 
, 

I -

l 
I j 

I 
I 

GravFilter 
! 
' GravFilter 
I 

Final (g) Net(g) 

1-· 

·----,. ... 
i 

Grav 
%Rec 

Printed: 11/21/2014 4:58AM 
Page 2of3 

Mean SAF SAF 
%Rec 1* 2* 

! 

i 

! 

-~~··~··-

I 

i 
I 

I 

""r--' ·---1- ·--

I 
i I 

• SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. •• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 

I 
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Analysis Sheet 

Internal 1

1 

Sample 
Fraction Desc 

01 LCS 

04 DO 

1-- "'---t-

Rough Prep 
Date 

I 
l 

Rough Prep I Prep 
By i Date 

11/18/14 

8/14 1 

8/14 

1/18/14 1 

14-11095 
UUISO 
Rur;~1 

Prep 
By 

LWALKER 

LWALKER 

.VALKER 

SeptO 
Date/Time 

---.. -·--+--~---+------- ,, ______ , ____ ._.._, 'f .. _____ , 

I 
I 

Septa 
By 

I 

~-----+-------r----- .. -------~-------.. ~-----···-------+---~ .J 

---+--

1----

I 
' 
I 

i 

I 
i 

,.,,_,,_,,_ _______ 1, .. --------·-'"''------: 

Printed: 11121/2014 4:58AM 
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Date/Time 
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• SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. •• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate . 
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Eberline Services 
Oak Ridge Laboratory 

Lab 
Nuclide 

Fraction 

01 U-234 
-

02 U-234 

~ 

03 U-234 

0 
04 U·234 

tJ) -:::J 
:::J 

. 
u 
c -.. 
C) '- -
c ·-.... 
Cl) 
(I) 
c ·-C) 
c 
w 
.... 
0 
Si 
Cl) 
u.. 

Sample 
Oesc 

LCS 

MBL 

DUP 

DO 

-

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-UUIS0-1 

Client Activity 
Results Error Estimate MOA 

Identification Units 

LCS pCi/1 7.24E+OO 9.22E·01 6.23E·02 

BLANK pCi/1 1.73E-03 2.42E-02 6.91E·02 

FEE-BRI·W-FADW29206L pCi/1 9.44E-01 3.12E-01 1.86E-01 

FEE·BRI·W-FADW29206L pCi/1 1.35E+OO 3.93E-01 1.43E-01 

L- - - 1----1-.--

LCS LCS 
Known %R 

7.94E+OO 91.11 

Printed: 11/21/2014 12:49 PM 
Page 1 of 3 

L.CS RPD MDA Blank 
Flag Flag Flag Flag 

OK OK 

OK OK 

INV OK 

OK 
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Eberline Services 
Oak Ridge Laboratory 

Lab 
Nuclide 

Fraction 

01 U-234 

02 U-234 .,... 
03 U-234 

0 
04 U-234 

(/J -::l 
::l 

u 
s::: -
"' CD 

s::: 
'i: 
Q) 
Q) 
s::: ·-· ~·-··--·-CD 
s::: w 
""" 0 
N 
Q) 
Q) 

u. 

Sample 
Desc 

LCS 

MBL 

DUP 

DO 

··-· 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11 095-UUIS0-1 

Sample Sample Radiometric Grav Mean 

Oat& Aliquot 'IoRee 'IoRee 'IoRee 

11/18/14 00:00 1.00E+OO 137.98 0.00 o.oo 

11/18/14 00:00 1.00E+OO 121.57 0.00 0.00 

-
11/13/14 00:00 S.OOE-01 121.91 0.00 o.oo 

11/13/14 00:00 S.OOE-01 104.70 0.00 0.00 

·-··-·~·· ··-··- ··-·d 

,__ _,_ -

SAF 

Printed: 11/21/2014 12:49 PM 
Page 2 of3 

SeptO Sapt1 

Date/Time Date/Time 
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Eberline Services 
Oak Ridge laboratory 

Lab l 
Fraction 

Nuclide 

01 U-234 

02 U-234 

~ 

03 U-234 

0 
04 U-234 

(I) -::» 
::» 

c.i 
c 
c) 
c ·.:: 
(I) 
(I) 
c ·-C) 
c 
w .... 
0 
N 
(I) 
(I) 

1.1.. 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-UUIS0-1 

Sample Counting Halflife 

I Detect Carrier 
Count 

Counts 
Desc Date/Time (days) Time 

LCS 11/21/14 08:39 A_Spec Alpha_003 170.02 6.55 E+02 
-··-··-···-- ~--· 

MBL 11/21/14 08:39 A_ Spec Alpha_004 170 1.50 E-01 

DUP 11/21/14 08:39 A_ Spec Alpha_010 170 4.16 E+01 

DO 11/21/14 08:39 A_ Spec Alpha_011 170.02 5.33 E+01 

I Bkg 
CPM 

4.00 E-03 

5.00 E-03 

1.40 E-02 

4.00 E-03 

Printed: 11/21/2014 12:49 PM 
Page 3 of3 

Eff 

17.4 

18.9 

19.2 

20 
------
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Eberline Services 
Oak Ridge Laboratory 

Lab Nuclide 
Fraction 

01 U-238 

02 U-238 

~ 

03 U-238 

0 
04 U-238 

-· 

(/) -::l 
::l 

(.) 
c -... 
C) 
c 
'i: 
Cl) 
Cl) 
c ·-C) 
c 
w ... 
0 
N 
Cl) 
Cl) 
u.. 

Sample 
Oesc 

LCS 

MBL 

DUP 

DO 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-UUIS0-1 

Client Activity 
Results I Error Estimate MDA 

Identification Units 

LCS pCi/1 7.77E+OO 9.77E-01 5.77E-02 

BLANK pCI/1 7.36E-03 3.37E-02 7.88E·02 

FEE-BRI·W-FADW29206L pCill 8.27E-01 2.87E·01 1.55E-01 

FEE·BRI·W·FADW29206L pCl/1 1.25E+OO 3.74E·01 1.32E·01 

LCS 
Known 

7.74E+OO 

LCS 
%R 

Printed: 11/21/2014 12:49 PM 
Page 1 of 3 

LCS RPD MOA Blank 
Flag Flag Flag Flag 

100.33 OK OK 

OK OK 

INV OK 

OK 
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Lab Nuclide 
Fraction 

01 U-238 
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a1 c 
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Preliminary Data Report & Analytical Calculations 

Work Order: 14-11 095-UUIS0-1 

I Sample Sample Sample Radiometric Grav Mean 

1 
Desc Date Aliquot %Rec %Rec %Rec 

LCS 11/18/14 00:00 1.00E+OO 137.98 0.00 0.00 

MBL 11/18/14 00:00 1.00E+OO 121.57 0.00 o.oo 

OUP 11/13114 00:00 5.00E·01 121.91 0.00 0.00 

00 11/13114 00:00 5.00E-01 104.70 0.00 o.oo 

SAF 

Printed: 11/2112014 12:49 PM 
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Eberline Services 
Oak Ridge laboratory 

Lab I 
Fraction 

Nuclide 

01 U-238 

02 U-238 

~ 

03 U-238 

0 
04 U·238 

en -::J 
::J 

u 
c -
r::n c ·-:s... 
Q) 
Q) 
c ·-r::n c w 
:s... 
0 
N 
Q) 
CD 
u.. 

'· 

Sample 
Desc 

LCS 

MBL 

DUP 

DO 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11 095-UUIS0-1 

Counting Halfllfe 
Detect Carrier 

Count 
Counts 

DateiTime (days) Time 

11/21/14 08:39 A_ Spec Alpha_003 170.02 7.06 E+02 

11/21/14 08:39 A_ Spec Alpha_004 170 6.40 E-01 

11/21114 08:39 A_ Spec Alpha_010 170 3.66 E+01 

11/21/14 08:39 A_ Spec Alpha_011 170.02 4.95 E+01 

-· 

Bkg 
CPM 

3.00 E-03 

8.00 E-03 

8.00 E-03 

3.00 E-03 

Printed: 11/21/2014 12:49 PM 
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Eff 

17.4 
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CD 
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lab 
Nuclide 

Fraction 

01 U-235 

02 U-235 

03 U-235 

04 U-235 

Sample 
Oesc 

LCS 

MBL 

DUP 

DO 

-'----

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-UUIS0-1 

Client Activity 
Results Error Estimate MOA 

Identification Unlls 

LCS I pCi/1 4.97E-01 .1.70E-01 7.15E-02 

BLANK pCI/1 -4.84E-03 2.87E-02 6.81E-02 

FEE-BRI-W-FADW29206L pCi/~ 1.02E-01 1.26E-01 1.92E-01 

FEE-BRI-W-FADW29206L pCi/1 1.56E-01 1.51E-01 1.87E-01 

LCS LCS 
Known %R 

... 
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Page 1 of3 

LCS RPO MOA Blank 
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Lab Nuclide 
Fraction 

01 U-235 

02 U-235 

03 U-235 
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Sample 
Oesc 

LCS 

MBL 

DUP 

DO 

'-:">--

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11 095-UUIS0-1 

Sample I Sample Radiometric Grav Mean 
Date Aliquot % Rec %Rec %Ret: 

11/18114 00:00 1.00E+OOI 137.98 0.00 0.00 

11/18/14 00:00 1.00E+OO 121.57 0.00 0.00 

11/13/14 00:00 S.OOE-01 121.91 0.00 0.00 

11/13f14 00:00 5.00E-01 104.70 0.00 0.00 

SAF 

··-··-··~ 

Printed: 11/21/2014 12:49 PM 
Page 2 of 3 

Septo $ept1 

Date/Time Date/Time 

--··-·· 

,_ 

I 
i 
! 

'---~-----··--·------·~-------------~-~·-.--~----~-·~-~.-~----~
-·-.--



! :~. 

:2: 
r 
r 
11 
0 
); 
~ ., 
w ...... 
N 
I 

0 
0 
....Ji. «1 

I 

0 
0 
w 
0 01 ,, 
N' 

Eberline Services 
Oak Ridge Laboratory 

Lab 
Nuclide 

Fraction 

01 U-235 

U-235 

+-= 
02 

03 U-235 

04 U-235 
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.!(! -~ ::l a; 
::l t:: 
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d c -M 

C) 
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'i: 
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§i c 
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N 

i 
<1) 
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I u. 
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Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-UUIS0-1 

Sample Counting Halfl!fe 

I Carrier 
Count 

Desc Date/Time (days) 
Detect Time 

Counts 

LCS 11/21/14 08:39 A_Spec Alpha_003 170.02 3.65 E+01 

MBL 11/21/14 08:39 A_Spec Alpha_004 170 ·3.40 E-01 

DUP 11/21/14 08:39 A_ Spec Alpha_010 170 3.64 E+OO 

DO 11/21/14 08:39 A_ Spec Alpha_011 170.02 5.00 E+OO 

··-··-··-··-·· 

,,,,,,,,,,,,,,,,,,,,,,,,,,,, 

Bkg 
CPM 

3.00 E-03 

2.00 E-03 

8.00 E.03 

0.00 E+OO 

Printed: 11/21/2014 12:49 PM 
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Eff 

17.4 

18.9 

19.2 
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Count Room Report 
Client: Feezor Engineering, Inc. 

I 
Internal ' Sample 1 Client 
Fraction 1 Desc ID 

01 LCS LCS 
-~·------- ---- ~-·--

02 MBL BLANK i 
; i 

03 DUP FEE-BRl-W-FADW29206l 
·---- _,_ ___ . 

04 I DO FEE-BRI-W-FADW29206l 
---· ·------~···· 

·«<« t--- ---· ·----~.· ···-
I 
! 

! i _, __ 

~,.·~··-···· I··· 1------- ..... 

!---------- ·--------

f--- . ..... 1------·-·--

I 
.~ .. --~ ··---· 

I 

r----

f-- : f----

-----

____ .......... ... ...... 

·-·-- ... --------

I ---- ' : 

i + ,~-

I 
-----· ·------·--

14-11095-UUIS0-1 (pCi/1) in WA 
Tracer ID: U-10a 

/L\( 

' 
Sample i Sample Tracer Tracer 

Date i Aliquot Alfquot(g) ACT(dpm) 

11/18/14 00:00 1.0000 0.6054 11.3864 

11/18/14 00:00 1.0000 0.6055 11.3882 
--~;-. 

11/13/14 00:00 ' 0.5000 ! 0.6057 ' 11.3920 
i 

~-··- ··- ... 

11/13/14 00:00 0.5000 0.6038 11.3563 
-.--~~ 

I 

---~--••OF"' ·-~·· ... 

I 
--~·~-- ··----

! 

' 

--r-· .... 

------- t- ....... 

.. ~ .. 

->F·~· •-

------ --- ... 

......... --~-------·-

I r ! 

Radiometric 
Tracer (pCI) 

·---· 

' 

Printed: 11/21/2014 4:58AM 
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Eberline Services 
Oak Ridge Laboratory 

Internal Work Order 

14-11095 

LCS & Matrix Spikes 
I Solution 

Isotope So/# 
Date 

U-234 U·8a· 11/18/2014 
I --

U-238 U-Sa 11/18/2014 

C• 

fraction Isotope 
Activity 
dpm!g 

01 U-232 18.808 

02 U-232 

03.· U-232 
... 

04, U-232. 

--

Version 2.0 08/99 

R 

1 

I Approx 
I Addition 

0.500 

11/18/2014 

--

-·~ > 

I 

Spike and Tracer Worksheet 

Anal sis Code Date echnician 

UUISO 11/18/201416:03 LWALKER 

LCS NIS LCSD MSD LCS MS 

Volume Volume Volume Known i E."or Added E~r 

Used(g) Used(g) Used(g} pCi Estimate pCi Estimate 

0.5()05 7.94 0.286 0.00 0.000 

7.74 0.279 0.00 0.000 

Balance Prin.ter l"apes 

Tracer 

0.6400 

0.6400 ·',' '. ::·:.~·:·' 
~~ ~-········•-.,... .,. 

0.6400 
;;; .[ 

0.6400 
0. 6054 '3 
0.€.055 '3 

.. 0.6057 9 
0.6038 9 

. - ~ ' .. ·~·· 

--
--·· 

0.00 

Page 1 of 1 
Printed: 11/18/2014 4:08 PM 

Witness Initials 

MSD 
Error Added E.~r 

Estimate pCI Estimate 

0.000 0.00 0.000 

o.ool 0.000 O.OOt 0.000 
-

I ! 

LCS 

" 

0.5005 9 

Matrix Spike 



Eberline Analytical 
Oak Ridge Laboratory 

Work Ord R 

14-11oss 1 1 
Analysis Code Rpt Units 

UUISO liters 

Aliquot Worksheet 

Lab Deadline 

11/24/2014 

Technician 

LWALKER 

Printed: 11/18/2014 4:24PM 
Page 1 of 1 

lab Feezor Engineering, Inc. I Sample cMuffle Data Dilution Data i . . . • . I H-3 Solids Only--
Ratio ~ . · . Water Added I H3 Dist 

:.:. (.;. ClientlD I Type .. ~ PostJPre :on Fa)rtor- 1 Ratio> Aliquot , - (ml) Aliq Fraction 

01 LCS LCS: · · ' ·. .·• . ·· \ 1.0000E+OO 1.0000E+OCI 
~- -·--··--- . .. ~ . 

02 BI+ANK MBL • . ·); .. · • <' i : L .. 1.0000E+OO 1.0000E+OQ 

·-~·--Ol FEE~BRl·W~FADW29206L DUP· : : ; . • 1 < , . (' ' · .; 5.0000E-01 5.0000E~01 
~--- FEE:BRI-W~FADW29206l '.DO . ' > • .• . 5.0000E-01 5.0000E-01 

I , . · ..•.. ' I• 
J.·-----+ 

.'! I 

.··.·.· I 
I I 

.. 
•' ----

r-- . '. . .. . ' . I 

' ·.· . . I 

.. ,·· . -- . 

!----··· .. - '. . 
'. •·. .· .. I 

_... ·-·- . ... I 

~ · I Commenm I I 
~ 
w 
Nj 

I 

0 
0 

0 
0 
w 
0 
01 
N 
-""' 

-~ 

~"" 
""-.} Technician: _ _____,.::q:.....~,.....-----L-=----- DateJL~d 

-----------------------~--· -----------------·-··-·----·----· ---~----·-,--------:----



Sample Description: 
Spectrum File: 
Batch Identification: 

SPIKE 
\\OR-ALPHAl\Canberra\ApexAlpha\Root\Data\00001030 

l41.1095A-UU 
Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Tracer Certificate: 
Tracer Quantity: 
Effective Efficiency: 

01 
Shelf 2 
U iso 

Alpha_003 

3 
System Bkgd 101685 

<not performed> 

1.000E+000 +/- O.OOOE+OOO liter 
11/21/2014 6:19:25 AM 
11/21/2014 8:39:47 AM 

170.0 minutes 
170.0 minutes 

0.0125 

Counting Efficiency: 

U232_UU-10A 
0.605 mL 
0.2404 +/-
0.1742 +/-
1. 3798 +/ 

0.0031 on 10/25/2014 
0.0757 

6:43:48 PM 

Chern. Recovery Factor: 

Control Certificate Name: NatU U-SA 
Chem. Recov. of Control: U-238 0.978035 +/- 0.069248 

Peak Match Tolerance: 0.150 MeV 

Nuclide 
Energy 

(MeV} 

PEAK AREA 

Net 
Pk Area 

Pk Area 
Error % 

REPORT 
-------

__ ,.... _____ 

Ambient Reagent 
Backgnd Backgnd 

FWHM 
{keV) 

------- -- ... ------ -- .... ----- ------
U-232 
U-234 
U-235 
U-238 

Nuclide 

U-232 
U-234 
U-235 
U-238 

T 5.283 
4. 736 
4.385 
4.152 

462.32 
655.32 

36.49 
706.49 

9.12 
7.66 

32.71 
7.38 

0.68 
0.68 
0.51 
0.51 

O.OOE+OOO 14.9 
O.OOE+OOO 37.1 
O.OOE+OOO 5.0 
O.OOE+OOO 58.4 

T Tracer Peak used for Effective Efficiency 

!d 
Conf. 

0.997 
0.996 
1. 000 
0.992 

NUCLIDE ANALYSIS RESULTS 

Energy 
(keV) 

5302.50* 
4761. 50* 
4385.50* 
4184.40* 

Activity 
(pCi/liter ) 

5.11E+000 +/- 5.20E-001 
7.24E+000 +I- 9.22E-001 
4.97E-001 +1- 1. 70E-001 
7.77E+000 +I- 9.77E-001 

:;j;,/l'f 

MDA 
(pCi/liter 

6.23E-002 +1- 6.34E-003 
6.23E-002 +!- 6.34E-003 
7.15E-002 +/- 7.28E-003 
5.77E-002 +1- 5.87E-003 

WLLFOIA4312- 001 - 0030525 
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I 

0 
0 0 
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Channel Data Report l1/21/2014 ll:34:55 AM Page 1 

******************************************************* 
***** S P E C T R A L DATA REPORT ***** 
******************************************************* 

Sample Title: Ol 

Elapsed Live time: l0201 
Elapsed Real Time: 1020l 

Channell -----1---- -1-------1 ------1- ----1-- ---1-------1------ I 
1: 1020l 1020l 0 0 0 0 0 0 

9: 0 0 0 0 0 0 0 0 

17: 0 0 0 0 l 0 0 0 

25: 0 0 0 0 0 0 0 1 

33: 0 0 0 0 0 0 0 0 

4l: 0 0 0 0 0 0 0 0 

49: 1 0 0 0 0 0 0 0 

57: 0 l 0 0 0 1 0 0 

65: 0 0 0 0 l 0 0 0 

73: 1 0 0 0 0 0 0 0 

81: 0 0 0 0 0 0 0 0 

89: 0 0 0 0 0 0 0 0 

97: 0 0 0 0 0 0 0 0 

lOS: 0 0 l l 0 0 0 0 

113: 0 0 0 0 0 0 0 0 

121: 0 0 0 0 0 0 0 0 

l29: 0 0 0 0 0 0 1 1 

137: 0 l 0 0 0 0 0 0 

145: 0 0 1 0 0 2 0 0 

153: 0 1 0 2 0 0 1 l 

l6l: 0 l 2 0 0 0 1 2 

169: 2 0 0 1 2 1 4 2 

177: l 1 2 2 0 2 2 1 

l85: 0 2 2 1 2 2 3 2 

l93: 0 2 5 2 4 3 4 5 

201: 9 5 6 2 5 4 12 7 

209: 9 3 12 10 11 13 l4 9 

2l7: l9 l2 12 16 9 20 2l 20 

225: l7 24 25 l6 25 23 27 28 

233: 21 l8 2l 20 22 18 l6 25 

241: 14 14 4 6 0 1 0 0 

249: 0 0 0 0 1 0 1 0 

257: 0 0 0 0 0 0 0 3 

265: 0 l 1 0 0 0 0 0 

273: 0 l l 0 0 0 0 0 

281: 0 2 3 1 0 0 1 0 

289: 0 1 0 l 2 0 0 1 

297: 1 l 2 4 1 0 l 0 

305: 2 0 1 0 l 0 l 0 

313: 0 0 1 1 0 l 0 0 

32l: 0 0 1 1 0 0 0 0 

329: 0 0 0 0 0 l 1 1 

337: 0 0 0 0 0 0 0 0 

345: 0 0 0 l 0 2 0 l 

353: 0 1 1 1 1 l 1 1 

361: 2 2 2 0 0 l 2 l 

ll.J 

WLLFOIA4312- 001 - 0030527 



Channel Data Report 11/21/201.4 11:34:55 AM Page 2 

369: 1 0 1 1 2 1 0 0 

Sample Title: 01 

Channell------l-------l-------l-------l-------l-------l-------1-------l 
377: 1 2 2 2 1 2 3 1 

385: 2 3 4 2 5 4 0 4 

393: 4 1 6 7 5 7 7 8 

401: 7 8 5 8 7 7 8 10 

409: 13 8 5 10 14 26 14 12 

417: 11 16 17 14 11 14 12 24 

425: 28 20 21 21 19 23 27 32 

433: 17 26 25 13 12 3 1 0 

441: 0 0 0 0 0 0 0 0 

449: 0 0 0 0 0 0 0 0 

457: 0 0 0 0 0 0 0 0 

465: 0 0 0 0 0 0 0 0 

473: 0 0 0 0 0 0 0 1 

481: 0 0 1 0 0 0 0 0 

489: 0 0 0 0 0 0 0 0 

497: 0 0 0 0 0 0 0 0 

505: 0 0 0 0 0 1 0 0 

513: 0 0 0 0 0 0 0 0 

521: 0 0 0 1 0 0 0 1 

529: 0 0 0 0 0 0 0 0 

537: 0 0 1 2 0 1 1 0 

545: 0 1 0 1 0 0 1 2 

553: 1 1 0 1 1 0 1 1 

561: 5 1 1 0 2 0 3 3 

569: 0 2 0 2 3 4 1 1 

577: 3 1 1 3 3 6 3 3 

585: 5 3 8 3 13 7 9 6 

593: 10 6 7 14 7 15 12 12 

601: 9 6 10 13 15 18 22 12 

609: 9 14 15 17 16 9 20 15 

617: 16 12 9 6 5 3 0 0 

625: 0 0 0 0 0 0 0 0 

633: 0 0 1 0 0 0 0 0 

641: 0 0 0 1 0 0 0 0 

649: 0 0 0 0 0 0 0 0 

657: 0 0 0 0 0 0 0 0 

665: 0 0 0 0 0 0 0 0 

673: 0 0 0 0 0 1 0 0 

681: 0 0 0 0 0 0 0 0 

689: 0 1 0 0 0 0 0 0 

697: 0 0 0 0 0 0 0 0 

705: 0 1 0 0 0 0 0 0 

713: 0 0 0 0 0 0 l 0 

721: 0 0 0 0 0 0 0 0 

729: 0 0 0 1 0 0 0 0 

737: 0 0 0 0 0 0 0 1 

745: 0 0 0 0 0 0 0 0 

753: 0 0 0 0 0 0 0 0 

761: 0 0 0 0 0 0 0 0 

769: 0 0 0 0 0 0 0 0 

777: 0 0 0 0 0 0 0 0 

785: 0 0 1 0 0 0 0 0 

793: 0 0 0 0 0 0 0 0 

111 
,..-, .... -...iii. 

WLLFOIA4312- 001 - 0030528 



Channel Data Report 11/21/2014 11:34:55 AM Page 3 

801: 0 0 0 0 0 0 0 0 

Sample Title: 01 

Channell------l-------l-------l-------l-------l-------l-------1-------l 
809: 0 0 0 0 0 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 0 0 0 0 0 0 0 

833: 0 0 0 0 0 0 0 0 

841: 0 0 0 0 0 0 0 0 

849: 0 0 0 0 0 0 0 0 

857: 0 0 0 0 0 0 0 0 

865: 0 0 0 0 0 0 0 0 

873: 0 0 0 0 0 0 0 0 

881: 0 0 0 0 0 0 0 0 

889: 0 0 0 0 0 0 0 0 

897: 0 0 0 0 0 0 0 0 

905: 0 0 0 0 0 0 0 0 

913: 0 0 0 0 0 0 0 0 

921: 0 0 0 0 0 0 0 0 

929: 0 0 0 0 0 0 0 0 

937: 0 0 0 0 0 0 0 0 

945: 0 0 0 0 0 0 0 0 

953: 0 0 0 0 0 0 0 0 

961: 0 0 0 0 0 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1001: 0 0 0 0 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1017: 0 0 0 0 0 0 0 0 

1:t2 

WLLFOIA4312- 001 - 0030529 



Sample Description: 
Spectrum File: 
Batch Identification: 
Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Tracer Certificate: 
Tracer Quantity: 
Effective Efficiency: 
Counting Efficiency: 
Chern. Recovery Factor: 

Peak Match Tolerance: 

-------
Energy 

Nuclide (MeV) 
------ --------

U-232 T 5.279 
U-234 4.726 
U-235 4.397 
U-238 4.232 

BLANK 
\\OR-ALPHAl\Canberra\ApexAlpha\Root\Data\00001030 

1411095A-UU 
02 
Shelf 2 
u iso 

Alpha_004 

4 
System Bkgd 101686 

<not performed> 

1.000E+000 +/ O.OOOE+OOO liter 
11/21/2014 6:19:25 AM 
11/21/2014 8:39:48 AM 

1.70.0 minutes 
170.0 minutes 

0.0122 

U232 UU-lOA 
0.605 mL 
0.2300 +/ 
0.1.892 +/-
1.2157 +/-

0.0033 on 10/25/2014 
0.0676 

6:43:53 PM 

0.150 MeV 

PEAK AREA REPORT 
-------- ------- ------- ____ .... _ 

Net Pk Area Ambient Reagent FWHM 

Pk Area Error % Backgnd Backgnd {keV) 

-- .... ------ ------- ------- - .... - --- ........... ---
442.49 9.32 0.51. O.OOE+OOO 24.4 

0.15 1397.7 0.85 O.OOE+OOO 2.9 

-0.34 592.91 0.34 O.OOE+OOO 0.0 

0.64 457.43 1.36 O.OOE+OOO 2.9 

-------

T Tracer Peak used for Effective Efficiency 

Nuclide 

U-232 
U-234 
U-235 
U-238 

Id 
Conf. 

0.996 
0.991. 
0.999 
0.984 

NUCLIDE ANALYSIS RESULTS 

Energy 
(keV) 

5302.50* 
4761. 50* 
4385.50* 
4184.40* 

Activity 
(pCi/liter ) 

5 .llE+OOO +/- 5.29E-001 
1. 73E-003 +I- 2.42E-002 

-4.84E-003 +!- 2.87E-002 
7.36E-003 +/- 3.37E-002 

4)1/f</ 

MDA 
{pCi/liter 

6.06E-002 +1- 6.27E-003 
6.91E-002 +1- 7.16E-003 
6.81E-002 +!- 7.05E-003 
7.88E-002 +/- 8.1.6E-003 

ll3 

WLLFOIA4312- 001 - 0030530 
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Channel Data Report 11/21/2014 11:35:02 AM 

******************************************************* 
***** S P E C T R A L DATA R E P 0 R T ***** 
******************************************************* 

Sample Title: 02 

Elapsed Live time: 
Elapsed Real Time: 

10200 
10200 

Channell-- --1---- --1---- --1---- --1--- ---1-- ----1-------1 
1: 10200 10200 0 0 0 0 0 

9: 0 0 0 0 0 0 0 

17: 0 0 0 0 0 0 0 

25: 0 0 0 0 0 1 0 

33: 0 0 0 0 0 0 0 

41: 1 0 0 0 0 0 0 

49: 0 0 0 0 0 0 0 

57: 0 0 0 0 0 0 0 

65: 0 0 0 0 0 0 0 

73: 0 0 0 0 0 0 0 

81: 0 0 0 0 0 1 0 

89: 0 0 0 0 0 0 0 

97: 0 0 0 0 0 0 0 

105: 1 0 0 0 0 0 0 

113: 0 0 0 0 0 0 0 

121: 0 0 0 1 0 0 0 

129: 1 0 0 0 0 0 0 

137: 0 0 0 0 0 0 0 

145: 0 0 0 0 0 0 0 

153: 0 0 0 0 0 0 0 

161: 0 0 0 0 0 0 0 

169: 0 0 0 0 0 0 0 

177: 0 0 0 0 0 0 0 

185: 0 0 0 0 0 0 0 

193: 0 0 0 0 0 0 0 

201: 0 0 0 0 0 0 0 

209: 0 0 0 0 0 0 0 

217: 0 0 0 0 0 0 0 

225: 0 0 0 0 0 0 0 

233: 0 0 0 0 0 0 0 

241: 0 0 0 0 0 0 0 

249: 1 0 0 0 0 0 0 

257: 0 0 0 0 0 0 1 

265: 0 0 0 0 0 0 0 

273: 0 0 0 0 0 0 0 

281: 0 0 0 0 0 0 0 

289: 0 0 0 0 0 0 0 

297: 0 0 0 0 0 0 0 

305: 0 0 0 0 0 0 0 

313: 0 0 0 0 0 0 0 

321: 0 0 0 0 0 0 0 

329: 0 0 0 0 0 0 0 

337: 0 0 0 0 0 0 0 

345: 0 0 0 0 0 0 0 

353: 0 0 0 0 0 0 0 

361: 0 0 0 0 0 0 0 

Page 1 

------1 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 
0 

-t ·i.· -r, ,, ;_.., 
-~-"- v 

WLLFOIA4312- 001 - 0030532 
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Channel Data Report 11/21/2014 11:35:02 AM Page 2 

369: 0 0 0 0 0 0 0 0 

Sample Title: 02 

Channel[------l-------l-------l-------1-------1-------l-------l-------l 

377: 0 0 0 0 0 0 0 0 

385: 0 0 0 0 0 0 0 0 

393: 0 0 0 0 0 0 0 0 

401: 0 0 0 0 0 0 0 0 

409: 0 0 0 0 0 0 0 0 

417: 0 0 0 0 0 0 0 1 

425: 0 0 0 0 0 0 0 0 

433: 0 0 0 0 0 0 0 0 

441: 0 0 0 0 0 0 0 0 

449: 0 0 0 0 0 0 0 0 

457: 0 0 0 0 0 0 0 0 

465: 0 0 0 0 0 0 0 0 

473: 0 0 0 0 0 0 1 0 

481: 0 0 0 0 0 0 0 0 

489: 0 0 0 0 0 1 1 0 

497: 0 0 0 0 0 0 0 0 

505: 0 1 0 0 0 0 0 0 

513: 0 0 0 0 0 0 0 0 

521: 0 0 0 0 0 0 0 1 

529: 0 0 0 0 0 0 0 0 

537: 0 1 0 1 0 0 0 0 

545: 0 0 0 0 0 0 0 0 

553: 1 0 0 0 1 0 0 1 

561: 0 0 0 1 2 0 0 1 

569: 0 1 0 2 2 0 1 1 

577: 0 1 0 3 2 3 1 1 

585: 3 3 2 3 4 1 2 0 

593: 3 7 6 4 6 2 8 8 

601: 6 4 11 7 8 10 13 11 

609: 8 14 12 17 7 9 15 16 

617: 13 10 11 16 15 18 23 16 

625: 14 18 15 6 10 3 5 1 

633: 0 0 0 0 0 0 0 0 

641: 0 0 0 0 0 0 0 0 

649: 0 0 0 0 0 0 0 0 

657: 0 0 0 0 1 0 0 0 

665: 0 0 0 0 0 0 0 1 

673: 0 0 0 0 0 0 0 0 

681: 0 0 0 0 0 0 0 0 

689: 0 0 0 0 0 0 0 0 

697: 0 0 0 0 0 0 0 0 

705: 0 0 0 0 0 0 0 0 

713: 0 0 0 0 0 0 0 0 

721: 0 0 0 0 0 0 0 0 

729: 0 0 0 0 0 0 0 0 

737: 0 0 0 0 0 0 0 0 

745: 0 0 0 0 0 0 0 0 

753: 0 1 0 0 0 0 0 0 

761: 0 0 0 0 0 0 0 0 

769: 0 0 0 0 1 0 0 0 

777: 1 0 0 0 0 0 0 0 

785: 0 0 0 0 0 0 0 0 

793: 0 0 0 0 0 1 0 0 

WLLFOIA4312- 001 - 0030533 



Channel Data Report 11/21/201.4 11.:35:02 AM Page 3 

801: 0 0 0 0 0 0 0 0 

Sample Title: 02 

Channel[------l-------l-------l-------l-------l-------1-------l-------l 
809: 0 0 0 0 0 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 0 0 0 0 0 0 0 

833: 0 0 0 0 0 0 0 0 

841.: 0 l 0 0 0 0 0 0 

849: 0 0 0 0 0 0 0 0 

857: 0 0 0 0 0 0 0 0 

865: 0 0 0 0 0 0 0 0 

873: 0 0 0 0 0 0 0 0 

881: 0 0 0 0 0 0 0 0 

889: 0 0 0 0 0 0 0 0 

897: 0 0 0 0 0 0 0 0 

905: 0 0 0 0 0 0 0 0 

91.3: 0 0 0 0 0 0 0 0 

921: 0 0 0 0 0 0 0 0 

929: 0 0 0 0 0 0 0 0 

937: 0 0 0 0 0 0 0 0 

945: 0 0 0 0 0 0 0 0 

953: 0 0 0 0 0 0 0 0 

961.: 0 0 0 0 0 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1.001.: 0 0 0 0 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1.01.7: 0 0 0 0 0 0 0 0 

WLLFOIA4312- 001 - 0030534 



Sample Description: 
Spectrum File: 
Batch Identification: 

FEE-BRI-W-FADW29206L-DUP 
\\OR-ALPHA1\Canberra\ApexAlpha\Root\Data\00001030 

1411095A-UU 

Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Tracer Certificate: 
Tracer Quantity: 
Effective Efficiency: 

03 
Shelf 2 
U iso 

Alpha_010 

10 
System Bkgd 101687 

<not performed> 

5.000E-001 +/- O.OOOE+OOO liter 

11/13/2014 6:19:25 AM 
11/21/2014 8:39:45 AM 

170.0 minutes 
170.0 minutes 

0.0123 

Counting Efficiency: 

U232 UU-10A 
0.606 mL 
0.2342 +/-
0.1921 +/-
1.2191 +/-

0.0033 on 10/25/2014 
0.0675 

6:44:30 PM 

Chern. Recovery Factor: 

Peak Match Tolerance: 0.150 MeV 

PEAK AREA REPORT 

-------- ------- ------- ------ ------
Energy Net Pk Area Ambient Reagent FWHM 

Nuclide (MeV) Pk Area Error % Backgnd Backgnd (keV) 

- .... - .... -- -------- ------- ------- ------- ------ ------ ------ -- ... --..-

U-232 T 5.274 450.60 9.27 3.40 O.OOE+OOO 8.8 

U-234 4.724 41.62 31.38 2.38 O.OOE+OOO 4.4 

U-235 4.356 3.64 123.16 1.36 O.OOE+OOO 2.9 

U-238 4.144 36.64 33.08 1.36 O.OOE+OOO 8.0 

T = Tracer Peak used for Effective Efficiency 

Id 
Nuclide Conf. 
------ --------
U-232 0.994 
U-234 0.990 
U-235 0.994 
U-238 0.988 

NUCLIDE ANALYSIS RESULTS 

Energy 
(keV) 

5302.50* 
4761.50* 
4385.50* 
4184.40* 

Activity 
{pCi/liter 

1.02E+001 +!- 1. 05E+000 
9.44E-001 +!- 3.12E-001 
1.02E-001 +/- 1.26E-001 
8.27E-001 +!- 2.87E-001 

Act 
lt~l!lf 

MDA 
(pCi/liter 

2.10E-001 
1. 86E-001 
1.92E-001 
1.55E-001 

+I-
+/-
+/-
+1-

2.17E-002 
1.92E-002 
1.98E-002 
1. 60E-002 

WLLFOIA4312- 001 - 0030535 
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0000103022.CNF 
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"' :::.: 
:;!, 
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Live Time :10200.000 sec 
Real Time :10200.000 sec 
Start: 1:3S09.1(kev) 
Stop : 1024:6500.4(kev) 
Acq. Start :Fri NOV 21 08:39:45 2014 

6000 

ROI Type: 3 

6500 



Channel Data Report 11/21/2014 11:35:09 AM Page 1 

******************************************************* 
***** S P E C T R A L DATA R E P 0 R T ***** 
******************************************************* 

Sample Title: 03 

Elapsed Live time: 10200 
Elapsed Real Time: 10200 

Channell------1 ------1-- ----1--- ---1---- --1---- --1-------1-------1 
1: 10200 10200 0 0 0 0 0 0 

9: 0 0 0 0 0 0 0 0 

17: 0 1 0 0 0 0 0 1 

25: 0 0 0 0 0 0 0 0 

33: 0 0 0 0 0 0 0 0 

41: 0 0 0 0 0 0 0 0 

49: 0 0 0 0 0 0 0 0 

57: 0 0 0 0 0 0 0 1 

65: 0 1 0 0 0 0 0 0 

73: 0 0 0 0 0 0 0 0 

81: 0 0 0 0 0 0 0 0 

89: 0 0 0 0 0 0 0 0 

97: 0 0 0 0 0 0 0 0 

105: 0 0 0 0 0 0 0 0 

113: 1 0 0 0 0 0 0 0 

121: 0 0 0 0 0 0 0 0 

129: 0 0 0 0 0 0 0 0 

137: 0 0 0 0 0 0 0 0 

145: 0 0 0 0 0 0 0 0 

153: 0 0 0 0 0 1 0 0 

161: 0 0 0 0 0 0 0 0 

169: 0 0 0 0 0 0 0 1 

177: 0 0 0 0 0 0 1 0 

185: 0 0 0 1 0 0 0 0 

193: 0 0 2 0 1 0 1 0 

201: 0 1 0 0 0 2 0 0 

209: 1 1 0 0 1 1 1 0 

217: 0 0 2 1 0 1 1 1 

225: 2 1 1 0 1 0 3 3 

233: 2 0 1 1 0 1 0 0 

241: 0 0 0 0 0 0 0 0 

249: 0 0 0 0 1 0 0 0 

257: 0 0 0 0 0 0 0 0 

265: 0 0 1 0 0 0 0 0 

273: 0 0 0 0 0 1 0 0 

281: 0 0 0 0 0 1 0 0 

289: 1 1 0 0 0 0 0 0 

297: 0 0 0 0 0 0 0 0 

305: 0 0 0 0 0 1 0 0 

313: 0 0 0 0 0 0 0 0 

321: 0 0 0 0 0 0 0 0 

329: 0 0 0 0 0 0 0 0 

337: 0 0 0 0 0 0 0 0 

345: 0 0 0 0 0 0 0 0 

353: 0 0 0 0 0 0 0 0 

361: 0 0 0 0 1 0 1 0 

l2D 
WLLFOIA4312- 001 - 0030537 



Channel Data Report 11/21/2014 11:35:09 AM Page 2 

369: 0 0 0 0 0 1 0 1 

Sample Title: 03 

Channeli------I-------I-------I-------I-------!-------I-------1-------J 
377: 0 0 0 0 0 1 0 1 

385: 1 0 0 0 0 l 0 0 

393: 0 1 0 0 0 0 0 0 

401: 1 0 0 0 0 0 0 0 

409: 1 1 1 1 2 2 1 2 

417: l 3 1 1 1 3 1 l 

425: 1 2 0 0 0 l 0 1 

433: 2 l 0 1 0 1 1 0 

441: 0 0 0 0 0 0 0 1 

449: 0 0 1 0 0 0 0 0 

457: 0 0 0 0 1 0 0 0 

465: 0 0 0 0 0 0 0 0 

473: 0 0 0 0 0 0 0 0 

481: 0 0 0 l 0 0 0 0 

489: 0 0 0 0 0 0 0 l 

497: 0 1 0 0 0 0 0 0 

505: 0 0 l 0 0 0 0 0 

5l3: 0 0 1 0 0 0 0 1 

521: l 0 0 0 0 0 0 0 

529: 0 0 0 0 0 1 0 0 

537: 0 0 0 2 0 0 2 0 

545: 0 0 1 0 2 0 0 0 

553: 1 0 1 1 0 1 0 0 

561: 0 0 2 0 2 2 1 1 

569: 3 2 0 0 0 1 1 2 

577: 4 0 2 8 2 3 2 3 

585: 2 3 1 8 8 9 6 5 

593: 4 7 8 11 8 12 13 10 

601: 12 17 9 14 18 9 16 3 

609: 6 17 12 13 17 10 12 13 

6l7: 17 14 13 lO 12 12 9 2 

625: 5 4 0 1 1 0 0 0 

633: 0 0 0 0 0 0 0 0 

641: 1 1 0 0 0 0 0 0 

649: 0 0 0 0 0 0 0 0 

657: 0 1 0 0 l 0 0 0 

665: 0 0 0 0 0 0 0 0 

673: 0 0 0 0 0 0 0 0 

681: 0 0 0 0 0 0 0 1 

689: 0 1 0 0 0 0 0 0 

697: 0 0 0 0 0 0 0 0 

705: 0 0 0 0 0 0 0 0 

713: 0 0 0 0 0 0 0 0 

721: 0 0 0 0 0 0 0 0 

729: 0 0 0 0 0 0 0 1 

737: 0 0 0 0 0 0 1 0 

745: 0 0 0 0 0 1 0 0 

753: 0 0 0 0 0 0 0 0 

761: 0 0 0 0 0 0 0 0 

769: 0 0 0 0 0 0 0 0 

777: 0 0 0 0 0 0 0 0 

785: 0 0 0 0 0 0 1 0 

793: 0 0 0 0 0 0 0 0 

1'9~ 
..;::,. ~,~.,. _l 

WLLFOIA4312- 001 - 0030538 



Channel Data Report 11/21/2014 11:35:09 AM Page 3 

801: 0 0 0 0 1 0 0 0 

Sample Title: 03 

Channell------l-------l-------1-------l-------l-------l-------l-------l 
809: 0 0 0 0 0 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 0 0 0 0 0 0 0 

833: 0 0 0 0 0 0 0 0 

841: 0 0 0 0 0 0 0 0 

849: 0 0 0 0 0 0 0 0 

857: 0 0 0 0 0 0 0 0 

865: 0 0 0 0 0 0 0 0 

873: 0 0 0 0 0 0 0 0 

881: 0 0 0 0 0 0 0 0 

889: 0 0 0 0 0 0 0 0 

897: 0 0 0 0 0 0 0 0 

905: 0 0 0 0 0 0 0 0 

913: 0 0 0 0 0 0 0 0 

921: 0 0 0 0 0 0 0 0 

929: 0 0 0 0 0 0 0 0 

937: 0 0 0 0 0 0 0 0 

945: 0 0 0 0 1 0 0 0 

953: 0 0 0 0 0 0 0 0 

961: 0 0 0 0 0 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1001: 0 0 0 0 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1017: 0 0 0 0 0 0 0 0 

WLLFOIA4312- 001 - 0030539 



Sample Description: 
Spectrum File: 
Batch Identification: 
sample Identification: 

FEE-BRI-W-FADW29206L 
\\OR-ALPHA1\Canberra\ApexAlpha\Root\Data\00001030 
1411095A-UU 

Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Tracer Certificate: 
Tracer QUantity: 
Effective Efficiency: 

04 
Shelf 2 
u iso 

Alpha_Oll 

11 
System Bkgd 101688 

<not performed> 

5.000E-001 +/- O.OOOE+OOO liter 
11/13/2014 6:19:25 AM 
11/21/2014 8:39:46 AM 

170.0 minutes 
170.0 minutes 

0. 0115 
Counting Efficiency: 

U232 UU-10A 
0.604 mL 
0.2098 +/ 
0.2004 +/-
1.0470 +/ 

0.0035 on 10/25/2014 
0.0603 

6:44:33 PM 

Chem. Recovery Factor: 

Peak Match Tolerance: 0.150 MeV 

PEAK AREA REPORT 

------------ ---------- ---------
Energy Net Pk Area Ambient Reagent FWHM 

Nuclide (MeV) Pk Area Error % Backgnd Backgnd {keV) 

------------ ------------ ------------
___ ...,. _____ 

--------- -------
U-232 
U-234 
U-235 
U-238 

Nuclide 

U-232 
U-234 
U-235 
U-238 

T 5.273 402.49 9.78 0.51 O.OOE+OOO 20.3 

4.726 53.32 27.04 0.68 O.OOE+OOO 3.9 

4.421 5.00 96.02 0.00 O.OOE+OOO 2.6 

4.151 49.49 28.03 0.51 O.OOE+OOO 3.1 

T Tracer Peak used for Effective Efficiency 

Id 
Conf. 

0.994 
0.991 
0.991 
0.992 

NUCLIDE ANALYSIS RESULTS 

Energy 
(keV) 

5302.50* 
4761. SO* 
4385.50* 
4184.40* 

Activity 
{pCi/liter ) 

------------ ----------
L02E+001 +/- 1.10E+000 
1.3SE+000 +/- 3.93E-001 
1.56E-001 +I- 1.51E-001 
1.2SE+OOO +I- 3.74E-001 

MDA 
(pCi/liter 

------------ ---------
1. 33E-001 +!- 1.43E-002 
1.43E-001 +/- 1. 54E-002 
1. 87E-001 +/- 2.02E-002 
1.32E-001 +I- 1. 42E-002 

\c.P \v-l 
\\ VV' 

WLLFOIA4312- 001 - 0030540 
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0 
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w ...... 
N 
I 

0 0 0 ...... 
I 

0 :,,... 0 
w: t') 0' 
011 

j..):,:::l. ~ 
...... 1 

i 

4000 4500 

ROI Type: 1 

0000103025.CNF 

5000 
Energy(kev) 

"" ~ 
::::> 

Live Time :10201.000 sec 
Real Time :10201.000 sec 
start: 1:3627.1(kev) 
Stop : 1024:6318.6(kev) 
Acq. Start :Fri Nov 21 08:39:46 2014 

5500 6000 

ROI Type: 3 

·-----~-~----:--·,.-,-:----·· 
--·---··-··~·~ 



Channel Data Report 11/21/2014 11:35:16 AM Page 1 

******************************************************* 
***** SPECTRAL DATA R E P 0 R T ***** 
******************************************************* 

Sample Title: 04 

Elapsed Live time: 10201 
Elapsed Real Time: 10201 

Channell------1-------1- -----1- -----1- -----1-------1 ------1-------1 
1: 10201 10201 0 0 0 0 0 0 

9: 0 0 0 0 0 0 0 0 

17: 0 0 0 0 0 0 1 0 

25: 0 0 0 1 0 0 0 0 

33: 0 0 0 1 0 0 0 0 

41: 0 0 0 0 0 0 0 0 

49: 1 0 0 0 0 0 0 0 

57: 0 0 0 0 0 0 0 0 

65: 0 0 0 1 0 0 0 0 

73: 0 1 1 0 0 0 0 0 

81: 0 0 0 0 0 0 0 0 

89: 0 0 0 0 0 0 0 0 

97: 0 0 0 0 1 0 0 0 

105: 0 0 0 0 0 0 0 1 

113: 0 0 0 0 0 0 0 0 

121: 0 1 0 0 0 0 0 0 

129: 0 0 0 0 0 0 0 0 

137: 0 0 0 0 0 0 0 0 

145: 0 0 0 0 0 0 0 1 

153: 0 0 0 0 0 0 0 1 

161: 0 0 0 0 0 0 1 0 

169: 0 1 1 1 0 0 0 0 

177: 0 0 0 0 0 0 0 1 

185: 0 1 1 1 0 0 1 0 

193: 1 2 0 4 1 0 1 1 

201: 3 1 0 2 1 2 1 0 

209: 4 1 0 2 2 1 2 0 

217: 2 3 0 1 0 0 0 0 

225: 0 0 0 0 0 0 1 0 

233: 0 0 0 0 0 0 0 0 

241: 0 0 0 0 0 1 0 1 

249: 0 1 0 0 0 1 0 0 

257: 0 0 0 0 0 0 0 0 

265: 0 1 0 0 0 0 0 0 

273: 0 0 0 0 0 0 0 0 

281: 0 0 0 0 0 0 0 0 

289: 0 0 0 0 1 0 0 0 

297: 0 0 0 0 0 0 0 0 

305: 0 0 1 0 0 0 0 0 

313: 0 0 0 0 0 0 0 0 

321: 1 0 0 0 0 1 0 0 

329: 0 0 0 0 0 0 1 0 

337: 0 0 0 0 0 0 0 0 

345: 0 0 0 0 1 0 0 0 

353: 0 0 0 0 0 0 0 0 

361: 0 0 0 0 0 0 0 0 

1 2.1""' : ... J 

WLLFOIA4312- 001 - 0030542 



Channel Data Report 11/21/2014 11:35:16 AM Page 2 

369: 0 0 0 1 0 1 0 0 

Sample Title: 04 

Channell------l-------l-------l-------l-------!-------l-------l-------1 
377: 0 0 0 0 1 0 0 0 

385: 1 0 0 0 1 0 0 0 

393: 0 0 1 1 1 1 0 0 

401: 0 1 0 0 1 0 1 1 

409: 1 2 0 1 1 1 1 2 

417: 0 2 0 1 1 3 1 2 

425: 1 1 2 2 1 0 0 1 

433: 1 1 0 3 2 1 2 1 

441: 0 0 0 1 1 0 0 0 

449: 0 0 0 0 0 0 0 0 

457: 1 0 0 0 0 0 0 0 

465: 0 0 0 0 0 0 0 0 

473: 0 0 0 1 0 0 0 0 

481: 0 0 1 0 0 0 0 0 

489: 0 1 0 0 0 0 0 0 

497: 0 0 0 0 0 0 0 0 

505: 0 1 0 0 0 0 0 0 

513: 1 0 0 0 0 0 0 0 

521: 0 0 0 1 0 0 0 0 

529: 0 0 0 0 0 0 0 0 

537: 0 0 0 1 0 0 0 0 

545: 0 1 0 0 0 0 0 0 

553: 0 0 0 0 0 0 0 1 

561: 0 0 0 1 ·o 0 0 0 

569: 1 0 1 1 0 0 2 0 

577: 0 1 0 0 1 2 2 1 

585: 0 2 2 0 4 1 2 2 

593: 0 1 1 3 2 1 1 5 

601: 0 3 1 3 8 2 3 5 

609: 3 6 3 3 6 7 4 8 

617: 5 3 7 5 8 8 11 9 

625: 11 8 14 7 7 8 4 10 

633: 8 15 13 12 10 8 11 12 

641: 14 12 17 11 12 8 6 2 

649: 5 3 1 0 0 0 0 0 

657: 0 0 0 0 0 0 0 0 

665: 0 0 0 0 0 0 0 0 

673: 1 0 0 0 0 0 0 0 

681: 1 0 0 0 1 0 0 0 

689: 0 0 0 0 0 0 0 0 

697: 0 0 0 1 0 0 0 0 

705: 0 1 0 0 0 0 0 0 

713: 0 0 1 0 0 0 0 0 

721: 0 0 0 0 0 0 0 0 

729: 0 0 0 0 0 0 0 0 

737: 0 0 0 0 0 0 0 0 

745: 0 0 0 0 0 0 0 0 

753: 0 0 0 0 0 0 0 0 

761: 0 0 0 0 0 0 0 0 

769: 0 0 0 0 0 0 0 0 

777: 0 0 0 0 0 0 0 0 

785: 0 0 0 0 0 0 0 0 

793: 0 0 0 0 0 0 0 0 

12.6 

WLLFOIA4312- 001 - 0030543 



Channel Data Report 11/21/2014 11:35:16 AM Page 3 

801: 0 0 0 0 0 0 0 0 

Sample Title: 04 

Channel[------l-------l-------l-------l-------!-------l-------1-------l 
809: 0 0 0 0 0 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 0 0 0 0 0 0 0 

833: 0 0 0 0 0 0 0 0 

841: 0 0 0 0 0 0 0 0 

849: 0 0 0 0 0 0 0 0 

857: 0 0 0 0 0 0 0 0 

865: 0 0 0 0 0 0 0 0 

873: 0 0 0 0 0 0 0 0 

881: 0 0 0 0 0 0 0 0 

889: 0 0 0 0 0 0 0 0 

897: 0 0 0 0 0 0 0 0 

905: 0 0 0 0 0 0 0 0 

913: 0 0 0 0 0 0 0 0 

921: 0 0 0 0 0 0 0 0 

929: 0 0 0 0 0 0 1 0 

937: 0 0 0 0 0 0 0 0 

945: 0 0 0 1 0 0 0 0 

953: 1 0 0 0 0 0 0 0 

961: 0 0 0 0 0 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1001: 0 0 0 1 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1017: 0 0 0 0 0 0 0 0 

12.7 
WLLFOIA4312- 001 - 0030544 



Page 1 of 2 

Date : 11/21/2014 

ha 
QA SUMMARY REPORT 

Review Of QA Results - Pulser Check 

Time : 5:20:12AM 

CHAMBER DEVICE PARAMETER FLAG 

Alpha 001 2lf ALL Not Done 

Alpha 002 21f ALL Not Done 

Alpha 003 21f ALL Passed 

Alpha 004 21f ALL Passed 

Alpha 005 2lf ALL Not Done 

Alpha 006 2lf ALL Not Done 

Alpha 007 21f ALL Not Done 

Alpha 008 21f ALL Not Done 

Alpha 009 2lf ALL Not Done 

Alpha 010 21f ALL Passed 

Alpha 011 2lf ALL Passed 

Alpha 012 21f ALL Passed 

Alpha 013 21f ALL Not Done 

Alpha 014 21f ALL Passed 

Alpha 015 2lf Pea.k:FWHM Action 

Alpha 016 2lf ALL Not Done 

Alpha 033 Alpha Analystl OODC ALL Passed 

A~ha 034 Alpha AnalystlOODC Pea.k:FWHM Action 

Alpha 035 Alpha Analystl OODC ALL Passed 

Alpha 036 Alpha Analyst I OODC ALL Passed 

Alpha 037 Alpha Analystl OODC ALL Passed 

Alpha 038 Alpha AnalystlOODC ALL Passed 

Alpha 039 Alpha Analystl OODC ALL Passed 

Alpha 040 Alpha Analystl OODC ALL Passed 

Alpha 041 Alpha Analyst I OODC ALL Passed' 

Alpha 042 Alpha Analystl OODC ALL Passed 

Alpha 043 Alpha Analystl OODC ALL Passed 

Alpha 044 Alpha AnalystlOODC ALL Passed 

Alpha 045 Alpha Analystl OODC ALL Passed 

Alpha 046 Alpha Analyst I OODC ALL Passed 

Alpha 047 Alpha AnalystlOODC ALL Passed 

Alpha 048 Alpha Analystl OODC ALL Passed 

Alpha 049 Alpha AnalystlOODC ALL 
"" 

Passed 

Alpha 050 Alpha Analystl OODC ALL ,X Passed 

Alpha 051 Alpha Analystl OODC ALL v ~\, Passed 

Alpha 052 Alpha Analyst I OODC ALL ' Passed 

Alpha 053 Alpha Analyst! OODC ALL Passed 

A!E_ha 054 I Alpha Analystl OODC ALL Passed 

Alpha 055 I Alpha Analyst! OODC Pea.k:FWHM Action 

Alpha 056 Alpha Analyst! OODC ALL Passed 

Alpha 057 Alpha AnalystlOODC ALL Passed 

Alpha 058 Alpha AnalystlOODC ALL Passed. 

11/21/2014 5:20:12 AM 

DATE 

11121/2014 5:00:18 AM 
11/21/2014 5:00:19 AM 

11/2112014 5:00:20 AM 
11/21/2014 5:00:21 AM 
11/21/2014 5:00:21 AM 

11/21/2014 5:00:22 AM 
11/21/2014 5:00:23 AM 

W)/21/2014 5:00:24 AM 
11/21/2014 5:00:26 AM 
11121/2014 5:00:27 AM 
11/21/2014 5:00:29 AM 
11/2112014 5:00:30 AM 
11/2112014 5:00:32 AM 
ll/21/2014 5:00:33 AM 
11/21/2014 5:00:35 AM 
ll/21/2014 5:00:37 AM 
11121/2014 5:00:39 AM 
ll/21/2014 5:00:40 AM 
11/21/2014 5:00:42 AM 
ll/21/2014 5:00:43 AM 
11/21/2014 5:00:45 AM 
11/21/2014 5:00:47 AM 
11/21/2014 5:00:49 AM 
ll/2112014 5:00:50 AM 
11/21/2014 5:00:52 AM 
ll/21/2014 5:00:53 AM 

11/21/2014 5:00:56~ 
11/2112014 5:00:58 
11/21/2014 5:01:00 AM 
11/21/2014 5:01:03 AM 
11/21/2014 5:01:06 AM 
11/21/2014 5:01:08 AM 
11/21/2014 5:01:11 AM 

WLLFOIA4312- 001 - 0030545 



Page 2 of 2 Review of QA Results - Pulser Check 
. 11/21/2014 5:20:12 AM 

CHAMBER DEVICE PARAMETER FLAG DATE 

Alpha 059 Alpha Analystl OODC ALL Passed 11/21/2014 5:01:14 AM 

Alpha 060 Alpha AnalystlOODC ALL Passed 11/21/2014 5:01:17 AM 

APPROVED BY: 

APPROVAL DATE: 

l19 

WLLFOIA4312- 001 - 0030546 



Library Listing Report 6/12/12 12:17:04 PM Page 1 

************************************************************************* 

***** LIBRARY LISTING REPORT ***** 

************************************************************************* 

Nuclide Library Title: Uranium 

Nuclide Library Description: U-232,-234,-235,-238 

Nuclide Half-Life Energy Energy Yield Yield 

Name {Seconds} (keV ) uncert. (keV (%} Uncert. (Abs. +-) 

U-232 2.174E+009 5302.500* 0.000 99.8000 0.0000 

U-234 7.731E+Ol2 4761.500* 0.000 99.8000 0.0000 

U-235 2.221E+016 4385.500* 0.000 80.9000 0.0000 

U-238 1.410E+017 4184.400* 0.000 100.2300 0.0000 

* = key line 

TOTALS: 4 Nuclides 4 Energy Lines 

i '<'\ ·)' ' ·• ... ~~ t .•. ) ... 

WLLFOIA4312- 001 - 0030547 



SECTION IX 

ANALYTICAL DATA (ISOTOPIC THORIUM) 
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I 

0 
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I 

0 
0 
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~ 
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Eberline Services 
Oak Ridge laboratory 
Analysis Sheet 

Work Order 

Date Received I 

Lab Deadline 
--·-'" 

Client 

Aliquot Units 

Matrix 

Method. I 

Carrier 

Carrier Cone (mg/ml} 

11/18/2014 
-· 

11/24/2014 

Feezor Engineering, Inc. 

FEEBRI 
---··-

4 
-----· 

pCi 

EML Th-01 Modified 

Th-229 

Th-18a 

22.464 

i Sample 
Desc 

14-11095 
ThiSO 
Run 1 

Client 
ID 

LCS 

BLANK 

FEE-BRI-W-FADW29 

FEE-BRI-W-FADW29: 

20 

206L 

-· -..-~ 

-----

Login 
CPM 

·---

~9 

39 

Printed: 11/21/2014 4:59AM 
Page 1 of3 

Sample 
Date 

11/18/14 00:00 
~-----· 

11/18/14 00:00 
----~·"'· 

11/13/14 00:00 

11113/14 00:00 

··-·¥-· 

Sample 
Aliquot 

1.0000E+OO 

1.0000E+OO 

S.OOOOE-01 

S.OOOOE-01 

• SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. **Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 



:2: 
r 
r 
"'Tl 
0 
); 
~ 
w ...... 
N 
I 

0 
0 ...... 

~:d 
~ 0 

w 
(;_) 0 

01 w 01 
0 

Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

Internal Sample Tracer 
Fraction Desc Aliquot(g) 

01 0.4455 
---· 

02 MBL 0.2237 
1----·-···-· 

03 DUP 0.2239 

04 0.2239 
~ 

f-----... 

... 

'*•'*""* •• "" 

... 

... 

--- !----·· ......... 

----·-·- ---1----

--~ .. ·~· 

1--------- """""'' ... 

r·~ ···-·-·-··· •• 

Tracer Total 
ACT(dpm) 

I 

! 

! 
. 

. 
i 

+-··---· 

i 

i 
I 

... 

14-11095 
ThiSO 
Run 1 

Radiometric I Radiometric , Grav Carrier j GravFilter 
Tracer (pCi) : % Rec Added (ml) Tare(g) 

I 
0.00 

0.00 
i 

.00 

0.00 

I 
I 

i 
I 

i 
I 

' 

-'---- i 

! GravFIIter GravFilter Grav 
Final (g) Net(g) %Rec 

: 

i 
! 

I 

: 

! 

I 
·--........ 

; 

I i 
: l 

.. ;. ....... ...... 

------·--

··--·-

I 

I 
I 
i 

j 

Printed: 11/21/2014 4:59 AM 
Page 2 of3 

Mean SAF I SAF 
%Rec 1* 2* 

i 
I 
i 

, .... 

f-- -~ 

.... i--· 

··--···· 

: 

• SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. **Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 
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r 
r 
"'Tl 
0 
); 
~ 
w ...... 
N 

I 

81 ...... 
:.,.,.... 

0 w 0 
w ~ 0 
01 
01 

Eberlin& Services 
Oak Ridge Laboratory 
Analysis Sheet 

Internal j Sample 
Fraction i Desc 

01 ~ --------- -·--·-
02 MBL 

---· 
03 1 DUP -- ________ _j__ 

04 DO 
~---- ----

L .... _ .. ····~-~ 

I ---

1----- .. 

i---

f- ..... 

1---

1---- ----1--

------

'"' 

Rough Prep 

I 
Rough Prep 

Date By 

----·-··· 

-· 

.. 

i--

-------

----1---

! 

i 
····---·--·· .. ·i· 

i 

I 
i 

··--- ... -! 

Prep I 
Date 

' 

11/18/14 15:59 

11/18/1415:59 

11/18/1415:59 

11/18/1415:59 i 

-----!---- ... 

; 

I 
! : 

i 
; 

14-11095 
ThiSO 
Run 1 

Prep 
By 

LWALKER 

LWALKER 

\LKER 

.. 

: 
-----···---r-

I 

' 

Sep to 

I Date/Time 
' 

----- ------· 

: j 

! 
I 

;---- .. 

-~------

i 

i 
,i i 

Sep to I 
I 

By I 
I 

---·---

I 

j 

i ..... ,_ 

"'" 

i 

; 

! 
! 

: 

i .., 

I 

--------· 

Printed: 11121/2014 4:59AM 
Page 3 of3 

Sep t1 Sept1 
Date/Time By 

--·· 

·-- ---

·-

-------

·---

·----

------

---·~-

------

----

---------

·----

- ------
i 
i ---------------- __ _[_ ______________ 
I 

• SAF1 is used for Gross Alpha and all other radionuclldes. SAF2 is used for Gross Beta only. **Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 
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lj :2: 
r 0 
r 
"'Tl 
0 
);, 
~~ 
(,.) 4 ~ 

Nr 
I I 

0 
0 ...... 

I 

0 
0, 
w' :· ...... 0 
01 w 01 
N C .. H 

Eberline Services 
Oak Ridge Laboratory 

Lab 
Nuclide 

Fraction 

01 TH-228 

02 TH-228 

T-
03 TH-228 

04 TH-228 

0 
tJ) -J::: 
1-

0 
s:: -
C) 
c ·-· ... 
Q) 
Q) 
c ·-C) 
c 
w ... 
0 
N 
Q) 
CD 

LL. 

Sample 
Desc 

LCS 

MBL 

DUP 

DO 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-ThiS0-1 

Client Activity 
Results Error Estlmate MOA 

Identification Units 

LCS pCill 5.04E+OO 8.42E-01 1.20E-01 

BLANK pCi/1 ·2.12E-02 5.74E-02 1.46E-01 
--h-

FEE-BRI·W-FADW29206L pCi/1 1.01E+OO 4.42E-01 2.72E·01 

FEE-BRI·W-FADW29206L pCi/1 9.39E-01 3.64E-01 1.89E-01 

LCS LCS 
Known %R 

5.10E+OO 98.83 

··-··-d• 

Printed: 11/21/2014 12:48 PM 
Page 1 of 3 

LCS R!'O MOA Slank 
Flag Flag Flag Flag 

OK OK 

OK OK 

NA OK 
..• ·-·-·-· ~ 

OK 

·-------·---------------~-·-·----·-~---~~
~--------.---.---. ~. --.---------------

---~----- -~.......,.----------
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~: ~ 
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OJ 

~I 

~ 
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Eberline Services 
Oak Ridge Laboratory 

~ 

0 
f/) -.c:: .... 

c.) 
c -
~ 

tn 
c 
'i: 
Q.) 
<I> 
c ·-tn 
c w ... 
0 
N 
Q.) 
<I> u.. 

Lab I 
Fraction 

Nuclide 

01 TH-228 

02 TH-228 

03 TH-228 

04 TH-228 

Sample 
Desc 

LCS 

MBL 

DUP 
·-·-·-···~ 

DO 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-ThiS0-1 

Sample Sample Radiometric Grav Mean 

Date Aliquot %Ree %Roc %Rec 

11/18/14 00:00 1.00E+OO 91.51 0.00 0.00 

11/18114 00:00 1.00E+OO 109.68 0.00 0.00 

11/13/14 00:00 S.OOE-01 96.88 0.00 0.00 

11/13/14 00:00 S.OOE-01 103.47 0.00 0.00 

-..!--. 

SAF 

Printed: 11/21/2014 12:48 PM 
Page 2 of 3 

SeptO Sept1 
Date/Time Date/Time 

i 

i 

--· 

----------~-·-·------



Eberline Services 
Oak Ridge Laboratory 

~ 
~ 

Lab 
Fraction 

01 

Nuclide 

TH·228 

:2: 
r. r· 
"Tl 
0 

~ 
w ...... 
N 

0 
0 

0 
0 
w 

§ 

{l 
8 
.!!! 
~ 
in 
I:; 
<t 

... 
~ 

~ :~ 
01 I • ~ 
~ .\.,.J,J' 

~ 

~ 

0 
Cl) -.s:: ..... 

.. 
C) 
c 
·;: 
(I) 
(I) 
c ·-C) 
c 
w .... 

~ 
(I) 
u. 

02 TH-228 

03 TH-228 

04 TH-228 

Sample 
Desc 

LCS 

MBL 

DUP 

DO 

-

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-ThiS0-1 

Counting Hal !life 
Detect Carrier 

Count 
Counts 

Date/Time (days) Time 

11121/14 08;40 I A_ Spec Alpha_012 170.02 3.37 E+02 

11/21/14 08:40 A_ Spec Alpha_014 170.02 -1.61 E+OO 

11121/14 08:40 A_ Spec Alpha_015 170 2.65 E+01 

11/21/14 08:40 A_ Spec Alpha_033 170 3.28 E+01 

··~··· ~·-··-··-··-·· 
... 

Bkg 
CPM 

1.30 E-02 

3.30 E·02 

9.00 E-03 

7.00 E-03 

Printed: 11/21/2014 12:48 PM 
Page 3 of 3 

Eff 

19.4 

18.4 

14.4 

18 

- -··----------·-··- ·--···---·-"""-·"·----·-----·.,..-~.,---~-~--· 
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Eberline Services 
Oak Ridge Laboratory 

..:-

0 
(f) -.c 
1-

. 
(.) 
s:: 

... en 
s:: 
'i: 

Cl> 
Cl> s:: ·-en 
s:: w 
"""' 0 
N 
Cl> 
Cl> 
u. 

Lab Nuclide 
Fraction 

01 TH-230 

02 TH-230 

03 TH-230 

04 TH-230 

Sample 
Oesc 

LCS 

MBL 

DUP 

DO 

I 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-ThiS0-1 

Client Activity 
Results Error Estimate MDA 

Identification Units 

LCS pCi/1 5.21E+OO 8.65E-01 8.98E-02 

BLANK pCi/1 1.38E-01 9.30E-02 9.35E-02 

FEE-BRI-W-FADW29206L pCi/1 1.82E+OO 6.21E-01 1.59E-01 

FEE-BRI-W-FADW29206L pCi/1 1.60E+OO 4.98E-01 1.70E-01 

- -

LCS LCS 
Known %R 

5.37E+OO 97.15 

·-·-· 

... 
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1.1.. 

Lab Nuclide 
Fraction 

01 TH-230 

02 TH-230 

03 TH-230 

04 TH-230 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-ThiS0-1 

Sample Sample Sample Radiometric Grav Mean 

Desc Date Aliquot 0/o Rec %Rec %Rec 

LCS 11/18/14 00:00 1.00E+OO 91.51 0.00 0.00 

MBL 11/18/14 00:00 1.00E+OO 109.68 0.00 0.00 

DUP 11/13/14 00:00 S.OOE-01 96.88 0.00 0.00 

DO 11/13/14 00:00 S.OOE-01 103.47 0.00 0.00 

SAF 

i 

1 
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Lab 
Nuclide 

Fraction 

01 TH-230 

02 TH·230 

03 TH-230 

04 TH·230 

------.. -~ 

L-. -'---

Sample 
Oesc 

LCS 

MBL 

OUP 

00 

··-··-··----~ 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-ThiS0-1 

Counting Halflife Detect I Carrier 
Count 

Counts 
Date/Time (days) Time 

11/21/14 08:40 A_Spec Alpha_012 170.02 3.48 E+02 

11/21/14 08:40 A_ Spec Alpha_014 170.02 1.05 E+01 

11/21114 08:40 A_ Spec Alpha_015 170 4.78 E+01 

11/21/14 08:40 A_ Spec Alpha_033 170 5.62 E+01 

----

·-----·------------~ 

Bkg 
CPM 

0.00 E+OO 

9.00 E-03 

1.00 E-03 

5.00 E·03 

Printed: 11/21/201412:48 PM 
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Eff 

19.4 
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14.4 

18 
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Lab 
Nuclide 

Fraction 

01 TH-232 

02 TH-232 

03 TH·232 

04 TH-232 

Sample 
Oesc 

LCS 

MBL 

DUP 
•d··-

DO 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-ThiS0-1 

Client. 

I 
Activity 

Results Error Estimate MDA 
Identification Units 

LCS pCifl I 5.00E+OO 8.36E-01 7.85E-02 

BLANK pCi/1 1.51E-02 3.78E.02 7.86E·02 

FEE-BRI-W-FADW29206L pCi/1 6.07E-01 3.27E-01 2.27E-01 
-·-··-d-··-·-

FEE·BRI-W-FADW29206L pCi/1 6.53E-01 2.93E-01 1.70E-01 

LCS LCS 
Known %R 

5.10E+OO 98.09 

---

Printed: 11/21/2014 12:48 PM 
Page 1 of 3 

LCS RPD MDA Blank 
flag Flag Flag Flag 

OK OK 

OK OK 

NA OK 

OK 



~I 
-
Cl 

1::1 
0 
0 
.£2 
~ 
111 
t:: 

<:!; 

..... 
:2: 

t:: 
.!!/ 

r 0 r 
"'Tl 
0 
); 
~ 
w,' 
~l-' 

I 

0 
0 ...... 
I 

0 ,:......... 0 
w 

~ 0 
01 
01 
(!) 

Eberline Services 
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Lab Nuclide 
Fraction 

01 TH-232 

02 TH-232 

~ 

03 TH-232 

04 TH-232 
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Cl> 
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Cl> 
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Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-ThiS0-1 

Sample Sample Sample Radiometric Grav Mean 

Desc Date Aliquot %Roc %Rec 0/o Rec 

I 
LCS 11/18/14 00:00 1.00E+OO 91.51 0.00 0.00 

MBL 11/18/14 00:00 1.00E+OO 109.68 0.00 o.oo 

DUP 11/13/14 00:00 S.OOE-01 96.88 0.00 0.00 

DO 11113/14 00:00 S.OOE-01 103.47 o.oo 0.00 

SAF 

Printed: 11/21/2014 12:48 PM 
Page 2 of 3 
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Lab 
Nuclide 

Fraction 

01 TH-232 

02 TH-232 

03 TH-232 

04 TH-232 

Sample 
Desc 

LCS 

MBL 

DUP 

' DO 

--··-··-·· 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11 095-ThiS0-1 

Counting Halflife 
Detect Carrier I Count 

Counts 
Date/Time (days) Time 

' 
11/21/14 08:40 A_ Spec Alpha_012 170.02 3.34 E+02 

11121/14 08:40 A_Spec Alpha_014 170.02 1.15 E+OO 

11/21/14 08:40 A_Spec Alpha_015 170 1.60 E+01 

11/21114 08:40 A_ Spec Alpha_033 170 2.30 E+01 

.• 

Bkg 
CPM 

3.00 E-03 

5.00 E-03 

0.00 E+OO 

0.00 E+OO 

Printed: 11/21/2014 12:48 PM 
Page 3 of3 

Eff 

19.4 

18.4 

14.4 

18 
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Count Room Report 
Client: Feezor Engineering, Inc. 

Internal Sample 
Fraction Desc 

Client 
ID 

14·11095-ThiS0-1 (pCi/1) in WA 
Tracer ID: Th-18a 

Sample Sample i Tracer 
Date Aliquot I Aliquot(g) 

8/14 00:00 1.0000 ' 0.4455 ; ('V Lcs ______ ··-4---·-------

8/14 00:00 1.0000 r.f)~.til BLANK 

\ ( FEE-BRI-W-FADW29206L 11/13/14 00:00 

/f) FEE-BRI-W-FADW29206L 

1--··---!-. 

1----·+ 

!-·---···+-·-· 

!------···+--·· ·---

1----· 

1·---··+ 

____ .. 

I 

··-:~--·· 
. 

! 

I 
I 
I 

~--· 

Tracer 
ACT(dpm) 

1 

5.0297 

Printed: 11/21/2014 4:59AM 
Page 1 of 1 

Radiometric :j' Radiometric I SAF 
Tracer (pCi) % Rec I 1* 

0.00 

0.00 

0.00 

0.00 

SAF 
2* 

......... .--· --t-----1 

i. . ·---+--------.... 

I I 
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Eberline Services 
Oak Ridge laboratory 

Isotope 

Th-228 

Th-230 I 
Th-232 

lCol:ll:IMt:i 

fraction 

01 
-~-

02 

03t 
.~-~-

r---

:~ 
.,.J:i:.. 

Th-1b 

Th-8b 
tc-:.:a 

Isotope 

:. Th-229 

i Th-229 

Th-229 

.Th-229 

() i Version 2.0 08/99 

I 
;..::.:u4;:~.bl:Sts 

Sol# 

Th-18a 

Th-18a 
--·~-

Th-18a 

Th-1: 

Approx 
Date Addition 

0.100 
··-
0.500 

0.100 

lU/lb/LUlS u· 

Tracers 
Activity Solution ! 
dpmlg Dat~ I 

22.464 11/18/2014 
·-

22.464 11f18(2,014 
~ ..... : ..... ' . 

22.464 1111s12!>14 
--

22.464 \.1t1slip14 

-·-· 

I 

7 

I 

LCS 
Volume 
Used(g) 

0.1093 

Volume 
Used{g) 

0.4455 

.0.2237' 

0.2239 

0.2239 

Spike and Tracer Worksheet Page 1 of 1 
Printed: 11/18f2014 3:59PM 

MS 

l 
Approx I 
Addition 

0.2200 

0.2200 I• 

0.2200 

0.2200 

11/18/201415:51 

L~SO 

Volume 
Used(g) 

MSO 
Volume 
Used(g) 

I I 
c::::=:>. 

tllliti$lls I Witness Initials I 
LWALKER ~ 

L~S I MS I I vcso I MSD 
Known I Error I Added Error I Known I Error I Added Error 

pCI Et>timate pCI Estimate pCI Estimate pCi Estimate 

','' 

Tracer 

0.000 0.00 

0.000 0.00 

0.000 0.00 

1;3alance Printer Tape:s 

.. 

0.4455 9 
0.2237 9 
.~.2239 '3 
"' .~ .. -,.,.a 

.., ,t::Ja Lt-.:..~ ..I' '3 

-

0.000 
-+----+----f ---

0.000 

0.000 

LCS 

0.1(193 q ,,........ ,.:; 0. ;;;•:•b-) -:> 

Matrix Spike 
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Eberline Analytical 
Oak Ridge Laboratory Aliquot Worksheet Printed: 11/18120144:03 PM 

Page 1 of 1 

Lab I Feezor Engineering, Inc. sample 

Fraction 
:•CiientiD Type 

01 
--···-······-

LCS LCS 

Muffle Data: Dilution Data. 

---· '7"Q Oil Factor.: 
"" -.--

02 BLANK MBL· 

03 FEE-BRI~W-FADW29206L DUP 
04' FEE-BRI·W-FADW292nRI no 

;. 

-+-··" _____ ,. ______ - "" : 

LWALKER 

Aliquot Data MS Aliquot Data 

Ratio. Aliquot · NetEq~iv''•· Aliquot I NetEqujv ··· 

1.0000E+OO tOOOQ,t:+CiO 
1.0000E+OO UlOOOE+:oo 

1 6.ooooe-o1 .· Mooo'E:o1 

i_. 

'· 

' 

~ --·-

,·" 

'·· 
.' ' 

' 

·. 

; 

H-3 Solids Only 
Water Added 

(ml) 
H3Dist 

Aliq 

I Co;;;;;; l __ .. -.. ·-· I 

~ ~ l~ ~ (J/1 ') 
C,"J Technician: .,t,:::_-f--=:::,.;=:::------- Date lL/g, /c/ 

,,, .. 
. ; ~ -:'· 

.. ,~-



Sample Description: 
Spectrum File: 
Batch Identification: 

SPIKE 
\\OR-ALPHA1\Canberra\ApexAlpha\Root\Data\00001030 

1411095A-TH 
Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Tracer Certificate: 
Tracer Quantity: 
Effective Efficiency: 

01 
Shelf 2 
Th iso 

Alpha_012 

12 
System Bkgd 101689 

<not performed> 

1.000E+000 +/- O.OOOE+OOO liter 
11/21/2014 6:24:56 AM 
11/21/2014 8:40:18 AM 

170.0 minutes 
170.0 minutes 

Th229 TH-18A 

0.0116 

Counting Efficiency: 

0.445 mL 
0.1772 +/ 
0.1936 +/-
0.9151 +/-

0.0034 on 10/25/2014 
0.0620 

6:44:33 PM 

Chem. Recovery Factor: 

Control Certificate Name: NatTh Th-8 
Chem. Recov. of Control: TH-232 0.980857 +/- 0.088709 

Peak Match Tolerance: 0.175 MeV 

PEAK AREA REPORT 

--------- ---------
_____ .... __ ------.--

Energy Net Pk Area Ambient Reagent FWHM 

Nuclide (MeV} Pk Area Error % Backgnd Backgnd (keV) 

---------- ---------- --------- -........ ----- -------- --------
TH-227 
TH-228 
TH-229 T 
TH-230 
TH-232 

5.795 
5.353 
4.873 
4.615 
3. 940 

13.15 
336.79 
301.49 
348.00 
334.49 

56.06 0.85 O.OOE+OOO 3.0 
10.72 2.21 O.OOE+OOO 8.1 
11.30 0.51 O.OOE+OOO 9.8 
10.52 0.00 O.OOE+OOO 26.7 

10.73 0.51 O.OOE+OOO 12.4 

T Tracer Peak used for Effective Efficiency 

Nuclide 

TH-227 
TH-228 
TH-229 
TH-230 
TH-232 

Id 
Conf. 

0.984 
0.988 
1. 000 
0.983 
0.983 

NUCLIDE ANALYSIS RESULTS 

Energy 
{keV) 

5850.00* 
5400.00* 
4872.00* 
4672.00* 
3997.00* 

Activity 
(pCi/liter } 

2.02E-001 +!- 1.16E-001 
5.04E+000 +!- 8.42E-001 
4.53E+000 +!- 5.81E-001 
5.21E+000 +!- 8.65E-001 
5.00E+000 +!- 8.36E-001 

At:i 
tt/011/lf 

MDA 
(pCi/liter 

9.18E-002 +!- 1.18E-002 
1. 20E- 001 +!- 1. 53E-002 
7.88E-002 +!- 1. OlE- 002 
8;98E-002 +1- l.lSE-002 
7.85E-002 +!- 1.01E-002 

WLLFOIA4312- 001 - 0030564 
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35 
Vl 
+-' c 
:::::s 
8 30 

25 
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10 

5 

0 
' 3500 4000 4500 

ROI Type: 1 

0000103028.CNF 

5000 
Energy(kev) 

5500 

Live Time :10201.000 sec 
Real Time :10201.000 sec 
Start: 1:3497.0(kev) 
Stop : 1024:6533.4(kev} 
Acq. Start : Fri Nov 21 08:40:18 2014 

6000 

ROI Type: 3 

6500 



Channel Data Report ~1/21/2014 11:35:31 AM Page 1 I· 

******************************************************* 
***** S P E C T R A L DATA REPORT ***** 
******************************************************* 

Sample Title: 01 

Elapsed Live time: 10201 
j· Elapsed Real Time: 10201 

Channell---- l-------1 ------1 ------1 ------1-------1-------1-------1 
I 
i 
l 

1: 10201 10201 0 0 0 0 0 0 I 

9: 0 0 0 0 0 0 0 0 I 
17: 0 0 1 0 0 2 1 0 

I 
I 

' 
25: 1 1 0 0 0 0 0 0 

I 

I 
33: 0 0 0 0 0 1 1 2 

I 
41: 0 1 0 0 1 0 0 0 

49: 1 1 0 0 3 2 0 0 

57: 0 0 2 0 2 2 2 0 l 
65: 0 1 0 0 0 1 0 0 I· 

I 

73: 1 1 1 2 1 2 0 1 
! 

81: 1 2 0 0 1 0 0 2 

89: 0 1 2 4 0 3 0 2 

97: 3 1 1 2 1 0 1 3 

105: 1 1 4 0 2 2 3 1 

113: 2 1 1 2 3 0 4 2 

121: 2 1 0 3 1 1 5 1 

129: 6 4 5 4 2 5 6 2 

137: 1 8 1 8 4 4 6 4 

145: 5 8 10 6 5 5 1 7 

153: 6 7 11 5 3 6 4 2 

161: 9 6 4 7 9 10 3 7 

169: 6 11 10 10 8 6 8 1 

177: 3 1 2 2 0 1 0 0 

185: 0 0 0 0 0 0 0 1 

193: 2 0 0 0 0 0 0 0 

201: 0 0 0 0 0 1 1 1 

209: 0 0 0 0 0 0 2 0 

217: 0 0 0 0 0 0 0 0 

225: 0 0 0 0 0 0 0 0 

233: 0 0 0 0 0 0 1 0 

241: 0 0 1 0 0 1 1 0 

249: 0 1 1 0 0 0 0 0 

257: 0 1 0 2 1 0 0 0 

265: 1 1 1 1 0 1 0 1 

273: 1 0 0 0 0 1 0 0 

281: 0 0 0 0 2 1 1 0 

289: 0 1 0 0 0 1 0 1 

297: 0 0 0 1 1 1 0 0 

305: 3 0 0 0 1 0 0 0 

313: 0 0 1 1 1 0 1 1 

321: 0 1 2 1 0 1 0 6 

329: 1 0 1 0 0 1 0 1 

337: 1 2 0 0 5 3 2 1 

345: 4 1 2 1 4 2 1 4 

353: 4 4 3 2 2 6 2 5 

361: 0 5 3 2 5 0 5 2 

149 

WLLFOIA4312- 001 - 0030566 



Channel Data Report 11/21/2014 11:35:31 AM Page 2 

369: 2 3 3 5 2 7 1 7 

Sample Title: 01 

Channel[------l-------l-------l-------1-------l-------l-------1-------l 

377: 11 6 8 10 9 7 6 7 

385: 5 8 7 3 5 7 4 4 

393: 9 7 11 5 5 10 5 6 

401: 4 5 10 8 7 3 1 0 

409: 3 1 3 2 1 2 3 0 

417: 3 1 1 4 1 2 1 2 

425: 3 5 1 4 0 5 1 2 

433: 0 2 3 7 4 3 5 6 

441: 8 3 0 2 4 0 5 3 

449: 6 8 8 5 8 6 7 5 

457: 2 2 6 5 1 4 6 5 

465: 3 5 3 1 3 3 2 1 

473: 3 4 1 4 3 1 1 4 

481: 0 1 7 1 2 3 0 3 

489: 3 0 3 2 2 1 1 1 

497: 3 1 1 0 1 3 0 0 

505: 0 2 0 2 1 3 3 0 

513: 1 4 1 0 3 0 5 0 

521: 1 2 2 0 1 1 1 1 

529: 2 1 0 0 0 0 0 1 

537: 2 0 1 0 2 1 0 1 

545: 0 2 1 1 0 1 0 0 

553: 2 0 1 2 1 1 1 0 

561: 1 0 0 0 1 0 0 1 

569: 0 1 1 1 2 0 2 0 

577: 1 1 1 0 1 0 2 0 

585: 0 1 2 1 1 1 4 5 

593: 0 4 1 1 1 4 2 2 

601: 3 2 2 1 2 2 2 5 

609: 2 1 2 3 0 6 1 5 

617: 4 4 9 6 5 8 2 9 

625: 7 5 5 2 8 5 4 6 

633: 3 3 6 6 10 11 8 9 

641: 6 6 8 9 8 5 12 13 

649: 6 6 7 7 4 4 2 2 

657: 0 1 0 1 0 0 0 0 

665: 0 0 0 0 0 0 1 0 

673: 0 0 0 1 1 0 0 1 

681: 0 0 0 0 0 0 0 0 

689: 0 0 0 0 0 0 0 0 

697: 0 0 0 1 0 1 0 0 

705: 0 0 0 0 0 0 0 1 

713: 0 0 0 0 0 0 1 0 

721: 1 1 1 2 0 0 1 3 

729: 1 2 0 2 0 0 1 0 

737: 2 1 0 0 4 0 2 0 

745: 1 1 0 0 0 0 0 0 

753: 0 0 0 0 0 0 1 0 

761: 1 0 0 0 0 0 0 1 

769: 0 0 0 0 0 0 1 1 

777: 0 0 0 0 0 1 0 0 

785: 0 1 0 0 0 0 0 0 

793: 0 0 0 0 0 0 0 0 

15r) 

"' 
WLLFOIA4312- 001 - 0030567 
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Channel Data Report 11/21/2014 11:35:31 AM Page 3 I 
801: 0 0 0 0 0 0 0 0 

I 
Sample Title: 01 

! 

I Channell------!-------l-------1-------l-------l-------l-------l-------l 
809: 0 0 0 0 1 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 1 0 0 0 1 0 0 

833: 0 0 0 0 0 0 0 0 

841: 0 0 0 0 0 0 0 0 

849: 0 0 0 0 0 0 0 0 ! 
857: 0 0 0 0 0 0 0 0 ! 

I 

865: 0 0 0 0 0 0 0 0 I. 
873: 1 0 1 1 0 1 0 1 I 

881: 0 0 0 0 0 0 0 0 l 
889: 0 0 0 0 2 0 0 0 

897: 0 0 1 0 1 0 0 0 l 905: 0 0 1 0 0 1 0 2 

913: 0 0 0 0 2 1 2 0 

921: 0 0 0 1 3 1 0 1 

929: 0 0 2 0 1 1 1 1 

937: 0 2 0 0 0 1 0 0 

945: 0 1 1 0 0 0 0 1 

953: 0 0 0 0 0 1 0 1 

961: 0 0 0 0 1 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1001: 0 0 0 0 0 0 0 0 

1009: 0 0 0 0 0 1 0 0 

1017: 0 0 0 0 0 0 0 0 

WLLFOIA4312- 001 - 0030568 



--i'Apex-Aipha"' 
Sample Description: 
Spectrum File: 
Batch Identification: 

BLANK 
\\OR-ALPHA1\Canberra\ApexAlpha\Root\Data\00001030 

1411095A-TH 

Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Tracer Certificate: 
Tracer Quantity: 
Effective Efficiency: 

02 
Shelf 2 
Th iso 

Alpha_014 

14 
System Bkgd 101690 

<not performed> 

1.000E+000 +/- O.OOOE+OOO liter 

11/21/2014 6:24:56 AM 
11/21/2014 8:40:19 AM 

170.0 minutes 
170.0 minutes 

Th229_TH-18A 

0.0167 

Counting Efficiency: 

0.224 mL 
0.2019 +/ 
0.1840 +/-
1. 0968 +I 

0.0032 on 10/25/2014 
0.0928 

6:45:28 PM 

Chern. Recovery Factor: 

Peak Match Tolerance: 0.175 MeV 

------- ---..---- ------ ------
PEAK AREA REPORT 

-------- ------- ------- ------ ------

Nuclide 

TH-227 
TH-228 

Energy 
(MeV) 
-------
5.799 
5.277 

Net Pk Area 
Pk Area Error % 

------- ------
2.90 201.29 

-1.61 270.88 

Ambient Reagent FWHM 
Backgnd Backgnd (keV) 

------ ------ ------ - ... -- .... -
5.10 O.OOE+OOO 5.9 
5.61 O.OOE+OOO 2.9 

TH-229 T 4.876 172.45 15.05 2.55 O.OOE+OOO 3.8 

TH-230 
TH-232 

Nuclide 

TH-227 
TH-228 
TH-229 
TH-230 
TH-232 

4.660 10.47 65.55 1.53 O.OOE+OOO 2.9 

4.069 1.15 249.60 0.85 O.OOE+OOO 5.9 

T = Tracer Peak used for Effective Efficiency 

Id 
Conf. 

0.986 
0.924 
1. 000 
0.999 
0.973 

NUCLIDE ANALYSIS RESULTS 

Energy 
(keV} 

5850.00* 
5400.00* 
4872.00* 
4672.00* 
3997.00* 

Activity 
(pCi/liter ) 

3.90E-002 +!- 7.88E-002 
-2.12E-002 +!- 5.74E-002 

2.27E+000 +!- 3.69E-001 
1. 38E-001 +I- 9.30E-002 
l..SlE-002 +!- 3.78E-002 

~If</ 

MDA 
(pCi/liter 

1. 45E-001 +!- 2.35E-002 
1.46E-00l +!- 2.37E-002 
1. HE-001 +!- l.SOE-002 
9.35E-002 +I- 1. 52E- 002 
7.86E-002 +!- l. 28E-002 

WLLFOIA4312- 001 - 0030569 
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Channel Data Report 11/21/2014 11:35:39 AM Page 1 

******************************************************* 
***** SPECTRAL DATA R E P 0 R T ***** 
******************************************************* 

Sample Title: 02 

Elapsed Live time: 
Elapsed Real Time: 

10201 
10201 

Channell - - - - I - - - - - l - - - - - - I - - - - - - - I - - - - - - I - - - - - - - I 
1: 10201 10201 0 0 0 0 

9: 0 0 0 0 0 0 

17: 0 0 0 0 0 0 

25: 0 0 0 0 0 0 

33: 0 0 0 0 0 0 

41: 0 0 0 0 0 0 

49: 0 0 0 0 0 0 

57: 0 0 0 0 0 0 

65: 0 0 0 0 0 0 

73: 0 0 0 0 0 0 

81: 0 0 0 0 0 0 

89: 0 1 0 0 0 0 

97: 0 0 0 0 0 0 

105: 0 0 0 0 0 0 

113: 0 0 0 0 0 0 

121: 0 0 0 0 0 0 

129: 0 0 0 0 0 0 

137: 0 0 0 0 0 0 

145: 0 0 0 0 0 0 

153: 0 0 0 0 0 0 

161: 0 0 0 0 0 0 

169: 0 0 0 0 0 0 

177: 0 0 0 0 0 0 

185: 0 0 0 0 0 0 

193: 0 0 0 0 0 0 

201: 0 0 0 0 0 0 

209: 0 0 0 1 0 0 

217: 0 0 0 0 0 0 

225: 0 0 0 0 0 0 

233: 0 0 0 0 0 0 

241: 0 0 0 0 0 0 

249: 0 0 0 0 0 0 

257: 0 0 0 0 0 0 

265: 0 0 0 0 0 0 

273: 0 0 0 0 0 0 

281: 0 0 0 1 0 0 

289: 0 0 0 0 0 0 

297: 0 0 0 0 0 0 

305: 0 0 0 0 0 0 

313: 0 0 0 0 0 0 

321: 0 0 0 0 0 0 

329: 0 0 0 0 0 0 

337: 0 0 0 0 0 0 

345: 0 0 0 1 0 0 

353: 0 0 0 0 0 0 

361: 0 0 0 0 0 0 

------l-------1 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
1 1 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
1 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 
0 0 

l54 
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Channel Data Report 11/21/2014 11:35:39 AM Page 2 

369: 0 0 0 0 0 0 0 0 

Sample Title: 02 

Channell------l-------1-------l-------l-------l-------l-------l-------l 
377: 0 0 0 1 0 0 0 0 

385: 0 0 0 0 1 0 1 1 

393: 0 0 0 0 1 1 1 1 

401: 1 0 0 0 0 0 1 0 

409: 0 0 0 0 1 0 0 0 

417: 0 0 0 0 2 0 0 0 

425: 0 0 0 4 2 1 1 1 

433: 1 1 2 0 0 0 1 2 

441: 3 3 5 3 2 1 6 9 

449: 2 3 2 4 2 3 3 11 

457: 2 2 1 1 5 5 0 4 

465: 2 2 3 3 3 1 1 0 

473: 2 1 3 4 1 0 1 2 

481: 0 1 1 1 3 0 0 1 

489: 1 1 4 1 1 0 3 1 

497: 2 0 0 2 1 1 2 1 

505: 0 1 1 2 0 1 1 1 

513: 0 0 1 0 0 2 1 0 

521: 1 0 0 3 2 1 0 0 

529: 0 0 0 0 0 0 0 0 

537: 0 0 0 0 0 0 0 0 

545: 0 0 0 0 0 0 0 0 

553: 0 0 0 0 0 0 0 0 

561: 0 0 0 0 0 0 0 0 

569: 0 0 0 0 0 0 0 0 

577: 0 0 0 0 0 0 0 0 

585: 0 1 0 1 0 0 0 0 

593: 0 0 0 0 0 0 0 0 

601: 0 0 0 0 0 0 0 0 

609: 0 1 0 0 0 0 0 0 

617: 0 0 0 0 0 0 0 0 

625: 0 0 0 1 0 0 0 0 

633: 0 0 0 0 0 0 0 0 

641: 0 0 0 0 0 0 0 0 

649: 0 0 0 0 0 0 0 0 

657: 0 0 0 0 0 0 0 0 

665: 0 0 1 0 0 0 0 0 

673: 0 0 0 0 0 0 0 0 

681: 0 0 0 0 0 0 0 0 

689: 0 0 0 0 0 0 0 0 

697: 0 0 0 0 0 0 0 0 

705: 0 0 0 0 0 0 0 0 

713: 0 0 0 0 0 0 0 0 

721: 0 0 0 0 0 0 0 0 

729: 0 0 0 0 0 0 0 0 

737: 1 0 0 0 0 0 0 0 

745: 0 0 0 0 0 1 1 0 

753: 0 0 0 0 0 0 0 0 

761: 1 0 0 0 0 0 0 0 

769: 0 0 0 0 0 0 0 0 

777: 0 0 1 0 0 0 1 0 

785: 0 0 0 0 0 0 0 0 

793: 1 0 0 0 1 0 0 0 

• I 11:':,5 
'·' ~'J 

WLLFOIA4312- 001 - 0030572 



Channel Data Report 11/21/2014 11:35:39 AM Page 3 

801: 0 0 0 0 0 0 0 0 

Sample Title: 02 

Channel[------l-------l-------l-------1-------1-------l-------l-------l 
809: 0 0 0 0 0 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 0 0 0 0 1 0 0 

833: 0 0 0 0 0 0 0 0 

841: 0 0 0 0 0 0 0 0 

849: 0 0 0 0 0 0 0 0 

857: 0 0 0 0 0 0 0 0 

865: 0 0 0 0 0 0 0 0 

873: 0 0 0 0 0 0 0 0 

881: 1 0 0 0 0 0 0 0 

889: 0 0 0 0 0 0 0 0 

897: 0 0 0 0 0 0 0 0 

905: 0 0 0 0 0 0 0 0 

913: 0 0 0 0 0 0 0 0 

921: 0 0 0 0 0 0 0 0 

929: 0 0 0 0 0 0 0 0 

937: 0 0 0 0 1 0 1 0 

945: 0 0 0 0 0 0 0 0 

953: 1 0 0 0 0 0 0 0 

961: 0 0 0 0 0 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1001: 0 0 0 0 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1017: 0 0 0 0 0 0 0 0 

15·r, ... . ,) 

WLLFOIA4312- 001 - 0030573 



Sample Description: 
Spectrum File: 
Batch Identification: 

FEE-BRI-W-FADW29206L-DUP 
\\OR-ALPHA~\Canberra\ApexAlpha\Root\Data\0000~030 

l411095A-TH 
Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Tracer Certificate: 
Tracer Quantity: 
Effective Efficiency: 

03 
Shelf 2 
Th iso 

Alpha_015 

15 
System Bkgd 101691 

<not performed> 

5.000E-001 +/- O.OOOE+OOO liter 
11/13/2014 6:24:56 AM 
11/21/2014 8:40:20 AM 

170.0 minutes 
170.0 minutes 

Th229_TH-18A 

0.0135 

Counting Efficiency: 

0.224 mL 
0.1398 +/-
0.1443 +/ 
0.9688 +/-

0.0026 on 10/25/2014 
0.0954 

6:45:48 PM 

Chem. Recovery Factor: 

Peak Match Tolerance: 

Nuclide 

TH-227 
TH-228 
TH-229 T 
TH-230 
TH-232 

Energy 
{MeV) 

5.818 
5.354 
4.871 
4.648 
3.959 

0.175 MeV 

PEAK AREA REPORT 

Net 
Pk Area 

3.15 
26.47 

119.49 
47.83 
H.OO 

Pk Area 
Error %" 

126.67 
39.36 
17.98 
28.40 
50.51 

Ambient 
Backgnd 

0.85 
1.53 
0.51 
0.17 
0.00 

Reagent 
Backgnd 

O.OOE+OOO 
O.OOE+OOO 
O.OOE+OOO 
O.OOE+OOO 
O.OOE+OOO 

FWHM 
(keV} 

3.0 
3.7 
6.0 
4.3 
3.0 

T Tracer Peak used for Effective Efficiency 

Nuclide 

TH-227 
TH-228 
TH-229 
TH-230 
TH-232 

Id 
Conf. 

0.995 
0.989 
1.000 
0.997 
0.992 

NUCLIDE ANALYSIS RESULTS 

Energy 
{keV) 

5850.00* 
5400.00* 
4872.00* 
4672.00* 
3997.00* 

Activity 
(pCi/liter ) 

1. 23E-001 +I- 1. 57E-001 
l.OlE+OOO +I- 4.42E-001 
4.55E+000 +/- 8.64E-001 
1.82E+000 +/- 6.21E-001 
6.07E-001 +/- 3.27E-001 

1\(i 
;r/.tJ/1{ 

MDA 
(pCi/liter 

2.33E-001 +1- 4.42E-002 
2. 72E-001 +!- 5.16E-002 
2.00E-001 +I- 3.79E-002 
1.59E-001 +!- 3.01E-002 
2.27E-001 +1- 4.31E-002 

157 
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Start: 1:3503.7(kev) 
Stop : 1024:6S52.1(kev) 
Acq. start :Fri Nov 21 08:40:20 2014 

6000 

ROI Type: 3 

6500 

··--·..,..._....,~~ 



Channel Data Report 11/21/2014 11:35:46 AM Page 1 

******************************************************* 
***** S P E C T R A L DATA REPORT ***** 
******************************************************* 

Sample Title: 03 

Elapsed Live time: 10200 
Elapsed Real Time: 10200 

Channelj------1 ------1 -----1 ------1------ 1-------1-------1-------1 
1: 10200 10200 0 0 0 0 0 0 

9: 0 0 0 0 0 0 0 0 

17: 0 0 0 0 0 0 0 0 

25: 0 0 0 0 0 0 0 0 

33: 0 0 0 0 0 0 0 0 

41: 0 0 0 0 0 0 0 0 

49: 0 0 0 0 0 0 0 0 

57: 0 0 0 0 0 0 0 0 

65: 0 0 0 0 0 0 0 0 

73: 0 0 0 0 0 0 1 0 

81: 0 0 0 0 0 0 0 0 

89: 0 0 0 0 0 0 0 0 

97: 0 0 0 0 0 0 0 0 

105: 1 0 0 0 0 1 0 0 

113: 0 0 0 0 0 0 0 0 

121: 0 0 0 0 0 0 0 0 

129: 0 0 0 0 0 0 0 0 

137: 0 0 0 0 0 0 0 0 

145: 0 0 1 0 1 0 0 1 

153: 1 1 1 0 2 0 1 0 

161: 0 1 0 0 0 0 0 0 

169: 1 0 0 1 0 0 0 1 

177: 0 0 0 0 1 0 0 0 

185: 0 0 0 0 0 0 0 0 

193: 0 0 0 0 0 0 0 0 

201: 0 0 0 0 0 0 0 0 

209: 0 0 0 0 0 0 0 0 

217: 0 0 0 0 0 0 0 0 

225: 0 0 0 0 0 0 0 0 

233: 0 0 0 0 0 0 0 0 

241: 0 0 0 0 0 0 0 0 

249: 0 0 0 0 0 0 0 1 

257: 0 0 0 0 0 0 0 0 

265: 0 0 0 0 0 0 0 0 

273: 0 0 0 0 0 0 0 0 

281: 0 0 0 0 0 0 0 0 

289: 0 0 0 0 0 0 0 0 

297: 0 0 0 0 1 0 0 0 

305: 0 0 0 0 0 0 0 0 

313: 0 0 0 0 0 0 0 0 

321: 0 0 0 0 0 0 1 0 

329: 0 0 0 0 0 0 0 1 

337: 0 0 0 0 0 0 0 0 

345: 0 0 0 0 0 0 1 1 

353: 0 0 1 0 0 0 0 0 

361: 0 0 0 0 1 0 0 2 

159 
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369: 0 1 0 2 0 0 1 0 

Sample Title: 03 

Channell------l-------l-------l-------l-------l-------l-------l-------1 
377: 2 1 0 0 0 2 1 0 

385: 2 4 1 1 1 2 0 0 

393: 1 0 0 0 1 5 2 1 

401: 1 0 0 0 2 2 0 2 

409: 1 1 0 0 0 0 2 0 

417: 2 0 1 1 0 0 1 1 

425: 0 1 1 0 4 1 0 2 

433: 1 0 0 0 1 1 1 0 

441: 4 2 1 4 5 1 3 3 

449: 1 4 4 4 1 3 6 3 

457: 3 1 3 1 1 0 0 1 

465: 0 1 1 0 0 3 1 0 

473: 0 3 0 1 1 0 0 0 

481: 0 2 1 0 0 2 1 0 

489: 1 2 0 1 1 1 1 1 

497: 1 0 1 4 0 0 1 0 

505: 0 4 0 0 0 1 0 1 

513: 0 0 0 0 0 0 0 0 

521: 0 0 0 0 0 0 0 1 

529: 0 0 0 0 0 1 0 0 

537: 0 0 0 0 0 0 1 0 

545: 0 0 0 0 0 0 2 0 

553: 0 0 0 0 0 0 0 0 

561: 0 0 0 0 0 0 0 0 

569: 0 0 0 0 0 0 0 0 

577: 0 0 0 0 0 0 1 0 

585: 0 0 0 0 0 0 0 1 

593: 0 0 1 0 0 0 0 1 

601: 0 1 0 0 0 0 0 1 

609: 0 0 0 3 1 0 0 0 

617: 1 0 1 0 0 0 0 1 

625: 2 1 0 0 1 1 1 2 

633: 1 0 0 0 0 0 0 1 

641: 1 2 0 0 0 0 0 0 

649: 0 1 1 0 0 0 0 0 

657: 0 0 0 0 0 0 0 0 

665: 0 0 0 0 0 0 0 0 

673: 0 0 0 0 0 0 1 0 

681: 0 0 0 0 0 0 0 0 

689: 0 0 0 0 0 0 0 0 

697: 0 0 0 1 0 0 0 0 

705: 0 0 0 0 1 0 0 0 

713: 0 0 0 0 0 0 0 0 

721: 0 0 0. 0 0 0 0 0 

729: 0 1 0 0 0 0 0 0 

737: 1 0 0 1 0 0 0 0 

745: 0 0 0 0 0 0 0 0 

753: 0 0 0 0 0 0 0 0 

761: 0 0 0 0 0 0 0 0 

769: 0 0 0 0 0 0 1 0 

777: 0 0 0 0 0 1 0 0 

785: 0 0 0 0 0 0 0 0 

793: 0 0 0 0 0 0 0 0 

l("·) .Q .. 

WLLFOIA4312- 001 - 0030577 



Channel Data Report 11/21/2014 11:35:46 AM Page 3 

801: 0 0 0 0 0 0 0 0 

Sample Title: 03 

Channell------l-------1-------l-------l-------l-------l-------l-------[ 
809: 0 0 0 0 1 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 0 0 0 0 0 0 0 

833: 0 0 0 0 0 0 0 0 

841: 0 0 0 0 0 0 0 0 

849: 0 0 0 0 0 0 0 0 

857: 0 0 0 0 0 0 0 0 

865: 0 0 0 0 0 0 0 0 

873: 0 0 0 0 0 0 0 0 

881: 0 0 0 0 0 0 0 1 

889: 0 0 0 0 0 0 0 0 

897: 0 0 0 0 0 0 0 0 

905: 0 0 0 0 0 0 0 0 

913: 0 0 0 0 0 0 0 0 

921: 0 0 0 0 0 0 0 0 

929: 0 0 0 0 0 0 0 0 

937: 1 0 0 0 0 0 1 0 

945: 0 0 0 0 0 0 0 0 

953: 0 0 0 0 0 0 0 0 

961: 0 0 1 0 0 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1001: 0 0 0 0 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1017: 0 0 0 0 0 0 0 0 

lG1 

WLLFOIA4312- 001 - 0030578 



_jApex-Aipha'" 
Sample Description: 
Spectrum File: 
Batch Identification: 

FEE-BRI-W-FADW29206L 
\\OR-ALPHA1\Canberra\ApexAlpha\Root\Data\00001030 

1411095A-TH 
Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Tracer Certificate: 
Tracer Quantity: 
Effective Efficiency: 

04 
Shelf 2 
Th iso 

Alpha_033 
04026479A 
91132 
System Bkgd 101692 

<not performed> 

S.OOOE-001 +/- O.OOOE+OOO liter 
11/13/2014 6:24:56 AM 
11/21/2014 8:40:33 AM 

170.0 minutes 
170.0 minutes 

0.0159 

Counting Efficiency: 

Th229_TH-18A 
0.224 mL 
0.1867 +/-
0.1805 +/ 
1.0347 +/-

0.0032 on 10/25/2014 
0.0899 

2:26:39 PM 

Chern. Recovery Factor: 

Peak Match Tolerance: 

Nuclide 
Energy 

(MeV) 

0.175 MeV 

PEAK AREA REPORT 

Net 
Pk Area 

Pk Area Ambient 
Error % Backgnd 

Reagent 
Backgnd 

FWHM 
{keV) 

--------- -------- ------- ------ -------- --------
TH-227 
TH-228 
TH-229 T 
TH-230 
TH-232 

5.813 
5.354 
4.887 
4.641 
3.984 

4.66 
32.81 

159.66 
56.15 
23.00 

94.59 0.34 O.OOE+OOO 3.0 

34.94 1.19 O.OOE+OOO 3.7 

15.53 0.34 O.OOE+OOO 6.9 
26.39 0.85 O.OOE+OOO 4.0 
41.75 0.00 O.OOE+OOO 3.0 

T = Tracer Peak used for Effective Efficiency 

Nuclide 

TH-227 
TH-228 
TH-229 
TH-230 
TH-232 

Id 
Conf. 

0.993 
0.989 
0.999 
0.995 
0.999 

NUCLIDE ANALYSIS RESULTS 

Energy 
(keV) 

5850.00* 
5400.00* 
4872 .00* 
4672.00* 
3997.00* 

Activity 
(pCi/liter ) 

1. 36E-001 +/- 1. 30E-001 
9.39E-001 +I- 3.64E-001 
4.55E+000 +I- 7.59E-001 
1.60E+000 +/- 4.98E-001 
6.53E-001 +/- 2.93E-001 

~ 
tt/Jt /ttf 

MDA 
(pCi/liter 

1.39E-001 
1. 89E-001 
1.36E-001 
1. 70E-001 
1. 70E-001 

+1-
+1-
+1-
+1-
+1-

2.32E-002 
3.15E-002 
2.27E-002 
2.84E-002 
2.84E-002 

WLLFOIA4312- 001 - 0030579 
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******************************************************* 
***** S P E C T R A L DATA REPORT ***** 
******************************************************* 

Sample Title: 04 

Elapsed Live time: 10200 
Elapsed Real Time: 10201 

Channell-- --1-------1 -----1--- --1-------l------ 1-------1 ------1 
1: 0 0 0 0 0 0 0 0 

9 : 0 0 0 0 0 0 0 0 

17: 0 0 0 0 0 0 0 0 

25: 0 0 0 0 0 0 0 0 

33: 0 0 1 0 0 0 0 0 

41: 0 0 0 0 0 0 0 0 

49: 0 0 0 0 1 0 0 0 

57: 0 0 0 0 0 0 0 0 

65: 0 0 0 0 0 0 0 0 

73: 0 0 0 0 0 0 1 0 

81: 0 1 0 0 0 2 0 0 

89: 0 0 1 0 0 0 0 0 

97: 0 1 0 0 0 0 0 0 

105: 0 0 0 0 0 0 0 0 

113: 0 0 0 0 0 0 0 0 

121: 0 0 0 0 0 0 0 0 

129: 0 0 0 0 0 0 0 0 

137: 0 1 0 0 0 0 1 1 

145: 0 0 0 0 0 0 0 1 

153: 0 0 0 0 2 0 0 0 

161: 0 0 0 0 0 1 0 1 

169: 1 2 0 1 0 0 0 0 

177: 0 0 1 2 0 2 1 1 

185: 0 0 1 0 0 2 0 0 

193: 0 0 0 0 0 0 0 0 

201: 0 0 0 0 1 0 0 0 

209: 0 0 0 0 0 0 0 0 

217: 0 0 0 0 0 0 0 0 

225: 0 0 0 0 1 0 0 0 

233: 0 0 0 0 1 0 0 0 

241: 0 0 0 0 0 0 0 0 

249: 0 0 0 0 0 0 1 0 

257: 0 0 0 0 0 0 0 0 

265: 0 0 0 0 0 0 0 0 

273: 0 0 0 0 0 0 0 0 

281: 0 0 0 0 0 0 0 0 

289: 0 0 0 0 0 0 0 0 

297: 0 0 0 0 0 0 0 0 

305: 0 0 0 0 0 0 0 0 

313: 0 0 0 0 0 0 0 0 

321: 0 0 0 0 0 0 0 0 

329: 0 0 0 0 1 0 0 0 

337: 1 0 0 0 0 0 0 0 

345: 0 0 0 0 0 0 0 0 

353: 0 0 0 0 0 0 0 0 

361: 1 0 0 0 0 0 0 0 

1Ct 
;.J1,. ') 

WLLFOIA4312- 001 - 0030581 
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369: 2 0 0 0 0 1 0 1 

Sample Title: 04 

Channell------l-------l-------l-------l-------1-------l-------l-------[ 
377: 0 0 2 0 1 1 4 l 

385: l 0 0 0 0 2 3 l 

393: 2 3 3 1 2 3 2 2 

40l: 3 1 2 0 4 0 0 1 

409: 2 0 l 0 0 0 0 l r 
417: 0 0 1 0 0 0 0 0 I 425: 0 2 0 0 0 0 0 0 

433: 1 0 1 0 0 3 0 2 I 

441: 0 0 0 l 0 0 1 2 I 
449: 4 1 4 3 3 1 2 6 

457: 4 6 3 6 7 2 6 8 

465: 3 2 4 4 2 l 0 1 

473: 3 0 0 1 1 2 3 2 

481: 2 1 2 l 1 0 2 0 

489: 3 0 1 0 0 0 0 l 

497: 1 3 0 3 1 2 1 2 

505: l 0 2 l l 0 0 0 

5l3: 1 0 1 1 0 2 1 l 

521: 2 2 0 3 1 0 2 0 

529: 0 0 1 0 0 l 0 0 

537: 0 0 0 0 0 0 0 0 

545: 0 0 0 0 0 0 0 0 

553: 0 0 0 0 0 0 0 0 

561: 0 0 0 0 0 0 0 0 

569: 0 0 1 0 0 0 0 0 

577: 0 0 0 0 0 0 l 0 

585: 0 0 0 0 0 0 0 0 

593: 0 0 0 0 1 0 0 l 

60l: l 0 0 0 0 0 1 0 

609: 0 0 0 0 1 0 l 0 

617: 0 1 0 0 0 l 0 0 

625: 1 2 0 1 0 0 1 0 

633: 0 1 0 0 0 1 1 2 

64l: 2 0 3 1 0 0 0 2 

649: 0 l l 1 0 2 0 0 

657: 0 1 0 0 0 0 0 0 

665: 0 0 0 0 0 0 0 0 

673: 0 0 0 0 0 0 0 0 

68l: 0 1 0 0 0 0 0 0 

689: 0 0 0 0 0 0 0 0 

697: 0 0 0 0 0 0 0 0 

705: 0 0 0 0 0 0 0 0 

713: 0 0 0 0 0 0 0 0 

721: 0 0 0 0 0 0 0 0 

729: 0 0 0 0 0 0 1 l 

737: 1 0 l 0 1 0 1 1 

745: 0 0 0 1 0 0 0 0 

753: 0 1 0 0 0 0 0 0 

76l: 0 0 0 0 0 0 0 0 

769: 0 0 0 0 0 0 1 0 

777: 0 0 0 1 0 0 0 0 

785: 0 0 0 0 0 0 0 0 

793: 0 0 0 0 0 0 0 0 

1 ~-.... '-) :) 

.,.,.-
WLLFOIA4312- 001 - 0030582 



Channel Data Report 11/21/2014 11:35:55 AM Page 3 

801: 0 0 0 0 0 0 0 0 

Sample Title: 04 

Channell------l-------l-------l-------l-------l-------l-------1-------l 

809: 0 0 0 0 0 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 0 0 0 0 0 0 0 

833: 0 0 0 0 0 0 0 0 

841: 0 0 0 0 0 0 0 0 

849: 0 0 0 0 0 0 0 0 

857: 0 0 0 0 1 0 0 0 

865: 0 0 0 0 0 1 0 0 

873: 0 0 0 0 0 0 0 0 

881: 0 0 0 0 0 0 0 0 

889: 0 0 0 0 0 0 0 0 

897: 0 0 0 0 0 0 0 0 

905: 0 0 0 0 0 0 0 0 

913: 0 0 0 0 0 0 0 0 

921: 0 0 0 0 1 0 0 0 

929: 0 0 0 0 0 0 0 0 

937: 0 0 0 0 0 0 0 0 

945: 0 0 0 0 0 0 1 0 

953: 1 0 0 0 0 0 0 1 

961: 0 0 0 0 0 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1001: 0 0 0 0 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1017: 0 0 0 0 0 0 0 0 

~-
~,._ 

WLLFOIA4312- 001 - 0030583 



Page 1 of 2 

Date : 11/21/2014 

QA SUMMARY REPORT 

Review Of QA Results - Pulser Check 

Time : 5:20:12 AM 

CHAMBER DEVICE PARAMETER FLAG 

Alpha 001 21f ALL Not Done 

Alpha 002 2lf ALL Not Done 

Alpha 003 21f ALL Passed 

Alpha 004 21f ALL Passed 

Alpha 005 21f ALL Not Done 

Alpha 006 2lf ALL Not Done 

Alpha 007 21f ALL Not Done 

Alpha 008 2lf ALL Not Done 

Alpha 009 21f ALL Not Done 

Alpha 010 21f ALL Passed 

Alpha 011 2lf ALL Passed 

Alpha 012 2lf ALL Passed 

Alpha 013 2lf ALL Not Done 

Alpha 014 2lf ALL Passed 

Alpha 015 21f Peak FWFI1v1 Action 

Alpha 016 2lf ALL Not Done 

Alpha 033 Alpha Analystl OODC ALL Passed 

Alpha 034 Alpha Analyst! OODC Peak FWFI1v1 Action 

Alpha 035 Alpha Analystl OODC ALL Passed 

Alpha 036 Alpha AnalystlOODC ALL Passed 

Alpha 037 Alpha AnalystlOODC ALL Passed 

Alpha 038 Alpha Analyst I OODC ALL Passed 

Alpha 039 Alpha Analystl OODC ALL Passed 

Alpha 040 Alpha AnalystlOODC ALL Passed 

Alpha 041 Alpha AnalystlOODC ALL Passed' 

Alpha 042 Alpha Analystl OODC ALL Passed 

Alpha 043 Alpha Analyst! OODC ALL Passed 

Alpha 044 Alpha Analystl OODC ALL Passed 

Alpha 045 Alpha AnalystlOODC ALL Passed 

· Alpha 046 Alpha Analyst I OODC ALL Passed 

Alpha 047 AlphaAnalystlOODC ALL Passed 

Alpha 048 Alpha AnalystlOODC ALL Passed 

Alpha 049 Alpha AnalystlOODC ALL ,t Passed 

Alpha 050 Alpha AnalystlOODC ALL ,X Passed 

Alpha 051 Alpha Analystl OODC ALL v ~\., Passed 

Alpha 052 Alpha Analystl OODC ALL ' Passed 

Alpha 053 Alpha Anaiystl OODC ALL Passed 

Alpha 054 Alpha Analystl OODC ALL Passed 

Alpha 055 AlphaAnalystl OODC PeakFWHM: Action 

Alpha 056 Alpha AnalystlOODC ALL Passed 

Alpha 057 Alpha Analystl OODC ALL Passed 

Alpha 058 Alpha Analyst I OODC ALL Passed. 

11/21/2014 5:20:12 AM 

DATE 

11/21/2014 5:00:18 AM 
11/21/2014 5:00:19 AM 

ll/21/2014 5:00:20 AM 
ll/21/2014 5:00:21 AM 
11/2112014 5:00:21 AM 

11121/2014 5:00:22 AM 
11121/2014 5:00:23 AM 

11/21/2014 5:00:24 AM 
11/21/2014 5:00:26 AM 
11/2112014 5:00:27 AM 
ll/21/2014 5:00:29 AM 
11121/2014 5:00:30 AM 
ll/21/2014 5:00:32 AM 
11/21/2014 5:00:33 AM 
11/21/2014 5:00:35 AM 
11/2112014 5:00:37 AM 
11/21/2014 5:00:39 AM 
11/21/2014 5:00:40 AM 
ll/21/2014 5:00:42 AM 
11121/2014 5:00:43 AM 
11/21/2014 5:00:45 AM 
11/21/2014 5:00:47 AM 
11121/2014 5:00:49 AM 
11121/2014 5:00:50 AM 
11/21/2014 5:00:52 AM 
11/21/2014 5:00:53 AM 
11/21/2014 5:00:56 AM· 
11121/2014 5:00:58 AM 
11/2112014 5:01:00 AM 
11/21/2014 5:01:03 AM 
11/2112014 5:01:06 AM 
11121/2014 5:01:08 AM 
11/2112014 5:01:11 AM 

WLLFOIA4312- 001 - 0030584 



Page 2 of 2 Review of QA Results- Pulser Check 
. 11/21/2014 5:20:12 AM 

CHAMBER DEVICE PARAMETER FLAG DATE 

Alpha 059 A!pha Analystl OODC ALL Passed· 11/2112014 5:01:14 AM 

Alpha 060 Alpha Analystl OODC ALL Passed 11/21/2014 5:01:17 AM 

APPROVEDBY: -----------

APPROVAL DATE: 

168 

WLLFOIA4312- 001 - 0030585 



Library Listing Report 6/~2/~2 12:~6:29 PM Page 1 

************************************************************************* 

***** LIBRARY LISTING REPORT ***** 

************************************************************************* 

Nuclide Library Title: Thorium 

Nuclide Library Description: 

Nuclide Half-Life Energy 
Name (Seconds} (keV ) 

TH-227 6.873E+008 5850.000* 
TH-228 6.034E+007 5400.000* 
TH-229 2.487E+011 4872.000* 
TH-230 2.379E+0~2 4672.000* 
TH-232 4.434E+017 3997.000* 

* ... key line 

TOTALS: 5 Nuclides 5 

Th-227,-228,-229,-230,-232 

Energy 
Uncert. {keV ) 

0.000 
0.000 
0.000 
0.000 
0.000 

Energy Lines 

Yield 
{%) 

97.5000 
99.9400 
99.5200 
99.8200 
~00.0000 

Yield 
Uncert. (Abs. +-) 

0.0000 
0.0000 
0.0000 
0.0000 
0.0000 

1f'11 
.... 0 ~1 

WLLFOIA4312- 001 - 0030586 



SECTION X 

ANALYTICAL DATA (RADIUM-226) 

WLLFOIA4312- 001 - 0030587 
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Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

Work Order 

Analysis Code 

Run 

Date Received 

Lab Deadline 

Client 

Project 

Report Level 

Activity Units 

Aliquot Units 

Matrix 

Method 

Instrument Type 

Radiometric Tracer 

Radiometric Sol# 

Tracer Act (dpm/g) 

Carrier 

Carrier Cone (mg/ml) 

Internal 
Fraction 

01 

02 

11/18/2014 03 

11/24/2014 04 

Feezor Engineering, Inc. 

FEEBRI 

4 

pCi 

I 

WA 

EPA 903.0 Modified 

Alpha Spectroscopy 

Ba-133 

Ba-6a 

909.766 

Sample 
Desc 

LCS 

MBL 

DUP 

DO 

-·-·-··-··-·· 

14-11095 
Ra226 
Run 1 

Client 
ID 

LCS 

BLANK 

FEE-BRI-W-FADW29206L 

FEE-BRI-W-FADW29206L 

Login 
CPM 

39 

39 

Printed: 11120/2014 9:45AM 
Page 1 of3 

Sample Sample 
Date Aliquot 

11/18/14 00:00 1.0000E+OO 

11/18/14 00:00 1.0000E+OO 

11/13/14 00:00 5.0000E-01 

11/13114 00:00 5.0000E-01 

t,...,., ... 
~-.J 

• SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. •• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 

l'~ 

! 
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0 
0 
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;,J 

Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

I 
Tracer Internal I Sample 

Fraction Desc Aliquot(g) 
I 

01 LCS 0.9054 

02 MBL 0.9034 

03 DUP 0.9051 

04 DO 0.9047 

Tracer Total Radiometric l Radiometric 
ACT(dpm) Tracer (pCi) %Rec 

823.7 345.0 92.981 

821.9 364.0 98.32 

823.4 551.0 148.55 

823.1 536.0 144.57 

14-11095 
Ra226 
Run 1 

Grav Carrier I 
Added(ml) 

Grav Filter I 
Tare(g) 

0.0221 

0.0215 

0.0216 

0.0211 

._ .... 

Grav Filter Grav Filter Grav 
Final (g) Net(g) %Rec 

0.0281 0.0060 

0.0284 0.0069 

0.0285 0.0069 

0.0289 0.0078 

Printed: 11/20/2014 9:45AM 
Page 2 of3 

Mean SAF SAF 
%Rec 1* 2* 

92.98 2.16 1.00 

98.32 2.47 1.00 

110.00 2.47 1.00 

110.00 2.72 1.00 

................ .. ............ .. ...... 

··-

• SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. •• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 
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Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

Internal Sample 
Fraction Desc 

01 LCS 

02 MBL 

03 DUP 

04 DO 

--

Rough Prep Rough Prep 

I 
Prep 

Date By Date 

11/18/1415:46 

11/18/14 15:46 

11/18/1415:46 

11/18/1415:46 

-·· ~··-·· 

I 

I 

14-11095 
Ra226 
Run 1 

Prep 
By 

LWALKER 

LWALKER 

LWALKER 

LWALKER 

I 

Sep to 
Date/Time 

11/19/14 12:20 

11/19/1412:20 

11/19/14 12:20 

11/19/14 12:20 

~··-·· 

-

Sep tO 
By 

RMARTZ 

RMARTZ 

RMARTZ 

RMARTZ 

-

Printed: 11/2012014 9:45AM 
Page3 of3 

Sept1 Sep t1 
Date/Time By 

j * SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. ** Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 

i 
I 
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0 ...... 
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81 
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01 
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Eberline Services 
Oak Ridge Laboratory 

~ 
~ 

§ 
~ 

{; 
0 
u 
.!:(! 
!2, 

] 

..... 

~ 

1"-<>\ 
- .J 

1-J..;.. 

I 

""'"" 

CD 
N 
N 
n:s 

et:: 

t.5 
c: -
~ 

C) 
c 
'i: 
(!,) 
(!,) 
c: ·-C) 
c 
w .... 
0 
N 
(!,) 
(!,) 

LL. 

Lab 
Nuclide 

Fraction 

01 RA-226 

02 RA-226 

03 RA-226 

04 RA-226 

-·-··-··-·· 

Sample 
Desc 

LCS 

MBL 

CUP 

DO 

-··-· 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11 095-Ra226-1 

Client Activity 
Results I Error Estimate MOA 

Identification Units 

LCS pCi/1 1.10E+01 1.26E+OO 2.15E-01 

BLANK pCi/1 2.46E-02 7.50E-02 1.78E-01 

FEE-BRI-W-FADW29206L pCi/1 1.80E+OO 7.50E-01 3.80E-01 

FEE-BRI-W·FADW29206l pCI/1 1.70E+OO 7.38E-01 4.50E-01 

--··-··-· ··-- << -·-··-··-··-

LCS LCS 
Known %R 

9.98E+OO 110.38 

--·-· 

Printed: 11/20/2014 3:13PM 
Page 1 of 3 

LCS RPD MDA ·Blank 

Flag Flag Flag Flag 

OK OK 

OK OK 

NA OK 

OK 

~··----~- ---------

! 
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N 
I 

0 
0 ...... 
I 

0 
0 

1· ... w 
0 
01 -...:: 
(!) 
N ;_,n 

Eberline Services 
Oak Ridge Laboratory 

Lab I 
Fraction 

Nuclide 

01 RA-226 

02 RA-226 

~ 

03 RA-226 

04 RA-226 

<D 
N 
N 
a:s 

r:t: 

. 
(.) 
c -.. 
tn c 

•t: 
G) 
G) 
c ·-tn 
c 
w ... 
0 
N 
(1) 
G) 
u.. 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11 095-Ra226-1 

Sample Sample Sample Radiometric Grav Mean 

Desc Date Aliquot %Rec %Rec %Rec 

' 
LCS 11/18/14 00:00 1.00E+OO 92.98 0.00 92.98 

MBL 11/18/14 00:00 1.00E+OO 98.32 0.00 98.32 

I 

DUP 11/13/14 00:00 5.00E-01 100.00 0.00 110.00 

DO 11113114 00:00 5.00E-01 100.00 0.00 110.00 

·-··-··-··-··- . 

SAF 

Printed: 11/20/20.14 3:13PM 
Page 2 of 3 

SeptO Sept1 
Date/Time Date/Tim& 

11/19/201412:20 

11/19/201412:20 

11/19/201412:20 

11/19/2014 12:20 
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0 j; 
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I 
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Eberline Services 
Oak Ridge Laboratory 

Lab 
Nuclide 

Fraction 

01 RA-226 

02 RA-226 

~ 

03 RA-226 
~·-·-·-··-··-·· 

04 RA-226 

CD 
N 
N cu 
0:: 

' 

. 
(.) 
c -a; 
c ·.: 
Cl) 
Cl) 
c ·-tn c w 
""' 0 
N 
Cl) 
Cl) 

Ll. 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-Ra226-1 

Sample Counting Halfllfe Detect Carrier 
Count 

Counts 
Desc Daterrime (days) Time 

LCS 11/20/14 11:29 A_ Spec Alpha_033 170 3.23 E+02 

MBL 11/20/14 11:29 A_ Spec Alpha_034 170 6.60 E-01 

DUP 11/20/1411:28 A_Spec Alpha_035 170 2.27 E+01 

DO 11/20/1411:28 A_ Spec Alpha_036 170 2.13 E+01 

. '-

Bkg 
CPM 

6.00 E·03 

2.00 E-03 

2.00 E-03 

4.00 E-03 

·--

Printed: 11/20/2014 3:13PM 
Page 3 of3 

Eff 

18 

17.9 

16.5 

18.1 

' 

·-·-
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I .. 

·-..£ 
l 
~ 

Count Room Report 
Client: Feezor Engineering, Inc. 

Internal j Sample Client 
Fraction Desc fD 

01 LCS LCS 
~·-·--·-·-· 

02 MBL BLANK 

03 DUP FEE-BRI-W-FADW29206L 

04 DO FEE-BRI-W-FADW29206L 

14M11 095-Ra226-1 (pCi/1) in WA 
Tracer ID: Ba-6a 

Sample Sample Tracer 
Date Aliquot Aliquot (g) 

11/18/14 00:00 1.0000 0.9054 

11/18/14 00:00 1.0000 0.9034 

11/13/14 00:00 0.5000 0.9051 

11/13/14 00:00 0.5000 0.9047 

Tracer 
ACT(dpm) 

823.7021 

821.8826 

823.4292 

823.0653 

Radiometric 
Tracer (pCI) 

345.0000 

364.0000 

551.0000 

536.0000 

Printed: 1112012014 9:45AM 
Page 1 of1 

Radiometric SAF SAF 
%Rec 1* 2* 

92.98 2.16 1.00 

98.32 2.47 1.00 

148.55 2.47 1.00 

144.57 2.72 1.00 

I 

I 
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01 

Eberline Services 
Oak Ridge Laboratory 

~ 

14-11095 1 

LCS & M~trix Spikes 

Isotope i Sol# 
Activity ' 
dpmlg 

Ra-226 Ra-Sb 44.041 

.. _ .. _ .. _ .. ~ 

I 
fraction ' Isotope 

. ·. 
Ba..Sa 

Ba-6a 

Ba..Sa 909.766_~11/18/2014 . 

Ba-6a 909.766 11/18/2014 

--~-
I ----r. 

+-----+--
! 

1 

}-~ 

.~J-
Version 2.0 08199 

00 

----·········----·- ··-····-················· ······-·········------·-·····-··--······----·--·······-·----·-··· 

Spike and Tracer Worksheet 

Anal SIS Code Technician 

Ra226 LWALKER 

LOS MS LCSO MS[) LCS MS 

Volume Known Error Added Error 

Used(g) pCi Estimate pCI Estimate 

9.98 0.459 o.oo· 0.000 

----~- -·~-·· ---· 

Balao~e Printer Tapes 

Approx Tracer 
Addition 

1.1100 

1.1100 

1.1100 

e.·:::~~:::J:::t4 9 ... 
0.9034 9 
0.9051 9 
0.9047 9 

·--

Known 
pCi 

0.00 

.......... 

Page1 of1 
Printed: 11/18/2014 3:46PM 

Error Added Error 
Estimate pCI Estimate 

0.000 0.00 0.000 

··-·-·· 

LCS 

0.5031 '3 

Matrix Spike 
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Eberline Analytical 
Oak Ridge Laboratory Aliquot Worksheet 

RMARTZ 

Printed: 11/20/2014 7:34AM 
Page 1 of 1 

Lab Feezor Engineering, Inc. I sampl.e ,. . -.··· Aliqu_!)t Data I MS ~liquet Data 

Ratio I . . 
Client10 I Type.-· Post/Pre Aliquot•·. NetEquiv NetEquiv Fraction Aliquot 

H-3 Solids Only 
Water Added H3 Dist-

(mll ,, Aliq 

01 LCS LCS ·:· · · .· • · 1,00E+OO ·1.0000E+OO 1.:0000E+OO 

02 -~ BLANK' . M.Bl .. · ' . :, : UOE+OO t.OO,OQE+OO 1.0000E+OO, 

E
~oi FEE-BRI-W-FADW29206L·+-""'ouj)_ · ·. . . , . ~ < . · 1 2.00 s.OOE-01 1~-0000E+OO 5.0000E-01 

04 FEE-BRI-W-FADW29206L DO .. · ··.• ,• . 1 2.00 5;00E-01 1.0000E+OO 5.0000E-01 
____ ,____ . < .. · . :, ' --·------ • 

- ' 
. ,. . . 

I ----------

··--+---·" 

I Comments I --- -· I 

H 
~J 

w 

l 

~
it 

'\ 
Technician: ~ Date \\~ ,\'1 

---
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Eberline Analytical 
Oak Ridge Laboratory 

~ EBER~INE a SERVICES 

Dilution Worksheet 

Dilution 
Number 

... 

1 I took 

2 I 
I I topk I 

3 I. I took I 

4 I I took I 

5 I I took j 

Dilutions 
Taken 

Amount 
Taken 

10 

I 

I 

I 

I 

1 

Diluted by: 

\ 
~ 

Units 

ml 

ml 

·ml 

·ml 

ml 

InternaiVVorkOrder 

Fraction 

Ana lysis Code 

Run Number 
Analyst 

Diluted 
. .. To 

20 from the original sample 
and diluted it to 

I from the 1st dilution 
and diluted it to 

I from the 2nd dllution 
and diluted it to 

I from the 3rd dilution 
and diluted it to 

l from the 4th dilution 
and diluted it to 

Dilution Ratio 

Dilution Factor 

Printed: 11/20/2014 7:34AM 
Page 1 of 1 

14-11095 

> 03 < 
Ra226 -

1 
RMARTZ 

Units I Ratio 

ml I 0.5000 • 

-

ml 
-
ml 
-
ml 
-
ml 

0.5 

2 

Date: 
Jf (?t2J( ~~ 

·~ 
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Eberline Analytical 
Oak Ridge Laboratory 

. ( EBERLINE 
~ SERVICES 

Dilution Worksheet 

Dilution 
Number 

... 

1 1 took 

2 I took 

3 I took 

4 I took 

5 I took 

Dilutions 
Taken 

Diluted by: 

Amount 
Taken 

/·"10 

1 

Units 

ml 

ml 

ml 

ml 

ml 

Internal Work Order 

Fraction 

Analysis Code 
Run Number 

Analyst 

Diluted ... To 

from the original sample 20 
and diluted it to 

from the 1st dilution 
and diluted it to 

from the 2nd dilution 
and diluted it to 

from the 3rd dilution 
and diluted it to 

from the 4th dilution 
and diluted it to 

Dilution Ratio 

Dilution Factor 

Printed: 11/20/2014 7:34AM 
Page 1 of 1 

14-11095 

> 04 < 
Ra226 

1 
RMARTZ 

Units Ratio 

ml 0.5000 
I 

ml I 
' 
i 

ml I 
ml 

' I 

I 
ml I 

0.5 

2 

Date: 

\\ F~l rL{ 



Eberline Analytical 
Oak Ridge Laboratory Aliquot Worksheet 

LWALKER 

Printed: 11118/2014 3:51 PM 
Page 1 of 1 

Lab 
Fraction 

Feezor Engineering, Inc. I sample Muffle Data Dilution Data MS Aliquot Data I H-3 Solids Only~ 

Ratfo · I Water Added I H3 Dlst 

. •' ,;,.. ClientiD · I Type .PosflP.f'6" · :on !factor Aliquot I NeH::qulv 

I 
'-

... 
01 J_. --· LCS ; LCS .... 10! BlANK : Mst.· 1l>OOOE.OO 

03 : FEE-BRI-W-FADW29206L DUP f:OOOOE+OO 

04 ~ .. ~RI-W-FADW29206L DQ~ l--::-'-----f:-:-:'::-::-:::-~1-'-----'-'--+--:--:---.......:t-'-'.......:~---t 1.0000E+OO 1.0000E+OO 

i • • 
-... 

! 
: 

··--+ -

--
····-

-

-
~ 

~ I Comments I I 
~ 
w ...... 
N 

0 

~1 
0 
0 
w 
0 
01 
(!) 
(!) 

:-"""' 
(~) 

t \..} 
Technician: 

7
.c:t==tX..I...../ ~--- .._...f"..X/ .,_.... DateJL/g,_d: 
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r 
r 
"'Tl 
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~ 
w ...... , 
Nj 
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0 
0 

0 
0 
w 
0 
0) 
0 
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I 
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f·..a. 
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Eberline Services - Oak Ridge 
Version 1.0 9/1999 

Work Order 

·TRetec Feezor Engineering; lne. 

Fraction Client ID 

01 LCS ·:;£~1 ~ 

02 BLANK · .. :.~ .. --. 
-~.. M 

03 _ DUP.. ,: . 

04 FEE-BRI-W-FADW29206l 

[-···· 

c------ -·· 
.. 

.. 

. 

1---·· 

1---· 

---

...... _ r-·-
~---- .~ .. 

... ......... 

~ 
Technician: . '\. 

Sample 
" 

Type 

LCS 

MBL 

DUP 

DO 

--·--
...... -

.. 

.. 
.. 

1---
... 

L. ...... 

Gravimetric Worksheet 

Analysis 
Code 

Ra226 

Carrier Data ' · 
Carrier Added 

(ml) ... 
-

~: .. 
... , 

[---·-----~~---

---· ----

·--------

Gravimetric 
Carrier 

Filter Data 
Filter Tare I Filter Final 

(g) 
l (g) 

0.0221 0.0281 
. 0.0215 0.0284 
0.0216 0.0285 
0.0211 0.0289 

1 

i 

---r· 
I 

-+ 
---·: 

Date n w l '--(, 
~'_I 

•'. 

Carrier Cone 
(mg/ml) 

Filter Net 
(g) 

.. 0.0060 

0.0069 

0.0069 

0.0078 

Printed: 11120/2014 7:31 AM 
Page 1 of 1 

Technician 

RMARTZ 

Gravimetric 
% I 

Recoverj. I·· .. 

.·· ·' 
' . 

. ·.• 
J 

. ·. ' 

I 

I 

• 



Sample Description: 
Spectrum File: 
Batch Identification: 
Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Generic Mult. Factor: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Chern. Recovery Factor: 

Counting Efficiency: 
Effective Efficiency: 

SPIKE 
\\OR-ALPHA1\Canberra\ApexAlpha\Root\Data\00001029 

1411095A-RA 
01 
Shelf 2 
Ra 

Alpha_033 
04026479A 
91132 
System Bkgd 101692 

<not performed> 

1.000E+000 +/- O.OOOE+OOO liter 

2.160E+OOO Generic Div. Factor: 

11/20/2014 10:11:54 AM 
11/20/2014 11:29:01 AM 

170.0 minutes 
170.0 minutes 

0.9298 +/-
0.1805 +/-
0.1678 +/ 

0.0000 
0.0032 on 10/25/2014 
0.0030 

1.000E+000 

2:26:39 PM 

Control Certificate Name: Ra226_Ra-5b 

Chern. Recov. of Control: RA-226 0.510970 +/ 0.033574 

Peak Match Tolerance: 0.350 MeV 

PEAK AREA REPORT 
----- ------ -----

Energy Net Pk Area Ambient 

Nuclide 
----- ------

RA-224 
RA-226 

Nuclide 

RA-224 
RA-226 

Id 
Conf. 

0.971 
0.976 

(MeV) 

5.536 
4.647 

Pk Area Error % Backgnd 

- .... --- -- ... - ... - ----- -----
326.64 10.87 1.36 

322.98 10.93 1. 02 

NUCLIDE ANALYSIS RESULTS 

Energy 
{keV) 

Activity 
{pCi/liter 

5685.50* 
4785.00* 

1.17E+001 +/- 1.34E+000 
1.10E+001 +/ 1.26E+000 

Reagent 
Backgnd 

O.OOE+OOO 
O.OOE+OOO 

FWHM 
(keV) 

8.5 
5.0 

MDA 
(pCi/liter 

2.46E-001 +/- 8.48E-003 
2.15E-001 +/ 7.41E-003 

WLLFOIA4312- 001 - 0030601 
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3500 4000 4500 

ROI Type: 1 

0000102921.CNF 

5000 
Energy(kev) 

.... 
"' 
~ 

5500 

Live Time :10200.000 sec 
Rea1 Time :10200.500 sec 
start: 1:3473.4(kev) 
stop : 1024:6532.2(kev) 
Acq. start :Thu Nov 20 11:29:01 2014 

6000 6500 



I 
Channel Data Report 11/20/2014 2:39:46 PM Page 1 ! 

I 
******************************************************* I 
***** S P E C T R A L DATA REPORT ***** 
******************************************************* 

Sample Title: 01 

Elapsed Live time: 10200 

Elapsed Real Time: 10201 

Channell-- --1--- ---1-- ----1 ----- 1-------1-------1 ----- !-------1 
1: 0 2 1 0 0 0 0 0 

9: 0 0 0 1 2 0 1 2 

17: 0 0 1 0 0 2 1 1 

25: 3 1 0 0 0 1 1 0 

33: 2 0 3 0 1 0 1 0 

41: 1 0 1 2 1 0 0 0 

49: 0 1 0 1 0 0 1 2 

57: 1 0 0 0 1 1 0 1 

65: 1 3 0 0 2 1 1 0 

73: 0 0 0 1 2 1 2 0 

81: 3 1 2 1 4 1 0 3 

89: 1 0 2 2 1 0 1 0 

97: 1 0 3 0 0 0 2 1 

105: 2 1 1 0 1 2 2 0 

113: 0 1 1 1 1 2 3 1 

121: 2 0 0 1 1 1 0 0 

129: 0 0 0 1 2 0 0 4 

137: 1 1 2 2 0 0 0 3 

145: 0 1 2 0 0 0 1 0 

153: 3 2 3 1 1 3 3 1 

161: 1 4 2 3 3 5 2 2 

169: 2 1 1 1 2 2 0 3 

177: 0 1 3 1 2 4 1 0 

185: 1 2 3 3 2 1 2 1 

193: 1 0 0 1 2 3 1 3 

201: 0 0 0 1 1 3 0 1 

209: 0 1 2 2 1 4 0 1 

217: 1 1 0 2 1 3 1 5 

225: 1 4 3 2 1 2 0 2 

233: 1 4 3 0 1 3 1 6 

241: 1 1 1 0 1 0 1 0 

249: 2 1 2 2 2 2 0 2 

257: 1 1 3 3 0 1 1 1 

265: 2 2 6 3 5 1 1 1 

273: 3 0 1 4 1 0 0 2 

281: 1 1 2 1 2 4 3 2 

289: 2 1 1 2 3 1 0 5 

297: 2 0 0 2 0 2 1 0 

305: 2 2 3 3 2 1 1 1 

313: 2 3 2 5 4 2 3 2 

321: 3 2 4 5 4 2 0 4 

329: 2 1 5 1 4 7 3 6 

337: 1 1 4 3 3 1 3 2 

345: 0 2 0 3 2 4 2 2 

353: 3 0 3 5 2 4 3 1 

361: 6 2 6 1 4 2 3 1 

tar ..... ~ :) 

WLLFOIA4312- 001 - 0030603 



Channel Data Report 11/20/2014 2:39:46 PM Page 2 

369: 4 1 3 1 0 3 0 2 

Sample Title: 01 

Channell------l-------1-------l-------l-------l-------l-------l-------l 

377: 4 2 2 4 2 1 0 3 

385: 1 2 3 1 4 2 1 3 

393: 3 7 3 3 1 1 5 1 

401: 2 6 4 5 4 2 4 5 

409: 4 4 5 1 3 4 1 6 

417: 2 4 3 5 3 3 4 2 

425: 2 3 1 3 3 2 8 4 

433: 1 0 1 5 4 2 3 2 

441: 4 2 3 2 0 1 2 2 

449: 0 4 2 1 0 1 2 0 

457: 1 2 2 2 4 1 2 3 

465: 2 1 0 3 1 7 0 4 

473: 1 3 1 2 2 1 2 1 

481: 1 0 2 1 3 2 1 1 

489: 1 0 4 5 1 2 2 1 

497: 3 0 3 1 2 0 4 1 

505: 1 1 5 2 0 1 2 2 

513: 1 5 1 2 1 0 0 0 

521: 4 0 4 2 4 1 3 1 

529: 1 3 3 3 1 0 3 2 

537: 3 1 0 2 4 1 5 0 

545: 3 3 5 2 3 6 1 1 

553: 0 1 4 2 2 0 2 1 

561: 2 2 4 4 2 0 2 2 

569: 0 1 2 3 2 4 3 5 

577: 2 5 0 1 2 5 5 2 

585: 3 5 1 3 2 2 1 2 

593: 0 6 1 4 0 0 1 2 

601: 1 4 2 2 3 5 1 6 

609: 1 2 1 3 0 2 0 1 

617: 3 3 4 3 4 6 4 1 

625: 2 2 4 3 1 5 4 2 

633: 3 3 4 0 5 1 3 3 

641: 0 5 2 4 1 5 3 3 

649: 4 4 1 4 6 2 3 5 

657: 3 2 2 4 4 1 1 2 

665: 6 1 1 4 3 3 2 2 

673: 1 2 3 5 5 5 3 5 

681: 0 1 1 1 1 1 1 2 

689: 4 5 7 1 6 4 2 7 

697: 1 1 5 5 5 4 1 3 

705: 3 2 1 2 2 5 3 5 

713: 2 5 2 6 6 3 4 2 

721: 5 3 5 0 3 6 5 5 

729: 2 3 3 3 4 3 4 1 

737: 2 4 3 3 3 2 3 5 

745: 5 3 0 3 2 3 1 4 

753: 3 4 6 6 2 1 4 2 

761: 1 3 3 4 4 2 3 2 

769: 2 1 0 0 2 2 3 3 

777: 2 3 2 3 5 2 2 4 

785: 3 2 1 4 2 2 5 3 

793: 2 3 2 1 3 2 2 1 

f ''7 ... () ' 

WLLFOIA4312- 001 - 0030604 



Channel Data Report 11/20/2014 2:39:46 PM Page 3 

801: 4 1 2 3 1 1 1 9 

Sample Title: 01 

Channel\------l-------l-------l-------l-------l-------1-------l-------l 

809: 7 0 1 1 3 1 2 2 

817: 4 1 4 8 5 3 1 9 

825: 1 2 3 3 3 2 1 4 

833: 4 0 4 4 1 2 5 5 

841: 3 3 3 5 4 5 0 3 

849: 3 2 2 3 1 2 2 1 

857: 5 4 1 0 2 0 2 4 

865: 6 2 1 4 3 2 4 3 

873: 4 3 3 0 2 7 1 1 

881: 2 2 0 2 2 2 0 4 

889: 1 2 2 3 2 4 4 3 

897: 3 3 2 0 2 3 1 5 

905: 1 1 1 2 5 1 1 0 

913: 3 4 4 1 4 3 1 4 

921: 3 0 2 4 2 1 3 3 

929: 1 4 2 4 1 2 0 4 

937: 0 3 0 4 3 1 2 5 

945: 1 2 3 1 1 2 4 1 

953: 2 1 2 1 1 0 2 0 

961: 0 0 5 4 1 3 0 0 

969: 0 3 0 2 1 3 1 1 

977: 2 1 2 1 3 1 1 1 

985: 1 1 0 3 3 1 0 2 

993: 1 1 1 0 3 1 4 1 

1001: 0 2 2 3 0 2 0 3 

1009: 0 3 4 1 0 1 1 2 

1017: 2 2 3 2 3 3 1 0 

WLLFOIA4312- 001 - 0030605 



~Apex-Alpha"' 
Sample Description: 
Spectrum File: 
Batch Identification: 
Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Generic Mult. Factor: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Chem. Recovery Factor: 
Counting Efficiency: 
Effective Efficiency: 

Peak Match Tolerance: 

-- -------
Energy 

Nuclide (MeV) 
------

RA-224 5.568 
RA-226 4.511 

BLANK 
\\OR-ALPHA1\Canberra\ApexAlpha\Root\Data\00001028 

1411095A-RA 
02 
Shelf 2 
Ra 

Alpha_034 
04026479B 
91136 
System Bkgd 101693 

<not performed> 

1.000E+000 +/ O.OOOE+OOO liter 

2.470E+OOO Generic Div. Factor: 

11/20/2014 10:11:54 AM 
11/20/2014 11:29:02 AM 

170.0 minutes 
170.0 minutes 

0.0000 

1.000E+000 

0.9832 +/-
0.1789 +/-
0.1759 +/-

0.0031 on 10/25/2014 2:30:05 PM 

0.0031 

0.350 MeV 

----- ----- --- .... -
PEAK AREA REPORT 

------
Net Pk Area Ambient Reagent FWHM 

Pk Area Error % Backgnd Backgnd (keV) 

------
4.00 109.57 0.00 O.OOE+OOO 6.0 

0.66 305.43 0.34 O.OOE+OOO 3.0 

NUCLIDE ANALYSIS RESULTS 

Nuclide 
Id 

Conf. 
Energy 
(keV) 

Activity 
(pCi/liter ) 

MDA 
(pCi/liter 

RA-224 
RA-226 

0.982 
0.907 

5685.50* 
4785.00* 

1.57E-001 +/- 1.72E-001 

2.46E-002 +/- 7.50E-002 
2.35E-001 +/- 8.05E-003 

1.78E-001 +/- 6.10E-003 

WLLFOIA4312- 001 - 0030606 
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ROI Type: 1 

' 
4000 4500 

0000102895.CNF 

5000 
Energy(kev) 

5500 

Live Time :10200.000 sec 
Real Time :10200.500 sec 
Start: 1:34S3.4(kev) 
stop : 1024:6510.9(kev) 
Acq. Start :Thu Nov 20 11:29:02 2014 

6000 6500 



Channel Data Report 11/20/2014 2:40:08 PM Page 1 

******************************************************* 

***** S P E C T R A L DATA REPORT ***** 

******************************************************* 

Sample Title: 02 
I 

Elapsed Live time: 10200 

Elapsed Real Time: 10201 

Channell--- --1-------1-------1 -1------ 1-------1-------1 ------1 
1: 0 0 0 0 0 0 0 0 

9: 0 0 0 0 0 0 0 0 

17: 0 0 0 0 0 0 0 0 

25: 0 0 0 0 0 0 0 0 

33: 0 0 0 0 0 0 0 0 

41: 0 0 0 0 0 0 0 0 

49: 0 0 0 0 0 0 0 0 

57: 0 0 0 1 0 0 0 0 

65: 0 0 0 0 0 0 0 0 

73: 0 0 0 0 0 0 0 0 

81: 0 0 0 0 0 0 0 0 

89: 0 0 0 0 0 0 0 0 

97: 0 0 0 0 0 0 0 0 

105: 0 0 0 0 0 0 0 0 

113: 0 0 0 0 0 0 0 0 

121: 0 0 0 0 0 0 0 0 

129: 0 0 0 0 0 0 0 0 

137: 0 0 0 0 0 0 0 0 

145: 0 0 0 0 0 0 0 0 

153: 0 0 0 0 0 0 0 0 

161: 0 0 0 0 0 0 0 0 

169: 0 0 0 0 0 0 0 0 

177: 0 0 0 0 0 0 0 0 

185: 0 0 0 0 0 0 0 0 

193: 0 0 0 0 0 0 0 0 

201: 0 0 0 0 0 0 0 0 

209: 0 0 0 0 0 0 0 0 

217: 0 0 0 0 0 0 0 1 

225: 0 0 0 0 0 0 0 0 

233: 0 0 0 0 0 0 0 0 

241: 0 0 0 0 0 0 0 0 

249: 0 0 0 0 0 0 0 0 

257: 0 0 0 0 0 0 0 0 

265: 0 0 0 0 0 0 0 0 

273: 0 0 0 0 0 0 0 0 

281: 0 0 0 0 0 0 0 0 

289: 0 0 0 0 1 0 0 0 

297: 0 0 0 0 0 0 0 0 

305: 0 0 0 0 0 0 0 0 

313: 0 0 0 0 0 0 0 0 

321: 0 0 0 0 0 0 0 0 

329: 0 0 0 0 0 0 0 0 

337: 0 0 0 0 0 0 0 0 

345: 0 0 0 0 0 0 0 0 

353: 0 0 1 0 0 0 0 0 

361: 0 0 0 0 0 0 0 0 

1'91 
..;. ' ~ .... 

WLLFOIA4312- 001 - 0030608 



Channel Data Report 11/20/2014 2:40:08 PM Page 2 l 
I 

369: 0 0 0 0 0 0 0 0 

r 
Sample Title: 02 ' 

Channell------l-------l-------1-------l-------\-------l-------l-------l 

377: 0 0 0 0 0 0 0 0 

385: 0 0 0 0 0 0 0 0 

393: 0 0 0 0 0 0 0 0 

401: 0 0 0 0 0 0 0 0 

409: 0 0 0 0 0 0 0 0 

417: 0 0 0 0 0 0 0 0 

425: 0 0 0 0 0 0 0 0 

433: 0 0 0 0 0 0 0 0 

441: 0 0 0 0 0 0 0 0 

449: 0 0 0 0 0 0 0 0 

457: 0 0 0 0 0 0 0 0 

465: 0 0 0 0 0 0 0 0 

473: 0 0 0 0 0 0 0 0 

481: 0 0 0 0 0 0 0 0 

489: 0 0 1 0 0 0 0 0 

497: 0 0 0 0 0 0 0 0 

505: 0 0 0 0 0 0 0 0 

513: 0 0 0 0 0 0 0 0 

521: 0 0 0 0 0 0 0 0 

529: 0 0 0 0 0 0 0 0 

537: 0 0 0 0 0 0 0 0 

545: 0 0 0 0 0 0 0 0 

553: 0 0 0 0 0 0 0 0 

561: 0 0 0 0 0 0 0 0 

569: 0 0 0 0 0 0 0 0 

577: 0 0 0 0 0 0 0 0 

585: 0 0 0 0 0 0 0 0 

593: 0 1 0 0 0 0 0 0 

601: 1 0 0 0 1 0 0 0 

609: 0 0 0 0 0 0 0 0 

617: 0 0 0 0 0 0 0 0 

625: 0 0 0 0 0 0 0 0 

633: 0 0 0 0 0 0 0 0 

641: 0 0 0 0 0 0 0 0 

649: 0 0 0 0 0 0 0 0 

657: 0 0 0 0 0 0 0 0 

665: 0 0 0 0 0 0 0 0 

673: 0 0 0 0 0 0 0 0 

681: 0 0 0 0 0 0 0 0 

689: 0 0 0 0 0 1 1 0 

697: 0 0 0 0 0 0 0 0 

705: 0 0 0 0 0 0 0 0 

713: 0 0 0 0 0 0 0 0 

721: 1 0 0 1 0 0 0 0 

729: 0 0 0 0 0 0 0 0 

737: 0 0 0 0 0 0 0 0 

745: 0 0 0 0 0 0 0 0 

753: 0 0 0 0 0 0 0 0 

761: 0 0 0 0 0 0 0 0 

769: 0 1 0 0 0 0 0 0 

777: 0 0 0 0 0 0 0 0 

785: 0 0 0 0 0 0 0 0 

793: 0 0 0 0 0 0 0 0 

19'') 
-- w, 

WLLFOIA4312- 001 - 0030609 



Channel Data Report 11/20/2014 2:40:08 PM Page 3 

801: 0 0 0 0 0 0 0 0 

Sample Title: 02 

Channell------l-------l-------1-------l-------l-------1-------l-------! 

809: 0 0 0 0 0 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 0 0 0 0 0 0 0 

833: 0 0 0 0 0 0 0 0 

841: 0 0 0 0 0 0 0 0 

849: 0 0 0 0 0 0 0 0 

857: 0 0 0 0 0 0 0 0 

865: 0 0 0 0 0 0 0 0 

873: 0 0 0 0 0 0 0 0 

881: 0 0 0 0 0 0 0 0 

889: 0 0 0 0 0 0 0 0 

897: 0 0 0 0 0 0 1 0 

905: 0 0 0 0 0 0 0 0 

913: 0 0 0 0 0 0 0 0 

921: 0 0 0 0 0 0 0 0 

929: 0 0 0 0 0 0 0 0 

937: 0 0 0 0 0 0 0 0 

945: 0 0 0 0 0 0 0 0 

953: 0 0 0 0 1 0 0 0 

961: 0 0 0 0 0 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1001: 0 0 0 0 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1017: 0 0 0 0 0 0 0 0 

WLLFOIA4312- 001 - 0030610 



Sample Description: 

Spectrum File: 
Batch Identification: 

Sample Identification: 

Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 

Detector Serial Number: 

Env. Background: 
Reagent Blank: 

Sample Size: 
Generic Mult. Factor: 

Sample Date/Time: 
Acquisition Date/Time: 

Acquisition Live Time: 

Acquisition Real Time: 

Chem. Recovery Factor: 

Counting Efficiency: 

Effective Efficiency: 

Peak Match Tolerance: 

Energy 

Nuclide (MeV) 
----- - .... ---

RA-224 5.51.7 

RA-226 4.593 

FEE-BRI-W-FADW29206L DUP 

\\OR-ALPHA1\Canberra\ApexAlpha\Root\Data\00001028 

141.1095A-RA 
03 
Shelf 2 
Ra 

Alpha_035 
04026477A 
59771. 
System Bkgd 101694 

<not performed> 

S.OOOE-001 +/- O.OOOE+OOO liter 

2.470E+000 Generic Div. Factor: 1.000E+000 

11./13/2014 10:11:54 AM 

11/20/2014 1.1:28:58 AM 

1.70.0 minutes 
1.70.0 minutes 

0.0000 1.0000 +/-
0.1.647 +/-
0.1.647 +/ 

0.0029 on 1.0/25/201.4 2:34:10 PM 

0.0029 

0.350 MeV 

PEAK AREA REPORT 
---- - .... -- ---- - .... --- -

Net Pk Area Ambient Reagent FWHM 

Pk Area Error % Backgnd Backgnd {keV) 

----- ----- ---- -----
9.64 68.1.4 1.. 36 O.OOE+OOO 3.0 

22.66 41..53 0.34 O.OOE+OOO 6.0 

NUCLIDE ANALYSIS RESULTS 

Nuclide 
Id 

Conf. 
Energy 
{keV) 

Activity 
(pCi/liter ) 

MDA 
(pCi/liter 

RA-224 
RA-226 

0.964 
0.953 

5695.50* 
4785.00* 

8.07E-001. +/- 5.51E-001 

1.80E+000 +/ 7.50E-001. 
5.74E-001. +/ 1..99E-002 

3.80E-001. +/- 1.32E-002 

.,.... 
WLLFOIA4312- 001 - 0030611 
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I 

4000 4500 

0000102896.CNF 

5000 
Energy(kev) 

5500 

Live Time :10200.000 sec 
Real Time :10200.400 sec 
Start: 1:3472. 2(kev) 
Stop : 1024:6529.6(keV) 
Acq. start :Thu Nov 20 11:18:58 2014 

6000 6500 



Channel Data Report 11/20/2014 2:40:16 PM Page 1 

******************************************************* 
***** S P E C T R A L DATA REPORT ***** 
******************************************************* 

Sample Title: 03 

Elapsed Live time: 10200 

Elapsed Real Time: 10200 

Channell---- -1---- --1--- ---1- ----1 ----- 1---- --1-------1------ I 
1: 0 0 0 0 0 0 0 0 

9: 1 0 0 0 0 0 0 0 

17: 0 0 0 0 0 0 0 0 

25: 0 0 0 0 0 0 0 0 

33: 0 0 0 0 0 0 0 0 

41: 0 0 0 0 0 0 0 0 

49: 0 0 0 0 0 0 0 0 

57: 0 0 0 0 0 0 0 0 

65: 0 0 0 0 0 0 0 0 

73: 0 0 0 0 0 0 0 0 

81: 0 0 0 0 0 0 0 0 

89: 0 0 0 0 0 0 1 1 

97: 0 0 0 0 0 0 0 1 

105: 0 0 0 0 0 0 0 0 

113: 0 0 0 0 0 0 0 0 

121: 0 0 0 0 0 1 0 0 

129: 0 0 0 0 0 0 0 0 

137: 1 0 0 0 0 0 0 0 

145: 0 0 0 0 0 0 0 0 

153: 0 0 0 0 0 0 1 0 

161: 1 0 0 0 0 0 0 0 

169: 0 0 0 0 0 0 0 0 

177: 0 0 0 0 0 0 0 0 

185: 1 0 0 0 0 0 0 0 

193: 0 0 0 0 0 1 0 0 

201: 0 0 0 0 1 0 0 0 

209: 0 0 0 0 0 0 0 0 

217: 0 0 0 0 0 0 0 0 

225: 0 0 0 0 0 1 0 0 

233: 0 0 0 0 0 0 0 0 

241: 0 0 0 0 0 0 0 0 

249: 2 0 0 0 1 0 0 0 

257: 0 1 0 0 0 0 0 0 

265: 0 1 0 0 0 0 0 0 

273: 0 0 0 0 0 1 0 0 

281: 0 0 0 0 0 0 0 0 

289: 0 0 0 0 0 0 0 0 

297: 0 0 0 0 0 0 0 1 

305: 1 0 1 0 0 0 0 0 

313: 0 0 0 0 0 0 0 0 

321: 0 0 0 0 0 0 0 0 

329: 0 0 0 0 0 0 0 1 

337: 0 0 0 1 1 0 0 0 

345: 1 0 0 0 0 0 0 0 

353: 0 0 0 0 0 1 0 0 

361: 0 0 1 0 0 0 0 0 

1-_9 f'l 
1.: 

') ..J. ' \ 

~ """'' 
WLLFOIA4312- 001 - 0030613 



Channel Data Report 11/20/2014 2:40:16 PM Page 2 

369: 1 0 0 0 0 1 0 0 

Sample Title: 03 

Channell------l-------1-------1-------l-------l-------l-------l-------l 

377: 1 0 1 0 1 0 0 1 

385: 0 0 0 0 0 0 0 0 

393: 0 0 0 0 0 1 0 0 

401: 0 0 0 0 0 0 0 1 

409: 0 0 0 0 1 0 0 0 

417: 0 1 0 0 0 0 0 0 

425: 0 0 0 0 0 1 1 0 

433: 0 0 0 0 1 0 0 0 

441: 0 0 0 0 0 0 0 0 

449: 0 0 1 0 0 0 0 0 

457: 0 0 0 0 0 0 0 0 

465: 0 0 0 0 0 0 0 0 

473: 0 0 0 0 0 0 0 0 

481: 0 1 0 0 0 0 0 0 

489: 0 0 0 0 0 0 0 0 

497: 0 0 0 0 0 0 0 0 

505: 2 0 0 0 0 0 0 0 

513: 0 0 0 0 0 0 0 1 

521: 0 0 0 0 0 0 0 0 

529: 0 0 0 0 1 0 0 0 

537: 1 0 1 0 0 0 0 0 

545: 0 0 1 0 0 0 0 0 

553: 0 0 0 1 0 0 0 0 

561: 0 0 0 0 0 1 0 0 

569: 0 0 0 0 0 0 0 0 

577: 0 0 0 0 0 0 0 0 

585: 0 0 0 0 0 0 0 0 

593: 1 0 0 0 0 0 0 0 

601: 0 0 0 0 0 0 1 0 

609: 0 0 0 0 0 0 0 0 

617: 0 0 0 0 0 0 0 0 

625: 0 0 0 0 0 0 0 0 

633: 0 0 0 1 0 0 0 0 

641: 0 0 0 0 0 0 0 0 

649: 0 0 0 0 0 1 0 0 

657: 0 0 0 0 0 0 0 0 

665: 0 0 1 0 0 0 0 2 

673: 0 0 0 0 0 0 0 2 

681: 1 1 0 0 0 0 0 0 

689: 0 0 0 0 0 0 0 0 

697: 0 0 0 1 0 0 0 0 

705: 0 0 0 0 0 0 0 0 

713: 0 0 0 0 0 0 0 1 

721: 0 0 0 0 0 0 0 0 

729: 1 0 0 0 0 0 0 0 

737: 0 0 0 0 0 0 0 0 

745: 1 0 0 0 0 0 0 0 

753: 0 0 0 0 0 0 0 1 

761: 0 2 0 0 0 0 1 0 

769: 0 0 0 0 0 0 0 0 

777: 0 0 0 0 0 0 1 0 

785: 0 0 1 0 0 0 0 0 

793: 0 0 0 0 0 1 0 0 

1'37 •1' 

.,_. 

WLLFOIA4312- 001 - 0030614 



Channel 11/20/2014 
I 

Data Report 2:40:16 PM Page 3 

I 
801: 0 0 0 0 0 0 0 0 I 

Sample Title: 03 
I 

Channell------l-------l-------l-------l-------l-------l-------l-------1 
809: 0 0 0 0 0 0 0 0 

817: 0 0 1 0 0 0 0 0 

825: 0 0 0 0 0 0 2 2 

833: 0 0 0 0 0 0 0 0 

841: 0 0 0 1 0 0 0 0 

849: 0 0 0 0 0 1 0 1 

857: 1 0 0 0 0 0 0 0 

865: 0 0 0 1 0 0 0 0 

873: 0 0 0 0 0 0 0 0 

881: 0 0 0 0 0 1 0 0 

889: 0 1 0 0 0 0 0 0 

897: 0 0 0 1 0 0 0 0 

905: 0 0 0 0 0 0 0 0 

913: 0 0 0 0 0 0 0 0 

921: 0 0 0 0 0 0 0 0 

929: 0 0 2 0 1 0 0 0 

937: 0 0 0 0 1 0 0 1 

945: 0 1 0 1 0 0 0 0 

953: 0 0 0 0 0 0 0 0 

961: 0 0 0 0 0 0 0 0 

969: 0 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 0 0 0 

1001: 0 0 0 0 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1017: 0 0 0 0 0 0 0 0 

WLLFOIA4312- 001 - 0030615 



Sample Description: 
Spectrum File: 
Batch Identification: 
Sample Identification: 
Sample Geometry: 
Procedure Description: 

Detector Name: 
Chamber Serial Number: 
Detector Serial Number: 
Env. Background: 
Reagent Blank: 

Sample Size: 
Generic Mult. Factor: 
Sample Date/Time: 
Acquisition Date/Time: 
Acquisition Live Time: 
Acquisition Real Time: 

Chern. Recovery Factor: 
Counting Efficiency: 
Effective Efficiency: 

Peak Match Tolerance: 

Nuclide 

RA-224 
RA-226 

Energy 
(MeV} 

5.536 
4.609 

FEE-BRI-W-FADW29206L 
\\OR-ALPHA1\Canberra\ApexAlpha\Root\Data\00001028 

1411095A-RA 
04 
Shelf 2 
Ra 

Alpha_036 
04026477B 
84167 
System Bkgd 101695 

<not performed:::. 

5.000E-001 +/- O.OOOE+OOO liter 

2.720E+000 Generic Div. Factor: 1.000E+000 

11/13/2014 10:11:54 AM 

11/20/2014 11:28:59 AM 

170.0 minutes 
170.0 minutes 

0.0000 1.0000 +/-
0.1806 +/-
0.1806 +/ 

0.0032 on 10/25/2014 2:38:17 PM 

0.0032 

0.350 MeV 

PEAK AREA REPORT 

Net 
Pk Area 

13.96 
21.32 

Pk Area 
Error % 

56.77 
43.23 

Ambient 
Backgnd 

2.04 
0.68 

NUCLIDE ANALYSIS RESULTS 

Reagent 
Backgnd 

O.OOE+OOO 
O.OOE+OOO 

FWHM 
(keV) 

3.0 
3.0 

Nuclide 
Id 

Conf. 
Energy 
(keV) 

Activity 
(pCi/liter ) 

MDA 
{pCi/liter 

RA-224 
RA-226 

0.971 
0.960 

5685.50* 
4785.00* 

1.17E+000 +/- 6.68E-001 
1.70E+000 +/- 7.38E-001 

6.55E-001 +/- 2.25E-002 
4.50E-001 +/- 1.55E-002 

199 
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60 

55 

so 

45 

40 

35 
Vl ...... 
c: 

8 30 

25 

20 

15 

:2: 10 rl r· 
"'Tl' 
0 
); 5 ~ 
w ...... 
N 
I 

0 0 0 

0 
0 

1'.;)' '. w 
0 C).' 
0) ..... w 
-..,J 

i 

I I 

3500 4000 4500 

ROI Type: 1 

0000102897.CNF 

5000 
Energy(kev) 

5500 

Live Time :10200.000 sec 
Real Time :10200.400 sec 
Start: 1:3441.1(kev) 
Stop : 1024:6493.0(kev) 
Acq. Start :Thu NOV 20 11:28:59 2014 

6000 6500 



Channel Data Report 11/20/2014 2:40:24 PM Page 1 

******************************************************* 
***** S P E C T R A L DATA R E P 0 R T ***** 
******************************************************* 

Sample Title: 04 

Elapsed Live time: 10200 
Elapsed Real Time: 10200 

Channel]------1 ----1------ I ------1-- ---1---- -1-------1-------l 
1: 0 0 0 0 0 0 0 0 

9: 0 1 0 0 0 0 0 0 

17: 0 0 0 0 0 0 0 0 

25: 0 1 0 0 0 0 0 0 

33: 0 0 0 0 0 0 0 0 

41: 0 0 1 0 0 0 0 0 

49: 0 0 1 0 0 1 0 0 

57: 0 0 0 0 0 0 0 0 

65: 0 0 0 1 0 0 0 0 

73: 0 0 0 1 0 0 0 0 

81: 0 1 0 0 0 0 0 0 

89: 0 0 0 1 0 0 0 1 

97: 0 0 0 0 0 0 0 0 

105: 0 0 0 0 0 0 1 1 

113: 0 0 0 0 0 0 0 1 

121: 0 0 1 0 0 0 0 0 

129: 0 1 0 0 1 0 0 0 

137: 0 1 1 0 0 0 0 0 

145: 0 0 0 0 0 0 0 0 

153: 0 0 0 0 1 0 0 0 

161: 0 0 0 1 0 0 0 0 

169: 0 0 0 0 0 0 0 0 

177: 0 1 0 0 0 0 0 0 

185: 0 0 0 0 0 0 0 0 

193: 1 0 0 0 0 0 0 0 

201: 1 0 0 0 0 0 0 0 

209: 0 0 0 0 0 0 0 0 

217: 0 1 0 0 0 0 0 0 

225: 1 0 1 1 1 0 0 0 

233: 0 0 0 0 0 0 0 0 

241: 1 0 0 1 0 0 1 0 

249: 0 0 0 0 0 0 0 0 

257: 0 0 0 0 0 0 1 0 

265: 1 0 0 0 0 0 0 0 

273: 0 0 0 0 0 1 0 0 

281: 0 0 0 0 0 0 0 0 

289: 0 0 0 0 0 1 0 0 

297: 1 0 0 0 0 0 0 0 

305: 0 0 0 0 0 0 0 0 

313: 0 0 0 0 0 0 0 1 

321: 0 1 1 0 0 2 0 0 

329: 0 0 0 0 0 0 0 0 

337: 0 0 0 0 0 0 0 0 

345: 0 0 0 0 0 0 0 0 

353: 0 0 0 0 0 0 0 0 

361: 0 0 1 0 1 0 0 0 

I)() 1 
t., " ""'" 

WLLFOIA4312- 001 - 0030618 
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369: 0 0 0 0 0 0 0 0 

Sample Title: 04 

Channel[------l-------l-------l-------1-------l-------l-------l-------l 
377: 1 0 0 0 0 1 0 1 

385: 0 0 0 0 0 0 0 0 

393: 0 0 1 0 0 0 0 0 

401: 0 1 0 0 0 0 0 0 

409: 0 0 0 0 1 0 0 0 

417: 0 1 0 0 0 0 0 0 

425: 1 0 1 1 0 0 0 0 

433: 0 0 0 0 1 0 0 0 

441: 0 1 0 0 0 0 1 1 

449: 0 0 0 0 0 0 0 0 

457: 0 0 0 0 0 0 0 0 

465: 0 1 0 0 0 0 0 0 

473: 0 0 0 0 0 0 0 0 

481: 0 1 0 0 0 0 1 0 

489: 0 0 0 0 0 1 0 0 

497: 1 0 0 0 0 0 0 0 

505: 0 0 0 0 0 0 0 0 

513: 0 0 0 0 0 0 0 0 

521: 0 0 0 0 0 0 0 0 

529: 0 0 0 0 0 0 0 0 

537: 0 0 0 0 0 0 0 0 

545: 0 0 0 0 0 0 0 0 

553: 1 0 0 0 0 1 0 0 

561: 0 0 0 0 0 0 1 0 

569: 0 0 0 0 1 0 0 0 

577: 0 0 0 0 0 0 0 0 

585: 0 0 0 0 0 0 0 0 

593: 0 0 0 0 0 0 0 0 

601: 1 0 0 0 0 0 0 0 

609: 0 0 0 0 0 0 0 0 

617: 0 0 0 0 0 0 0 0 

625: 0 0 0 0 0 0 0 0 

633: 0 0 0 0 0 0 0 0 

641: 0 0 0 0 0 0 0 0 

649: 0 1 0 0 1 0 1 0 

657: 0 0 0 0 0 0 0 0 

665: 0 0 1 1 0 0 0 0 

673: 0 0 0 0 0 1 0 0 

681: 0 0 0 0 0 0 0 0 

689: 1 0 0 0 0 0 0 0 

697: 0 0 0 0 0 0 0 0 

705: 0 0 0 0 1 0 0 0 

713: 0 0 0 1 0 0 1 0 

721: 0 0 0 0 0 1 0 0 

729: 0 0 0 0 0 0 0 1 

737: 0 0 0 0 0 0 2 0 

745: 1 0 0 0 0 0 0 1 

753: 0 0 0 2 0 0 0 0 

761: 0 1 0 0 1 0 0 0 

769: 0 1 0 0 0 0 0 0 

777: 0 0 0 0 0 0 0 0 

785: 0 0 0 0 0 0 0 1 

793: 1 0 0 0 0 0 0 0 

t') 'l? 
/,,. ' ' .. 

WLLFOIA4312- 001 - 0030619 
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801: 0 0 0 0 0 0 0 0 

Sample Title: 04 

Channell------l-------l-------l-------l-------l-------l-------l-------1 
809: 0 0 0 0 0 0 0 0 

817: 0 0 0 0 0 0 0 0 

825: 0 0 0 0 0 0 0 0 

833: 0 0 0 1 0 0 0 0 

841: 0 0 0 0 0 0 0 0 

849: 0 0 0 0 1 0 1 0 

857: 0 0 0 0 0 0 0 0 

865: 1 0 0 0 1. 0 0 0 

873: 0 1 0 0 0 0 0 0 

881: 0 0 0 0 0 0 0 0 

889: 0 0 0 0 0 0 0 0 

897: 0 0 0 0 0 0 0 0 

905: 0 0 1 1 0 0 0 0 

913: 0 0 0 0 0 0 0 0 

921: 0 0 1 1 0 0 0 0 

929: 1. 0 0 0 0 0 0 0 

937: 0 0 0 0 0 0 0 0 

945: 0 0 0 0 1 0 1 0 

953: 0 0 1 1 0 0 0 0 

961: 0 0 0 0 0 1 0 0 

969: 2 0 0 0 0 0 0 0 

977: 0 0 0 0 0 0 0 0 

985: 0 0 0 0 0 0 0 0 

993: 0 0 0 0 0 1. 1 1 

1001: 0 1 1 0 0 0 0 0 

1009: 0 0 0 0 0 0 0 0 

1017: 0 0 0 0 0 0 0 0 

2J3 

WLLFOIA4312- 001 - 0030620 



Page 1 of 2 

QA SUMMARY REPORT 
Review Of QA Results - Pulser Check 

Date : 11/20/2014 

Time : 5:37:59 AM 

CHAMBER 
Alpha 001 
Alpha 002 
Alpha 003 
Alpha 004 
Alpha 005 
Alpha 006 
Alpha 007 
Alpha 008 
Alpha 009 
Alpha 010 
Alpha 011 
Alpha 012 
Al2_ha Ol3 
Alpha 014 
Alpha 015 
Alpha 016 
Alpha 033 
Alpha 034 
Alpha 035 
Alpha 036 
Alpha 037 
Alpha 038 
Alpha 039 
Alpha 040 
Alpha 041 
Al2_ha 042 
Alpha 043 
Alpha 044 
Alpha 045 
Alpha 046 
Alpha 047 
Alpha 048 
Alpha 049 
Alpha 050 
Alpha 051 

. Alpha 052 
Alpha 053 
Alpha 054 
Alpha 055 
Alpha 056 
Alpha 057 
Alpha 058 

DEVICE 
2lf 
2lf 
2lf 
21f 
21f 
21f 
2lf 
21f 
2lf 
2lf 
21f 
21f 
21f 
21f 
2If 
2lf 

Alpha AnalystlOODC 

Alpha Analystl OODC 
Alpha AnalystlOODC 

Alpha Analystl OODC 

Alpha Analyst I OODC 

Alpha AnalystlOODC 
Alpha Analystl OODC 

Alpha Analystl OODC 

Alpha Analyst! OODC 
Alpha AnalystlOODC 

Alpha Analyst! OODC 
Alpha AnalystlOODC 

Alpha AnalystlOODC 

Alpha AnalystlOODC 

Alpha Analyst I OODC 
Alpha Analystl OODC 

Alpha AnalystlOODC 

Alpha AnalystlOODC 
Alpha Analyst I OODC 

Alpha Analystl OODC 

Alpha Analystl OODC 

Alpha Analystl OODC 

Alpha AnalystlOODC 
Alpha Analyst I OODC 

Alpha Analyst I OODC 
Alpha Analystl OODC 

PARAMETER FLAG 
ALL Not Done 

ALL Not Done 

ALL Passed 

ALL Passed 

ALL Not Done 

ALL Not Done 

ALL Not Done 

ALL Not Done 

ALL Not Done 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Not Done 

ALL Passed 

PeakFWHM Action 

ALL Not Done 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

Peak Energy ~. Action 

ALL -IV Passed 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed. 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

ALL Passed 

PeakFWHM Action 

ALL Passed 

ALL Passed 

ALL Passed 

11120/2014 5:37:59 AM 

DATE 

11/20/2014 5:23:11 AM 

11/20/2014 5:23:12 AM 

Il/20/2014 5:23:13 AM 

11/20/2014 5:23:14 AM 

I 11/20/2014 5:23:15 AM 

11/20/2014 5:23:15 AM 

11/20/2014 5:23:16 AM 

11/20/2014 5:23:17 AM 

11/20/2014 5:23:19 AM 

ll/20/2014 5:23:21 AM 

11/20/2014 5:23:22 AM 

11/20/2014 5:23:25 AM 

ll/20/2014 5:23:27 AM 

11/20/2014 5:23:29 AM 

11/20/2014 5:23:31 AM 

11/20/2014 5:23:35 AM 

11/20/2014 5:23:37 AM 

11/20/2014 5:23:40 AM 

11/20/2014 5:23:42 AM 

11/20/2014 5:23:45 AM 

11120/2014 5:23:47 AM 

11/20/2014 5:23:50 AM 

11120/2014 5:23:53 AM 

11/20/2014 5:23:55 AM 

11/20/2014 5:23:58 AM 

11/20/2014 5:24:00 AM 

11/20/2014 5:24:03 AM 

11120/2014 5:24:06 AM 

ll/20/2014 5:24:09 AM 

11/20/2014 5:24:11 AM 

11/20/2014 5:24:14 AM 

11/20/2014 5:24:16 AM 

ll/20/2014 5:24:19 AM 

204 
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Page 2 of 2 Review of QA Results - Pulser Check 
11/20/2014 5:37:59 AM 

CHAMBER DEVICE PARAMETER FLAG DATE 

Alpha 059 Alpha Analy_stl OODC ALL Passed 11/20/2014 5:24:22 AM 

Alpha 060 Alpha Analystl OODC ALL Passed 11/20/2014 5:24:25 AM 

APPROVED BY: 

APPROVAL DATE: 

WLLFOIA4312- 001 - 0030622 



Library Listing Report 6/12/12 12:16:17 PM Page 1 

************************************************************************* 
***** LIBRARY LISTING REPORT ***** 
************************************************************************* 

Nuclide Library Title: Radium 

Nuclide Library Description: Ra-226, Po-218, Rn-222 

Nuclide Half-Life Energy Energy Yield Yield 

Name (Seconds} {keV ) Uncert. {keV ) {%-) Uncert . (Abs . +- ) 

P0-218 5.049E+010 6003.000* 0.000 99.9800 0.0000 

RN-222 5.049E+010 5490.000* 0.000 99.9200 0.0000 

RA-226 5.049E+010 4785.000* 0.000 100.0000 0.0000 

* = key line 

TOTALS: 3 Nuclides 3 Energy Lines 

WLLFOIA4312- 001 - 0030623 



SECTION XI 

ANALYTICAL DATA (RADIUM-228) 
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w 
0 
0) 
N 
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Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

Work Order 

Analysis Code 

Run 

Date Received 
-·~· 

Lab Deadline 
... 

Client 
~·~-·~··---· 

Project 

Report Level 

Activity Units 

Aliquot Units 

Matrix 

Method 
--~~ ~~--· 

Instrument Type 
-· 

Radiometric Tracer 

Radiometric Sol# 
r------

Tracer Act (dpm/g) 

Carrier 
... 

Carrier Cone (mg/ml) 
!----· 

·---·-

--· 

:.1 iii II}.:; 

Ra228 

11/18/2014 

11/24/2014 
. 

Feezor Engineering, Inc. 

FEEBRI 

4 

pCi 

I 
....... 

WA 

'' 

EPA 904.0 Modified. 

Alpha/Beta GPC 

Ba-133 

Ba-6a 
·--

909.766 

Yttirum 
"''' 

40.56226 
·-

. .......... ,_,_ 

Internal Sample 
Fraction Desc 

01 LCS 
-w•-• 

i 

02 I MBL! 

03 DUP 

04 DO 

______ ,.., 

--

. I 

l 
!---·--·· 

................ 

14-11095 
Ra228 
Run 1 

Client 
ID 

LCS 

BLANK 

FEE-BRI-W-FADW29206L 

FEE-BRI-W-FADW29206L 

!.J 
0 co 

~ SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. A Indicates estimated SAF value. 

•• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 

1 I 
Login 
CPM 

I 

39 

I 39 

.. 

i 

Printed: 11/24/2014 8:17AM 
Page 1 of3 

Sample Sample 
Date Aliquot 

' 
11/18/14 00:00 

I 
I 
I 1.0uOOt= .... on ............ .., 

11/18/14 00:00 1 ~~~"'11=-t-00 .UUUI.. .... 

11/13114 00:00 1 [ IIIIII)E+OO 

11/13/14 00:00 1 ")()()()1=-t-()() ·- ....... 
-·~·~-~ 

-·------"· 



:2: 
r 
r 
"'Tl 
0 

~ 
w ...... 
N 

0 
0 
...... l 

I l 
0 
0 

Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

Internal Sample ! Tracer 
i Aliquot (g) Fraction Desc 

01 LCS 0.9054 
-- 1-

02 MBL 0.9034 
~ 

03 DUP I 0.9051 
-~ 

I 

04 DO I 0.9047 ! 
! 

--~~---~ 

•.. 

!---· .. 
! 

f.--~----- ··---·*~~ 

I 

! 
' I 

1-~ 

L.....--· 
! 

i I 

Tracer Total Radiometric Radiometric 
ACT(dpm) Tracer (pCi) %Rec 

823.7 I 345.0 92.98 
-~~---~ ~ 

821.9 364.0 98.32 

823.4 551.0 148.55 

823.1 536.0 144.57 

-----·-··-·-· 

·, 
·-~-·--·--~·· 

··-· 

-~~-

' 

! 

14-11095 
Ra228 
Run 1 

Grav Carrier I Grav Filter 
Added (ml) , Tare (g) 

I 
2.000 0.09301 
·-· 

2.000 0.0931 

2.000 0.0935 

2.000 0.0931 

I 
~~~· 

~-~ ~-··¥-

! 

GravFilter 
Final (g) 

0.1553 

0.1532 

0.1554 

0.1495 

i 

' 
-·· 

---· 

~ :'-,) * SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. A Indicates estimated SAF value. 

m 0 **Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 

~ c.o 

GravFifter 
Net(g) 

I 
0.06231 

' ·----.-~,--. 

0.0601 

0.0619 

0.0564 

i 
! 
i 

~-~-. 

i 
I 

--· 

-·-~·"--

! 

--f·· 

i 
! 

T 

I 

Printed: 11/24/2014 8:17AM 
Page2 of3 

Grav I Mean SAF SAF 
%Rec ' %Rec 1* 2* 

76.80 71.41 1.oot-~oo_ 
74.08 72.84 1.00 1.00 

I 

76.30 83.9~ 1.00 1.00 

69.52 76.48i 1.00 1.00 
I 

i 
.. 

i 

' -- -~~~-

; 
-~~r-

---

···~ 

-·-

' 
I 

~-~·--

----



:2: 
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r 
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0 

~ 
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~1 
0 

0 

Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

14-11095 
Ra228 
Run 1 

Printed: 11/24/2014 8:17AM 
Page 3 of3 

Internal Sample Rough Prep Rough Prep I Prep Prep I Sep tO i Sep to Sep t1 Sep t1 

Fraction Desc Date By Date By I Date/Time I By Date/Time By 

01 LCS 11/18/14 15:47 LWALKER I 11/19/1412:20 ' RMARTZ 11_:!24/14 06:15 i RMARTZ 

02 MBL 11/18/1415:47 LWALKER 11/19/1412:20 RMARTZ 
1 

11/24/14 06:15 RMARTZ 
r--···- ··- . .... .. .. .... ---l---·-·~........--J 

03 DUP 11/18/1415:47 LWALKER 11/19/1412:20 RMARTZ i 11/24/14 06:15 RMARTZ 

I ' 

04 , DO 11118/1415:47 1 LWALKER [ 11/19/1412:20 RMARTZ 06:15 RMARTZ 
t---·-· .. 

~------- I -·-----t--------+-----.. ~--l----------+-----·-----·+--------
----~----+------+--------+---:-----.. r---------t--'-----+--·---~-+---'------____c 

I ' ; 
!-·········----· ...... ~----- .. ··---t----+--.................... ----+----~-'--····-+-------------+-----..-f. .... __ ~-------+------·-: 

-: i ' 

i ·-

! 

i 

! 

• 

~-- I 

~- i 

r··---~·-·--4··------------+----·---+--------------·4---------

l------.. ·+-------f-.. -----·-----+----·--+------·---t------··-+-·--------·--+-------+: ... __________ -+-------------

.... j I 

0 ""<> 
~ ~ ~1.. • SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. " Indicates estimated SAF value. 

~ 0 •• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 

--.1 
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N 
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Eberline Services 
Oak Ridge Laboratory 

( 
s:::: 
~I ~ 

~ co 
8 N 
.!2 N 
~ ns 
~ ~ 

(.) 

.5 
Ci 
c ·--G> 

.... G> 
s:::: 

~ c 
u ·-C) 

c 
w -0 
~ 
G> 

u.. 

:>.) 
!'-.l. 
}~ 

Lab 
Nu"lide Fraction 

01 RA-228 

02 RA-228 

03 RA-228 

04 RA-228 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-Ra228-1 

Sample Client Activity 
Results Error Estimate Desc Identification Units MDA 

LCS LCS pCi/1 7.82E+OO 9.59E-01 1.38E+OO 

MBL BLANK pCi/1 6.86E·01 6.48E-01 1.31E+OO 

DUP FEE·BRI·W·FADW29206L pCi/1 2.82E+OO 5.89E-01 9.50E-01 

DO FEE-BRI-W-FADW29206L pCi/1 2.10E+OO 6.93E-01 1.27E+OO 

LCS 
Known 

7.38E+OO 

LCS 
%R 

Printed: 11/24/2014 10:54 AM 
Page 1 of 3 

LCS RPD MDA I 
Blank 

Flag Flag Flag Flag 

105.99 OK OK 

OK OK 

NA OK 

OK 

~~--¥0--~~--~-·-·-~-~..,....----·---~-.._.,_,.,_. ____ ,.~·-~~----···~~~·~"····---...,.._,.~·-----------·---~~-~~~-~--- ~------·~----------~ 
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Eberline Services 
Oak Ridge laboratory 

Lab I 
Fraction Nuclide 

01 RA-228 

02 RA-228 

~ 

03 RA-228 

04 RA-228 

co 
N 
N 

C'CS 
c::: 

c.i c -
C) 
c ·-... 
Q) 
Q) 
c ·-C) 
c w ... 
0 
N 
Q) 
Q) 
u.. 

Sample 
Desc 

LCS 

MBL 

DUP 

DO 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-Ra228-1 

Sample Sample Radiometric Grav Mean 
Date Aliquot %Rec %Rec %Rec 

11/18114 00:00 1.00E+OO 92.98 76.80 71.41 

11/18114 00:00 1.00E+OO 98.32 74.08 72.84 

11/13!14 00:00 1.00E+OO 148.55 76.30 83.93 

11/13114 00:00 1.00E+OO 144.57 69.52 76.48 ._._ 

SAF 

1.00 

1.00 

1.00 

1.00 

Printed: 11/24/2014 10:54 AM 
Page 2 of 3 

SeptO Sep t1 
Date/Time Date/Time 

11119/2014 12:20 11/24/2014 6:15 

11/19/2014 12:20 11/24/2014 6:15 

11/19/2014 12:20 11/2412014 6:15 

11/1912014 12:20 11/24/2014 6:15 
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Eberline Services 
Oak Ridge Laboratory 

Lab I 
Fraction 

Nuclide 

01 RA-228 

02 RA-228 

~ 

03 RA-228 

04 RA-228 

CQ 
N 
N 
«S 

0::: 

. 
(.) 
c 

"' C) 
c ·-... 
G> 
G> c ·-en c 
w ... 
0 
N 
G> 
G> 

LL. 

Sample 
Desc 

LCS 

MBL 

DUP 

DO 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-Ra228-1 

Counting 

I 
Halflife I Detect Carrier 

Count 
Cnunts OateiTime (days I Time 

11/24/14 08:37 LB4110A B4 120 665 

11/24/14 08:37 LB4110A 81 120 226 

11/24/14 08:37 LB4110A B2 120 332 

11/24/14 08:37 LB4110A 83 120 309 

Bkg 
CPM 

1.633333333 

1.533333333 

1.083333333 

1.483333333 

Printed: 11/24/201410:54 AM 
Page 3 of 3 

Eff 

0.4619 

0.4626 

0.4691 

0.449 

1 .. ·····------··----···-----····--------·---·------····-····--·--·----·-----~----·-·····-------·-.. ··-------------···------·...,.----.--·-................ ______ _ ·----.,..-.,....---------:--··--·~------·-· 
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Count Room Report 
Client: Feezor Engineering, Inc. 

Internal Sample Client 
I 

Fraction Desc ID 

01 

02 
i 

03 COl tAl C. ......... ~. •v 

04 -- eel 1111 C .. 'IVVL821 

; 

i 
i 

! 

i 

-· 

i 

l 

: 

14-11095-Ra228-1 (pCi/1) in WA 
Tracer 10: Ba-6a 

Sample Sample Tracer 
Date Aliquot Aliquot(g} 

I 
I 

11/18/14 00:00 1.0000 0.9054 i 
I 

11/18/14 00:00 1.0000 0.9034 
-

11/13/14 00:00 1.0000 0.9051 

11/13/14 00:00 1.0000 0.9047 

. 

' I 

J 

' 
' 

: 

. \ 

i 

: 

: 

i ! 

Tracer 
ACT(dpm) 

823.7021 

821.8826 

823.4292 

823.0653 

I 

Radiometric 
Tracer (pCi) 

345.0000 

364.0000 
-

Printed: 11/24/2014 8:17AM 
Page 1 of 1 

I Radiometric I SAF SAF 
%Rec , 1• 2* 

I 

92.98 1.00 ! 1.00 

98.32 1.00 1.oo 1 

551.0000 i 148.55 1.00 1.00 
..--~¥~ 

536.0000 

··-

--.-

' 

! 



:2: 
r 
r 
11 
0 
); 
~ 
w ...... 
N 

I 

0 
0 ...... 
I 

0 
0 
w 
0 
m' 
U)' 
N 

Eberline Services 
Oak Ridge laboratory 

Spike and Tracer Worksheet 

Isotope 

Ra-228 

c-!l!l !'VIS I 

LCS & Matrix Spikes 

Sol# 

Ra-11 

lc-2a 

Activity 
dpmlg 

Solution ] Approx 
Date Addition 

32.2421 11/18/2014 0.620 

I I 22D43.5!!B 1tl7Hll2m3 I 0., 

Tracers 

Anal sis Code 

Ra228 
,LCS MS 
Volume Volume 
Used(g) Used(g} 

0.5082 

I. 
I 

--

fraction Isotope Sol# I 
Activity Solution Volume ! Approx 

.. . i dpmlg Date Used(g} Addition 

01 ; Ba-133 Ba-6a I 909.766 11/18/2014 . 0.9054 1.1100 
I··· 

02:,;;, i. Ba-133 Ba-6a 909.766111/18/2014 . '· 0.9034 1.1100 

03;,(;.; Ba-133 I Ba-6a 909.766 11/18/2014 . . .0.9051 1.11 
.. 

04·:·: . Ba-133 l Ba-6a 909.766 11/18/2014 0.9047: ;1.1100 

·t---+-------+--··-----··+-----+----l-'-~_;_,__;"+---'-1 

,... ..... .. ....... -+-- ------+-- ........ -

~- .. ··-----+---·.. . .. ----+------ ··--·! ------·-------1 

I- ··--+---~-.. ·---·-·-+-----··". ..-------1 

J.... -········---! . .L 

1----.--, ....... _ ....... 

: ·-' 
~~ Version 2.0 08/99 

t..Jl 

Date Technician 

11/18/201415:46 LWALKER 

LCSD · MSD LCS MS 
Volume Volume Known Error Added i Error 
Used(g) Used(g) pCi Estimate pCi i Estimate 

. •· 7.38 0.376 o.ooJ 0.000 

ualance P.r!':lter Tapes 

Tracer 

Page 1 of 1 
Printed: 11/1812014 3:47PM 

~ 
llniti41s I WitnessJfl!!i!ls I 

(~ 

( IJCSD 
Known 

pCi 
Error I Added 

Estimate pCi 

MSD 
Error 

Estimate 

0.00 0.000 0.00 0.000 

LCS 

0.5022 9 - ....... -" 

Matrix Spike 



Eberline Analytical 
Oak Ridge Laboratory 

lab I Feezor Engineering, Inc. 

Fraction 
CHentiD: 

--•+•~· 

BLANK 

Sample 

Type 
LCS 
MRI 

Muffle Data 

Aliquot Worksheet 

LWALKER 

Printed: 11/18/2014 3:51 PM 
Page 1 of 1 

Dilution Data Aliquot Data I · ,MS Aliquot Data I H-3 Solids Only 

Ratio , :· • . • · I .. Water Added H3 Dist 

Post/Pre · .. · ·; "";ocNo.:ot.OIIs 011 Factor ·.Ratio Aliquot NetEquiv · • .• ~:.Aliquot . >NetEquiv (ml) Aliq 

, .·. :··;i~<: • .. :. . ! 1.0000E+OO 1.0000E+.OQ ·. ·· . ~'-'·~"·~-"-+--· 

~ LCS 

· E-iiRI-w-.:Anw.,Q2MI I 1111..., 

04 I FEE-BRI·W-FAI:IVY"""""' I lUI 

........ ·· .. ' 'f:•,~•[:oJ,1'·'' .1 1.0000E+OO 1.ooooE+po·, :. ..-----· ...... .I 

._ .. ::::::::::::::::- 1 ~~ i- ". ;:.·~~ · · • .• ' I• 1.ooooe+qo 1~ooooe"'oo ·, 

·------ 1 -- ' . .. 1.0000E+OO 1.0000E+OO ~----1 
·' 

• . I . 
l i ·. ·'. . i .. · 

'!1. • ·I , ·: 
T . 

I I ; ,· i ' I 

I I '. ·· · .· · ·• I 
·I 'I -

I 1 T T 
I I I J 1 .... ·· I I J I 

·.·.· I I I I 

:2: i I CommenW I I 
w ...... 
N 

0 
0 

I 

o1 
0 
w 
0 
0) 
w 
w 

:., 
t-'-
0'".> 

Technician lb.~ Date: iD ;f/, rl 
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r 
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"'Tl 
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~ 
w ...... 
N 

81 
_..I 

0 
0 
w 
0 
0) 
w 
~ 

:<> --.,{ 

Eberline Services - Oak Ridge 
Version 1.0 9/1999 

Work Order 

TRetec Feezor Engineering, Inc. 
.··!; f~'!J'·'. .. 

Fraction Client ID 

:o1·.- ::-:: ~;(;~· ·,. LCS .. -~-·· 

•'02 ' ('~\~·- · BLANK " 

03 .... '•-; .. ·" DUP 
04~:~· . FEE-BRI-W-FADW29206L 

\ 
i -

. . · 

,_._,...._.. ____ 

1-------· .. .. 

1---· 

1---

1---· 

L--- . 

Technician: ~ < 

. Sample 

Type 

LCS 
MBL 

DUP 
DO 

-
. 

d-·· 

... 

·-
.. 

... 

-

Gravimetric Worksheet 

-

Analysis 
Code 

Ra228 

Carrier Data 
Carrier Added 

(FQI) 

. l. 2.0000 
2.0000 
2.0000 
2.0000 

: 

-

-

.. 

Gravimetric 
Carrier 

Yttirum 

.. . Filter Data 
FF-ilterTare . ..... , ..•. ';· . Filter Final 

;; (g)· (g) 

·r.t;J:l:.o •o.o93o 0:.1553 : 
;.: .;.:, ~.0931 0.1532 
. : ·. 0.0935 0.1554 
'lfL~- .. 0.0931 

1---· 
0.1495 

! 
!----- : 

I .· .. .-.. 

--- ..• 

: .. ·-

-
-

~--~ 

-~·-
... 

.. 

.. -·~ 

Dare JL ~ ll.\: 

Carrier Cone 
(mg/ml) 

40.5623 

Filter filet • : 
(g} . •. 

0;062S:· 
o;oso1•· 
0.0619 

.. 0.0564; 

. r .. 
.. . ,.·.: 

Printed: 11/24/2014 8:15 AM 
Page 1 of 1 

Technician 

RMARTZ 

Gravimetric 
~~;· . %_ ~;;?. 
.: ,; , Recovery •;;:. . , .. ~ ..... 76,80:: 

...... :•· . 74.08' 
._ .. _, 76.30' 
li ,· 69.52 
p: 
., . 

....... 
: :. 

. ,···, 

. I 
. 

.. .• 

I 
: . 

••••••••• 
,.· 
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r 
r 
"'Tl 
0 
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~ 
w ...... 
Nj 

I 

0 
0 ...... 

I 

0 tv 0 
w ~ 
0 
0) Q9 
w 
01 

Detector ID 
81 
82 
83 
84 

Sample ID Alpha 
1411 095-02 11 
1411095-03 11 
1411095-04 16 
1411095-01 19 

Sheet1 

Beta Count Time Voltage 
226 120 1400 
332 120 1400 
309 120 1400 
665 120 1400 

Page 1 

TOD 
11/24/14 10:37 
11/24/14 1 0:37 
11/24/14 1 0:37 
11/24/14 10:37 

~ 

/!A-tt--
7) 



Eberllne Analytical GPC Detector Report Printed: ll/24/2014 6:47AM 
Oak Ridge Laboratory 1 "' 1 Backgrounds) Page 1 ofl 

Detector I Aloha/Beta I Calibration Date Count Date Bkg CPM PFW LCL Mean UCL ~ 
11/18/2007 11/24/2014 O.OOE+OO p -1.94E+01 2.41E-01 1.98E+01 

;/11~ L64110A- A2 Alpha 11/18/2007 11/24/2014 3.33E-02 p -1.54E+01 2.18E-01 1.59E+01 
LB4110A- A3 Alpha 11/18/2007 11/24/2014 S.OOE-02 p -1;50E+01 1.90E-Ol 1.64E+01 
LB4110A- A4 Alpha 11/18/2007 11/24/2014 6.67E-02 p -1.70E+01 2.03E-01 1.74E+01 

LB4110A • B1 Alpha 11/18/2007 11/24/2014 3.33E-02 p 

LB4110A- 62 Alpha 11/18/2007 11/24/2014 1.67E-02 p 

LB4110A- 63 Alpha 11/18/2007 11/24/2014 S.OOE-02 p 

LB4110A- 84 Alpha 11/18/2007 11/24/2014 6.67E-02 p 

LB4110A- C1 Alpha 11/18/2007 11/24/2014 l.OOE-01 p 

LB4110A- C2 Alpha 11/18/2007 11/24/2014 8.33E-02 p 

LB4110A- C3 Alpha 11/18/2007 11/24/2014 8.33E-02 p 

LB4110A- C4 Alpha 11/18/2007 11/24/2014 3.33E-02 p 

LB4110A- D1 Alpha 11/18/2007 11/24/2014 1.67E-02 p 

Alpha 11/18/2007 11/24/2014 1.67E·02 p 

p 

6.99E-02 2.07E-01 

9.80E-02 2.88E-01 

7.23E-02 2.30E-01 

O.OOE+OO 

S.OOE-02 

l.OOE-01 p 

3.33E-02 p 

Alpha 11/24/2006 11/24/2014 S.OOE-02 p 

Alpha 11/24/2006 11/24/2014 3.33E-02 p 

LB4110R- C1 Alpha 11/24/2006 11/24/2014 l.OOE-01 p 

LB4110R- C2 Alpha 11/24/2006 11/24/2014 1.67E-02 p 

LB4110R- C3 Alpha 11/24/2006 11/24/2014 O.OOE+OO p 

LB4110R- C4 Alpha 11/24/2006 11/24/2014 3.33E-02 p -5.95E-02 7.83E-02 2.16E-01 
:2: LB4110R- D1 Alpha 11/24/2006 11/1/2014 O.OOE+OO p -1.05E-01 5.70E-02 2.40E·01 r 
r 

LB4110R- D2 Alpha 11/24/2006 11!1/2014 O.OOE+OO p -8.23E-02 6.65E-02 2.1SE-01 11 
0 LB4110R- 03 Alpha 11/24/2006 11/1/2014 O.OOE+OO p -8.71E-02 6.63E-02 2.20E-01 
5>1 
t)J LB4110R • 04 Alpha 11/24/2006 11/1/2014 O.OOE+OO p -8.04E-02 7.08E-02 2.22E-01 
....... 
N LB5100- 1 Alpha . 7/10/2006 10/26/2007 S.OOE-02 p -1.56E·02 9.58E-02 2.07E-Ol 

I 

0 
0 ....... 
I 

~ 0 
0 
w -' 0 i-0 0) 
w 
0) 
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0 
0 
w 
0 
0) 
w 
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EberUne Analytical 
Oak Ridge Laboratory 

Detector 

LB4110A- 03 

LB4110A- 04 

LB4110R- A1 

LB4110R- C2 

LB4110R- C3 

LB4110R- C4 

LB4110R- Dl 

LB4110R- 02 

LB4110R- 03 

LB4110R- 04 

LB5100- 1 

Alpha/Beta 

Beta 11/18/2007 

Beta 11/18/2007 

Beta 11/18/2007 

Beta 11/18/2007 

Beta 11/18/2007 

Beta 11/18/2007 

Beta 11/18/2007 

Beta 11/24/2006 

/2006 

11/24/2006 

11/24/2006 

11/24/2006 

Beta 11/24/2006 

Beta 11/24/2006 

Beta ll/24/2006 

Beta 11/24/2006 

Beta 11/24/2006 

Beta 11/24/2006 

Beta 11/24/2006 

Beta 7/10/2006 

GPC Detector Report 
(ALL Backgrounds) 

Count Date Bkg CPM 

11/24/2014 

11/24/2014 1.20E+OO 

11/24/2014 2.23E+OO 

11/24/2014 1.47E+OO 

11/24/2014 1.62E+OO 

11/24/2014 5.80E+OO 

11/24/2014 2.30E+OO 

11/24/2014 1.26E+01 

11/24/2014 l.SOE+OO 

11/24/2014 6.37E+00 

11/24/2014 1.52E+OO 

11/1/2014 O.OOE+OO 

11/1/2014 O.OOE+OO 

11/1/2014 O.OOE+OO 

11/1/2014 O.OOE+OO 

10/26/2007 4.52E+OO 

PFW 

p 

F 
p 

p 

F 

F 

F 

p 

p 

p 

F 
p 

F 

p 

p 

p 

p 

p 

F 

LCL Mean 

-5.60E+01 

-4.43E+01 

-4.11E+01 

-4.08E+01 

-4.30E+01 

-4.82 

-4.90E+Ol 

-4.36E+Ol 

-4.67E+01 1.79E+OO 

-5.02E+01 5.28E+00 

-4.64E+01 2.13E+OO 

-3.19E-01 1.58E+00 

UCL 

2.76E+02 

5.03E+01 

6.07E+01 

5.07E+01 

3.48E+OO 

Printed: 11/2;4/2014 6:47AM 
Page 1 of 1 

~· 
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Eber!ine Analytical GPC Detector Report Printed: 11/24/2014 6:47AM 
Oak Ridge Laboratory (ALL Efficiencies) Page 1 of 1 

Detector Calibration Date Count Date Eff I PFW 

p I 0.01 (lf'\ I n ?1.RQ I (\ .:1?71 I _.....-· 
-
p 

I -v.v..:.oo I U,J./0/ I u .. :n:s<t-u I f((£,~ p -fl l'ldR~ 0 1 kQR 0 ":t>I7R 

0.2289 p 

11/24/2014 0.2229 p 

11/24/2014 0.2100 p 0.1889 0.2189 0.2488 

11/24/2014 0.2333 p 0.1377 0.2326 0.3276 

11/18/2007 11/24/2014 0.2304 p 0.2058 0.2343 0.2627 

11/18/2007 11/24/2014 0.2165 p 0.1980 0.2200 0.2421 

11/18/2007 11/24/2014 0.2265 p 0.1989 0.2250 0.2510 

11/18/2007 11/24/2014 0.2445 p 

11/18/2007 11/24/2014 0.2184 p 

Alpha 11/18/2007 11/24/2014 0.2193 p 

LB4110A- D2 Alpha 11/18/2007 11/24/2014 0.2469 p 0.2017 

LB4110A- 03 Alpha 11/18/2007 11/24/2014 0.2554 p 0.2054 

LB4110A- D4 Alpha 11/18/2007 11/24/2014 0.1930 p 0.1488 

LB4110R- A1 Alpha 11/24/2006 11/24/2014 0.2320 p 0.2002 

LB4110R- A2 Alpha 11/24/2006 11/24/2014 0.1972 p 0.1847 

LB4110R- A3 Alpha 11/24/2006 11/24/2014 0.2134 p 

LB4110R- A4 Alpha 11/24/2006 11/24/2014 0.2378 p 

LB4110R- B1 Alpha 11/24/2006 11/24/2014 0.1977 p 

LB4110R- B2 Alpha 11/24/2006 11/24/2014 0.1787 p 0.1670 0.2142 0.2615 

LB4110R- B3 Alpha 11/24/2006 11/24/2014 0.2103 p 0.1969 0.2431 0.2892 

LB4110R- B4 Alpha 11/24/2006 11/24/2014 0.1866 w 0.1799 0.2283 0.2768 

LB4110R- C1 Alpha 11/24/2006 11/24/2014 0.2059 p 0.1795 0.2138 0.2481 

LB4110R- C2 Alpha 11/24/2006 11/24/2014 0.2157 p 0.1898 0.2228 0.2558 

:2: LB4110R- C3 Alpha 11/24/2006 11/24/2014 0.2275 p 0.2033 0.2380 0.2726 

Fl LB4110R- C4 Alpha 
"'Tl 

11/24/2006 11/24/2014 0.2068 p 

0 LB4110R- 01 Alpha 11/24/2006 11/1/2014 0.0000 w 
); 
~ LB4110R- D2 Alpha 11/24/2006 11/1/2014 0.0000 w w ...... 
N LB4110R- 03 Alpha 11/24/2006 11/1/2014 0.0000 w -0.0308 0.2127 0.4562 

I 

0 LB4110R- 04 Alpha 11/24/2006 11/1/2014 0.0000 w -0.0260 0.1714 0.3689 
0 

LB5100- 1 Alpha 7/10/2006 10/26/2007 0.3368 p 0.3332 0.3455 0.3578 
0 (x.;) 
0 
w N 0 

~ .. ~ 0) 
w 
OJ . . ) 

~---------·~ --------·----------···-~ ..... -·~--~··---·--·-·"·--·~·~·-~·--- ----·-·~---·-· 



EberUne Analytical GPC Detector Report Printed: 11/24/2014 6:47AM 
Oak Ridge Laboratory (ALL Efficiencies) Page 1 of 1 

Detector Alpha/Beta Calibration Date Count Date Eff PFW LCL Mean UCL 

LB4110A- Al Beta 11/18/2007 11/24/2014 0.5692 p 0.2439 0.5629 0.8819 ~ 

LB4110A- A2 Beta 11/18/2007 11/24/2014 0.4648 p 0.1921 0.4677 0.7433 
(I/~ LB4110A- A3 Beta 11/18/2007 11/24/2014 0.4926 p 0.1281 0.4632 0.7982 

LB4110A- A4 Beta 11/18/2007 11/24/2014 0.5618 p 0.1784 0.5028 0.8272 

LB4110A- B1 Beta 11/18/2007 11/24/2014 0.5485 p 0.4666 0.5333 0.5999 

11/24/2014 0.5336 p 0.4678 0.5272 0.5866 

1/24/2014 0.5970 p 0.3373 0.5417 0.7462 

LB4110A- B4 Beta 11/18/2007 11/24/2014 0.5700 p 0.4951 0.5559 0.6166 

LB4110A- C1 Beta 11/18/2007 11/24/2014 0.5457 p 0.4368 0.5115 0.5863 

LB4110A- C2 Beta 11/18/2007 11/24/2014 0.5601 p 0.3994 0.5160 0.6325 

LB4110A- C3 Beta 11/18/2007 11/24/2014 0.6207 p 0.5259 0.5978 0.6697 

LB4110A- C4 Beta 11/18/2007 11/24/2014 0.5721 p 0.4528 0.5330 0.6131 

LB4110A- 01 Beta 11/18/2007 11/24/2014 0.7162 w 0.3872 0.5646 0.7420 
p 0.4358 0.5915 0.7471 

LB4110A- 03 Beta 11/18/2007 11/24/2014 0.6681 p 0.4806 0.6156 0.7507 

LB4110A- 04 Beta 11/18/2007 11/24/2014 0.4929 p 0.3516 0.4714 0.5912 

LB4110R- Al Beta 11/24/2006 11/24/2014 0.5733 p 0.4818 0.5701 0.6583 

0.5053 p 0.4236 0.5114 0.5993 

0.5401 p 0.4568 

11/24/2006 11/24/2014 0.6187 p 0.5100 

11/24/2006 11/24/2014 0.4721 p 0.4284 

LB4110R- B2 Beta 11/24/2006 11/24/2014 0.4497 p 0.4117 

LB4110R- B3 Beta 11/24/2006 11/24/2014 0.5364 p 0.4824 

LB4110R- B4 Beta 11/24/2006 11/24/2014 0.4726 p 0.4429 

LB4110R- C1 Beta 11/24/2006 11/24/2014 0.4874 p 0.4140 

LB4110R- C2 Beta 11/24/2006 11/24/2014 0.5304 p 0.4337 0.5357 I 0.63 

:2:1 LB4110R- C3 Beta 11/24/2006 11/24/2014 0.5786 p 0.4822 0. 
r 

11/24/2006 11/24/2014 r LB4110R- C4 Beta 
"'Tl 

0.5276 p 0.4316 0.5258 0.6201 

0 LB4110R- 01 Beta 11/24/2006 11/1/2014 0.0000 w -0.0678 0.4553 0.9785 
);. 
~ LB4110R- 02 Beta 11/24/2006 11/1/2014 0.0000 w -0.0756 0.5116 1.0989 
w ..... 
N LB4110R- D3 Beta 11/24/2006 11/1/2014 0.0000 w -0.0736 0.4969 1.0674 

I 

0 LB4110R- D4 Beta 11/24/2006 11/1/2014 0.0000 w -0.0630 0.4090 0.8811 
0 :-., LB5100- 1 Beta 7/10/2006 10/26/2007 0.4428 F 0.4555 0.4731 0.4906 
0 i\.J 
0 t\J w 
0 
0) 

~1 
f 

- -----· ·---~·~·-~ 
------------~-·---~~---· -~--------,..,....,...-·----------
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~pex-Gamma 
Analysis Report for 1411 095-01 

SPIKE 

11/20/2014 8:14:18AM 

GAMMA SPECTRUM ANALYSIS 

Sample Identification 
Sample Description 
Sample Type 

Sample Size 
Facility 

Sample Taken On 
Acquisition Started 

Procedure 
Operator 
Detector Name 
Geometry 
Live Time 
RealTime 

Dead Time 

Peak Locate Threshold 
Peak Locate Range (in channels) 

Peak Area Range (in channels) 
Identification Energy Tolerance 

Energy Calibration Used Done On 

Efficiency Calibration Used Done On 

Efficiency Calibration Description 

Sample Number 

: 1411095-01 
:SPIKE 
: RA RECOVERY 

: 1.000E+OO units 
: Countroom 

: 11/20/2014 7:46:47AM 
: 11/20/2014 7:59:08AM 

: BAFIL 
: Administrator 
: GE2 
: BAFlL 
: 900.0 seconds 
: 900.2 seconds 

: 0.03% 

: 2.50 
: 1-4096 
: 7-4096 
: 1.000 keV 

: 11/2/2014 
: 11/9/2014 

: 15272 

PEAK ANALYSIS REPORT 

Peak Analysis Performed on : 11/20/2014 8:14:11AM 

Peak 
No. 

Peak Analysis From Channel 
Peak Analysis To Channel 

Energy 
(keV) 

ROI 
start 

ROI 
end 

: 1 
: 4096 

Peak 
Centroid 

Net Peak 
Area 

Net Area 
Uncertainty 

Page 1 of6 

Continuum 
Counts 

FWHM 
(keV) 

WLLFOIA4312- 001 - 0030641 



11/20/2014 8:14:18AM Page 2 of6 

Analysis Report for 1411095-01 

M 
m 

M 
m 

M 
m 
M 
m 
m 
M 
m 

M 
m 

SPIKE 

Peak Energy ROI 
No. (keV} start 

1 30.92 27 
2 35.12 27-
3 52.66 49-
4 61.55 58-
5 66.35 65-
6 81.09 76-
7 102.85 99-
8 111. 69 107-
9 116.16 107-

10 137.41 135-
11 239.53 235 
12 276.31 271-
13 293.97 291-
14 302.85 291 
15 330.05 329-
16 333.71 329-
17 338.20 329-
18 355.98 352-
19 360.07 352-
20 385.66 381 
21 391.23 390-
22 436.73 432-
23 454.57 451 
24 469~04 465-
25 674.42 671-

M =First peak in a multiplet region 

m = Other peak in a multiplet region 

F = Fitted singlet 
Errors quoted at 2.000sigma 

ROI Peak Net Peak Net Area Continuum 

end Centroid Area Uncertainty Counts 

40 31.03 1. 53E+03 84.05 2.55E+02 
40 35.23 3.75E+02 49.83 1.18E+02 
57 52.76 5.74E+Ol 35.85 1.63E+02 
65 61.64 1.22E+02 51.11 3.58E+02 
69 66.45 6.57E+Ol 29.15 1.19E+02 
85 81.17 6.39E+02 64.83 2.35E+02 

106 102.92 3.18E+Ol 29.12 1. 20E+02 
119 111.76 1.57E+02 31.68 7.61E+Ol 
119 116.22 2.83E+Ol 22.08 7.13E+01 
139 137.46 1. 72E+Ol 19.04 6.56E+01 
245 239.53 3.58E+01 33.62 1.30E+02 
283 276.29 4.36E+Ol 30.72 8.89E+Ol 
315 293.93 1.39E+01 11.40 1. 58E+OO 
315 302.82 1.36E+02 24.53 1.27E+01 
341 330.00 6.63E+00 5.66 6.10E+OO 
341 333.65 5.83E+Ol 19.95 1.91E+01 
341 338.14 1.28E+01 12.25 2.39E+Ol 
362 355.92 4.20E+02 42.17 2.18E+Ol 
362 360.00 9.13E+00 10.58 8.36E+OO 
389 385.58 2.10E+02 37.53 1.12E+02 
394 391.14 2.92E+Ol 16.55 3.16E+01 
440 436.63 7.74E+Ol 19.92 1. 33E+Ol 
458 454.46 1.10E+Ol 9.59 8.00E+OO 
473 468.92 1.73E+01 .. 15.41 2.33E+01 
676 674.20 5.00E+00 4.47 O.OOE+OO 

BACKGROUND SUBTRACT REPORT 

Peak Analysis Performed on 

Env. Background File 

Peak Energy 
No. (keV} 

1 30.92 
2 35.12 
3 52.66 
4 61.55 

: 11/20/2014 8:14:11AM 

: \\OR-GAMMA 1 \ApexRoot\Countroom\Data\0000015027 .CNF 

Original Orlg.Area 
Area Uncertainty 

1. 53E+03 84.05 
3.75E+02 49.83 
5.74E+Ol 35.85 
1.22E+02 51.11 

Ambient 
Background 

Backgr. Subtracted 
Uncert. Area 

1.53E+03 
3.75E+02 
5.74E+01 
1.22E+02 

FWHM 
(keV} 

1. 35 
1. 61 
3.89 
1. 31 
1. 79 
1. 41 
1. 26 
1.71 
1. 73 
1. 80 
2.09 
1. 85 
1. 99 
1. 63 
1. 41 
1. 77 
1. 56 
1. 56 
1. 44 
3.99 
1. 33 
1. 51 
3.94 
1.58 
2.31 

Subtracted 
Uncert. 

8.40E+Ol 
4.98E+Ol 
3.58E+Ol 
5 .llE+Ol 

2.25 
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11/20/2014 8:14:18AM Page 3 of6 

Analysis Report for 1411095-01 

SPIKE 

Peak Energy Original Orig. Area Ambient Back gr. Subtracted Subtracted 

No. (keV} Area Uncertainty Background Uncert. Area Uncert. 

5 66.35 6.57E+01 29.15 6.57E+01 2.92E+01 

6 81.09 6.39E+02 64.83 6.39E+02 6.48E+01 

7 102.85 3.18E+01 29.12 3.18E+01 2. 91E+01 

M 8 111. 69 1.57E+02 31.68 1.57E+02 3.17E+Ol 
m 9 116.16 2.83E+01 22.08 2.83E+01 2.21E+01 

10 137.41 1.72E+Ol 19.04 1. 72E+Ol 1.90E+01 
11 239.53 3.58E+01 33.62 3.89E+OO 1.82E+OO 3.19E+01 3.37E+Ol 
12 276.31 4.36E+01 30.72 4.36E+01 3.07E+01 

M 13 293.97 1.39E+01 11.40 1. 39E+01 1. 14E+01 
m 14 302.85 1. 36E+02 24.53 1.36E+02 2.45E+01 
M 15 330.05 6.63E+OO 5.66 6.63E+OO 5.66E+OO 
m 16 333.71 5.83E+01 19.95 5.83E+Ol 1. 99E+01 
m 17 338.20 1. 28E+Ol 12.25 1. 28E+Ol 1. 22E+Ol 
M 18 355.98 4.20E+02 42.17 4.20E+02 4.22E+01 
m 19 360.07 9.13E+00 10.58 9.13E+OO 1.06E+01 

20 385.66 2.10E+02 37.53 2.10E+02 3.75E+01 
21 391.23 2. 92E+Ol 16.55 2.92E+01 1.65E+01 
22 436.73 7.74E+Ol 19.92 7.74E+01 1.99E+Ol 
23 454.57 1.10E+01 9.59 1.10E+01 9.59E+OO 
24 469.04 1.73E+01 15.41 1.73E+01 1.54E+01 
25 674.42 5.00E+OO 4.47 5.00E+OO 4.47E+OO 

M = First peak in a multiplet region 
m = Other peak in a multiplet region 
F ::: Fitted singlet 
Errors quoted at 2.000sigma 

NUCLIDE IDENTIFICATION REPORT 

Nuclide Library Used ; \\OR~GAMMA1\ApexRoot\Countroom\Library\WSRC.NLB 

IDENTIFIED NUCLIDES 

Nuclide ld Energy Yield(%) Activity Activity 

Name Confidence (keV) (pCilunits) Uncertainty 

SN-113 0.92 255.12 1. 93 
391.69 * 61.90 2.02E+Ol 1.16E+01 

I-125 0.97 35.49 * 6. 4 9 3.98E+Ol 5.29E+OO 
BA-133 0.98 30.80 * 97.60 5.54E+OO 4.57E-01 

81.00 * 33.00 3.44E+02 6.36E+Ol 
302.84 * 17.80 4.50E+02 1. 44E+02 
356.01 * 60.00 3.45E+02 5.94E+Ol 
383.85 8.70 

226 
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Analysis Report for 1411095-01 

SPIKE 

* =Energy line found in the spectrum. 

- = Manually added nuclide. 

? = Manually edited nuclide. 
@ = Energy line not used for Weighted Mean Activity 

Energy Tolerance : 1.000 keV 

Nuclide confidence index threshold = 0.30 

Errors quoted at 2.000sigma 

11/20/2014 8:14:18AM 

INTERFERENCE CORRECTED REPORT 

Nuclide 
Name 

SN-113 
I-125 
BA-133 

Nuclide 
ld 

Confidence 

0.928 
0. 978 
0.987 

? :;:: nuclide is part of an undetermined solution 

X = nuclide rejected by the interference analysis 

Wtmean 
Activity 

(pCi/units) 

2.02E+Ol 
3.98E+Ol 
5.58E+OO 

@ = nuclide contains energy lines not used in Weighted Mean Activity 

Errors quoted at 2.000sigma 

Wtmean 
Activity 

Uncertainty 

1.16E+01 
5.29E+00 
4.57E-01 

Page4 of6 

Comments 
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Analysis Report for 1411095-01 

M 

m 

M 

M 

m 
m 
m 

SPIKE 

Peak Locate Performed on 

Peak Locate From Channel 

Peak Locate To Channel 

Peak No. Energy (keV} 

3 52.66 

4 61.55 

5 66.35 
7 102.85 
8 111.69 

9 116.16 
10 137.41 

11 239.53 

12 276.31 

13 293.97 
15 330.05 

16 333.71 
17 338.20 

19 360.07 
20 385.66 
22 436.73 

23 454.57 

24 469.04 

25 674.42 

M = First peak in a multiplet region 

m = Other peak in a multiplet region 

F = Fitted singlet 
Errors quoted at 2.000sigma 

1'1/20/2014 8:14:18AM 

UNIDENTIFIED PEAKS 

: 11/20/2014 8:14:11AM 

: 1 
: 4096 

Peak Size (CPS) 

6.37770E-02 

1.35382E-01 

7 .29911E-02 

3.52899E-02 

1.74575E-01 

3.14813E-02 

1. 91111E-02 

3. 54511E-02 

4. 83965E-02 

1.54358E-02 

7.36567E-03 

6.47319E-02 

1.41894E-02 

1.01431E-02 

2.33354E-01 

8.59722E-02 

1. 22222E-02 

1.92529E-02 

5.55556E-03 

Peak CPS(%) 
Uncertainty 

31.23 
20.97 
22.19 
45.84 
10.08 
38.96 
55.35 
52.76 
35.26 
41.04 
42.67 
17.12 
47.95 
57.96 
8.93 

12.87 
43.60 
44.47 
44.72 

NUCLIDE MDA REPORT 

Peak 
Type 

Sum 
Sum 

Sum 
Sum 

Sum 
Sum 

Sum 

Nuclide Ubrary Used : \\OR-GAMMA1\ApexRoot\Countroom\Library\WSRC.NLB 

Page 5 of6 

Tolerance 
Nuclide 

22'8 
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11/20/2014 8:14:18AM Page 6 of6 

Analysis Report for 1411095-01 

SPIKE 

Nuclide Energy Yield(%) LineMDA NuclideMDA Activity Dec. Level 

Name (keV) (pCilunits) (pCilunits) (pCilunits) (pCi/units) 

FE-55 5.89 24.50 1.17E-06 1.1 7E-06 -5.53E-06 5.28E-07 

C0-57 122.06 85.51 1.69E+01 1. 69E+01 4.53E+OO 7.77E+OO 

136.48 10.60 1.70E+02 4.49E+01 7.85E+01 

NI-59 6.92 29.80 1.12E-05 1.12E-05 -2.37E-05 5.38E-06 

M0-93 16.59 52.90 7.40E-03 7.40E-03 2.90E-03 3.52E-03 

18.60 10.00 8.87E-02 -1.48E-01 4.22E-02 

NB-93M 16.57 9.43 4.12E-02 4.12E-02 1.61E-02 1.96E-02 

CD-109 88.03 3. 72 2.36E+02 2.36E+02 7.73E+01 1.10E+02 

+ SN-113 255.12 1. 93 8.08E+02 1.61E+01 -2.20E+02 3.57E+02 

391.69 * 61.90 1. 61E+01 2.02E+Ol 7.13E+OO 

SN-119M 23.87 16.10 2.82E-01 2.78E-01 -1.13E-01 1.34E-01 

25.10 22.70 2.78E-01 -7.13E-03 1.32E-01 

+ I-125 35.49 * 6.49 1.37E+Ol 1.37E+Ol 3.98E+Ol 6.69E+OO 

I-129 29.78 57.00 8.92E-01 8.92E-01 4.90E+OO 4.39E-01 

33.60 13.20 3.47E+00 -1.25E+Ol 1.68E+OO 

39.58 7.52 4.10E+00 -1.85E+OO 1. 83E+00 

+ BA-133 30.80 * 97.60 4.78E-01 4.78E-01 5.54E+OO 2.34E-Ol 
81.00 * 33.00 3.73E+01 3.44E+02 1.79E+01 

302.84 * 17.80 1.78E+02 4.50E+02 8.48E+01 
356.01 * 60.00 2.73E+Ol 3.45E+02 1.26E+Ol 
383.85 8.70 3.12E+02 -2.49E+02 1.49E+02 

CE-139 165.85 80.35 2.47E+Ol 2.47E+Ol 7.38E+00 1.13E+01 

CE-144 133. 54 10.80 1.41E+02 1.41E+02 2.95E+Ol 6.44E+01 

HG-203 279.19 77.30 2.53E+Ol 2.53E+Ol -2.40E+OO 1.15E+01 

PB-210 10.80 9.57 3.55E-03 3.55E-03 -1.21E-02 1.74E-03 

46.50 4.25 1. 81E+Ol 3.24E+OO 8.22E+00 

PA-231 9.28 42.00 2.34E-04 2.34E-04 6.26E-04 1.15E-04 

10.11 20.20 1. 06E-03 3.49E-03 5.21E-04 

283.67 1. 60 8.31E+02 -1. 42E+01 3.63E+02 

302.67 2.30 1. 49E+03 3.12E+03 7.10E+02 

TH-231 25.64 14.70 5.03E-01 5.03E-01 3.22E-02 2.40E-Ol 
84.21 6.40 9.40E+01 -3.64E+02 4.28E+01 

PA-234 9.89 89.00 2.00E-04 2.00E-04 6.57E-04 9.81E-05 

21.72 64.90 4.57E-02 3.85E-02 2.19E-02 
37.93 23.75 1.45E+OO -2.57E+OO 6.69E-01 

131.42 20.40 7.75E+01 1.68E+OO 3.55E+Ol 

TH-234 63.29 3.80 1. 43E+02 1. 43E+02 2.39E+02 6.87E+01 

NP-237 29.37 14.00 1.67E+OO 1.67E+OO -2. 78E+Ol 8.09E-01 

86.50 12.60 6.52E+01 1.46E+01 3.04E+Ol 

U-237 97.08 16.30 5.60E+01 4.36E+01 7.91E+OO 2.57E+01 

101.07 26.30 4.36E+01 2.25E+00 2.03E+01 

114.00 12.30 2.02E+02 1.92E+02 9.66E+Ol 
208.01 22.00 9.16E+Ol 1. 57E+Ol 4.16E+Ol 

AM-241 59.54 35.90 8.60E+OO 8.60E+OO -2.19E+01 4.05E+OO 

AM-243 74.67 66.00 6.76E+OO 6.76E+OO 1. 28E+00 3.09E+OO 

+ :: Nuclide identified during the nuclide identification 

= Energy line found in the spectrum 

> ::: MDA value not calculated 

@ = Half-life too short to be able to perform the decay correction 
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f\pex-Gamma 
Analysis Report for 1411 095-02 

BLANK 

J 
( 

11/20/2014 8:33:56AM 

GAMMA SPECTRUM ANALYSIS 

Sample Identification 
Sample Description 
Sample Type 

Sample Size 
Facility 

Sample Taken On 
Acquisition Started 

Procedure 
Operator 
Detector Name 
Geometry 
Live Time 
RealTime 

Dead Time 

Peak Locate Threshold 
Peak Locate Range (in channels) 
Peak Area Range (in channels) 
Identification Energy Tolerance 

Energy Calibration Used Done On 
Efficiency Calibration Used Done On 
Efficiency Calibration Description 

Sample Number 

: 1411095-02 
:BLANK 
: RA RECOVERY 

: 1.000E+OO units 
: Countroom 

: 11/20/2014 7:46:58AM 
: 11/20/2014 8:18:49AM 

: BAFlL 
: Administrator 
: GE2 
: BAFIL 
: 900.0 seconds 
: 900.3 seconds 

; 0.03% 

:2.50 
:1-4096 
: 7-4096 
: 1.000 keV 

: 11/2/2014 
: 11/9/2014 

: 15276 

PEAK ANALYSIS REPORT 

Peak Analysis Performed on : 11/20/2014 8:33:52AM 

Peak 
No. 

Peak Analysis From Channel 
Peak Analysis To Channel 

Energy 
(keV) 

ROI 
start 

ROI 
end 

: 1 
: 4096 

Peak 
Centroid 

Net Peak 
Area 

Net Area 
Uncertainty 

Pagel of7 

Continuum 
Counts 

FWHM 
(keV) 

WLLFOIA4312- 001 - 0030648 
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Analysis Report for 1411095-02 

M 
m 
m 

M 
m 

M 
m 

M 
m 
M 
m 

M 
m 

M 

BLANK 

Peak Energy ROI 
No. (keV) start 

1 20.73 18-
2 27.98 27-
3 30.95 27-
4 35.16 27-
5 61.90 58-
6 66.10 58-
7 81.12 78-
8 111.73 108-
9 116.04 108 

10 172.51 169-
11 276.01 272-
12 285.79 283-
13 302.83 299-
14 307.02 299-
15 333.76 329 
16 337.89 329-
17 355.95 352-
18 365.98 361-
19 385.61 381 
20 391.01 390-
21 416.44 410-
22 434.11 431 
23 437.12 431-
24 467.73 465-
25 596. 96 592 
26 766.69 764-
27 1011.77 1008-

M =First peak in a multiplet region 

m = Other peak in a multiplet region 

F = Fitted singlet 
Errors quoted at 2.000sigma 

ROI Peak Net Peak Net Area 

end Centroid Area Uncertainty 

23 20.85 6.96E+01 53.68 
40 28.10 3.91E+01 14.67 
40 31.07 1.70E+03 89.49 
40 35.27 3.51E+02 47.37 
72 62.00 1.92E+02 35.10 
72 66.20 1.19E+02 30.20 
85 81.21 7.62E+02 63.78 

120 111.79 1.76E+02 34.34 
120 116.11 3.22E+01 24.07 
176 172.54 2.55E+01 27.78 
279 275.98 3.23E+01 24.74 
290 285.76 1. 46E+01 15.10 
316 302.79 1.37E+02 25.38 
316 306.98 3.59E+01 18.03 
342 333.70 5.99E+01 20.27 
342 337.83 1. 85E+01 15.46 
359 355.89 4.44E+02 46.95 
371 365.91 1. 93E+01 22.06 
389 385.53 2.23E+02 40.28 
395 390.92 2.31E+01 20.20 
424 416.35 7.02E+01 25.32 
441 434.00 6.65E+OO 11.68 
441 437.02 7.52E+01 18.34 
470 467.60 1. 86E+01 11.49 
601 596.77 2.20E+Ol 9.38 
769 766.43 7.00E+00 5.29 

1013 1011.40 5.00E+OO 4.47 

BACKGROUND SUBTRACT REPORT 

Peak Analysis Performed on : 11/20/2014 8:33:52AM 

Continuum 
Counts 

5.19E+02 
8.48E+01 
2.36E+02 
1.21E+02 
1. 05E+02 
9.89E+01 
1.67E+02 
9.75E+Ol 
8.01E+Ol 
1.11E+02 
8.15E+01 
2.88E+Ol 
2.34E+01 
2.54E+01 
2.86E+Ol 
3.30E+01 
7.07E+01 
5.34E+01 
1.12E+02 
4.98E+Ol 
3. 96E+Ol 
8.66E+OO 
5.09E+OO 
1. 08E+01 
O.OOE+OO 
O.OOE+OO 
O.OOE+OO 

Env. Background File : \\OR-GAMMA 1\ApexRoot\Countroom\Data\0000015027 .CNF 

Peak 
No. 

1 
2 

Energy 
(keV) 

20.73 
27.98 

Original Orig. Area 
Area Uncertainty 

6.96E+Ol 
3.91E+Ol 

53.68 
14.67 

Ambient 
Background 

Back gr. 
Uncert 

Subtracted 
Area 

6. 96E+Ol 
3.91E+Ol 

FWHM 
(keV) 

1. 58 
1.10 
1. 33 
1. 33 
1. 57 
1. 77 
1.49 
1. 71 
1. 73 
3.75 
1.29 
2.48 
1. 59 
1. 97 
1. 71 
1.71 
1. 52 
5. 72 
3. 72 
1. 49 
4.08 
1. 53 
1. 68 
1. 97 
5.00 
2.22 
1. 70 

Subtracted 
Uncert. 

5.37E+Ol 
1.47E+Ol 

2PJ9 >l"":t' 
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11/20/2014 8:33:56AM Page 3 of7 

Analysis Report for 1411095-02 

BLANK 

Peak Energy Original Orig. Area Ambient Back gr. Subtracted Subtracted 

No. (keV) Area Uncertainty Background Uncert. Area Uncert. 

m 3 30.95 1.70E+03 89.49 1.70E+03 8.95E+Ol 

m 4 35.16 3.51E+02 47.37 3.51E+02 4.74E+Ol 

M 5 61.90 1.92E+02 35.10 1.92E+02 3.51E+01 

m 6 66.10 1.19E+02 30.20 1.19E+02 3.02E+01 

7 81.12 7.62E+02 63.78 7.62E+02 6.38E+01 

M 8 111.73 1.76E+02 34.34 1.76E+02 3.43E+Ol 

m 9 116.04 3.22E+01 24.07 3.22E+01 2.41E+01 

10 172.51 2.55E+01 27.78 2.55E+Ol 2.78E+01 

11 276.01 3.23E+01 24.74 3.23E+Ol 2.47E+Ol 

12 285.79 1.46E+01 15.10 1.46E+01 1. 51E+Ol 

M 13 302.83 1. 37E+02 25.38 1.37E+02 2.54E+01 

m 14 307.02 3.59E+01 18.03 3.59E+Ol 1. 80E+Ol 

M 15 333.76 5.99E+Ol 20.27 5.99E+Ol 2.03E+Ol 

m 16 337.89 1.85E+Ol 15.46 1.85E+Ol 1.55E+01 

17 355.95 4.44E+02 46.95 4.44E+02 4.69E+Ol 

18 365.98 1.93E+Ol 22.06 1.93E+Ol 2.21E+Ol 

19 385.61 2.23E+02 40.28 2.23E+02 4.03E+Ol 

20 391.01 2.31E+01 20.20 2.31E+01 2.02E+01 

21 416.44 7.02E+01 25.32 7.02E+Ol 2.53E+01 

M 22 434.11 6.65E+00 11.68 6.65E+OO 1.17E+Ol 

m 23 437.12 7.52E+Ol 18.34 7.52E+Ol 1.83E+Ol 

24 467.73 1.86E+01 11.49 1.86E+01 1.15E+Ol 

25 596.96 2.20E+01 9.38 2.20E+Ol 9.38E+00 

26 766.69 7.00E+OO 5.29 7.00E+OO 5.29E+OO 

27 1011.77 5.00E+00 4.47 S.OOE+OO 4.47E+OO 

M = First peak in a multiplet region 

m =Other peak in a multiplet region 

F = Fitted singlet 
Errors quoted at 2.000sigma 

NUCLIDE IDENTIFICATION REPORT 

Nuclide Library Used : \\OR-GAMMA 1\ApexRoot\Countroom\Library\WSRC.NLB 

IDENTIFIED NUCLIDES 

Nuclide ld Energy Yield(%) Activity Activity 

Name Confidence (keV) (pCUunits) Uncertainty 

SN-113 0.89 255.12 1. 93 
391.69 * 61.90 1.60E+Ol 1.41E+Ol 

I-125 0.98 35.49 * 6.49 3.74E+Ol 5.06E+OO 

BA-133 0.98 30.80 * 97.60 6.19E+OO 5.02E-01 

233 
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Analysis Report for 1411095-02 

BLANK 

Nuclide ld Energy 

Name Confidence (keV) 

BA-133 0.98 81.00 
302.84 
356.01 
383.85 

* = Energy line found in the spectrum. 

- = Manually added nuclide. 

? =Manually edited nuclide. 

* 
* 
* 

@ = Energy line not used for Weighted Mean Activity 

Energy Tolerance: 1.000 keV 

Nuclide confidence index threshold= 0.30 

Errors quoted at 2.000sigma 

Yield(%) 

33.00 
17.80 
60.00 
8.70 

11/20/2014 8:33:56AM Page 4 of7 

Activity 

(pCilunits) 

4.10E+02 
4.55E+02 
3.64E+02 

Activity 

Uncertainty 

7.22E+01 
1. 47E+02 
6.39E+01 

INTERFERENCE CORRECTED REPORT 

Nuclide 
Name 

SN-113 
I-125 
BA-133 

Nuclide 
Jd 

Confidence 

0.891 
0.983 
0.986 

? = nuclide is part of an undetermined solution 

X = nuclide rejected by the interference analysis 

Wtmean 
Activity 

(pCI/units) 

1.60E+Ol 
3.74E+01 
6.24E+OO 

@ = nuclide contains energy lines not used in Weighted Mean Activity 

Errors quoted at 2.000sigma 

Wtmean Comments 
Activity 

Uncertainty 

1.41E+Ol 
5.06E+OO 
5.02E-01 

234: 
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Analysis Report for 1411095-02 

M 

M 

m 
M 

m 

m 
M 

m 

M 

m 

BLANK 

Peak Locate Performed on 
Peak Locate From Channel 
Peak Locate To Channel 

Peak No. Energy {keV) 

1 20.73 

2 27.98 
5 61.90 

6 66.10 
8 111.73 

9 116.04 
10 172.51 
11 276.01 
12 285.79 
14 307.02 
15 333.76 
16 337.89 
18 365.98 
19 385.61 
21 416.44 
22 434.11 

23 437.12 

24 467.73 

25 596.96 

26 766.69 
27 1011.77 

M = First peak in a multiplet region 

m = Other peak in a multiplet region 
F :::: Fitted singlet 
Errors quoted at 2.000sigma 

11/20/2014 8:33:56AM 

UNIDENTIFIED PEAKS 

: 11/20/2014 8:33:52AM 
: 1 
: 4096 

Peak Size (CPS) 

7. 72881E-02 
4.34523E-02 
2.13684E-01 
1.32565E-01 
1.95199E-01 
3.57936E-02 
2.83813E-02 
3.58447E-02 

1.62452E-02 
3.99223E-02 
6.65293E-02 
2.05795E-02 
2.14493E-02 
2.47708E-01 
7.79938E-02 
7.39074E-03 
8.35953E-02 
2.06481E-02 
2.44444E-02 

7.77778E-03 
5.55556E-03 

Peak CPS(%) 
Uncertainty 

38.59 
18.76 

9.13 
12.66 

9.77 
37.36 
54.39 
38.34 
51.64 
25.09 
16.93 
41.73 
57.13 

9.03 
18.04 
87.82 
12.19 
30.91 
21.32 
37.80 
44.72 

NUCLIDE MDA REPORT 

Peak 
Type 

Tol. 

Sum 
Sum 
Sum 
Sum 

Sum 
Sum 

Sum 

Nuclide Library Used : \\OR·GAMMA 1\ApexRoot\Countroom\Library\WSRC.NLB 

Page 5 of7 

Tolerance 
Nuclide 

PA-234 

2~5 

WLLFOIA4312- 001 - 0030652 
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Analysis Report for 1411095-02 

BLANK 

Nuclide Energy Yield(%) LineMDA Nuc/ldeMDA Activity Dec. Level 

Name (keV) (pCilunits) (pCilunits) (pCilunits) (pCilunits) 

FE-55 5.89 24.50 l.OlE-06 1. OlE-06 -6.34E-06 4.46E-07 

C0-57 122.06 85.51 1.54E+Ol 1. 54E+01 -5.74E+00 7.03E+OO 
136.48 10.60 1.78E+02 1.53E+Ol 8.24E+01 

NI-59 6.92 29.80 1.13E-05 1.13E-05 -2.05E-05 5.42E-06 
M0-93 16.59 52.90 7.46E-03 7.46E-03 -1. 49E-03 3.55E-03 

18.60 10.00 9.60E-02 -9.40E-02 4.58E-02 
NB-93M 16.57 9.43 4.15E-02 4.15E-02 -8.26E-03 1.97E-02 
CD-109 88.03 3.72 2.05E+02 2.05E+02 -6.42E+OO 9.44E+Ol 

+ SN-113 255.12 1. 93 9.54E+02 2.21E+Ol 4.03E+01 4.30E+02 
391.69 * 61.90 2.21E+Ol 1.60E+Ol l.OlE+Ol 

SN-119M 23.87 16.10 2.85E-01 2.81E-01 1.57E-01 1.36E-01 
25.10 22.70 2.81E-01 8.43E-02 1.34E-01 

+ I-125 35.49 * 6.49 1.34E+Ol 1.34E+01 3.74E+Ol 6.56E+OO 
I-129 29.78 57.00 9.47E-01 9.47E-Ol 5.29E+OO 4.67E-01 

33.60 13.20 3.51E+OO -1.81E+01 1.70E+OO 
39.58 7.52 4.82E+OO 2.14E+OO 2.19E+OO 

+ BA-133 30.80 * 97.60 4.68E-01 4.68E-01 6.19E+OO 2.29E-01 
81.00 * 33.00 2.98E+01 4.10E+02 1.42E+Ol 

302.84 * 17.80 1. 61E+02 4.55E+02 7.61E+01 
356.01 * 60.00 3.02E+01 3.64E+02 1. 40E+Ol 
383.85 8.70 3.19E+02 -3.32E+02 1.53E+02 

CE-139 165.85 80.35 2.56E+Ol 2.56E+Ol 4.60E+OO 1.17E+Ol 
CE-144 133.54 10.80 1.74E+02 1.74E+02 4.58E+Ol 8.07E+Ol 
HG-203 279.19 77.30 2.30E+Ol 2.30E+Ol 4.90E+00 1. 04E+Ol 
PB-210 10.80 9.57 3.46E-03 3.46E-03 -9.98E-03 1.69E-03 

46.50 4.25 2.17E+01 7.77E+OO 1. OOE+01 
PA-231 9.28 42.00 2.31E-04 2.31E-04 6.46E-04 1.13E-04 

10.11 20.20 1.03E-03 2.96E-03 5.07E-04 
283.67 1. 60 9.36E+02 7.31E+02 4.15E+02 
302.67 2.30 1.52E+03 2.65E+03 7.25E+02 

TH-231 25.64 14.70 4.83E-01 4.83E-01 -2.59E-02 2.30E-01 
84.21 6.40 9.52E+01 -5.78E+02 4.34E+Ol 

PA-234 9.89 89.00 1.95E-04 1.95E-04 5.57E-04 9.54E-05 
21.72 64.90 4.44E-02 1. 51E-02 2 .13E-02 
37.93 23.75 1.35E+OO -3.57E+OO 6.16E-01 

131.42 20.40 8.55E+01 -7.07E+OO 3. 96E+Ol 
TH-234 63.29 3.80 1.44E+02 1.44E+02 2.29E+02 6.90E+01 
NP-237 .29. 37 14.00 1.76E+OO 1.76E+OO -3.17E+01 8.55E-01 

86.50 12.60 5.84E+Ol 9.21E+OO 2.69E+Ol 
U-237 97.08 16.30 6.02E+01 4.48E+01 -4.54E+01 2.78E+01 

101.07 26.30 4.48E+01 2.54E+OO 2.08E+01 
114.00 12.30 2.19E+02 2.81E+02 1. 05E+02 
208.01 22.00 1.07E+02 -2.80E+01 4.92E+Ol 

AM-241 59.54 35.90 8.17E+OO 8.17E+00 -2.69E+01 3.83E+OO 
AM-243 74.67 66.00 7.50E+OO 7.50E+OO 2.80E+OO 3.46E+OO 

+ ::: Nuclide identified during the nuclide identification 

= Energy line found in the spectrum 
> MDA value not calculated 

@ = Half-life too short to be able to perform the decay correction 

236 
WLLFOIA4312- 001 - 0030653 



11/20/2014 8:33:56AM Page 7 of7 

Analysis Report for 1411095-02 
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~pex-Gamma 
Analysis Report for 1411095-03 

FEE-DRl-W-FADW29206L 

GAMMA SPECTRUM ANALYSIS 

Sample Identification 
Sample Description 
Sample Type 

Sample Size 
Facility 

Sample Taken On 
Acquisition Started 

Procedure 
Operator 
Detector Name 
Geometry 
Live Time 
RealTime 

Dead Time 

Peak Locate Threshold 
Peak Locate Range (in channels) 

Peak Area Range (in channels} 

Identification Energy Tolerance 

Energy Calibration Used Done On 

Efficiency Calibration Used Done On 

Efficiency Calibration Description 

Sample Number 

: 1411095-03 
: FEE-DRI-W-FADW29206L 

: RA RECOVERY 

: 1.000E+OO units 

: Countroom 

: 11/20/2014 7:47:25AM 

: 11/20/2014 8:42:08AM 

: BAFIL 
: Administrator 
: GE2 
: BAFIL 
: 900.0 seconds 
: 900.3 seconds 

: 0.03% 

:2.50 
: 1-4096 
: 7-4096 
: 1.000 keV 

: 11/2/2014 
: 11/9/2014 

: 15281 

PEAK ANALYSIS REPORT 

Peak Analysis Performed on : 11/20/2014 8:57:11AM 

Peak 
No. 

Peak Analysis From Channel 
Peak Analysis To Channel 

Energy 
(keV) 

ROI 
start 

ROI 
end 

: 1 
: 4096 

Peak 
Centroid 

Net Peak 
Area 

Net Area 
Uncertainty 

Page 1 of7 

Continuum 
Counts 

~ 
/II~ 

FWHM 
(keV) 

2.39 

WLLFOIA4312- 001 - 0030656 
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Analysis Report for 1411095-03 

FEE-DRI-W-FADW29206L 

Peak Energy ROI 
No. (keV) start 

1 20.98 19-
2 30.94 27 
3 35.15 27-
4 53.17 50-
5 61.87 58-
6 66.10 58-
7 70.30 58-
8 81.03 77-
9 112.02 108-

10 115.84 108-
11 276.92 273-
12 303.25 298-
13 333.65 329-
14 338.21 329-
15 356.01 351-
16 377.01 373-
17 384.11 373-
18 386.93 373-
19 391.04 373-
20 414.29 409-
21 418.60 409 
22 436.96 433-
23 448.16 443-
24 468.80 463-
25 575.15 572-
26 641.76 638-
27 709.24 706 
28 1119.81 1117-

M =First peak in a multiplet region 

m =Other peak in a multiplet region 

F ::; Fitted singlet 
Errors quoted at 2.000sigma 

ROI 
end 

23 
39 
39 
58 
74 
74 
74 
84 

119 
119 
282 
311 
342 
342 
360 
395 
395 
395 
395 
428 
428 
439 
453 
475 
577 
644 
711 

1121 

Peak Net Peak Net Area Continuum 
Centroid Area Uncertainty Counts 

21.10 1. 55E+02 48.90 3. 91E+02 
31.06 2.37E+03 106.09 2.78E+02 
35.26 4.90E+02 54.99 1. 21E+02 
53.27 6.41E+01 43.01 2.50E+02 
61.97 2.67E+02 39.60 1.27E+02 
66.19 1.14E+02 34.55 1. 57E+02 
70.39 2.06E+01 29.42 1.56E+02 
81.11 9. 72E+02 73.81 2.60E+02 

112.08 2.32E+02 39.27 1.19E+02 
115. 90 5.43E+01 28.32 9.30E+01 
276.90 6.80E+01 31.11 9.81E+01 
303.21 1. 79E+02 45.98 1.60E+02 
333.60 8.42E+01 23.81 3.25E+01 
338.15 2.66E+01 18.52 3.50E+01 
355.94 6. 71E+02 55.38 5.44E+01 
376.93 1.31E+01 11.30 2.45E+01 
384.02 1. 26E+02 30.79 2.07E+01 
386.85 2.45E+02 32.92 1.23E+01 
390.96 5.26E+01 17.08 1. 09E+01 
414.20 3.99E+01 15.87 1.50E+Ol 
418.50 2.80E+Ol 16.73 1. 04E+01 
436.85 1. 22E+02 23.34 1.02E+01 
448.05 2.45E+01 11.76 4.93E+OO 
468.68 2.60E+Ol 18.03 2.60E+01 
574.97 7.50E+00 6. 71 3.00E+OO 
641.56 9.00E+OO 6.00 O.OOE+OO 
709.00 5.00E+OO 4.47 O.OOE+OO 

1119.40 5.00E+OO 4.47 O.OOE+OO 

BACKGROUND SUBTRACT REPORT 
Peak Analysis Performed on 

Peak 
No. 

1 

Env. Background File 

Energy 
(keV) 

20.98 

: 11/20/2014 8:57:11AM 

: \\OR-GAMMA 1 \ApexRoot\Countroom\Data\0000015027. CNF 

Original Orig. Area 
Area Uncertainty 

1. 55E+02 48.90 

Ambient 
Background 

7.47E-01 

Backgr. 
Uncert. 

3.74E+OO 

Subtracted 
Area 

1. 55E+02 

FWHM 
(keV) 

1. 30 
1. 33 
1. 33 
2.26 
1. 48 
1. 61 
1. 61 
1. 32 
1.56 
1. 57 
1. 82 
1. 41 
2.07 
2.07 
1. 47 
1. 61 
1. 62 
1.43 
1. 63 
2.00 
2.01 
1. 85 
8.23 
1. 83 
2.46 
2.92 
2.98 
1.24 

Subtracted 
Uncert. 

4.90E+Ol 

WLLFOIA4312- 001 - 0030657 
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Analysis Report for 1411095-03 

FEE-DRI-W-FADW29206L 

Peak Energy Original Orig. Area Ambient Backgr. Subtracted Subtracted 

No. (keV) Area Uncertainty Background Uncert. Area Uncert. 

M 2 30.94 2.37E+03 106.09 2.37E+03 1.06E+02 

m 3 35.15 4.90E+02 54.99 4.90E+02 5.50E+Ol 

4 53.17 6.41E+Ol 43.01 2.51E+OO 1. 44E+OO 6.16E+Ol 4.30E+01 

M 5 61.87 2.67E+02 39.60 2.67E+02 3. 96E+Ol 

m 6 66.10 1.14E+02 34.55 1.14E+02 3.46E+01 

m 7 70.30 2.06E+01 29.42 2.06E+Ol 2.94E+Ol 

8 81.03 9. 72E+02 73.81 9. 72E+02 7.38E+01 

M 9 112.02 2.32E+02 39.27 2.32E+02 3.93E+01 

m 10 115.84 5.43E+01 28.32 5.43E+01 2.83E+01 

11 276.92 6.80E+Ol 31.11 6.80E+01 3 .llE+Ol 

12 303.25 1.79E+02 45.98 1.79E+02 4.60E+01 

M 13 333.65 8.42E+01 23.81 8.42E+01 2.38E+01 

m 14 338.21 2.66E+01 18.52 2.66E+Ol 1. 85E+01 

15 356.01 6. 71E+02 55.38 6. 71E+02 5.54E+Ol 

M 16 377.01 1.31E+01 11.30 1.31E+Ol 1.13E+01 

m 17 384.11 1. 26E+02 30.79 1.26E+02 3.08E+01 

m 18 386.93 2.45E+02 32.92 2.45E+02 3.29E+01 

m 19 391.04 5.26E+01 17.08 5.26E+Ol 1.71E+Ol 

M 20 414.29 3.99E+Ol 15.87 3.99E+01 1.59E+Ol 

m 21 418.60 2.80E+01 16.73 2.80E+01 1.67E+01 

22 436. 96 1.22E+02 23.34 1. 22E+02 2.33E+Ol 

23 448.16 2.45E+01 11.76 2.45E+01 1.18E+01 

24 468.80 2.60E+01 18.03 2.60E+01 1. 80E+Ol 

25 575.15 7.50E+OO 6. 71 7.50E+OO 6. 71E+00 

26 641.76 9.00E+OO 6.00 9.00E+OO 6.00E+OO 

27 709.24 5.00E+OO 4.47 5.00E+OO 4.47E+OO 

28 1119.81 5.00E+OO 4.47 6.93E-01 6.94E-Ol 4.31E+00 4.53E+OO 

M =First peak in a multiplet region 

m = Other peak in a multiplet region 

F = Fitted singlet 
Errors quoted at 2.000sigma 

NUCLIDE IDENTIFICATION REPORT 

Nuclide Library Used : \\OR-GAMMA 1\ApexRoot\Countroom\Library\WSRC.NLB 

Nuclide 
Name 

SN-113 

/d 

Confidence 

0.89 

IDENTIFIED NUCLIDES 

Energy 

(keV) 

255.12 
391.69 * 

Yield(%) 

1. 93 
61.90 

Activity 

(pCilunits} 

3.65E+Ol 

Activity 

Uncertainty 

1.22E+01 

WLLFOIA4312- 001 - 0030658 



Analysis Report for 1411095-03 

FEE-DRI-W-FADW29206L 

Nuclide ld Energy 
Name Confidence (keV) 

I-125 0.98 35.49 
BA-133 0.99 30.80 

81.00 
302.84 
356.01 
383.85 

* = Energy line found in the spectrum. 
- = Manually added nuclide. 
? =Manually edited nuclide. 

* 
* 
* 
* 
* 
* 

@ = Energy nne not used for Weighted Mean Activity 
Energy Tolerance : 1.000 keV 
Nuclide confidence index threshold= 0.30 
Errors quoted at 2.000sigma 

Yield(%) 

6.49 
97.60 
33.00 
17.80 
60.00 
8.70 

11/20/2014 8:57:14AM Page 4 of7 

Activity 

(pCi/units) 

5.21E+Ol 
8.64E+00 
5.22E+02 
5.94E+02 
5.51E+02 
6.41E+02 

Activity 

Uncertainty 

5.86E+OO 
6.57E-01 
8.99E+01 
2.19E+02 
8.94E+Ol 
4. 72E+02 

INTERFERENCE CORRECTED REPORT 

Nuclide 
Name 

SN-113 
I-125 
BA-133 

Nuclide 
ld 

Confidence 

0.898 
0.981 
0.996 

? nuclide is part of an undetermined solution 

X nuclide rejected by the interference analysis 

Wtmean 
Activity 

(pCilunits) 

3.65E+Ol 
5.21E+Ol 
8.70E+00 

@ = nuclide contains energy lines not used in Weighted Mean Activity 

Errors quoted at 2.000sigma 

Wtmean Comments 
Activity 

Uncertainty 

1. 22E+Ol 
5.86E+OO 
6.57E-01 

WLLFOIA4312- 001 - 0030659 
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Analysis Report for 1411095-Q3 

M 

m 
m 
M 

m 

M 

m 
M 

m 
M 

m 

FEE-DRI-W-FADW29206L 

Peak Locate Performed on 

Peak Locate From Channel 

Peak locate To Channel 

Peak No. Energy (keV} 

1 20.98 

4 53.17 

5 61.87 

6 66.10 
7 70.30 

9 112.02 

10 115.84 

11 276.92 

13 333.65 

14 338.21 

16 377.01 

18 386.93 

20 414.29 

21 418.60 

22 436.96 

23 448.16 

24 468.80 

25 575.15 

26 641. 7 6 

27 709.24 

28 1119.81 

M = First peak in a multiplet region 

m = Other peak in a multiplet region 

F == Fitted singlet 
Errors quoted at 2.000sigma 

UNIDENTIFIED PEAKS 

: 11/20/2014 8:57:11AM 

: 1 
: 4096 

Peak Size (CPS} 

1.71771E-01 

6.84558£-02 

2.96131£-01 

1.26297£-01 

2.29290£-02 

2.57282E-01 

6.03576£-02 

7.55081£-02 

9. 35814E-02 

2.96006£-02 

1. 45966E-02 

2. 71684E-Ol 

4.43805£-02 

3.10889E-02 

1.35464E-01 

2.72634E-02 

2.88889£-02 

8.33333£-03 

1.00000E-02 

5.55556E-03 

4.78522E-03 

Peak CPS(%} 
Uncertainty 

15.86 
34.92 
7.43 

15.20 
71.29 

8.48 
26.06 
22.89 
14.14 
34.76 
43.02 

6.73 
19.87 
29.90 

9.57 
23.96 
34.67 
44.72 
33.33 
44.72 
52.54 

NUCLIDE MDA REPORT 

Nuclide library Used : \\OR-GAMMA1\ApexRoot\Countroom\Library\WSRC.NLB 

Peak 
Type 

Tol. 

Sum 
Sum 
Sum 
Sum 
Sum 

Sum 
Sum 

Sum 
Sum 
Sum 
Sum 

Page 5 of7 

Tolerance 
Nuclide 

PA-234 

243 

WLLFOIA4312- 001 - 0030660 
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Analysis Report for 1411095-03 

FEE-DRI-W-FADW29206L 

Nuclide Energy Yield{%) LineMDA NuclideMDA Activity Dec. Level 

Name (keV) (pCi/units) (pCi/units) (pCilunits) (pCilunits) 

FE-55 5.89 24.50 1. 23E-06 1. 23E-06 -4.84E-06 5.55E-07 

C0-57 122.06 85.51 1. 89E+01 1. 89E+01 1. 22E+01 8.77E+00 

136.48 10.60 1.95E+02 -8.38E+01 9.09E+01 

NI-59 6.92 29.80 1. 09E-05 1.09E-05 -2.63E-05 5.23E-06 

M0-93 16.59 52.90 7.49E-03 7.49E-03 2. 96E-03 3.56E-03 
18.60 10.00 9.26E-02 -3 .llE-01 4.41E-02 

NB-93M 16.57 9.43 4.17E-02 4.17E-02 1.65E-02 1.98E-02 

CD-109 88.03 3. 72 2.41E+02 2.41E+02 7.60E+01 1.13E+02 

+ SN-113 255.12 1. 93 1. 09E+03 3.70E+01 -2.99E+01 4.99E+02 
391. 69 * 61.90 3.70E+01 3.65E+Ol 1.75E+01 

SN-119M 23.87 16.10 2.77E-01 2.77E-01 1.04E-02 1.32E-01 
25.10 22.70 2.78E-01 -2.64E-02 1. 32E-01 

+ I-125 35.49 * 6.49 1. 34E+01 1.34E+01 5.21E+01 6.53E+OO 

I-129 29.78 57.00 1.12E+OO 1.12E+OO 7.55E+OO 5.54E-01 
33.60 13.20 4.17E+OO -2.68E+01 2.03E+OO 
39.58 7.52 4.89E+OO -1.50E+OO 2.22E+OO 

+ BA-133 30.80 * 97.60 4.69E-01 4.69E-01 8.64E+OO 2.30E-01 
81.00 * 33.00 3.63E+01 5.22E+02 1.74E+01 

302.84 * 17.80 2 .13E+02 5.94E+02 1.02E+02 
356.01 * 60.00 2.87E+01 5.51E+02 1.32E+Ol 
383.85 * 8.70 2.73E+02 6.41E+02 1.30E+02 

CE-139 165.85 80.35 2.76E+Ol 2. 76E+Ol -1.69E+OO 1. 28E+Ol 
CE-144 133.54 10.80 1. 68E+02 1.68E+02 -4.55E+OO 7.78E+Ol 
HG-203 279.19 77.30 3.19E+Ol 3.19E+Ol 2.69E+00 1.48E+Ol 
PB-210 10.80 9.57 3.52E-03 3.52E-03 -8.28E-03 1. 72E-03 

46.50 4.25 2.05E+01 4.70E+OO 9.43E+OO 
PA-231 9.28 42.00 2.29E-04 2.29E-04 5.41E-04 1.12E-04 

10.11 20.20 1.05E-03 3.32E-03 5.15E-04 
283.67 1. 60 1.03E+03 -1. 56E+02 4.62E+02 
302.67 2.30 1.76E+03 4.46E+03 8.46E+02 

TH-231 25.64 14.70 5.15E-01 5.15E-01 4.02E-03 2.46E-01 
84.21 6.40 1.12E+02 -5.58E+02 5.20E+Ol 

PA-234 9.89 89.00 1. 98E-04 1.98E-04 6.24E-04 9.69E-05 
21.72 64.90 5.30E-02 9.07E-02 2.56E-02 
37.93 23.75 1.49E+OO -5.59E+OO 6.90E-01 

131.42 20.40 8.24E+01 -2.68E+01 3.80E+Ol 
TH-234 63.29 3.80 1.70E+02 1.70E+02 3.34E+02 8.18E+01 
NP-237 29.37 14.00 2.02E+OO 2.02E+OO 4.28E+Ol 9.84E-Ol 

86.50 12.60 6.82E+Ol -3.20E+Ol 3.18E+Ol 
U-237 97.08 16.30 7.21E+Ol 4.78E+01 -1. 71E+Ol 3.38E+Ol 

101.07 26.30 4.78E+01 1.77E+01 2.24E+Ol 
114.00 12.30 2.63E+02 4.24E+02 1.27E+02 
208.01 22.00 1.22E+02 -7.16E+OO 5.67E+Ol 

AM-241 59.54 35.90 9.31E+00 9.31E+00 -3.91E+01 4.40E+OO 

AM-243 74.67 66.00 7.22E+OO 7.22E+00 2.60E+OO 3.32E+OO 

+ = Nuclide identified during the nuclide identification 
:: Energy line found in the spectrum 

> = MDA value not calculated 

@ Half-Ufe too short to be able to perform the decay correction 

I) ~-4 
"i ... 
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Analysis Report for 1411095-03 

FEE-DRI-W-FADW29206L 
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~pex-Gamma 
Analysis Report for 1411095-04 

FEE-BRI-W-FADW29206L 

GAMMA SPECTRUM ANALYSIS 

Sample Identification 

Sample Description 
Sample Type 

Sample Size 
Facility 

Sample Taken On 
Acquisition Started 

Procedure 
Operator 
Detector Name 
Geometry 
Live Time 
RealTime 

Dead Time 

Peak Locate Threshold 

Peak Locate Range (in channels) 

Peak Area Range {in channels) 

Identification Energy Tolerance 

Energy Calibration Used Done On 

Efficiency Calibration Used Done On 

Efficiency Calibration Description 

Sample Number 

: 1411095-04 
: FEE-BRI-W-FADW29206L 

: RA RECOVERY 

: 1.000E+OO units 
: Countroom 

: 11/20/2014 7:47:48AM 

: 11!20/2014 9:00:05AM 

: BAFIL 
: Administrator 
: GE2 
: BAFIL 
: 900.0 seconds 
: 900.3 seconds 

: 0.03% 

: 2.50 
: 1-4096 
: 7-4096 
: 1.000 keV 

: 11/2/2014 
: 11/9/2014 

: 15285 

PEAK ANALYSIS REPORT 

Peak Analysis Performed on : 11/20/2014 9:15:09AM 

Peak 
No. 

Peak Analysis From Channel 

Peak Analysis To Channel 

Energy 
(keV) 

ROI 
start 

RO/ 
end 

: 1 
: 4096 

Peak 
Centroid 

Net Peak 
Area 

Net Area 
Uncertainty 

Page 1 of7 

Continuum 
Counts 

FWHM 
(keV) 

247 

WLLFOIA4312- 001 - 0030664 
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Analysis Report for 1411095-04 

FEE-BRI-W-FADW29206L 

Peak Energy ROI 
No. (keV) start 

1 20.92 18-
2 30.94 27-
3 35.18 27-
4 52.89 50-
5 61.95 58 
6 65.98 58-
7 81.10 77-
8 83.92 77 
9 92.48 89-

10 111.68 109-
11 142.64 138-
12 161.16 158-
13 238.42 236 
14 276.59 273-
15 302.93 299-
16 307.50 299-
17 311. 33 299-
18 333.28 328 
19 337.96 337-
20 356.00 352-
21 384.23 380 
22 391.17 380-
23 399.83 397-
24 415.34 411-
25 436.92 433-
26 468.66 464-
27 608.73 605-
28 803.12 799-

M ==First peak in a multiplet region 
m = Other peak in a multiplet region 
F = Fitted singlet 
Errors quoted at 2.000sigma 

ROI 
end 

24 
40 
40 
57 
72 
72 
86 
86 
96 

115 
147 
164 
240 
282 
314 
314 
314 
336 
341 
360 
396 
396 
404 
420 
441 
473 
611 
805 

Peak Net Peak Net Area Continuum 
Centroid Area Uncertainty Counts 

21.04 9.80E+Ol 61.22 6.12E+02 
31.05 2.34E+03 102.98 3.14E+02 
35.29 5.67E+02 56.92 1. 33E+02 
52.99 8.38E+01 37.26 1.74E+02 
62.04 2.70E+02 40.26 1.18E+02 
66.08 1.21E+02 36.73 1. 39E+02 
81.18 8.97E+02 65.51 1.12E+02 
84.00 1.54E+01 19.03 8.68E+01 
92.56 4.47E+01 35.04 1.73E+02 

111.75 2.00E+02 46.05 2.50E+02 
142.69 5.52E+01 41.51 2.14E+02 
161.20 3.54E+Ol 31.93 1.57E+02 
238.42 2.34E+Ol 18.65 5.53E+Ol 
276.56 8.10E+01 28.53 7.00E+Ol 
302.90 1.59E+02 27.26 3.57E+01 
307.46 3.39E+Ol 17.97 2.10E+01 
311.29 1. 06E+01 13.82 1.64E+01 
333.23 1. 08E+02 28.97 6.20E+01 
337.91 1.35E+Ol 16.14 4.70E+01 
355.93 6.53E+02 56.72 9.03E+01 
384.15 1. 44E+02 31.26 1.49E+01 
391.09 5.46E+01 17.46 1. 60E+OO 
399.75 1.04E+01 11.83 1.73E+01 
415.24 4.37E+01 27.20 8.26E+01 
436.81 1. 01E+02 24.61 3.09E+01 
468.54 2.60E+Ol 15.62 2.00E+01 
608.54 1.35E+Ol 9.62 7.00E+OO 
802.84 6.60E+OO 8.03 6.80E+OO 

BACKGROUND SUBTRACT REPORT 

Peak Analysis Performed on 

Peak 
No. 

1 

Env. Background File 

Energy 
(keV) 

20.92 

: 11/20/2014 9:15:09AM 

: \\OR-GAMMA 1\ApexRoot\Countroom\Data\0000015027 .CNF 

Original Orig. Area 
Area Uncertainty 

9.80E+01 61.22 

Ambient 
Background 

7.47E-01 

Back gr. 
Uncert. 

3.74E+OO 

Subtracted 
Area 

9.73E+Ol 

FWHM 
(keV} 

1.17 
1.35 
1. 46 
2.86 
1. 77 
1. 77 
1. 33 
1. 00 
2.95 
1.29 
3.25 
1. 44 
1. 86 
1. 90 
1. 60 
1. 83 
1. 67 
1. 99 
1.09 
1. 42 
1. 62 
1. 63 
3.38 
1. 86 
1. 40 
1. 99 
1. 21 
2.77 

Subtracted 
Uncert. 

6.13E+Ol 

2"48 
WLLFOIA4312- 001 - 0030665 
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Analysis Report for 1411095-04 

FEE-BRI-W-FADW29206L 

Peak Energy Original Orig.Area Ambient Backgr. Subtracted Subtracted 

No. {keV) Area Uncertainty Background Uncert. Area Uncert. 

M 2 30.94 2.34E+03 102.98 2.34E+03 1.03E+02 

m 3 35.18 5.67E+02 56.92 5.67E+02 5.69E+Ol 

4 52.89 8.38E+01 37.26 8.38E+Ol 3.73E+Ol 

M 5 61.95 2.70E+02 40.26 2.70E+02 4.03E+01 

m 6 65.98 1. 21E+02 36.73 1.21E+02 3.67E+01 

M 7 81.10 8.97E+02 65.51 8.97E+02 6.55E+Ol 

m 8 83.92 1.54E+Ol 19.03 1. 54E+01 1.90E+01 

9 92.48 4.47E+01 35.04 1. 4 9E+Ol 2.18E+OO 2.98E+01 3.51E+01 

10 111.68 2.00E+02 46.05 2.00E+02 4.61E+Ol 

11 142.64 5.52E+01 41.51 5.52E+Ol 4.15E+01 

12 161.16 3.54E+01 31.93 3.54E+Ol 3.19E+Ol 
13 238.42 2.34E+01 18.65 3.89E+OO 1. 82E+OO 1.95E+Ol 1.87E+Ol 

14 276.59 8.10E+01 28.53 8.10E+01 2.85E+01 
M 15 302.93 1.59E+02 27.26 1. 59E+02 2.73E+01 
m 16 307.50 3.39E+01 17.97 3.39E+Ol 1. 80E+Ol 
m 17 311.33 1. 06E+01 13.82 1. 06E+01 1. 38E+01 

18 333.28 1.08E+02 28.97 1.08E+02 2.90E+01 

19 337.96 1. 35E+01 16.14 1. 35E+01 1. 61E+Ol 
20 356.00 6.53E+02 56.72 6.53E+02 5.67E+01 

M 21 384.23 1.44E+02 31.26 1. 44E+02 3.13E+Ol 
m 22 391. 17 5.46E+Ol 17.46 5.46E+01 1.75E+01 

23 399.83 1. 04E+Ol 11.83 1. 04E+Ol 1.18E+Ol 
24 415.34 4.37E+01 27.20 4.37E+01 2. 72E+Ol 
25 436.92 1. 01E+02 24.61 1.01E+02 2.46E+01 
26 468.66 2.60E+01 15.62 2.60E+01 1. 56Et01 
27 608.73 1.35E+01 9.62 3.02E+00 1.07E+OO 1.05E+Ol 9.68E+OO 
28 803.12 6.60E+OO 8.03 6.60E+OO 8.03E+00 

M = First peak in a multiplet region 

m = Other peak in a multiplet region 

F ;::: Fitted singlet 

Errors quoted at 2.000sigma 

NUCLIDE IDENTIFICATION REPORT 

Nuclide Library Used : \\OR-GAMMA1\ApexRoot\Countroom\Library\WSRC.NLB 

Nuclide 
Name 

SN-113 

ld 

Confidence 

0.92 

IDENTIFIED NUCLIDES 

Energy 

(keV) 

255.12 
391. 69 * 

Yield{%) 

1. 93 
61.90 

Activity 

(pCilunits) 

3.78E+01 

Activity 

Uncertainty 

1. 25E+01 

WLLFOIA4312- 001 - 0030666 



Analysis Report for 1411095-04 

FEE-BRI-W-FADW29206L 

Nuclide ld Energy 

Name Confidence (keV) 

I-125 0.98 35.49 
BA-133 0.99 30.80 

81.00 
302.84 
356.01 
383.85 

* = Energy line found in the spectrum. 

- = Manually added nuclide. 

? = Manually edited nuclide. 

* 
* 
* 
* 
* 
* 

@ = Energy line not used for Weighted Mean Activity 

Energy Tolerance : 1.000 keV 

Nuclide confidence index threshold= 0.30 

Errors quoted at 2.000sigma 

Yield(%) 

6.49 
97.60 
33.00 
17.80 
60.00 
8.70 

11/20/2014 9:15:13AM Page4 of7 

Activity 

(pCi!units) 

6.07E+Ol 
8.52E+OO 
4.83E+02 
5.29E+02 
5.36E+02 
7.30E+02 

Activity 

Uncertainty 

6.10E+OO 
6.45E-01 
8.26E+Ol 
1.67E+02 
8.82E+Ol 
5.32E+02 

INTERFERENCE CORRECTED REPORT 

Nuclide 
Name 

SN-113 
I-125 
BA-133 

Nuclide 
ld 

Confidence 

0.920 
0.985 
0.997 

? = nuclide is part of an undetermined solution 

X = nuclide rejected by the interference analysis 

Wtmean 
Activity 

(pCilunits) 

3.78E+Ol 
6.07E+Ol 
8.59E+OO 

@ = nuclide contains energy lines not used in Weighted Mean Activity 

Errors quoted at 2.000sigma 

Wtmean Comments 
Activity 

Uncertainty 

1. 25E+Ol 
6.10E+OO 
6.44E-01 

WLLFOIA4312- 001 - 0030667 
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Analysis Report for 1411095-04 

M 

m 
m 

m 
m 

FEE-BRI-W-FADW29206L 

Peak Locate Performed on 

Peak Locate From Channel 

Peak Locate To Channel 

Peak No. Energy (keV) 

1 20.92 
4 52.89 

5 61.95 

6 65.98 

8 83.92 

9 92.48 

10 111.68 
11 142.64 

12 161.16 

13 238.42 

14 276.59 

16 307.50 
17 311.33 

18 333.28 

19 337.96 

23 399.83 

24 415.34 

25 436.92 

26 468.66 
27 608.73 
28 803.12 

M = First peak in a multiplet region 

m = Other peak in a multiplet region 

F = Fitted singlet 
Errors quoted at 2.000sigma 

UNIDENTIFIED PEAKS 

: 11/20/2014 9:15:09AM 

: 1 
: 4096 

Peak Size (CPS) 

1.08092E-01 

9.31514E-02 
3.00424E-01 
1.34361E-01 
1.71032E-02 

3.31259E-02 

2.22400E-01 
6.13169E-02 

3.92982E-02 
2.16243E-02 

9.00000E-02 
3.76300E-02 
1.17351E-02 

l.l9976E-01 
1. 49850E-02 

1.15205E-02 

4.85621E-02 
1.11 743E-01 

2.88889E-02 
1.16483E-02 
7.33333E-03 

Peak CPS(%) 
Uncertainty 

31.52 
22.22 

7.45 
15.19 
61.80 
58.88 
11.50 
37.61 
45.14 
48.14 
17.61 
26.53 
65.43 
13.42 
59.84 
57.06 
31.12 
12.24 
30.04 
46.16 
60.84 

NUCLIDE MDA REPORT 

Nuclide Library Used : \\OR-GAMMA1\ApexRoot\Countroom\Library\WSRC.NLB 

Peak 
Type 

Tol. 

Sum 
Sum 
Tol. 

Sum 

Sum 
Sum 

Sum 
Sum 

PageS of7 

Tolerance 
Nuclide 

PA-234 

TH-231 

') e; 1 
~ # \_;t ~~ 

WLLFOIA4312- 001 - 0030668 
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Analysis Report for 1411095-04 

FEE-BRI-W-FADW29206L 

Nuclide Energy Yield(%) LineMDA Nuc/ideMDA Activity Dec. Level 

Name (keV) (pCilunits) (pCi/units) (pCi/units) (pCi/units) 

FE-55 5.89 24.50 1.33E-06 1. 33E-06 -5.36E-06 6.06E-07 
C0-57 122.06 85.51 1.94E+01 1.94E+01 7.95E+OO 9.00E+OO 

136.48 10.60 1.79E+02 -3.71E+00 8.31E+01 
NI-59 6.92 29.80 1.16E-05 1.16E-05 -2 .16E-05 5.58E-06 
M0-93 16.59 52.90 7.35E-03 7.35E-03 3.76E-04 3.49E-03 

18.60 10.00 9.00E-02 -2.76E-01 4.28E-02 
NB-93M 16.57 9.43 4.09E-02 4.09E-02 2.09E-03 1.94E-02 
CD-109 88.03 3.72 2.46E+02 2.46E+02 7.59E+Ol 1.15E+02 

+ SN-113 255.12 1. 93 9.54E+02 2.13E+01 -4.75E+02 4.30E+02 
391.69 * 61.90 2. I3E+01 3.78E+01 9.74E+OO 

SN-119M 23.87 16.10 2.74E-01 2.74E-01 -2.35E-01 1.30E-01 
25.10 22.70 2.82E-01 -2.52E-02 1.35E-01 

+ I-125 35.49 * 6.49 1. 52E+01 1.52E+01 6.07E+01 7.43E+OO 
I-129 29.78 57.00 1. 09E+OO 1.09E+00 7.22E+00 5.37E-01 

33.60 13.20 4.25E+OO -2.36E+Ol 2.07E+00 
39.58 7.52 4.69E+OO 7.88E-01 2.12E+OO 

+ BA-133 30.80 * 97.60 5.28E-01 5.28E-01 8.52E+00 2.59E-01 
81.00 * 33.00 3. 71E+Ol 4.83E+02 1.78E+Ol 

302.84 * 17.80 1.67E+02 5.29E+02 7.91E+01 
356.01 * 60.00 3.55E+Ol 5.36E+02 1.66E+Ol 
383.85 * 8.70 1.63E+02 7.30E+02 7.44E+Ol 

CE-139 165.85 80.35 3.03E+01 3.03E+01 1. 35E+01 1.41E+01 
CE-144 133.54 10.80 1.78E+02 1.78E+02 4.01E+01 8.27E+01 
HG-203 279.19 77.30 3.04E+Ol 3.04E+Ol 8.90E+OO 1. 41E+01 
PB-210 10.80 9.57 3.54E-03 3.54E-03 -9.57E-03 1.73E-03 

46.50 4.25 2.28E+Ol 1.04E+Ol 1. 06E+01 
PA-231 9.28 42.00 2.31E-04 2.31E-04 4.97E-04 1.13E-04 

10.11 20.20 1. 06E--03 3.39E-03 5.18E-04 
283.67 1. 60 9.36E+02 3.43E+02 4.15E+02 
302.67 2.30 1.63E+03 3.91E+03 7.80E+02 

TH-231 25.64 14.70 5.29E-Ol 5.29E-01 -4.42E-02 2.53E-01 
84.21 6.40 1.18E+02 6.60E+02 5.48E+01 

PA-234 9.89 89.00 1. 99E-04 1. 99E-04 6.38E-04 9.75E-05 
21.72 64.90 5.04E-02 7.12E-02 2.43E-02 
37.93 23.75 1. 58E+OO -3.45E+OO 7.31E-01 

131.42 20.40 8.08E+Ol -2.90E+Ol 3. 72E+01 
TH-234 63.29 3.80 1.71E+02 1.71E+02 3.38E+02 8.23E+Ol 
NP-237 29.37 14.00 2.00E+OO 2.00E+00 -3.83E+01 9.75E-01 

86.50 12.60 6.91E+Ol 2.14E+Ol 3.23E+01 
U-237 97.08 16.30 6.53E+Ol 4.82E+Ol 1.37E+Ol 3.03E+Ol 

101.07 26.30 4.82E+Ol -7.50E+OO 2.25E+Ol 
114.00 12.30 2.48E+02 3.89E+02 1.20E+02 
208.01 22.00 1.02E+02 -3.90E+01 4.65E+01 

AM-241 59.54 35.90 8.65E+OO 8.65E+OO -3.65E+Ol 4.07E+OO 
AM-243 74.67 66.00 7.50E+OO 7.50E+OO 2.77E+OO 3.46E+OO 

+ = Nuclide identified during the nuclide identification 

* = Energy line found in the spectrum 

> = MDA value not calculated 
@ = Half-life too short to be able to perform the decay correction 

252 

WLLFOIA4312- 001 - 0030669 
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Analysis Report for 1411095-04 

FEE-BRl-W-FADW29206L 
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3500 

. ····--·--···--·----··· ··---------····--------· ~~---·-----·----·--------.-··--------· .. .....,...----· 

4000 



SECTION XII 

ANALYTICAL DATA (GROSS ALPHA/BETA) 

WLLFOIA4312- 001 - 0030672 
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Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

Work Order 

Analysis Code 

Run 

Date Received 

Lab Deadline 

Client 

Project 

Report Level 

Activity Units 

Aliquot Units 

Matrix 

Method 

Instrument Type 

Radiometric Tracer 

11/24/2014 

Feezor Engineering, Inc. 

FEEBRI 

4 

pCi 

14-11095 
GaGbT_ThSr 

Run 1 

... -----+---

Client 
ID 

LCS 

BLANK 

FEE-BRI-W-FADW29206L 

FEE-BRI-W-FADW29206L 

'"··.----- 1-----+· ·-----+---.. ·----··· 

WA. 
·----·· I 1----------L 

EPA 900.0 Modified 
____ ... ---

Alpha/Beta GPC 

Login 
CPM 

.. ----------+---····--

. ... ·--·+------ ···--+-····· 

Printed: 11120/2014 8:07AM 
Page 1 of3 

Sample Sample 
Date Aliquot 

11/18/14 00:00 1.0000E+OO 
------

11/18/14 00:00 1.0000E+OO 
~~------- -~---~~--~·-

11/13/14 00:00 6.0000E-02 
~«~·~ ~··H• 

11/13/14 00:00 6.0000E-02 

' ; 

* SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. •• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 
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Eberline Services 
Oak Ridge laboratory 
Analysis Sheet 

14-11095 
GaGbT_ThSr 

Run 1 

Printed: 11/20/2014 8:07 AM 
Page 2 of3 

I I I ' I I I t I I 
Internal ! Sample 1 Tracer Tracer Total j Radiometric Radiometric I Grav Carrier : Grav Filter 1 Grav Filter j Grav Filter Grav I Mean SAF SAF 

Fraction . Desc Aliquot (g) ACT (dpm) 1 Tracer {pCi) % Rec ! Added (ml) j Tare {g) i Final (g) Net (g) % Rec . % Rec 1* 2* 

~-~1. ' LCS I .oo· 7.5961 7.5963 o.ooo2 _. ' 1.oo [ 1:~ 

02 MBL .00 r.4932 7.4940 0.0008 1.00 i 1.00 
!---······· 

·-· 

03 DUP .00 '.4654 7.5278 0.0624 1.00 
f......-.-········-·· 

, __ _ 

04 ; .00 ~8 .5283 0.0655 1.00 
: 

\ i ·: 

1-···------J!... --c·········~-~·-~------f-·-·---~---------+--------+~----~ ; 

; .. 

---~---------'---+--~·---------t-----------~---·· +--------+-------~--------·--

· .. • i ' [; .• _ 

I ' 
f--- .. . T .. ------· ···--

~-- .... ! 

1---·- 1 ... ; 

1----· .. --·----:- ----+--... .: ..... _____ ----·!--···---- .... 

..... _________ 
4
i I , .. ____ ____, 
T ! 

... -~~-~~ --·· ·-r --~~ 

~----- . .. ... . -- +--- ·r 
~--- .. t -------- . ---·--··· 

I 

i : ····-
,_ __ ·· ............... r · ----+-- i 

I 
I i 

1- . . j -+·' i -· . .j................ ··--

' I ! I ; i j I : 

N 
·\..11 
.....t 

• SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. •• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 
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Eberline Services 
Oak Ridge Laboratory 
Analysis Sheet 

Internal Sample 
Fraction Desc 

01 LCS 
!----- A • ._._.' 

02 MBL 
1---·---

03 j OUP 
-·· 

04 DO 
-

~~---

f-··-

--- f---·· 

.. ~-

1-----··- . 

1--······· 

... -

i 

Rough Prep 
i 

Rough Prep 
\ 

Prep ) 

Date By Date 

11/20/14 05:56 

11/20/14 05:56 

I 

; 

I 
i 

r· 

14-11095 
GaGbT_ThSr 

Run 1 

! 
Prep 
By 

MHIGHTOWER 

UGHTOWER 

1IGHTOWER 

;R 

--

I ·------
I 

i 

I 

-

I 
' 

-· H++HH•--+ • 

SeptO 
Date/Time 

I 

l 
i 
I 

!-· 

I 

\ 

I 

1 SeptO ! 
) 

By 

~ 

-· 

: 

·---· 

' 

+-· 
' I 

i 
I 
' 
i 

! 

! 
i 
!-··-· ·---·--. 

; 

-----· 

i 

Printed: 11/20/2014 8:07AM 
Page 3of3 

Sept1 Sept1 
Date/Time By 

----- __ j 

--·----· -~---·-

. ··-·-··-
! 

-~ 

I 

! 
··-

·---------

' 
·--

: 

····-

-- ··--

' 

• SAF1 is used for Gross Alpha and all other radionuclides. SAF2 is used for Gross Beta only. •• Actual mass exceeded the calibration curve range. Results should be qualified as appropriate. 
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Eberline Services 
Oak Ridge Laboratory 

Lab Nuclide 
Fraction 

01 GROSS ALPHA 

02 GROSS ALPHA 

~ 

03 GROSS ALPHA 

1- 04 GROSS ALPHA 

.c 
(!) 

C'G 
(!) 

(j 
c -
C) 
c ·-... 
G) 
Q) 
r::: ·-C) 
c 
w --·------

... 
0 
N 
Q) 
Q) 

LL. 

Sample 
Desc 

LCS 

MBL 

DUP 

DO 

Preliminary Oata Report & Analytical Calculations 

Work Order: 14-11095-GaGbT-1 

Client Activity 
Results Error Estimate MDA 

Identification Units 

LCS pCi/1 2.64E+02 3.66E+OO 2.52E-01 

BLANK pCifl 3.94E-02 6.81E-02 1.45E-01 

FEE-BRI-W·FADW29206L pCl/1 3.05E+01 7.77E+OO 5.36E+OO 

FEE-BRI-W-FADW29206L pCi/1 3.37E+01 8.91E+OO 7.82E+OO 

I.CS LCS 
Known 'loR 

2.69E+02 98.08 

Printed: 11/20/2014 12:25 PM 
Page 1 of 3 

LCS RPD MDA Blank 
Flag Flag Flag Flag 

OK OK 

OK OK 

NA INV 

INV 

~·-··-· ··-·-··-··-··-··--··· 
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Eberline Services 
Oak Ridge Laboratory 

Lab 
Nuclide 

Fraction 

01 GROSS ALPHA 

02 GROSS ALPHA 

"'r"'" 
03 GROSS ALPHA 

1- 04 GROSS ALPHA 

..c 
(!) 
ns 

(!) ··-·· 

u 
s::::: -o; 
s::::: 
·;:: 
(!) 
(!) 
s::::: ·-tn s:: 
w ... 
0 
N 
(!) 
Q) 

LL 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-GaGbT-1 

I Sample Sample Sample Radiometric Grav Mean 

Oesc Date Aliquot %Rec 0/o Rec %Rec 

LCS 11/18114 00:00 1.00E+OO 0.00 0.00 o.oo 

MBL 11/18/14 00:00 1.00E+OO 0.00 0.00 0.00 

DUP 11/13/14 00:00 G.OOE-02 0,00 0.00 0.00 

DO 11/13/14 00:00 G.OOE-02 0.00 0.00 0.00 

- '- -!-.-..-

SAF 

1.00 

1.00 

2.23 

2.31 

Printed: 11/20/2014 12:25 PM 
Page 2 of 3 

SeptO Sept1 
Oate!Tlme Date/Time 

I 
I 

I 
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Eberline Services 
Oak Ridge Laboratory 

"""" 
-

t-.c 
(!) 
ns 

(!) 

0 
c -... 
C') 
c 
·.: 
Q) 
Q) 
c ·-C') 
c 
w 
a.. 
0 
ti 
Q) 
u. 

Lab Nuclide 
Fraction 

01 GROSS ALPHA 

02 GROSS ALPHA 

03 GROSS ALPHA 

04 GROSS ALPHA 

Sample 
Desc 

LCS 

MBL 

DUP 

00 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-GaGbT-1 

Counting HaiHife 
De tact Carrier 

Count 
Counts 

Bkg 

Date/Time (daysj Time CI'M 

11120/14 09:54 LB4110A C1 120 20029 0.066666667 

11/20114 09:54 LB4110A C2 120 5 0.016666667 

11/20/14 09:54 LB4110A C3 120 65 O.o16666667 

11/20/14 09:54 LB4110A C4 120 66 0.033333333 

~---~----·---··--~---·---~-··-~······~-·---··------·-·~---------

Printed: 11/20/2014 12:25 PM· 
Page 3 of3 

Eff 

0.2845 

0.2857 

0.2878 

0.2657 

I 

------------~~-----·-·· 



Eberline Services 
Oak Ridge Laboratory 
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C'O 
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u 
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CD 
c 
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(I) 
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r , - ·-r ' o CD 
"'Tl ' c 
Q w 
)> ·: ... 
t> 'i 0 
..... .: N 
N ; (I) 
I (1) 

g u.. 
..... 

I 

0 

8 N 
0 t"h 
0) ...,~ 

-.,J~ h"\ 
<DI '"-' 

Lab 
Fraction 

Nuclide 

01 GROSS BETA 

02 GROSS BETA 

03 GROSS BETA 

04 GROSS BETA 

Sample 
Desc 

LCS 

MBL 

DUP 

DO 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-GaGbT-1 

Client Activity 
I 

Identification Units 
Results Error Estimate MDA 

I 

LCS I pCi/1 2.83E+02 3.14E+OO 5.57E·01 

BLANK pCi/1 1.65E-02 2.51E-01 5.39E-01 

FEE-BRI·W·FADW29206L pCI/1 6.29E+01 8.23E+OO 1.18E+01 

FEE-BRI-W-FADW29206L pCifl 6.02E+01 7.88E+OO 1.08E+01 

-

LCS LCS 
Known 'loR 

3.00E+02 94.58 

Printed: 11/20/2014 12:25 PM 
Page 1 of 3 

LCS RPD MDA Blank 
Flag Flag Flag Flag 

OK OK 

OK OK I 
OK INV 

INV 
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Eberline Services 
Oak Ridge Laboratory 

Lab 
Nuclide 

Fraction 

01 GROSS BETA 

02 GROSS BETA 

03 GROSS BETA 

04 GROSS BETA 

d 
c -

"' C') 
c 
·;:: 
Q,) 
Q,) 
c ·-C') 
c 

UJ ... 
0 
N 
Q,) 
Q,) 
u. 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-GaGbT-1 

Sample Sample Sample Radiometric Grav Mean 

Desc Date Aliquot 'IoRee %Rec 'IoRee 

LCS 11/18/14 00:00 1.00E+OO 0.00 0.00 0.00 

MBL 11/18/14 oo:oo 1.00E+OO 0.00 0.00 0.00 

OUP 11/13/14 00:00 G.OOE-02 0.00 0.00 0.00 

DO 11113/14 00:00 G.OOE-02 o.oo 0.00 0.00 

SAF 

1.00 

1.00 

1.14 

1.14 

Printed: 11/20/2014 12:25 PM 
Page 2 of 3 
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Date!Time Oate(Time 
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Eberline Services 
Oak Ridge Laboratory 

Lab 
Nuclide 

Fraction 

01 GROSS BETA 

02 GROSS BETA 

03 GROSS BETA 

.... 04 GROSS BETA 

.a 
(!) 
cu 

(!) 

. 
(.,) 
s::: -

"' C) 
c: 
'i: 
(I) 
(I) 
c: ·-en c: 
w ... 
0 
N 
(I) 
(I) 

u... 

Sample 
Oesc 

LCS 

MBL 

OUP 

DO 

Preliminary Data Report & Analytical Calculations 

Work Order: 14-11095-GaGbT-1 

Counting Halflife 
Detect Carrier 

Count 
Counts 

Date/Time (days) Time 

11/20/14 09:54 I LB4110A C1 120 41348 

-
11/20/14 09:54 LB4110A C2 120 122 

11/20/14 09:54 LB4110A C3 120 624 

11/20/14 09:54 LB4110A C4 120 557 

Bkg 
CPM 

1.183333333 

1 

1.516666667 

1.2 

Printed: 11/20/2014 12:25 PM 
Page 3 of 3 

Eff A to B,Cor 

0.4775 301.5543892 

0.4555 1.016666667 

0.4808 5.062741667 

0.4713 4.502296667 

--
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I 1 
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Count Room Report 
Client: Feezor Engineering, Inc. 

Internal Client 

14-11095-GaGbT_ThSr-1 (pCi/1) in WA 
TraceriD: 

Sample Sample Tracer Tracer 

Fraction 
Sample I 

Desc ID Date Aliquot I Aliquot{g) ACT(dpm) 

01 LCS LCS 11/18/14 00:00 1.0000 
f---- -~-----· 

02 MBL BLANK 11/18/14 00:00 1.0000 

03 DUP -~-~~~-~~I~W-FADW29206L i 11/13/14 00:00 0.0600 
-·----~ 

04 DO. FEE-BRl-W-FADW29206L 11/13/14 00:00 0.0600 
··~---· -~·-~ 

' 
i 

"---·-· 

f--.--

f--.-·· 
i 

j ' ·-··· 

: 

! 

' 
"' 

, __ .. ..-!_ 
: 

: ! : ·--- , ... _ 
-*"''' 

I 
I .. ·- ''''"' 

j 

I 
I Radiometric ! Tracer (pCi) 

---~-----· 

•••¥ 

----··-~·····-

... ~--~ , ___ 

' 

"*' 

f-... 

!·-

i 

Printed: 11120/2014 8:07AM 
Page 1 of 1 

SAF i SAF Radiometric 
%Rec 1* 2* 

0.00 
I 

1.00 i 1.00 
i 

"""''''" 

0.00 1 

0.00 1 

0.00 1 

~ 
: 
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,, ___ ,, 
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'""!---··---
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Eberline Services 
Oak Ridge Laboratory 

Activity 
dpm!g 

596.872 

663.937 

fraction 

Version 2.0 06199 

Solution ! Approx Volume 
Date Addition Used{g) 

11/20/2014! 0.791 1.0018 

11120/2014! 0.828 1.0018 
--1-·--·---

I 
I 

Spike and Tracer Worksheet 

Volume 
Used(g) 

Approx 
Addition 

l,CSD 
Volume 
Used(g) 

MSD 
Volume 
Used(g) 

MHIGHTOWER 

LCS MS 
Known Error Added 

pCI 1 Estimate pCi 

269.351 11.562 0.00 0.000 
r· . o.oool 299.61! 6.988 o.oo: 

Balance Printer Tapes 

Tracer 

.": 

i 

:,, 

'·V::- ,· .. 

Known 
pC/ 

Page 1 of1 
Printed: 11/20/2014 5:56AM 

----·--·+-

o.ooi 0.000 

LCS 

Matrix Spike 
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Eberline Analytical 
Oak Ridge Laboratory 

Lab I Feezor Engineering, Inc. 
Fraction 

- : '~·'· :Client 10 
01 . LCS 

. -····~"·- ... 
02 BLANK -----·-·- .. ~· 
03 FEE-BRI·W"fADW29206L 

04 FEE-BRI-W-FADW2S206L I 

I 

Sample 

Type 

LCS . 

MBL 
ntiP 

uu I 

. Muffle Data 
; Ratio 
: PosttPre Noot.Dils 

.;;·: .. 

_L 

~--------· 
< < 

Aliquot Worksheet 

Dilution Data Aliquot Data 

J 

:.I 

.. -·. -. ·: r 
tmf:,ll~r I Ratio I Aliquot I t-l~Equlv 

6.0000E-02 
6.0000E-02 

Printed: 11/20/2014 8:06AM 
Page 1 of 1 

MHIGHTOWER 

MS Aliquot Data H-3 Solids Only I ·. '>, : > · < Water Ad(!e(j'IH30ist 
Aliquot ·, ·Neti!=!q!liV (ml) I Aliq 

.. 

:.;· .. 

1---,'-~~-'----1·---- ---------+--------1 

-----+-- I 

t\l) 
(J) 
.....;( 

Comments 

Technician: j'v..IA. 

·.. .·· 

.... 
,< •• 

,··_.· ..... 
.. · 

: 

Date: I I (4-
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Eber!ine Services - Oak Ridge 
Version 1.0 911999 

Work Order 

TRetec I Feezor Engineering, Inc. 

Gravimetric Worksheet 

Analysis 
Code 

Gravimetric 
Carrier 

. ;i, . _:d:;arrier·Added FilterTare Filter Final 

Carrier Cone 
(mglml) 

Printed: 11/20/2014 8:05AM 
Page 1 of 1 

Technician 

MHIGHTOWER 

Gravimetric Sample Carrier Da~ta~ ! Filter Data 

Fraction I . Client ID I Type !;: (ml) · . · (g) (g) ........... ....._-'---'=~ I 
% 

Recovery 

-···-·-·-·--·--·~···· ---~ 

r----

1----+---
_____ ---__ ··___ I 

t--- -- ··--t--

Technician: fr1t., Date: Jj_/~1_!!_ 

-----··---------------------~----~,..-,....---------------
-----:---·~, 
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Eberline Services - Oak Ridge 
Version 1.0 9/1999 TDS I TSS Worksheet Printed: 11/20/2014 5:26AM 

Page 1 of 1 

TRetec 

Fraction 

Work Order 
Analysis 

Code 

GaGbT_ThSr 

.Feezor Engineering, Inc.~-~~~=:-~ ___ :_ . r··:-~_il~er Data 
· · · Aliquot Filter Tare Filter Final 

ClientiD : ml (:.. (g) · (g) 

FEE:~B.l-W-f~_I:)~~9206L I· •. I 5.0000 I .. : .. c. 7.6139 I 7.6218 

1----·---1-------

I ---·-----

Technician: .Mtt. Date: f ( I 2_ D 1 [4-------

Filter Net 
(g) 

0;0079 

I J 

Technician 

MHIGHTOWER 

TDS/TSS 
-~-------r~----:--------"----1 

(mg/L) 

1580.0000 63.29 

, I 

i 
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0 
0 

0 

81 
0 
0) 
OJ 
-..,J 

('.) 
-.J 
0 

Detector ID 
C1 
C2 
C3 
C4 

Sheet1 

Sample ID Alpha Beta Count Time Voltage 
1411095-01 20029 41348 120 1400 
1411095-02 5 122 120 1400 
1411095-03 65 624 120 1400 
1411095-04 66 557 120 1400 

Page 1 

TOD 
11/20/14 11:54 
11/20/14 11:54 
11/20/14 11 :54 
11/20/14 11 :54 

(®)It~ 
~((b 



Eberllne Analytical GPC Detector Report Printed: 11/20/2.014 6:54AM 
Oak Ridge Laboratory (ALL Backgrounds) Page 1 of 1 

~ 
Detector Alpha/Beta Calibration Date Count Date Bkg CPM PFW LCL Mean UCL I 

/(IV1-·"/ LB4110A- A1 Alpha 11/18/2007 11/20/2014 S.OOE-02 p -1.94E+01 2.42E-01 1.99E+01 I 
LB4110A- A2 Alpha 11/18/2007 . 11/20/2014 l.OOE-01 p -1.64E+01 2.18E-01 

11/18/2007 11/20/2014 8.33E-02 p ·1.60E+01 1.90E-01 1 

11/18/2007 11/20/2014 S.OOE-02 p -1.70E+01 2.03E-01 1.74E+01 

11/18/2007 11/20/2014 1.67E-02 p -9.16E-02 7.25E-02 2.37E-01 

11/18/2007 11/20/2014 6.67E-02 p -7.14E-02 7.32E-02 2.18E-01 

11/18/2007 11/20/2014 1.67E-02 p -6.25E-02 S.SSE-02 1.73E-01 

11/18/2007 11/20/2014 S.OOE-02 p -1.28E-01 7.73E-02 

11/18/2007 11/20/2014. 6.67E-02. 

11/18/2007 11/20/2014 1.67E-02' 

11/20/2014 1.67E-02· p 

11/20/2014 3.33E-02· p ·6.48E-02 6.90E-02 2.03E-01 

/20/2014 3.33E-02 p -5.43E·02 8.01E-02 2.15E-01 

11/20/2014 8.33E-02 p -6.96E-02 6.02E-02 1.90E-01 

11/20/2014 6.67E-02 p -5.06E-02 6.74E-02 l.SSE-01 

11/18/2007 11/20/2014 8.33E-02 p -6.69E-02 6.99E-02 

11/24/2006 11/20/2014 S.OOE-02 p -9.21E-02 9.81E-02 I 2.88E-01 

Alpha '11/24/2006 11/20/2014 6.67E-02 p -8.51E-02 

Alpha 11/24/2006 11/20/2014 S.OOE-02 p -7.07E-02 

Alpha 11/24/2006 11/20/2014 1.67E-02 p -5.13E-02 

Alpha 11/24/2006 11/20/2014 1.67E-02 p -8.92E-02 

11/20/2014 S.OOE-02 p ·6.80E-02 

11/20/2014 S.OOE-02 p -6.48E-02 

11/20/2014 8.33E-02 p -6.09E-02 

11/20/2014 O.OOE+OO p ·7.49E-02 

11/20/2014 6.67E-02 p -7.50E-02 

11/20/2014 S.OOE-02 p -8.18E·02 

:2: 
I ......... ~,.~ ....... , -tl "'""~ I ... , ~ ., or.v.......... r 11/20/2014 8.33E-02 p -5.96E-02 

r I LB4110R- D11 Alpha I 11/24/2006 I 11/1/2014 O.OOE+OO p 
r 
"Tl 
0 
); 
~ LB4110R • D4 11/24/2006 11/1/2014 2.22E-01 w ...... 
N LB5100- 1 7/10/2006 10/26/2007 2.07E-01 

I 

0 
0 

~l . ....., 
0 -1. 0 
w f--\ 0 
0) 
OJ 
OJ 
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Detector I Alpha/Beta J Calibration Date Count Date Bkg CPM PFW LCL Mean UCL ~·· 

11/18/2007 11/20/2014 1.40E+OO p -2.62E+02 7.05E+OO 2.76E+02 

11/18/2007 11/20/2014 1.67E+OO p -2.74E+01 2.70E+00 3.28E+01 /II~ 
06E+01 

3.67E+01 

1.54E+01 

1.91E+OO l.07E+01 

11/18/2007 11/20/2014 1.35E+OO p ·3.80E-01 1.41E+00 3.19E+OO 

11/18/2007 11/20/2014 1.48E+00 p -6.81E+OO 1.91E+00 1.06E+01 

11/18/2007 11/20/2014 1.18E+OO, p -4.84E+OO 2.00E+OO 8.85E+00 

11/18/2007 11/20/2014 l.OOE+OO. p 3.75E·01 1.28E+OO 2.18E+OO 
p 4.36E-01 1.52E+OO 2.61E+OO 

p ·1.60E+00 
p -2.24E+00 

-3.78E+00 

6.90E-01 

-7.51E+OO 

-5.60E+01 
p ·4.43E+01 
p -4.11E+01 

p -4.08E+01 

LB4110R- B1 Beta 11/24/2006 11/20/2014 1.45E+OO p -4.30E+01 

LB4110R- 82 Beta 11/24/2006 11/20/2014 2.12E+OO p -4.82E+01 

LB4110R- B3 Beta 11/24/2006 11/20/2014 1.40E+00 p -4.29E+01 2.47E+OO 

LB4110R- 64 Beta 11/24/2006 11/20/2014 1.28E+OO p -4.32E+01 1.83E+OO 

LB4110R- Cl Beta 11/24/2006 11/20/2014 1.43E+OO p -4.31E+01 2.72E+OO 4.8SE+01 

LB4110R- C2 Beta 11/24/2006 11/20/2014 1.80E+OO p -4.29E+Ol 2.56E+OO 4.81E+01 

LB4110R- C3 Beta 11/24/2006 11/20/2014 1.17E+00 p -4.34E+01 2.36E+OO 4.81E+01 

:2: 
........ ,_ ... .,.., .. -· Beta 11/24/2006 11/20/2014 1.35E+OO p -4.90E+01 2.72E+00 5.44E+01 

r LB4110R- 01 Beta 11/24/2006 11/1/2014 O.OOE+OO p -4.36E+01 5.31E+OO 5.43E+01 
r 
11 LB4110R- D2 Beta 11/24/2006 11/1/2014 O.OOE+OO p ·4.67E+01 1.79E+OO 5.03E+01 
0 
); LB4110R- D3 Beta 11/24/2006 11/1/2014 O.OOE+OO p -5.02E+Ol 5.28E+OO 6.07E+Ol 

~ LB4110R- 04 Beta 11/2.4/2006 11/1/2014 O.OOE+OO p ·4.64E+01 2.13E+OO 5.07E+01 w ...... 
':" ·~ LB5100- 1 Beta 7/10/2006 10/26/2007 4.52E+OO F -3.19E-01 1.58E+OO 3.48E+OO 

0 N 0 

~ 
0 i\..) 
0 
w 
0 
0) 
OJ 
(!) 
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Detector Alpha/Beta Calibration Date Count Date Eff PFW LCL Mean UCL 

LB4110A -All Alpha 11/18/2007 11/20/2014 0.2297 p 0.0105 0.2188 0.4272 I 

Alpha 11/18/2007 11/20/2014 0.1995 p -0.0268 0.1787 0.3841 I ~ 

LB4110A- A3 Alpha 11/18/2007 11/20/2014 0.1970 p -0.0484 0.1697 0.3879 1 ttl~ 
LB4110A- A4 Alpha 11/18/2007 11/20/2014 0.2300 p -0.0273 0.1903 0.4079 I 

LB4110A- Bl Alpha 11/18/2007 11/20/2014 0.2175 p 0.1953 0.2235 0.2518 

LB4110A- B2 Alpha 11/18/2007 11/20/2014 0.2011 p 0.1889 0.2189 0.2489 

LB4110A- B3 Alpha 11/18/2007 11/20/2014 0.2369 p 0.1376 0.2326 0.3276 

LB4110A- B4 Alpha 11/18/2007 11/20/2014 0.2107 w 0.2058 0.2343 0.2627 

LB4110A- C1 Alpha 11/18/2007 11/20/2014 0.2133 p 0.1980 

LB4110A- C2 Alpha 11/18/2007 11/20/2014 0.2279 p 0.1989 

LB4110A- C3 Alpha 11/18/2007 11/20/2014 0.2452 p 0.2242 0.2489 0.2735 

LB4110A- C4 Alpha 11/18/2007 11/20/2014 0.2181 p 0.1982 0.2249 0.2517 

LB4110A- 01 Alpha 11/18/2007 11/20/2014 0.2208 p 0.1797 0.2303 0.2809 

LB4110A- 02 Aloha 11/18/2007 11/20/2014 0.2438 p 0.2017 0.2557 0.3097 

11/18/2007 11/20/2014 0.2535 p 0.2054 0.2611 0.3168 

/18/2007 11/20/2014 0.1883 p 0.1488 0.1973 0.2458 

LB4110R • A1 Alpha 11/24/2006 11/20/2014 0.2293 p 0.2002 0.2376 0.2751 

LB4110R - A21 Aloha I 11/24/2006 11120/2014 0.2059 p 0.1847 0.2186 0.2524 

0.1922 0.2230 0.2537 

0.2130 0.2445 0.2760 

0.1703 0.2225 0.2746 

0.1750 w 0.1671 0.2143 0.2615 

0.2104 p 0.1970 0.2431 0.2892 

0.1898 w 0.1800 0.2284 0.2768 

0.2102 p 0.1795 0.2138 0.2481 

0.2086 p 0.1898 0.2228 0.2558 

:2: LB4110R- C3 Alpha 11/24/2006 11/20/2014 0.2261 p 0.2033 0.2380 0.2727 
r 0.2611 r LB4110R- C4 Alpha 11/24/2006 11/20/2014 0.2029 p 0.1778 0.2195 
""Tl 
0 LB4110R- 01 Alpha 11/24/2006 11/1/2014 0.0000 w -0.0281 0.1904 0. 
); 
~ LB4110R- 02 Alpha 11/24/2006 11/1/2014 0.0000 w -0.0314 0.2165 0.4644 
w ...... -0.0308 0.21:27 0.4562 "'1 LB4110R- 03 Alpha 11/24/2006 11/1/2014 0.0000 w 

I 

0 l'v LB4110R- 04 Alpha 11/24/2006 11/1/2014 0.0000 w -0.0260 0.1714 0.3689 
0 

i.....J LB5100- 1 Alpha 7/10/2006 10/26/2007 0.3368 p 0.3332 0.3455 0.3578 

o. w 
0 
w 
0 
0) 
(!) 
0 
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LB4110A - All Beta I 11/18/2007 11/20/2014 0.5638 p 0.2437 0.5629 0.8821 ~ 
11/18/2007 11/20/2014 0.4609 p 0.1919 0.4677 0.7435 

(!I~ 11/20/2014 0.4851 p 0.1279 0.4631 0.7984 

11/20/2014 0.5729 p 0.1783 0.5028 0.8273 

11/20/2014 0.5347 p 0.4666 0.5332 0.5999 

11/20/2014 0.4993 p 0.4677 0.5272 0.5867 

11/20/2014 0.5907 p 0.3372 0.5417 0.7462 

11/20/2014 0.5402 p 0.4951 0.5558 0.6166 

11/20/2014 0.5386 p 0.4367 0.5115 0.5863 

11/20/2014 0.5585 p 0.3994 0.5159 0.6325 

LB4110A- C3 Beta 11/18/2007 11/20/2014 0.6203 p 0.5258 0.5977 0.6697 

LB4110A- C4 Beta 11/18/2007 11/20/2014 0.5711 p 0.4528 0.5329 0.6130 

lOA- 01 Beta 11/18/2007 11/20/2014 0.7199 w 0.3874 0.5644 0.7414 

110A- 02 Beta 11/18/2007 11/20/2014 0.6741 p 0.4358 0.5914 0.7469 

LB4110A- 03 Beta 11/18/2007 11/20/2014 0.6537 p 0.4806 0.6156 0.7506 

LB4110A- 04 Beta 11/18/2007 11/20/2014 0.4874 p 0.3515 0.4714 0.5912 

LB4110R- Al Beta 11/24/2006 11/20/2014 0.5674 p 0.4818 0.5701 0.6584 

LB4110R- A2 Beta 11/24/2006 11/20/2014 0.5119 p 0.4235 0.5114 0.5993 

LB4110R- A3 Beta 11/24/2006 11/20/2014 0.5285 p 0.4568 0.5386 0.6204 

11/20/2014 0.6097 p 0.5099 0.5952 0.6806 

11/20/2014 0.4657 p 0.4285 0.5394 0.6502 

LB4110R- B21 Beta I 11/24/2006 11/20/2014 0.4356 w 0.4119 0.5173 0.6227 

11/24/2006 11/20/2.014 0.5298 p 0.4826 0.5958 0.7091 

11/24/2006 11/20/2014 0.4641 w 0.4431 0.5479 0.6527 

11/20/2014 0.4935 p 0.4140 0.5016 0.5893 

11/20/2014 0.5315 p 0.4337 0.5357 0.6376 

:2: LB4110R- C3 Beta 11/24/2006 11/20/2014 0.5815 p 0.4821 0.5742 0.6663 
r 
r LB4110R- C4 Beta 11/24/2006 11/20/2014 0.5229 p 0.4316 0.5258 0.6201 
"'Tl 

Q2 
)>, 

LB4110R- 01 Beta 11/24/2006 11/1/2014 0.0000 . w -0.0678 0.4553 0.9785 

~ LB4110R- 02 Beta 11/24/2006 11/1/2014 0.0000 'W -0.0756 0.5116 1.0989 
w _.. 
N LB4110R- 03 
I 

Beta 11/24/2006 11/1/2014 0.0000 w -0.0736 0.4969 1.0674 

0. LB4110R- 04 Beta 11/24/2006 11/1/2014 0.0000 w -0.0630 0.4090 0.8811 
0 

LB5100- 1 Beta 7/10/2006 10/26/2007 0.4428 F 0.4555 0.4731 0.4906 

0 N 
0 

~ w 
0 
0) 
(!) 


